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    Structured Abstract
Objectives We hypothesize that prosthetic valve thrombogenic potential may be inferred by valve regional flow velocity. This metric was used to compare two clinical valves and two experimental prototypes.

Methods Four our clinical and experimental prototype valve models were tested in aortic and mitral sites under pulsatile circulation in a pulse duplicator. An optical approach measuring projected dynamic valve area to gauge valve motion was implemented. Pulsatile pressures and flow rates were measured by conventional techniques and a quasi-steady flow tester was used to measure valve leakage. Regurgitant flow velocity was derived using time-dependent volumetric flow rate / projected dynamic valve area. Since flow velocity and fluid shear force are related through flow velocity gradient, thrombogenic potential for valves that achieve near closure during the forward flow deceleration phase were determined as regurgitant flow velocities relative to the control mechanical valve regurgitant flow velocity of -126 m/s. Analysis of the flow velocity data made use of Vioplot R* and VISIO software packages to provide split violin plots that represent probability of recurrence of data.

Results Thrombogenic potential was made dimensionless and ranged between -0.45 and +1.0. Negative thrombogenic potentials arise when transient rebound of valve occluder is accompanied by water-hammer phenomena. Positive thrombogenic potentials occur during decelerating forward flow. Bioprostheses had lowest thrombogenic potential transient of 0.15. A mock-transcatheter aortic valve replacement incorporating by design a trivial paravalvular leak (∼1.35 ml/s) demonstrated a high transient thrombogenic potential of 0.95.

Conclusions Our data reveals distinct thrombogenic potential profile differences between valve models. If our study methods are verifiable, the design of future valves may utilize currently available experimental tools to produce advanced devices with significantly reduced thrombogenic potential.

Central Message (short) Thrombogenic potential due to blood cell damage by anomalous valve motion and non-physiologic flow dynamics requires design innovation to produce an advanced mechanical valve.

Perspective Statement (short) Multiple modifications to mechanical and bioprosthetic valves have not resolved chronic shortcomings related to thrombogenicity and durability. New perspectives are required for a development pathway to eliminate thrombogenicity in the former and extend durability in the latter.
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Central Picture and Legend Depiction of prototype mechanical valve.

Perspective Nearly 60 years after their introduction, modifications to mechanical and bioprosthetic valves have not yet resolved chronic shortcomings related to durability and thrombogenic potential. In prior publications, we hypothesized that mechanical valve occluder closing behavior was conspicuously implicated in the thrombogenic discrepancy between mechanical and bioprosthetic valves and this was evidenced in laboratory experiments by assessment of valve regional flow velocity. Although computational methods employed to examine contemporary mechanical and bioprosthetic valve function have generated extensive information on device fluid dynamics, a development pathway has not yet been proposed to eliminate thrombogenicity in the former and extend durability in the latter. If our study methods are verifiable, the design of future valves may utilize currently available experimental tools to produce advanced devices with significantly reduced thrombogenic potential.
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Central Message Valve motion and flow velocity contribute to valvethrombogcnic potential (TP) as revealed by closure-related functional deficitcommon to current mechanic al heart valves (MHVs). Appreciation of valve closureis crucial to design of advanced valves with TP comparable to tissue valves and isachievable with current technology. Consistent with recent clinical experience, data from our mock transcathctcr aortic valve replacement (mTAVR) device suggests modifications to commercial TAVR prosthcses to reduce PVL results in smallci para valvular leaks (PVLs) with greater TP. A consequential outcome of our work is development of a practical laboratory method for screening prototype valves foi TP compared with well established clinical controls.

Perspective Nearly 60 years after their introduction, modifications to mcchanical and bioprosthctic valves have not yet resolved chronic shortcomings related to durability and thrombogcnic potential. In prior publications, we hypothesized that mcchanical valve occludcr closing behavior was conspicuously implicated in the thrombogcnic discrepancy between mechanical and bioprosthctic valves and this was evidenced in laboratory experiments by assessment of valve flow velocity. Although computational methods employed to examine contemporary mcchanical and bioprosthctic valve function have generated extensive information on device fluid dynamics, a development pathway has not yet been proposed to eliminate thrombogcnicity in the former and extend durability in the latter. If our study methods are verifiable, the design of futurc valves may utilize currently available experimental tools to produce advanced devices with significantly reduced thrombogcnic potential.
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	BHV
	bioprosthetic heart valve
	BV3D
	rapid prototype bileaflet mechanical valve (3D printed)
	HITS
	high intensity trancranial signal
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	milliliters per second
	m/s
	meters per second
	ms
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	mTAVR
	mock-transcatheter aortic valve replacement
	MHV
	mechanical heart valve
	PDVA
	projected dynamic valve area
	PVL
	paravalvular leakage
	RFV
	regurgitant flow velocity
	s
	second
	SJM
	St Jude Medical
	TP
	thrombogenic potential
	VIA
	viscoelastic impedance adapter
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