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ABSTRACT. 

The current SARS-CoV-2 pandemic has highlighted a need for easy and safe blood sampling 

in combination with accurate serological methodology. Venipuncture is usually performed by 

trained staff at health care centers. Long travel distances may introduce a bias of testing towards 

relatively large communities with close access to health care centers. Rural regions may thus 

be overlooked. Here, we demonstrate a sensitive method to measure antibodies to the S-protein 

of SARS-CoV-2. We adapted and optimized this assay for clinical use together with capillary 

blood sampling to meet the geographical challenges of serosurveillance. Finally, we tested 
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remote at-home capillary blood sampling together with centralized assessment of S-specific 

IgG in a rural region of northern Scandinavia that encompasses 55,185 sq kilometers. We 

conclude that serological assessment from capillary blood sampling gives comparable results 

as analysis of venous blood. Importantly, at-home sampling enabled citizens living in remote 

rural areas access to centralized and sensitive laboratory antibody tests.  

 INTRODUCTION 

The highly contagious virus SARS-CoV-2 has caused a world-wide pandemic with severe 

consequences for individuals and societies across the globe. Real-time monitoring of how the 

virus spreads is achieved by extensive testing and analysis of virus RNA in respiratory samples. 

Serological studies have also been of importance, as previous exposure reduces the risk of 

developing severe or fatal COVID-19.(1, 2) It is clear that real-time epidemiological sero-

surveillance is critical to support governmental decision making. On an individual level, 

seroconversion to virus-specific IgG reflects the development of virus-specific B and T cell 

memory.(3) Accordingly, information of seroconversion can be used to estimate likelihood of 

severe disease in a population, as well as to devise and monitor strategies to reduce further cases 

of COVID-19. This includes the allocation and prioritizing of healthcare resources and vaccine 

rollout.(4-6) 

 

It is widely accepted that most patients with clinical COVID-19 have developed robust isotype-

switched antibody-responses to SARS-CoV-2 between 1-2 weeks of disease onset(7, 8), and 

these are readily detected by many currently available point-of-care or laboratory-based 

serological assays.(9) However, a large majority of all SARS-CoV-2 infections are 

asymptomatic or manifest with mild disease(10, 11), and not all individuals develop strong and 

uniform antibody responses to all proteins of SARS-CoV-2. The Spike protein (S) of SARS-
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CoV-2 mediates attachment and entry of the virus into target cells(12, 13). Antibodies that can 

block these events are neutralizing, and there is a good correlation between S-binding antibodies 

and capability of immune serum to neutralize the original Wuhan-1 isolate of SARS-CoV-2 

and variants of concern preceding the current Omicron strain(14). Vaccine-induced immune 

responses to the S-protein also forms the basis of currently used Covid-19 vaccines. As such, 

methodologies that measure antibodies towards S can be used both for serosurveillance of 

infections and for assessment of vaccine-induced responses.  

 

Here, we describe the development and evaluation of a sensitive assay that was optimized for 

detection of early or low-level anti-SARS-CoV-2 IgG responses and that was implemented in 

clinical practice at the University Hospital of Northern Sweden. We also demonstrate the 

feasibility of remote sampling in combination with highly sensitive diagnostics in a sparsely 

populated geographic region of northern Sweden. Collectively, the findings reported here 

provide a blueprint for population-based immunosurveillance of SARS-CoV-2 exposure or 

vaccine coverage that is not limited by geographical constraints.  

  

METHODS 

Human samples and ethical permission. All serum samples within this study were collected 

for clinical purposes within the realm of providing healthcare to patients in Region 

Västerbotten, Sweden and stored at the Department of Laboratory Medicine, Umeå University 

Hospital. At-home sampling kits were offered to all inhabitants of Västerbotten that were over 

the age of 16. After return of kits to Norrland´s University Hospital, analysis was done with 

regards to successful sampling and S-directed reactivity by the Regional Laboratory. Test 

results were returned to the individual under confidentiality in accordance with clinical practice. 
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Anonymized data for evaluation of the at-home sampling or venous blood sampling strategies 

were provided by Region Västerbotten.  

 

For comparison, we investigated 30 samples from 25 hospitalized COVID-19 patients with 

moderate to severe disease and 144 samples from before the emergence of SARS-CoV-2. In 

addition, samples that had been collected for the purpose of infection prevention at a care home 

for the elderly were used in this study. Ethical permission for the study was obtained from 

the Swedish Ethical review authority (No: 2020-01557) and all research was carried out 

according to The Code of Ethics of the World Medical Association (Declaration of Helsinki). 

 

Protein production. Plasmid encoding the 2019-nCoV S protein was kindly provided by Jason 

McLellan and the details of these constructs has been previously described(15). Protein was 

produced using the Freestyle™ MAX 293 Expression System (Thermo Fisher Scientific). 

Briefly, plasmids encoding the SARS-CoV-2 S protein (Wuhan strain) was transfected into the 

cells using Freestyle™ MAX reagent in a 1x106 cells/ml culture and grown for 4-5 days in 8% 

CO2 and 120 rpm. The supernatant was then cleared of cells and debris by centrifugation and 

by passage through a 0.2 uM filter. The supernatant was then flowed over column packed with 

His-pure Ni-NTA resin (Thermo Fisher Scientific) at a rate of approximately 0.5ml/minute. 

Subsequently the column was washed with 10 column volumes of 20mM Imidazole / PBS pH 

7.4 and then eluted with 250mM Imidazole / PBS pH 7.4. The resulting elute was concentrated 

and buffer exchanged to PBS pH 7.4 by Amicon spin columns with a cut off <100kDa (Sigma 

Aldrich). In an alternative set-up for purification of S protein for competition assays, the S 

protein was first captured via glycans in lentil-lectin cromatography (GE Healthcare), washed 

with PBS and then eluted with 0.5M Methyl-a-D-mannopyranoside prior to loading of the elute 

on a Ni-NTA packed column. Protein purity was determined by SDS-page, native gel 
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electrophoresis and concentration was determined by a BCA Protein Assay kit (Thermo Fisher 

Scientific).  

 

SARS-CoV-2 S ELISAs. In this study, we used two SARS-CoV-2 Spike ELISA protocols: For 

both assays, clear flat-bottom Immuno Maxisorp 96-well plates (Thermo Scientific) were 

coated with 200 ng/well of purified SARS-CoV-2 S protein and incubated at +4°C overnight. 

The following day the wells were washed once with PBS-0.05% Tween (PBS-T) and incubated 

for 1h at RT with blocking buffer (1% non-fat dry-milk in PBS-T). In the S ELISA protocol, 

duplicates of heat-inactivated human serum samples were diluted 1/100 in blocking buffer and 

added to the ELISA plate. For each plate, control serum samples from a highly anti-S IgG 

positive individual, and blank wells with blocking buffer alone was also included. 

Subsequently, the plate was incubated for 1h at RT and then washed four times with PBS-T. 

Goat-anti human IgG alkaline phosphate (AP)-conjugated antibody (Thermo Scientific) was 

diluted 1/6000 in blocking buffer and 100 µl was added to each well and incubated for 1 h at 

+37°C. The wells were then washed four times with PBS-T, followed by addition of 100µl/well 

of AP colorimetric substrate containing 1 mg/ml Phosphatase Substrate (Sigma-Aldrich) 

dissolved in diethanolamine buffer. The plate was incubated at +37°C for 30 min, and the 

reaction was stopped with 50 µl 3 M NaOH. Detection of anti-S IgG was then analyzed at 

405nm with Tecan Sunrise reader. The final OD was calculated as OD405nm(sample) – OD405nm 

(blank well). In some instances, we used a HRP-conjugated anti-human IgG as secondary 

antibody ( Thermo Scientific) at a dilution of 1/5000 dilution in blocking buffer. Colorimetric 

change of 1-Step Ultra TMB-ELISA (Thermo Scientific) was measured at 450nm after 2M 

H2SO4 had been added to stop the reaction.  
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Spike competition assay. A spike protein competition assay was performed to verify 

inconsistent positive SARS-CoV-2 antibody results that differed between the S ELISA and the 

Architecht or Liaison instruments. Serum was diluted 1/10 in PBS and purified S protein (100 

µg/ml) or mock (PBS) was added and incubated for 1h at RT. The serum/S protein mixture was 

diluted ten-fold with blocking buffer to obtain a final serum dilution of 1/100 and 100 µl per 

well was added in duplicates to an S ELISA plate. 

 

qDBS sample preparation. After successful sampling, the sample card (qDBS, Capitainer AB) 

comprised 2 paper discs, each with 10µl of whole blood. The discs were extracted from the 

qDBS sample card by using a semi-automated puncher (qDBS Card Puncher, Capitainer AB) 

and one extracted disc was placed each in a single well of a 96-well plate. Blood components 

were then eluted from the disc by adding 100 µl PBS-T containing protease inhibitor cocktail 

(#4693116001, Roche) and subsequent incubation in a shaker (170rpm) for 1h in RT. Twenty 

µl blood eluate were then mixed with 80 µl blocking buffer and the eluate was analyzed in 

duplicates for SARS-CoV-2 S-directed IgG at a final dilution of 1/50. 

 

Stability test for seasonal changes. Anonymized positive- and negative control human plasma 

samples with known S-directed IgG levels were used to spike EDTA blood samples from a 

healthy donor that was negative for S-directed IgG. Spiked blood with negative (n=30), low 

(n=60), moderate (n=30) or high (n=30) S-directed IgG was then applied to qDBS sampling 

cards. The qDBS sampling cards were then put in paper envelopes and incubated at RT or in a 

climatic chamber (MHK-800 YK, Euroterm) that had been programmed with two different 

temperature and humidity scenarios, as specified by FDAs Guidance Document on Home 

Specimen Collection Serology Template for Fingerstick Dried Blood Spot (DBS) from the 

Policy for Coronavirus Disease-2019 Tests During the Public Health Emergency 
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(https://www.fda.gov/regulatory-information/search-fda-guidance-documents/policy-

coronavirus-disease-2019-tests-during-public-health-emergency-revised). These two different 

scenarios were used to reflect shipping of sample cards under winter or summer conditions.  

 

Virus and plaque neutralization assay. Vero E6 cells were cultured in Dulbecco’s modified 

Eagle’s medium (DMEM, D5648 Sigma) supplemented with 5 % FBS (HyClone), 10 

units/mL penicillin and 10 µg/ml streptomycin (PeSt, HyClone). The patient isolate SARS-

CoV-2/01/human/2020/SWE accession no/GeneBank no MT093571.1, was provided by the 

Public Health Agency of Sweden. The viral stock was grown in VeroE6 cells for 48 h and 

titrated by plaque assay. Plaque assay: VeroE6 cells (4x105/well) were seeded in 12 well plates 

(VWR) 12-24 h prior to infection, and tenfold serial dilution of virus was added to the cells. 

We removed the virus inoculum after 1 h and added 2 ml semisolid overlay containing DMEM 

+ 2 % FBS + PeSt + 1.2 % Avicel RC/CL and cells were incubated at 37 ºC in 5 % CO2. After 

65 h the semisolid overlay was removed and cells were fixed with 4 % formaldehyde for 30 

min. Cells were washed with PBS and stained with 0.5 % crystal violet in 20 % MeOH for 5 

minutes. Plates were washed with water and the plaques counted. Plaque neutralization assay: 

Serum samples were heat inactivated at 56 ºC for 30 min prior to analysis. Ten-fold dilutions 

of sera were performed in virus stock (250 PFU/ml in DMEM + PeSt). The virus/sera mix was 

incubated at 37 ºC in 5 % CO2 for 1h, then 400 µl virus/sera inoculum was added to VeroE6 

cells and plaque assay preformed as described above. 

 

Fluorescent inhibition assay  

Vero E6 cells (104/well) were seeded 12-24 h in 96 well plates (Greiner CELLSTAR®) prior to 

infection. Heat inactivated serum samples were diluted 1:10 in virus solution (104 PFU/ml in 

DMEM + PeSt) and then further five-fold serial diluted in same virus preparation. The 
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virus/sera mix was incubated at 37 ºC in 5 % CO2 for 30 min, then 50 µl virus/sera inoculum 

was added to the cells and incubated for another 2 h at 37 ºC in 5 % CO2. The inoculum was 

removed and 100 µl media containing DMEM + 2% FBS + PeSt was added and the cells were 

incubated at 37 ºC in 5 % CO2. 8 hours post infection the cells were prefixed by removing 50 

µl of media and adding 50 µl of 4% formaldehyde for 10 min at RT followed by fixation for 30 

minutes in 4 % formaldehyde. Plates were washed with PBS, permeabilized with 0.5 % Triton 

X-100 in PBS and 20mM glycine for 10 min at RT, followed by blocking with PBS containing 

2 % BSA for 30 min at RT. Virus infected cells was stained for 1 h with anti-SARS-CoV-2 N 

protein rabbit monoclonal antibody (Sino Biological 40143-R001) diluted 1:1000 in blocking 

buffer, followed by secondary donkey anti-rabbit IgG (H+L) Alexa Fluor 488 antibody 

(Invitrogen) 1:1000 in blocking buffer for 30 min and DAPI staining (0.1 ug/mL in PBS) for 5 

min. Number of infected cells were quantified using a TROPHOS Plate RUNNER HD® 

(TROPHOS SA, Marseille, France).  

 

Statistics. Statistical analysis was performed by using Prism 8 (Graphpad software). Two-way 

ANOVA was used to determine the potential significance of detection of COVID-19 samples, 

as compared with controls. Correlative analysis was done by calculation of the Spearman r 

correlation. 

 

RESULTS 

 

Validation of an S-based assay for detection of early seroconversion during COVID-19 by 

venous blood draws 
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Our first aim was to develop a sensitive assay to detect anti-SARS-CoV-2 S IgG from venous 

blood. We therefore produced recombinant trimeric S proteins (S-2P) from the SARS-CoV-2 

isolate Wuhan Wu-1(16) and used these as antigens to develop an ELISA-based set-up for 

detection of anti-S-directed IgG in serum or plasma of SARS-CoV-2 infected individuals (S-

ELISA). After confirmation that we could detect anti-S IgG in a concentration-dependent 

manner (Supplemental figure 1A), we proceeded to define a cut-off for positive signal when 

used in single dilution-point format against 144 pre-pandemic samples and 30 samples from 

COVID-19+ individuals. The mean OD value of pre-pandemic samples was 0.06 +/-0.12 and 

we set a stringent cut-off for positive detection of S-specific IgG to OD 0.7 or higher (OD 0.06 

+ 5.8 StDev). By applying this cut-off, we detected seroconversion in 1/5, 6/12 and 13/13 PCR+ 

SARS-CoV2 infected individuals at 1-5, 6-14 or >14 days after disease onset, respectively 

(Figure 1A). This accounted for 77% of all COVID-19 samples, irrespective of day of 

sampling. As expected, we observed a correlation between binding and neutralization (Figure 

1B). In addition, we showed that our assay had markedly increased sensitivity to detect low 

levels of S-specific IgG in serum samples, as compared with the (at the time) frequently used 

commercial assays Abbot Architect SARS-CoV-2 IgG or LIASON® SARS-CoV-2 S1/S2 

(Supplemental figure 1B-D). As a final test of sensitivity, we screened 145 blinded serum 

samples from a Swedish care home for elderly with confirmed COVID-19 cases for the 

presence of anti-S IgG. Here, we observed seroconversion to anti-S IgG in 17 of 145 (11.7%) 

individuals, whereas the Abbot Architect SARS-CoV-2 assay only detected seroconversion to 

anti-N IgG in 10 (6.8%) individuals (Figure 1C). Since binding to S-2P in serum from the 7 

discrepant samples was abrogated by pre-incubation with an excess of soluble S-2P (Figure 

1D), we concluded that the 7 discrepant samples were from de-facto SARS-CoV-2 exposed 

individuals. These results were in line with a head-to-head comparison against 11 commercially 

available assays that were performed by the Swedish Public Health Agency, where our method 
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(there, denominated in house RV (County of Västerbotten) had the highest sensitivity and 

specificity of all assays tested(17).  

Capillary blood sampling followed by high quality detection of anti-S IgG by S-ELISA.  

After validating our assay on venous blood samples in a clinical setting, it was implemented as 

a benchmark assay at Region Västerbotten for serological assessment of previous COVID-19-

exposure. Västerbotten is a large but sparsely populated region in northern Sweden. To facilitate 

equal access to high quality serological assessment for the population, we proceeded to 

clinically validate the use of the S-ELISA on capillary blood samples (quantitative dried blood 

spots, qDBS). We first performed parallel venous and qDBS blood sampling on 65 individuals 

with confirmed SARS-CoV-2 exposure and 84 individuals without previous exposure to the 

virus and then compared both sampling methods. The results verified that S-specific antibodies 

could be eluted from the dried blood spots, and that these could bind S-2P in a concentration-

dependent manner (Figure 2A). In addition, we found a strong linear relationship between OD 

values between venous and qDBS sampling (r2=0.96; p<0.0001, Figure 2B), and that binding 

was specific to S-2P (Supplemental figure 2A). To investigate the possibility of using qDBS 

sample cards for at-home-sampling, we then tested if samples were affected by storage under 

summer of winter conditions prior to analysis. This was done by analysis of S-specific IgG from 

qDBS sample cards that had been incubated under artificial winter or summer conditions for 

56h. The qDBS sample cards had been spiked with SARS-CoV-2 positive (N=8) or negative 

plasma (N=2). Results from this experiment demonstrated that all positive samples were well 

above background and that results were similar for all but one individual sample, where the 

qDBS had been incubated under summer conditions (Figure 2C). However, the majority of 

qDBS were unaffected and deemed suitable for at-home-sampling. As a final test, we performed 

a survey to understand the ease by which qDBS blood sampling could be managed by 
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unexperienced individuals. In this survey, we found that only 3% of individuals reported 

difficulties with the sampling (Supplemental figure 2B). Collectively, these results validated 

an at-home-based strategy for S-based serology in Region Västerbotten, Sweden.  

 

Individually driven SARS-CoV-2 serology by self-sampling in a rural region of Sweden.  

Voluntary at-home-sampling in combination with analysis with S-ELISA at the hospital 

laboratory was implemented at Region Västerbotten during March to June 2021. In total, 4122 

individual tests were distributed throughout the region and 91% were returned to the laboratory 

for analysis (Figure 3A). Of these, 96.7% were of adequate quality for elution of proteins from 

the dried blood spots (Figure 3B). The distribution of tests was relatively even between genders 

and most tests had been requested from individuals between 30-59 years of age (Figure 3C). 

During the test period, there had been an increase of individuals diagnosed with SARS-CoV-2 

infection by PCR. Consistently, we could demonstrate an increase in frequency of S-positive 

qDBS samples that had been analyzed (Figure 3D).  

Before the implementation of at-home-sampling, inhabitants of the County of Västerbotten 

region had been offered serological testing using venous sampling followed by analysis of N- 

and S-specific IgG. This sampling had been performed by healthcare professionals during 

November 2020 through January 2021. A total of 8002 venous blood draws had been performed 

at health care centers or mobile sampling centers. This allowed us to compare the geographical 

distribution of venous blood sampling with at-home-sampling. By this, we found that the at-

home-sampling strategy had resulted in an increased proportion of tests in rural areas while the 

strategy of venous blood sampling was skewed towards the two major urban areas of Umeå and 

Skellefteå. (Figure 4).  
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Discussion     

In this study, we outline the development and clinical implementation of a sensitive method for 

detection of SARS-CoV-2 exposure and the further development of this assay for at-home 

sampling. The rationale for the latter was to increase access to high quality diagnostics for all 

individuals within a large but sparsely populated region of Sweden. 

As demonstrated by us, and by independent studies by the Swedish Public Health Agency, our 

assay for detection of S-specific IgG had the highest standard with regards to sensitivity and 

specificity (17). For this reason, the assays was subsequently used on venous blood samples for 

probabilistic classification of anti-SARS-CoV-2 antibody responses (18). 

When applying eluates from qDBS sample cards instead of serum from venous blood draws, 

we could demonstrate a high correlation between the sampling methods. Importantly, the 

detection of S-specific IgG from qDBS elutes were minimally affected by conditions that mimic 

climate variations in the northern of Sweden. Here, the strategy was implemented in clinical 

care and over 4000 tests were distributed throughout the region and then analyzed at the clinical 

laboratory at Norrland´s University Hospital.  

The strategy outlined herein has several benefits to that of serological analysis by venous blood 

sampling. These include: sampling that do not require trained professionals, outreach to 

geographically challenging areas and reduced risk for spread of SARS-CoV-2 upon sampling. 

Moreover, the use of qDBS allow for downstream processing and implementation of tests of 

with high specificity and sensitivity(19-21),. 

Collectively, we here present a strategy for serological surveillance that was implemented for 

serosurveillance of SARS-CoV-2 infection by at-home sampling. We show that this method 

can be implemented in clinical care even during winter season in arctic or subartic areas. The 
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approach increased the possibility of individuals in rural regions to test for previous SARS-

CoV-2 exposure. This methodology is also possible to directly implement as a practical tool to 

monitor vaccine-induced responses to the S-protein of SARS-CoV-2 in large populations. 
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Figure Legends  

Figure 1. Validation of methodology to detect binding and neutralizing anti-SARS-CoV-

2 S-specific IgG 

A. Single point validation of S ELISA set up. Shown are samples from qPCR confirmed Covid-

19+ individuals 1-5 days post disease onset (n=5), 6-14 days (n=12), >14 days (n=13), hCoV 

(n=18), other viral infections (n=55), rheumatoid arthritis (RA) (n=9), and healthy controls 

(n=43). Dotted lines indicate the threshold to define a positive sample (OD=0.7) B. Correlation 

between S ELISA and microneutralization at serum dilution 1/50. C. Comparison between S 

ELISA and Abbott Architect SARS-CoV-2 IgG (N) for detection of SARS-CoV-2 exposure. 

Blue circles indicate individuals positive for anti-S IgG in the S ELISA test. Dotted line indicate 

threshold to define a positive sample (OD=0.7) E. Detection of anti-S IgG in serum that has 

been co-incubated with an excess of soluble S-2P protein. 

Figure 2. Verification of at-home testing methodology 

A. The binding of antibodies extracted from eleven individuals sampled with quantitative dried 

blood spots (qDBS) sample cards to S-2P in concentrations 1/50 to 1/718250. B. Comparison 

of ELISA optical density readout of samples from 65 SARS-CoV2 experienced and 84 naïve 

individuals obtained from qDBS sample cards and venous sampling. C. Analysis of serum from 

ten individuals extracted from qDBS cards stored under conditions that mimic extreme summer 

or winter. *= p<0.05 ****= p<0.0001. 

Figure 3. At-home testing of the population of Västerbotten  

A. Amount of quantitative dried blood spots (qDBS) tests distributed over time in the county 

of Västerbotten during March to June 2021. B. Pie chart representing the success rate of qDBS 
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tests returned for analysis. The dark blue field represents the amount of qDBS cards returned 

with two out of two chambers filled with blood. The light blue represents cards with one of two 

chambers filled with blood. The light gray area represents failed tests and the dark gray area 

represents tests that were not returned. C. Chart of age and gender distribution of successfully 

completed tests. D. The fraction of serological tests found to be positive for anti-S IgG (blue 

dotted line) and the accumulated number of SARS-CoV-2-positive qPCR tests (orange line) in 

Västerbotten during the same period of time (data courtesy Region Västerbotten). 

Figure 4. Access to serological testing in Västerbotten 

A map representation of Västerbotten subdivided in geographical area codes. The color 

distribution shows the over or under representation of at-home testing using quantitative dried 

blood spots (qDBS) in relationship to venous testing for serology. The two urban areas Umeå 

and Skellefteå are highlighted.  

Supplemental figure 1  

(A) Anti-S IgG in serum from COVID-19 patients or none-exposed individuals at different 

serum dilutions. Comparison for detection of previous SARS-CoV-2 exposure at different 

timepoints after disease onset in COVID-19 patients or healthy controls. Shown is (B) S ELISA 

(S-2P based), (C) Abbott Architect SARS-CoV-2 IgG (N-based) or (D) LIASON® SARS-CoV-

2 S1/S2 (wt S-based).  

Supplemental figure 2 

(A) Detection of anti-S IgG in qDBS elutes after co-incubation with an excess of soluble S-2P 

protein. (B) Evaluation of the ease of self-sampling with the provided self-sampling kit.  
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Figure 1. Detection of Anti-SARS-CoV-2 S-binding IgG and neutralizing antibodies 

A. Single point validation of AP S ELISA set up. Shown are qPCR confirmed Covid-19 1-5 

days post disease onset (n=5), 6-14 days (n=12), >14 days (n=13), hCoV (n=18), other viral 

infections (n=55), rheumatoid arthritis (RA) (n=9), and healthy controls (n=43). Dotted lines 

indicate threshold to define a positive sample (OD=0.7) B. Correlation between S ELISA and 

microneutralization at serum dilution 1/50. C. Comparison between S ELISA and Abbott 

Architect SARS-CoV-2 IgG (N) for detection of SARS-CoV-2 exposure. Blue circles indicate 

individuals positive for anti-S IgG in the S ELISA. Dotted line indicate threshold to define a 

positive sample (OD=0.7) E. Detection of anti-S IgG in serum that has been co-incubated with 

an excess of soluble S-2P protein. 
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Figure 2. Verification of at-home testing methodology 

A. The binding of antibodies extracted from eleven individuals sampled with quantitative dried 

blood spots (qDBS) sample cards to S-2P in concentrations 1/50 to 1/718250. B. Comparison 

of ELISA optical density readout of samples from 65 SARS-CoV2 experienced and 84 naïve 

individuals obtained from qDBS sample cards and venous sampling. C. Analysis of serum from 

ten individuals extracted from qDBS cards stored under conditions that mimic extreme summer 

or winter. *= p<0.05 ****= p<0.0001. 
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Figure 3. At-home testing of the population of Västerbotten  

A. Shows the amount of quantitative dried blood spots (qDBS) tests distributed over time in 

Västerbotten during March to June 2021. B. Pie chart representing the success rate of qDBS 

tests returned for analysis. The dark blue field represents the amount of qDBS cards returned 

with two out of two chambers filled with blood. The light blue represents cards with one of two 

chambers filled with blood. The light gray area represents failed tests and the dark gray area 

represents tests that were not returned. C. Chart of age and gender distribution of successfully 

assayed tests. D. The fraction of serological tests found to be positive for anti-S IgG (blue dotted 
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line) and the accumulated number of SARS-CoV-2-positive qPCR tests (orange line) in 

Västerbotten during the same period of time. 
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Figure 4. Access to serological testing in Västerbotten 

A map representation of Västerbotten subdivided in geographical area codes. The color 

distribution shows the over or under representation of at-home testing using quantitative dried 

blood spots (qDBS) in relationship to venous testing for serology. The two urban areas Umeå 

and Skellefteå are indicated with circles.  
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Supplemental figure 1  

(A) Anti-S IgG in serum from COVID-19 patients or none-exposed individuals at different 

serum dilutions. Comparison for detection of previous SARS-CoV-2 exposure at different 

timepoints after disease onset in COVID-19 patients or healthy controls. Shown is (B) S ELISA 

(S-2P based), (C) Abbott Architect SARS-CoV-2 IgG (N-based) or (D) LIASON® SARS-CoV-

2 S1/S2 (wt S-based).  
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Supplemental figure 2 

(A) Detection of anti-S IgG in qDBS elutes after co-incubation with an excess of soluble S-2P 

protein. (B) Evaluation of the ease of self-sampling with the provided self-sampling kit.  
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