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Abstract 

Mass screening aimed at detecting, in asymptomatic subjects, the presence of SARS-CoV-2 is considered a strategic measure for the control of 

the present pandemic. It allows virus carriers to be identified and quarantined, thus preventing local spread and protecting vulnerable 

individuals. Although the screening strategy should be determined by the epidemiological situation, the size of the population that can be 

screened is indeed limited by the availability of resources. Here we present the implementation of an 8-sample pool strategy that relies on 

protocols, reagents and equipment currently used in clinical diagnostics. The method permitted to identify, with 100% sensitivity, specificity and 

accuracy, samples with low viral load, being the limit of detection of 11 viral copies extracted from the equivalent of 133µl of nasopharyngeal 

sample-pool. When the protocol has been applied, as a proof of principle, in a real population of 3592 consecutive nasopharyngeal swabs 

collected by healthcare providers in asymptomatic subjects, 20 positive pools were detected and in 100% of cases the positive specimens 

identified. Considering these performances, the 8-sample pool will allow, in populations with an expected positive rate of less than 1%, reducing 

costs by at least 80%, being a suitable method for a sustainable mass screening strategy in a population of asymptomatic subjects. 
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Introduction 

The SARS-CoV-2 outbreak represents a challenge for health systems worldwide. As of August 28, according to European Centre for Disease 

Prevention and Control (ECDC), 24 million people have contracted the virus and 800,000 have died worldwide1. In the control of an outbreak, 

screening, containment and mitigation are considered important strategies2. Specifically, screening aims at detecting asymptomatic carriers of 

the virus in order to guarantee the quarantine of COVID-19 patients to prevent local spread and protect vulnerable individuals 3.  

Additionally, it informs on the efficacy of the national government measures3. However, the screening strategy must be adapted to the 

national/local epidemiological situation and resources. In fact, although the demonstration of SARS-CoV-2 viral RNA on nasopharyngeal swabs 

by real-time reverse transcription polymerase chain reaction (RT-PCR) is considered the gold standard method to detect infected subjects, its 

application in mass screening strongly depends on the availability of diagnosis kits and equipped facilities, especially considering the costs, the 

worldwide shortage of diagnosis kits and the need to guarantee the execution of diagnostic tests in symptomatic patients4. 

Pooling is now considered an interesting approach to overcome these problems allowing a sustainable mass screening, even in low income 

countries5, 6. It consists in mixing samples and testing them as a single pool. Subsequently, only the samples of a positive pool are tested 

singularly. Various pooling strategies have been described and mathematical algorithms to choose the best one are now available5, 6. Indeed, to 

be cost-effective, the pooling strategy must be chosen taking into consideration different factors such as the prevalence of the infection in the 

tested population, sensitivity and specificity desired and possibility of automation. Pooling has been proven to work for RT-qPCR and, in USA, 

LabCorp’s COVID-19 molecular test and Quest Diagnostics SARS-CoV-2 RNA have been authorized by the Food and Drug Administration (FDA), 

under an Emergency Use Authorization (EUA) only, to detect SARS-CoV-2 nucleic acid in pools of, respectively, 5 and 4 upper or lower respiratory 

specimens7, 8. 

Here we describe the development and implementation of an 8-sample pooling strategy that allows to detect SARS-CoV-2 mRNA in 

nasopharyngeal swabs with high sensitivity, specificity and accuracy and reducing costs of reagents by 80% when tested in a population with a 

prevalence of positive samples up to 1%. 

Materials and Methods 

Sample collection 

Ethical approval was obtained from the Medical Research Ethics Committee of the Region Friuli Venezia Giulia, Italy (Consent CEUR-2020-Os-

033). Nasopharyngeal swabs were collected in UTM® tubes (COPAN Diagnostics) by healthcare providers, sent to the Virology laboratory at the 

University Hospital of Udine and assayed for the presence of SARS-CoV-2 viral RNA by optimized in house protocols9. 

Pooling  

From each nasopharyngeal sample, 150 μL of medium from 3mL of UTM® tube were taken. Pools were obtained by mixing 8 samples. For 

determination of sensitivity, limit of detection and specificity, each pool consisted of 7 negative samples, while the 8th sample could be: a negative 

sample (for specificity assays; n=54), a positive sample (for sensitivity assay; n=170) and a dilution of a positive sample in a negative one (to 

determine the limit of detection; n=160). In this latter case, 10 different negative pools were added with a positive sample (Cp 15.4) diluted, in 

the first experiment 102, 103, 5 x 103, 104, 5 x 104, 105, 5 x 105, 106 folds, and, in the second experiment, other 10 different pools were added 

with the positive sample diluted 104, 5 x 104, 5 x 105, 8 x 105, 106, 2 x 106, 5*106, 107 folds. In this way, 160 different extraction were performed. 

Since each negative pool were composed of 8 different negative samples, we determined whether the different negative-sample composition 

of the pool could affect the detection of positive samples. 

To evaluate the performance in a real population, 3592 consecutive samples, collected by healthcare providers in asymptomatic subjects, were 

mixed in 8-sample pools (n=449). 

Automated RNA extraction from nasopharyngeal swab 

RNA was extracted by the QIAsymphony DSP Virus/Pathogen Kit (Qiagen), using the automated QIAsymphony SP System (Qiagen), following 

manufacturer’s instructions. Starting from 400 or 800 μL of pool, samples were eluted in 60μL of elution buffer. 
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Quantitative Reverse Transcription Polymerase Chain Reaction (RT-qPCR) 

SARS-CoV-2 RNA was detected using LightMix® Modular SARS and Wuhan CoV E-gene kit with LightCycler Multiplex RNA Virus Master (Roche) 

according to the manufacturer’s instructions. Briefly, each reaction mixture contained: 5.4 μL of nucleasefree water, 4 μL of Roche Master, 0.5 μL 

of reagent mix, 0.1 μL of RT Enzyme, and 10 μL of extracted pool. RT-PCR was performed on a LightCycler 480 II Real-Time PCR System (Roche).  

To assay the pooling strategy in a real population of asymptomatic subjects, the 174 pools obtained from 1392 different nasopharyngeal swabs 

were first analyzed as described above, and, subsequently, only the samples of the positive pools were tested singularly by the DiaSorin 

Molecular SimplexaTM COVID-19 direct assay system, a real-time RT-PCR system that enables, in 90 minutes, the direct amplification of 

Coronavirus SARS-CoV-2 RNA from 8 nasopharyngeal swabs (DiaSorin Molecular). 

One-Step Reverse Transcription-Droplet digital Polymerase Chain Reaction (RT-ddPCR) 

To determine the absolute number of viral particles in pooled samples, we slightly modified a previously published protocol9. Specifically, we 

used 5' 6-FAM/3' BHQ-1®-conjugated E-gene1 (Sigma Merck) and One-Step RT-ddPCR Advanced Kit for Probes (Bio-Rad). Briefly, each reaction 

mixture contained: 5μL of ddPCR™ Supermix for Probes (No dUTP), 900 nM primers and 250 nM probes, 15mM DTT, 20U/μL Reverse 

Transcriptase, 5 μL sample and nuclease-free water to a total volume of 20 μL. Samples were mixed with Droplet Generator Oil for Probes (Bio-

Rad, catalog number 1863005) and droplets were generated on the automated droplet generator QX200™ Droplet Generator (Bio-Rad). PCR 

amplification was performed by the Veriti® Thermal Cycler (ThermoFisher Scientific). Droplets were read on the QX200™ Droplet Reader (Bio-

Rad) and data were analyzed by QuantaSoft™. 

Limit of Detection (LoD)  

LoD has been defined as the lowest analyte concentration at which detection was feasible. LoD was determined by utilizing test replicates of a 

pool composed of 7 negative samples and different dilution of a sample known to be positive with a Cp=15.4 (see above). 

Results and Discussion 

Sensitivity, specificity and accuracy of RT qRT-PCR detection of SARS-CoV-2 RNA in pool of nasopharyngeal swabs. 

To establish whether the pooling of samples could affect sensitivity, specificity and LoD of the optimized RT- qRT-PCR assay in use to detect 

SARS-CoV-2 RNA by LightMix® Modular SARS and Wuhan CoV E-gene kit, a spike-in strategy was used. Specifically, pools of negative samples 

were first added with a number ranging from n=5 and n=104 of the synthetic positive control supplied with the LightMix® Modular kit. Sensitivity, 

specificity and accuracy resulted to be 100%, while the limit of detection n=5 copies/reaction, corresponding to a crossing point (Cp) value of 

37.19±0.23. 

Subsequently, a pool of negative samples was added with the RNA extracted from a patient-derived positive sample diluted from 1 to 104 

(corresponding to a number of copies, as evaluated by ddPCR, ranging from 11.0040 to 12), and all dilution were detected by RT qRT-PCR with a 

Cp value consistent with that obtained using the synthetic positive control. 

Clinical validation 

Once assessed, by spike-in samples, the performance of RT qRT-PCR assay in detecting SARS-CoV-2 RNA, we evaluated sensitivity and specificity 

of the method extracting RNA from 170 positive pools and 54 negative pools. The positive pools were composed by 7 negative samples and 1 

positive one, while negative pools were constituted by 8 negative swabs. Although it has been reported that the viral load of symptomatic, pre-

symptomatic and asymptomatic patients is similar22, 23, 74% of the positive samples used in pools had a Cp value > 30. All negative and positive 

samples were recognized with 100% sensitivity, specificity and accuracy. 

We then evaluated the limit of detection of the method by using an 8-step dilution series of a SARS-Cov-2 positive sample (a nasopharyngeal 

swab with an assayed Cp 15.4), with 10 replicates each dilution level. Since each replicate was represented by a different pool of 7 negative 

samples, we excluded that pool composition could affect the efficiency of the detection. The absolute number of copies present in the different 

pools was assessed by ddPCR. The LoD was equivalent to a dilution corresponding to a Cp value of 37 and an average number of 11 SARS-CoV-2 

RNA copies/reaction, corresponding to the RNA extracted by 125µL of pool. 
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Use of the pooling in a population of asymptomatic subjects 

To assay the pooling strategy in a real population of asymptomatic subjects, 3592 different nasopharyngeal sample were combined in 449 pools 

that were extracted by QiaSymphony and analyzed by RT qRT-PCR. 20 pools resulted to be positive. The samples constituting the positive pools 

were analyzed singularly and in all positive pools the positive samples (n=23) were detected by the confirmation tests. 

Discussion  

In many countries that have passed the acute phase of the pandemic, the risk of new infections that can cause new SARS-CoV-2 outbreaks is 

arising. The problem is pressing because, after the lockdown period, it is necessary to guarantee safety in the resumption of production activities 

and in the reopening of schools. The need to protect risk categories such as healthcare providers, hospitalized patients and the elderly also 

remains unchanged. Since various studies have highlighted the existence of asymptomatic virus carriers, screening campaigns aimed at 

identifying and isolating these subjects could substantially contribute to the achievement of these objectives. Defining the prevalence of 

asymptomatic subjects, the fraction that later develop symptoms, their viral load and their transmission potential are still under investigations10-

15. However, some mathematical modelling studies hypothesized that asymptomatic subjects can be the major responsible for COVID-19 

transmission16, 17. 

The necessity to screen many subjects can also be part of a surveillance testing aimed at collecting data on incidence and prevalence of the 

infection to plan and evaluate public health measures18.  

The effectiveness of mass screening depends on the ability of the test to quickly recognize positive subjects and in the possibility to extend the 

assay to a large population, according to epidemiological observations19. While the first factor relies on the assay sensitivity, the second one is 

strictly related to the availability of resources, equipment and expertise19.  

In the case of SARS-CoV-2, pooling testing consists in combining samples to detect SARS-CoV-2 infection: if a pool is negative, then all specimens 

are assumed negative; if the test is positive or indeterminate, then all the samples in the pool are retested separately18. This strategy allows 

saving reagents and resources, diminishing the time needed to assay a wider population, thus significantly reducing the global costs18.  

Different pooling strategies have been proposed, based on different pooling schemes and different pool sizes4-6. Indeed, to be cost-effective and 

reliable, the pooling strategy must take into consideration both the virus prevalence in the population and the sensitivity of the assay20. Since 

different phases of a pandemic are characterized by rapidly changing in the prevalence of infected subjects, the testing strategies will need to 

adapt to these changes in order to be cost-effective, and algorithms have been developed to choose the optimal pool size depending on 

prevalence rate and test sensitivity21. Here we have implemented a pooling strategy based on an 8-sample pool. The pool size chosen, 8 samples, 

allows, in a population with a virus prevalence in the asymptomatic population of 0.1%, 0.5% and 1% a reduction in the costs of reagents of 87%, 

83% and 79%, respectively. Since studies reported that 6-41% of subjects infected with SARS-CoV-2 remain asymptomatic11-13, the pool size 

chosen is suitable for both screening and surveillance testing18. 

Pooling requires highly sensitive assays in order to detect low positive samples, that, in pool, are further diluted. For this reason, we decided to 

adopt RT qRT-PCR, a well-recognized method to identify infected patients with high sensitivity and specificity4, 7, 8. We applied the same 

procedure (kit, instrument and program) in use in our laboratory for the detection of SARS-CoV-2 E-gene for diagnostic purposes. Moreover, to 

counteract the “dilution” factor of pooling, we decided to extract RNA by QiaSymphony, an automated procedure that allows not only the 

purification of RNA but, by choosing the elution volume, its hypothetical concentration up to 13 folds. In this way, loading 10µL of pool eluate in 

each PCR reaction, allowed to analyze the equivalent of RNA extracted from 16 µL of each single nasopharyngeal specimen, thus blunting the 

dilution factor due to pooling. 

Regarding RT qRT-PCR, first we excluded that pooling could affect the PCR-performances. Indeed, by spiking in negative pools extracts a known 

number of copies of a synthetic positive control, the limit of detection was n=5 copies/reaction corresponding to a Cp value of 37.19±0.23. 

Subsequently, we decided to evaluate sensitivity, specificity accuracy and LOD of the optimized assay using pools of nasopharyngeal swabs 

whose positivity/negativity was first established by gold-standard tests. Both sensitivity, specificity and accuracy resulted to be 100%. Regarding 

the LOD, it was equivalent to a dilution that corresponded to a Cp value of 37 and an average number of 11 SARS-CoV-2 RNA copies/reaction, as 
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assessed by ddPCR. Since recent reports indicate that the viral load of symptomatic, pre-symptomatic and asymptomatic patients is similar, the 

performance of the assay could be considered adequate22, 23. 

Finally, we tested the assay in a real population of 3592 asymptomatic subjects and in the twenty pools resulted positive, we could identify the 

positive specimens. The prevalence of positivity in the tested population of asymptomatic subjects resulted to be 0.6%, a value that makes 8-

sample pooling cost-effective.  

In conclusion, the 8-pool strategy implemented allows to detect with high sensitivity and specificity positive samples even when the viral load is 

low. The procedure relies in instrumentation and expertise already available in the laboratory using RT-qPCR to detect SARS-CoV-2. The 

possibility to introduce automation both in pool preparation and RNA extraction procedure can further increase the processivity of the system. 

Additionally, since the ideal pool can be lower if the prevalence of positivity would increase, it will be easy to reduce the pool size. Indeed, in 

USA Food and Drug Administration (FDA), under an Emergency Use Authorization (EUA) only, has authorized molecular test to detect SARS-CoV-

2 in pools of, respectively, 5 and 4 upper or lower respiratory specimens7, 8 

In any case, pooling testing procedures are affected by some limitations, that must be taken into account. First, the adequacy of each 

nasopharyngeal swab included in the pool is not verified before testing. Therefore, inadequate samples will result as negative. Moreover, the 

dilution in the pool of a specimen with a low viral load, could bring to false negative results. We have implemented a series of corrective measures 

to reduce this risk, which nevertheless remains. 

Conclusions 

We have implemented an-8 sample pool strategy that allows to detect with high sensitivity, specificity and accuracy SARS-CoV-2 infected 

asymptomatic subjects. This strategy can be already implemented in laboratory using COVID-19 RT-qPCR testing. The platform presents two 

other major advantages, since it can be easily automated, thus increasing processivity, and it is flexible, since the pool size can easily be lowered 

if virus prevalence increases. These features make the 8-sample pool combined with COVID-19 RT-qPCR analysis suitable for both screening and 

surveillance testing. 

  

 . CC-BY-NC 4.0 International licenseIt is made available under a 
who has granted medRxiv a license to display the preprint in perpetuity. 

 is the author/funder,(which was not certified by peer review)The copyright holder for this preprint this version posted September 1, 2020. ; https://doi.org/10.1101/2020.08.28.20174946doi: medRxiv preprint 

https://doi.org/10.1101/2020.08.28.20174946
http://creativecommons.org/licenses/by-nc/4.0/


Disclosure/Conflict of Interest. All authors have no duality of interest to declare, please state so in this section. 

Acknowledgements. We thank technicians, biologists and doctors of the ASUFC molecular biology platform for their support and invaluable 

help. 

References 

1 https://www.ecdc.europa.eu/en/covid-19-pandemic. 
 
2 Li Z, Chen Q, Feng L, Rodewald L, Xia Y, Yu H, et al. Active case finding with case management: the key to tackling the COVID-19 pandemic. 

Lancet 2020;396:63-70. 
 
3 Black JRM, Bailey C, Przewrocka J, Dijkstra KK, Swanton C. COVID-19: the case for health-care worker screening to prevent hospital 

transmission. Lancet 2020;395:1418-1420. 
 
4 Yelin I, Aharony N, Tamar ES, Argoetti A, Messer E, Berenbaum D, et al. Evaluation of COVID-19 RT-qPCR Test in Multi sample Pools. 

Clinical Infectious Diseases 2020. 
 
5 Mallapaty S. The mathematical strategy that could transform coronavirus testing. Nature 2020;583:504-505. 
 
6 Mutesa L, Ndishimye P, Butera Y, Souopgui J, Uwineza A, Rutayisire R, et al. A strategy for finding people infected with SARS-CoV-2: 

optimizing pooled testing at low prevalence. Preprint at https://arxivorg/abs/200414934v3 2020. 
 
7 https://ir.labcorp.com/news-releases/news-release-details/labcorp-receives-authorization-covid-19-sample-pooling. 
 
8 https://www.fda.gov/media/136228/download. 
 
9 Marzinotto S, Mio C, Cifu, Adriana, Verardo R, Pipan C, et al. A streamlined approach to rapidly detect SARS-CoV-2 infection, avoiding 

RNA extraction. medRxiv 2020:2020.2004.2006.20054114. 
 
10 https://www.ecdc.europa.eu/en/covid-19/latest-evidence/transmission. 
 
11 Vahidy FS, Bernard DW, Boom ML, Drews AL, Christensen P, Finkelstein J, et al. Prevalence of SARS-CoV-2 Infection Among Asymptomatic 

Health Care Workers in the Greater Houston, Texas, Area. JAMA Netw Open 2020;3:e2016451. 
 
12 Bi J, Lin Y, Zhong R, Jiang G, Verma V, Shi H, et al. Prevalence and clinical characterization of cancer patients with asymptomatic SARS-

CoV-2 infection history. J Infect 2020. 
 
13 Oran DP, Topol EJ. Prevalence of Asymptomatic SARS-CoV-2 Infection: A Narrative Review. Ann Intern Med 2020. 
 
14 Byambasuren O, Cardona M, Bell K, Clark J, McLaws M-L, Glasziou P. Estimating the extent of asymptomatic COVID-19 and its potential 

for community transmission: systematic review and meta-analysis. medRxiv 2020:2020.2005.2010.20097543. 
 
15 Koh WC, Naing L, Rosledzana MA, Alikhan MF, Chaw L, Griffith M, et al. What do we know about SARS-CoV-2 transmission? A systematic 

review and meta-analysis of the secondary attack rate, serial interval, and asymptomatic infection. medRxiv 
2020:2020.2005.2021.20108746. 

 
16 Huang L-S, Li L, Dunn L, He M. Taking Account of Asymptomatic Infections in Modeling the Transmission Potential of the COVID-19 

Outbreak on the Diamond Princess Cruise Ship. medRxiv 2020:2020.2004.2022.20074286. 
 
17 Aguilar JB, Faust JS, Westafer LM, Gutierrez JB. A Model Describing COVID-19 Community Transmission Taking into Account 

Asymptomatic Carriers and Risk Mitigation. medRxiv 2020:2020.2003.2018.20037994. 
 
18 https://www.cdc.gov/coronavirus/2019-ncov/lab/pooling-procedures.html. 
 
19 https://www.ecdc.europa.eu/en/covid-19/surveillance/testing-strategies. 
 
20 Abdalhamid B, Bilder CR, McCutchen EL, Hinrichs SH, Koepsell SA, Iwen PC. Assessment of Specimen Pooling to Conserve SARS CoV-2 

Testing Resources. Am J Clin Pathol 2020;153:715-718. 
 
21 http://www.chrisbilder.com/shiny/. 
 
22 Lee S, Kim T, Lee E, Lee C, Kim H, Rhee H, et al. Clinical Course and Molecular Viral Shedding Among Asymptomatic and Symptomatic 

Patients With SARS-CoV-2 Infection in a Community Treatment Center in the Republic of Korea. JAMA Intern Med 2020. 
 
23 Zou L, Ruan F, Huang M, Liang L, Huang H, Hong Z, et al. SARS-CoV-2 Viral Load in Upper Respiratory Specimens of Infected Patients. N 

Engl J Med 2020;382:1177-1179. 
 
 

 . CC-BY-NC 4.0 International licenseIt is made available under a 
who has granted medRxiv a license to display the preprint in perpetuity. 

 is the author/funder,(which was not certified by peer review)The copyright holder for this preprint this version posted September 1, 2020. ; https://doi.org/10.1101/2020.08.28.20174946doi: medRxiv preprint 

https://doi.org/10.1101/2020.08.28.20174946
http://creativecommons.org/licenses/by-nc/4.0/

