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ABSTRACT
Pool testing has been proposed as an alternative for large-scale SARS-CoV-2 screening. However,
dilution factors proportional to the number of pooled samples have been a source of major concern
regarding its diagnostic performance. Further, sample pooling can lead to increased laboratory workload
and operational complexity. Therefore, pooling strategies that minimize sample dilution, loss of
sensitivity, and laboratory overload are needed to allow reliable and large-scale screenings of SARSCoV-2. Here, we describe a pooling procedure in which nasopharyngeal swabs are pooled together at the
time of sample collection (swab pooling), decreasing laboratory manipulation and minimizing dilution of
the viral RNA present in the samples. Paired analysis of pooled and individual samples from 613 patients
revealed 94 positive individual tests. Having individual testing as a reference, no false-positives or falsenegatives were observed for swab pooling. A Bayesian model estimated a sensitivity of 99% (Cr.I. 96.9%
to 100%) and a specificity of 99.8% (Cr.I. 99.4% to 100%) for the swab pooling procedure. Data from
additional 18,922 patients screened with swab pooling were included for further quantitative analysis.
Mean Cq differences between individual and corresponding pool samples ranged from 0.1 Cq (Cr.I. -0.98
to 1.17) to 2.09 Cq (Cr.I. 1.24 to 2.94). Overall, 19,535 asymptomatic and presymptomatic patients were
screened using 4,400 RT-qPCR assays, resulting in 246 positive patients (positivity rate 1.26%). This
corresponds to an increase of 4.4 times in laboratory capacity and a reduction of 77% in required tests.
Finally, these data demonstrate that swab pooling can significantly minimize sample dilution and
sensitivity issues commonly seen in its traditional counterpart. Therefore, swab pooling represents a
major alternative for reliable and large-scale screening of SARS-CoV-2 in low prevalence populations.
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INTRODUCTION
The COVID-19 pandemic, caused by the severe acute respiratory syndrome coronavirus 2
(SARS-CoV-2), has dramatically impacted public health worldwide in this year of 20201,2. Rapid
identification and isolation of infected individuals is essential, but it can be particularly challenging given
the infectious potential of both asymptomatic and presymptomatic cases3,4. In this scenario, massive
population SARS-CoV-2 testing is an urgent need to allow the isolation of infected individuals and,
ultimately, the pandemic control.
The most sensitive and recommended test is based on the RT-qPCR method, which detects an
active infection through the identification of the viral RNA in nasopharyngeal samples5–8. However,
several limitations have hampered large-scale population screenings using RT-qPCR, mainly related to
the worldwide shortage of supplies and their relatively high cost. To overcome these limitations and
scale-up testing capability, some research groups have proposed pooling samples for testing, in which
several individuals are simultaneously analyzed using a single test9–15.
In the many ways that pool testing was proposed so far, all of them are based on individual
sample mixing by the laboratory (sample pooling). This procedure involves substantial sample
manipulation, leading to operational challenges and, more importantly, to substantial dilution of viral
RNA present in any of the pool samples. Such a dilution effect directly impacts the analytical sensitivity
of the RT-qPCR assay, potentially leading to reduced diagnostic sensitivity9. Here, we describe a pooling
procedure in which nasopharyngeal swabs are pooled together at the time of sample collection (swab
pooling), decreasing laboratory manipulation and minimizing dilution of the viral RNA present in the
sample.
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METHODS
Study design
A retrospective study was performed using de-identified results from nasopharyngeal samples
subjected to RT-qPCR-based SARS-CoV-2 testing from May 5th to July 31st, 2020. Sample collection was
performed focusing on low-prevalence COVID-19 populations (e.g. asymptomatic or presymptomatic
individuals). A total of 45 pool samples and their 613 corresponding individual samples were analyzed in
parallel to assess correspondence between individual and pool qualitative results, i.e., individual samples
were tested regardless of the results from their corresponding pools. Further, 18,922 additional patients
were tested using swab pooling, corresponding to 1,344 pools. Among these, only positive pools had their
respective individual samples tested. Individuals from negative pools were considered negative for
SARS-CoV-2 RNA detection. Comparison of paired cycle quantification (Cq) values from all positive
samples obtained was carried out to assess potential quantitative biases due to swab pooling. This study
was approved by the Hospital Israelita Albert Einstein Ethics Committee (number
36371220.6.0000.0071).The patient informed consent was waived off by the ethics committee as the
research was performed on de-identified, anonymised samples.

Specimen collection and swab pooling for SARS-CoV-2 screening
Nasopharyngeal samples were collected by trained healthcare professionals using nylon flocked
swab, stored in tubes containing sterile saline solution and submitted to laboratory processing within a
maximum of 48h after sample collection.
For the swab pooling method, two swabs were collected from the same individual (Figure 1). The
first swab, collected through one nostril, was stored in an individual tube containing 3 mL of saline
solution. A second swab, collected from the second nostril, was stored in a pool tube containing 5 mL of
saline solution. As a general rule, each pool tube was allowed to contain up to 16 swabs, from 16 different
patients, collected apart within a maximum of 1h. In this way, the pooling of swabs is performed at the
time of sample collection, dismissing further manipulation, mixing and dilution of the samples by the
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laboratory. When a given pool tested positive, all the corresponding individual samples were also tested
to identify the infected patients. If a pool yielded a negative result, all individuals within that pool were
considered negative for SARS-CoV-2 RNA detection.

SARS-CoV-2 RT-qPCR detection
RNA isolation was performed from nasopharyngeal samples using guanidine thiocyanate lysis
solution followed by magnetic beads capture and purification (BiomeHub, Brazil). Samples were eluted
in 40 µL of RNAse-free water. RNA reverse transcription (RT) was performed using SupesScriptTM IV
(Invitrogen, USA) and random hexamers, according to the manufacturer instructions.
Real-Time PCR detection of SARS-CoV-2 was performed using the following genetic markers: a
region of the gene encoding the viral envelope protein (E) with P1 probe and the RNA-dependent RNA
polymerase gene (RdRp) with P2 probe for discriminatory assay, as described in the Charité-Berlin
protocol8,16. Also, data from the detection of the surface glycoprotein gene (S) using SYBR Green
intercalating fluorophore as previously described17 were included. Amplifications below cycle
quantification (Cq) 40 were considered positive. Amplifications were performed in 7500 Fast,
QuantStudio 6 Pro Real Time PCR (Applied Biosystems, USA), or in a CFX 384 (BioRad, USA). Cycle
quantification values from the RT-qPCR amplifications were used for data analysis.

Statistical analysis
All statistical analyses were performed using R statistical software (v. 3.6.3)18. Data wrangling
and visualization were performed using the tidyverse package suite (v. 1.3.0)19. Modeling was performed
using the brms R package (v. 2.12.0) and the Stan probabilistic programming language (v. 2.19.1)20,21.
Additional R packages included ggpubr (v. 0.2.5), RColorBrewer (v. 1.1.2), binom (v. 1.1.1), and
patchwork (v. 0.0.1)22–25.
Concordance between pool and individual tests was determined by considering their
corresponding qualitative results, i.e., a test was considered concordant if the individual result matched
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the result from its corresponding pool. Among positive tests, we quantified the mean Cq difference
between individual samples and their corresponding pools. We employed a Bayesian hierarchical model
with patient-specific intercepts as follows:
Cqi ~ N (μi, σ2)

μi = α + α patient[i] + βpool *Pooli + βE *Ei + βRdRp *RdRpi
+ βPool:E *Pooli *Ei + βPool:RdRp *Pooli *RdRpi

α patient ~ N (0, σα)
α ~ N (25, 3)

(1)

β. ~N (0, 5)
σα ~Exponential (1)
σ ~Exponential (1)
where Pooli is an indicator variable which equals 1 when the ith observation is from a pool sample and 0
otherwise. The Ei and RdRpi variables adjust for variation in the genetic marker used for the RT-qPCR
assay. In these settings, the population-level intercept α represents the average Cq value for an individual
test using the S gene, whereas the patient-specific intercept α patient[i] accounts for patient-to-patient
variability. The β. coefficients allow quantification of mean Cq differences between individual and pool
tests across different genetic markers. We set weakly informative priors for all parameters. Results were
reported as posterior means and 95% credible intervals.
For the sample dilution in swab pooling experiment, the same model as in (1) was employed,
except that varying intercepts varied with inoculating samples instead of with patients; also, only E and
RdRp genes were used. Credible intervals for proportions were obtained using a Beta(1, 1) prior for the
binomial likelihood. Observed correlations were reported as Spearman’s rank correlation as well as
Pearson’s correlation coefficient.
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RESULTS
Sample dilution in swab pooling - Proof of concept
In a laboratory experiment, 16 positive nasopharyngeal samples were selected as inoculating
samples to be mixed in equal volumes into 16 negative pool samples as well as into 16 negative
individual samples, according to a dilution factor of 1.67. This dilution factor corresponds to volumes
between samples collected in swab pooling tubes (with 5 mL saline solution) and samples collected in
individual tubes (with 3 mL saline solution). For this paired experiment, we observed a mean Cq
difference between pool and individual samples of 0.42 Cq (95% Cr.I. -0.22 to 1.09) for the E gene and
0.6 Cq (95% Cr.I. -0.05 to 1.24) for the RdRP gene (Figure 2A).
In Figure 2B we show the expected slopes (ΔCq) in RT-qPCR amplifications with variable
amplification efficiencies and considering different dilution scenarios. In sample pooling, the dilution
factor is equal to the number of individual samples within a pool, yielding expected mean Cq differences
of at least 3.32 Cq and as high as 7.37 Cq depending on the number of pooled samples and the
amplification efficiency. For swab pooling, on the other hand, the dilution factor is kept fixed at 1.67 so
that the expected variation due to dilution alone is constrained between 0.73 and 1.08 Cq.

Paired analysis of pool and individual tests
To investigate any loss of diagnostic sensitivity due to swab pooling, we analyzed individual and
pool samples from 613 patients regardless of their pool results (i.e., positive and negative pools). All the
individual and pool samples were analyzed in parallel resulting in 94 positive individual tests and 20
positive pools (Figure 3A). Among the 20 positive pools, at least one individual sample in each pool
tested positive for SARS-CoV-2. Positive patients per pool varied from 1 to 11 (Figure 3B). We observed
no clear evidence of correlation between the pool Cq values and the number of positive samples within
each pool (Figure 3C). Paired comparisons of the pool and their respective individual Cq values can be
visualized in Figure 3D. Further analysis of Cq variation is performed in the next section.
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Qualitatively, we did not observe any positive individual test paired with a negative pool, i.e., no
false-negatives due to swab pooling. In fact, we observed complete agreement (100%) between
qualitative results from the pool and individual paired samples. Hence, we employed a simple betabinomial model with flat priors on performance estimates that would otherwise reach 100%. Having
individual testing as a reference, the current data supports a sensitivity of 99% (95% Cr.I. 96.9% to
100%) and a specificity of 99.8% (95% Cr.I. 99.4% to 100%) for the swab pooling procedure, indicating
evidence of strong similarity in diagnostic performance.

Large-scale screening for SARS-CoV-2 using swab pooling
To investigate any biases in quantitative results, we included data from additional 1,344 pools and
their respective individual tests. In total, 19,535 patients (1,389 pools) were screened using the swab
pooling method herein described. Considering all combined results, we observed 246 positive patients for
SARS-CoV-2 distributed in 163 pools, resulting in a positivity rate of 1.26%. For 12 pools (0.86%),
amplification of both E and RdRp genes was detected but no associated positive individual sample was
identified. In such cases, a new sample collection was requested by the laboratory.
Among the 163 positive pools, 100 (61.3%) contained exactly 16 pooled swabs (Figure 4A).
Also, 104 pools (63.8%) corresponded to exactly one positive individual test each. Over 81% of positive
pools presented at most 3 correspondent positive individual tests. Some Cq values above 40 were
individually inspected and considered positive for 3 pools and 3 individual samples in the E gene (41.06,
40.58, 40.58 for pools and 41.93, 41.61, 40.99 for individuals) given that their respective RdRp gene
amplification was also positive but with lower Cqs (34.58 to 37.52). Additionally, one pool sample with a
Cq value of 44.79 for the RdRp gene was considered positive as its E gene counterpart showed a Cq value
of 34.83.
Correlation between Cq values from individual tests and their corresponding pools was strongest
for pools associated with one or two positive samples, seemingly diminishing with the increase in the
number of positive samples within the pools (Figure 4B). To estimate the Cq variation due to swab
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pooling, we assigned to each patient the Cq value from their individual test and the Cq value from their
respective pool. Using a hierarchical model with patient-specific intercepts, we estimated the mean Cq
difference between individual tests and their corresponding pools for each genetic marker (Figure 5). For
the S gene (94 patients), the mean Cq difference was estimated to be 0.1 Cq (95% Cr.I. -0.98 to 1.17).
Differences for the E and RdRp genes (152 patients) were estimated to be 1.8 Cq (95% Cr.I. 0.93 to 2.66)
and 2.09 Cq (95% Cr.I. 1.24 to 2.94), respectively.

DISCUSSION
Pool testing has gained importance to fight the COVID-19 pandemic, as challenges involving cost
and logistics are at the core of shared struggles to promote large-scale screenings worldwide10. Traditional
pooling methods proposed9–15 rely on the combination of multiple individual samples prior to RNA
extraction or RT-qPCR, leading to a dilution factor directly related to the number of samples in the
pool9,11–15. This dilution effect has been of major concern over the diagnostic performance of pool testing
procedures26. Here, we report a pooling strategy that readily minimizes such an effect and enables largescale screening for SARS-CoV-2.
Assessing data from 19,535 screened patients, swab pooling and individual testing showed hardly
distinguishable performances both qualitatively and quantitatively. With complete agreement between
paired qualitative results from 613 patients, the presented data indicates evidence of strong similarity in
diagnostic sensitivity and specificity. We did not observe a clear correlation between pool Cq values and
number of positive individuals within the pools, as previously suggested considering other pooling
methods14. Also, the correlation between Cq values from individual tests and their corresponding pools
seems to be stronger for pools with no more than two positive individuals. This is mainly reflecting the
potentially wide range of individual Cq values for samples composing a single pool.
Although we do use a larger volume for swab pooling (5 mL of saline solution versus 3 mL in
individual tubes), the corresponding dilution factor of 1.67 will lead to an expected mean increase of 1.08
Cq even under sub-optimal amplification efficiencies. In a laboratory-controlled experiment, we did not
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detect clear differences due to dilution alone, with point estimates from 0.43 to 0.61 Cq. In practice,
observational data from 246 positive patients generated point estimates of mean Cq differences between
individual tests and their corresponding pools ranging from 0.1 to 2.09 Cq. While such values are hardly
significant in terms of analytical sensitivity, the expected counterparts for traditional pooling would range
from 3.3 to 5 Cq under optimal amplification conditions. This range corresponds to dilution factors from
10 to 32, when equivolumetric pools from 10 to 32 samples, respectively, are formed post-collection by
the laboratory as traditionally proposed9,11,13,15. In a worst-case scenario for swab pooling, a mean Cq
difference of 2.94 Cq (RdRp gene, upper limit of 95% credible interval) would still be considerably lower
than the expected differences for sample pooling with 10 samples and perfect amplification efficiency.
Nonetheless, there is always a limitation towards samples with Cq’s higher than 35, in which case mean
differences as small as 1 Cq could still result in false-negative tests regardless of the pooling strategy.
Operationally, the major difference between swab pooling and traditional methods regards sample
collection: while in swab pooling we combine multiple swabs in the same tube at the time of sample
collection, traditional strategies pool equal volumes from individually collected samples. Beyond dilution,
the latter methodology adds complexity to laboratory operations and may lead to increased workload to
already saturated laboratory facilities. Traditional pooling requires significant sample manipulation with a
risk of contamination and even sample exchange during the laborious pooling process.
On the other hand, collecting two swabs from the same patient can be operationally trivial. While
one swab goes into the pooling tube, the other one will only be processed by the laboratory if the pool
tests positive. A critical step, this sample collection process can still represent an important limitation of
swab pooling as it can cause variation between pooled and individual swabs. In this study, we detected 12
pools with positive results but no positive associated individual test. Of these, 8 pools were associated
with two specific collection events (4 pools collected each day). Thus, it is likely that such inconsistencies
are attributable to the sample collection process. Still, these cases represented 0.86% of all 1,389 tested
pools. Notably, the proper training of sample collection staff represents a cheaper and easier-toimplement alternative to increased laboratory complexity. Any laboratory capable of routine processing
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of diagnostic samples for SARS-CoV-2 can also perform swab pool analysis using the same detection
methods and infrastructure already in use.
Using swab pooling during sample collection, laboratories in which traditional pooling is
currently unfeasible become readily able to contribute to large-scale screenings. Swab pooling, therefore,
represents a gain in operational performance for reliable testing of SARS-CoV-2 at scale. As it is wellknown, however, any pooling strategy only boosts testing capability for low positivity rates27. Swab
pooling does not address this matter and is, therefore, suitable for screening populations a with low
expected prevalence of COVID-19.
The data in the present study comes from the application of swab pooling in asymptomatic or
presymptomatic populations, yielding a 1.26% positivity rate. The proposed method was used with pools
containing a majority of 16 individuals, but the optimum pool size can be determined by each laboratory
during internal validation. Pools with 8, 10, 16, or even 32 swabs may be desirable depending on local
epidemiological status and target populations. Upon validation, swab pooling may be applied to any
reasonable pool size traditionally proposed to optimize testing scale. Here, over 19,500 patients were
screened using approximately 4,400 RT-qPCR assays, corresponding to an increase of 4.4 times in
laboratory capacity and a reduction of 77% in the total of required tests.
Finally, identification of infected patients is essential to contain the spread of SARS-CoV-2. This
has been hampered by the fact that several people carrying the virus remain asymptomatic or
presymptomatic4,28. Thus, massive and sensitive testing of asymptomatic and presymptomatic individuals
is of utmost importance to fight the COVID-19 pandemic, especially at the moment in which the world
attempts to resume economic and social activities.
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CONCLUSION
Pool testing is a major alternative for large-scale screening of SARS-CoV-2 in low prevalence
populations. Here, we demonstrate that the swab pooling minimizes sample dilution, can be as sensitive
as individual testing and reduces laboratory workload. A total of 77% of tests were saved in the screening
of 19,535 asymptomatic or presymptomatic patients.
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FIGURE LEGENDS
Figure 1. Molecular screening for SARS-CoV-2 through swab pooling method. 1) From each
individual, two swabs are collected. One nasopharynx swab is collected from one nostril and stored in an
individual 3 mL tube. Then, another swab is collected through the other nostril and stored in a 5 mL tube
containing up to 15 other individuals (pool tube). 2) In the laboratory, the RNA from pooled swabs is
extracted, and SARS-CoV-2 detection is performed using RT-qPCR. If a given tested pool presents a
positive result, all corresponding individual samples are then processed to identify infected patients.

Figure 2. Swab pooling and dilution effects. (A) In a laboratory controlled experiment, 16 positive
samples were inoculated in negative individual and pool samples maintaining the dilution factor of 1.67
between individual (3 mL) and swab pooling (5 mL) samples. Mean Cq differences between individual
and pool samples estimated for E and RdRp genes along with 95% credibility intervals are shown in the
top-left corner of the graphs. (B) Expected Cq variations (ΔCq) for sample pooling methods with 10, 16
or 32 samples compared to swab pooling in different amplification efficiencies. Expected ΔCq was
calculated using Efficiencyslope = dilution factor29–31. In swab pooling, the number of samples are not
related to the dilution factor.

Figure 3. Paired analysis of pool and individual tests. (A) Results for samples analyzed in parallel as
pools and as individual tests. (B) Total number of positive samples for each positive pool. (C) Correlation
between the number of positive samples within a given pool and the corresponding pool Cq (R: Pearson’s
corr. coefficient; : Spearman’s rank corr. coefficient). Points were colored by the total number of
individuals within the pool (pool size). (D) Cycle quantification values for positive pools and
corresponding positive individual samples.

Figure 4. Large-scale molecular screening of SARS-CoV-2 with swab pooling. (A) Number of
positive pools related to the original pool size and the number of positive samples within the pool. (B)
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Correlation between Cq values from pools and their respective individual samples stratified by the
number of positive samples within the pool (1, 2, and 3 or more positive individual samples). Point color
represents the pool size (from less than 10 to 16 individuals). Cq values for the three marker genes tested
were included. Correlation coefficients are presented in the figure (R: Pearson’s corr. coefficient; :
Spearman’s rank corr. coefficient).

Figure 5. Paired cycle quantification comparison and estimated mean differences for pool or
individual samples. Cq values from individual tests and corresponding pools were assigned to each
patient. A hierarchical model with patient-specific intercepts was used to estimate mean variations
between individual and pool samples across varying genetic markers. Estimates for mean Cq differences
along with 95% credible intervals are shown in the top-left corner of each graph.

17

em uma narina e acondicionado em frasco do grupo

coleta de um
O principal objetivo é conseguir aumentar a escalabilidade darealizado
triagem apara

Processo biotecnológico desenvolvido pela Bi

úde;
gurança; C
…);
comercial
ercados…);

Assintomático

D

dividual

A

Viral RNA

Reverse

Extraction

Real Time

Transcription

PCR detection

dentro
de um grupo positivo, é necessário
a
Molecular
Para cada indivíduo será Molecular
Processo biotecnológico desenvolvido pela BiomeHub
realizado a coleta de um
B
C
coleta
um
em
umade
narina
e acondicionado
em frasco
doacomodado
grupo
A
swab
para segundo
análise
individual swab nasofaríngeo,
D
B
C
1
A
e um swab para análise em
Os indivíduos serão
grupo
Triagem
forma individual
para
posterior
diagnóstico.
É
organizados de
em grupos,
B triagem, que compreendem em
Caso algum grupo seja positivo,
cadastrados
e amostras
As
para
A
Molecular
organizados
por
um
app
1º Etapa:
Tria
do SARS-CoV-2 em todos
osamo
ind
B
Caso
algum grupo seja positivo, é realizado
o diagnóstico
m
Caso
exista
a
necessidade
de
identificação
do
indivíduo
mobile.
Triagem Laboratório
D
É realizado o t
B
C
• Profissionais da saúde;
grupos de até 16 indivíduos, são montadas
no
momento
A
Molecular
amostras
em gr
do
SARS-CoV-2
em
todos
os
indivíduos
do
grupo
positivo
• Profissionais da segurança;
positivo,
é necessário
D
Laboratório
B a C
os grupo
Aé coletado
da
coleta,dentro
ou
seja,de1 um
(um)grupo
swab positivo,
nasofaríngeo
• Estabelecimentos
comercial
B
Caso
algum
grupo
seja
positivo,
é
realizado
o
diagnóstico
molecular
coleta deB um
acomodado
D swab nasofaríngeo,
Caso algum grupo seja positivo, é realizado o diagnóstico molecular
essenciais (supermercados…);
C segundo
e acondicionado
em frascododo
grupo
SARS-CoV-2
em todos os indivíduos do grupo positivo
A em uma narina
do SARS-CoV-2 em todos os indivíduos do grupo positivo
Laboratório
• Indústria;
de forma individual para posterior
2
Laboratório diagnóstico.
2º Etapa: Dia
• Profissionais da saúde;

organizados em grupos,
cadastradosSwab
e 1
organizados por um app
mobile. Swab 2

A

Individual
Pool
Pool
Individual

e um swabnão
para dilui,
análise e
emsim concentra
• Como
o método
virais, se existir mais
swabas
paracargas
análise individual
ndivíduos
serão isolamento
rápido de indivíduos
assintomáticos, de forma que seja possível
manter
e um swab
para análise em
grupo
Os
indivíduos
serão
izados em
2 que compreendem em
1 grupos,as atividades econômicas
grupo
Para essenciais,
cada indivíduo
será
As
amostras
parade todos.
triagem,
ático
mas
com
controle
e segurança
organizados
emdas
grupos,
de um
a
soma
cargas
virais
dos
indivíduos
adastrados
e indivíduo infectado,
Processo
biotecnológico desenvolvido pela BiomeHub
realizado a coletacadastrados
de um
e
Caso
exista
a
necessidade
de
identificação
domomento
indivíduo
swab
para
análise
individual
grupos
de
até
16
indivíduos,
são
montadas
no
izados por um app
organizados por um app
Sintomático
e
um
swab
para
análise
em
mobile.
Triagem
mobile.
Triagem
aumentará
docoleta,
processo
de1triagem;
Os
indivíduos serãoa sensibilidadeda
ou seja,
(um) swab nasofaríngeo é coletado

positivo,
grupo

• Profissionais da segurança;
• Estabelecimentos comercial
essenciais (supermercados…);
• Indústria;

C

D

http://biome-hub.com
Caso existaDa necessidade de identificação
do indivíduo
© BiomeHub.
All Rights Reserved.Parap
C

Co
Para todos os ind

parte de grup

positivo, dentro de um grupo positivo, é necessário a

realizado
RT-P
• Serão identificados grupos
positiv
amostra ref
re
• Dos grupos positivos serão identi

A

B

A
B

D

45 POOLS

613 INDIVIDUALS

20 Positive Pools

94 Positive Individuals

25 Negative Pools

519 Negative Individuals

C

A

B

