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24 Abstract

25 We evauated the Panbio™ COVID-19 AG Rapid Test Device (RAD) for the diagnosis
26 of COVID-19 in symptomatic patients attended in primary healthcare centers (n=412).
27 Overal specificity and sensitivity of RAD was 100% and 79.6%, respectively, taking
28 RT-PCR as the reference. SARS-CoV-2 could not be cultured from specimens yielding

29 RT-PCR+/RAD- results.

30 Introduction

31 Rapid detection, effective isolation of symptomatic cases and systematic tracing of close
32 contacts are paramount to blunt community spread of SARS-CoV-2 infection.
33 Nowadays, reverselltranscriptase polymerase chain reaction (RTUPCR) is the
34 diagnostic “gold standard” for COVID-19 [1]; nevertheless, specialized instrument and
35 expertise are required to conduct RT-PCR assays. In addition, supply shortages of RT-
36 PCR reagents have been encountered by many countries. Rapid antigen detection
37 (RAD) immunoassays are particularly suited for point of care testing (POC), as they can
38 be easily performed and interpreted without equipment, are low cost, and improve the
39 turn-around time for results. Moreover, results obtained by a recently launched antigen
40 assay appeared to correlate better with patient infectiousness than those returned by RT-
41 PCR [2]. In this field study, we evaluated the Panbio™ COVID-19 AG Rapid Test
42 Device (Abbott Diagnostic GmbH, Jena, Germany), a lateral flow
43 immunochromatogrephic  assay targeting SARS-CoV-2 nucleoprotein  in
44 nasopharyngheal (NP) specimens for diagnosis of COVID-19 in symptomatic patients

45 attended in primary healthcare centers.

46 Material and methods

47 Patients
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48 This prospective study included 412 patients (median age, 31 years, range, 1-91; 58%
49 females), of whom 327 were adults (median, 36 years; range, 17-91) and 85 pediatrics
50 (<16 years old; median, 11 years; range, 1-16), with clinical suspicion of COVID-19
51 attended in primary care centers (n=8) of the Health Department Clinico-Malvarrosain
52 Vaencia Only patients with compatible signs or symptoms appearing within the prior
53  week (0-7 days) were recruited. The study was conducted between September 2™ and
54 October 7" 2020. The study was approved by the Hospital Clinico Universitario (HCU)

55 INCLIVA Ethics Committee.
56 SARS-CoV-2testing

57 Trained nurses at each participating center collected two NP per patient using flocked
58 swabs following appropriate safety precautions, one of which (provided by the
59 manufacturer) was used for RAD and the other was placed in 3CmL of universal
60 transport medium-UTM-(Becton Dickinson, Sparks, MD) and delivered to the
61 Microbiology Service of HCU for RT-PCR testing. RAD was performed immediately
62 after sampling following the instructions of the manufacturer (reading a 15 min.). RT-
63 PCRswere carried out within 24 h. of specimen collection with the TagPath COVID-19
64 Combo Kit (Thermo Fisher Scientific, Massachusetts, USA), which targets SARS-CoV -
65 2 ORFlab, N and S genes. RNA was extracted using the Applied Biosystems™
66 MagMAX™ Viral/Pathogen 1l Nucleic Acid Isolation Kits coupled with Thermo
67 Scientific™ KingFisher Flex automated instrument (Thermo Fisher Scientific). The
68 AMPLIRUN® TOTAL SARS-COV-2 Control (Vircell SA:, Granada, Spain-) was
69 used as the reference material for SARS-CoV-2 RNA load quantitation (in copies/ml,
70 considering RT-PCR Cys for the N gene: the linear regression equation was: Y = -

71 0.31*X + 13.77, R = 9.89).

72 SARS-CoV-2cdl culture
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73 Samples collected in UTM were stored at -80°C for up to 2 weeks before being
74  processed for culture. Vero E6 cells, maintained in Modified Eagles Medium (MEM)
75 supplemented with 5% Fetal Bovine Serum (FBS), 1% penicillin/ streptomycin, 0.5
76  pg/mL Amphotericin B and 1% L-glutamine, were seeded into 96 well plates (Thermo
77  Fisher Scientific) at 10° cells/ml and inoculated in triplicate with patient samples (100
78 Wl of a 1:1 dilution in MEM 2% FBS supplemented with antibiotics). Cultures were
79 incubated at 37°C with 5% CO- for 4 days. Blind subcultures were performed at 48 h
80 and incubated for another 4 days. Cytopathic effect (CPE) was evaluated daily and
81 recorded. The presence of SARS-CoV-2 was confirmed by RT-PCR (performed at time

82 0, and days 2 and 4).
83 Statistical analyses

84 RAD was evaluated for its sensitivity and specificity with the associated 95%
85 confidence intervals (Cl) using RT-PCR as the reference. Negative predictive value
86 (NPV) and positive predictive value (PPV) were calculated for prevalences of SARS-
87 CoV-2 infection of 5% and 10%, according to that in our Health Department within the
88 study period. Agreement between RAD and RT-PCR was assessed using Cohen's
89 Kappa (k) statistics. Differences between medians were compared using the Mann-
90 Whitney U-test. Receiver operating characteristic curves were built to determine SARS-
91 CoV-2 RT-PCR cycle threshold (Ct) and RNA loads best discriminating between RT-
92 PCR+/RAD+ or RAD- specimens. Two-sided P-values <0.05 were considered
93 dgnificant. Statistical analyses were performed using SPSS version 25.0 (SPSS,

94 Chicago, IL, USA).

95 Results
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96 Out of 412 patients, 43 tested positive by RT-PCR and RAD (10.4%) and 358 (86.9%)
97 negative by both methods. Discordant results (RT-PCR+/RAD-) were noticed in 11
98 patients (2.7%). Characteristics of these patients are shown in Supplementary Table 1.
99 There were no RT-PCR-/RAD+ specimens. Concordance between both methods was
100 good (x, 0.87; 95% ClI, 0.79-0.94). Accordingly, overall specificity and sensitivity of
101 RAD was 100% (95% ClI, 98.7-100%), and 79.6% (95% CI, 67.-88.8%), respectively.
102  Senditivity slightly increased (80.4%; 95% CI, 66.8-89.3%) in patients with clinical

103  courses shorter than 5 days (Figure 1A).

104 The sensitivity was higher in adults (82.6%; 95% CI, 69.3-90.9%) than in pediatric

105 patients (62.5%; 95% ClI, 30.6-86.3%). The data are shown in Supplementary Table 2.

106 Overal RAD negative predictive value for an estimated prevalence of 5% and 10% was

107 99% (95% Cl, 97.4-99.6%) and 97.9 (95% Cl, 95.9-98.9), respectively.

108 RT-PCR Cr values and SARS-COV-2 RNA loads were significantly higher or lower (P
109 <0.001), respectively, in RT-PCR+/RAD- than in RT-PCR+/RAD+ specimens (Figure

110 1B and 1C).

111 ROC curve analyses indicated that RT-PCR Ct <25 and SARS-CoV-2 RNA loads > 5.9
112  logio copie/ml thresholds best discriminated between RT-PCR+/RAD+ and RT-

113 PCR+/RAD-/ specimens, with a sensitivity and specificity of 100%

114 The time to sampling since the onset of symptoms did not differ (P=0.86) between RT-
115 PCR+/RAD+ (median, 3 days; range 1-7 days) and RT-PCR+/RAD- (median 2 days;

116 range, 1-6 days) patients.

117 Patients with fever, either with or without other accompanying symptoms, tested more

118 frequently RT-PCR+/ RAD+ (P=0.02) than afebrile patients (Supplementary Table 3).
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119 All 11 specimens yielding discordant RT-PCR/RAD results tested negative by culture,
120 whereas SARS-CoV-2 could be recovered from 3 out of 3 specimens returning RT-

121 PCR+/RAD+ results (Cr: 4, 14 and 16).
122 Discussion

123 Previous studies evaluating SARS-CoV-2 RAD tests either used retrieved specimens,
124 which had been cryopreserved for a wide range of times, were conducted at central
125 laboratories or both [3-7]. To our knowledge this is the first report on the performance
126 of a RAD assay conducted at POC. As such, it may provide a redlistic view of how
127 implementation of RAD tests in clinical practice can contribute to the management and
128 control of the COVID-19 pandemics. When compared to RT-PCR, the Panbio™
129 COVID-19 AG Rapid Test Device assay yielded an excellent specificity and a fairly
130 good overall sensitivity (79.6%); the latter slightly improved when the time to testing
131 waslessthan 5 days since the onset of symptoms (80.6%). This figure islessimpressive
132 than that claimed by the manufacturer (93%); however it is close (86.5%) to that
133  reported by Linares and colleagues [3] in a mixed cohort including patients attended at
134 the Emergency Department or primary healthcare centers and centralized testing at the
135 hospital laboratory. Sensitivity of SARS-CoV-2 RAD assays has been reported to vary
136 between 45%-97% [3-7]; yet, direct comparison between studies is hampered by
137 relevant dissimilarities regarding clinical characteristics and age of patients, site of

138 testing, type of specimen processed, and time to testing, anong others.

139 Interestingly, the sensitivity was higher in adults (82.6%) than in pediatric patients
140 (62.5%). Previous studies found no age-related differences in SARS-CoV-2 RNA load
141 in the upper respiratory tract [8]. Although speculative, dating the accurate onset of

142 symptoms could have been lessreliable in children than in adults.


https://doi.org/10.1101/2020.10.16.20213850
http://creativecommons.org/licenses/by-nc-nd/4.0/

medRxiv preprint doi: https://doi.org/10.1101/2020.10.16.20213850; this version posted October 20, 2020. The copyright holder for this preprint
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity.
It is made available under a CC-BY-NC-ND 4.0 International license .

143  In asetting with an incidence of COVID-19 ranging between 5% and 10% such as ours

144  at thetime of the study, the RAD NPV was very good (99% and 97.9%, respectively).

145 There were 11 out of 54 RT-PCR positive specimens that tested negative by RAD. In
146 line with previous reports [2-4], SARS-CoV-2 RNA load in RT-PCR+/ RAD+
147 specimens was significantly higher than that in RT-PCR+/ RAD- samples. In our
148  setting, specimens with RT-PCR Cr >25 (equivalent to SARS-CoV-2 RNA loads < 5.9

149  logio copies/ml) returned discordant RAD/RT-PCR results.

150 We did not observe a mgjor impact of the time to testing on the likelihood of having a
151 positive RAD result. On the other hand, fever was the only clinical feature reported

152  more frequently in patients testing RT-PCR+/RAD+ than in those RT-PCR+/RAD-.

153 A relevant observation of our study was that SARS-CoV-2 could not be cultured from
154 RT-PCR+/RAD- specimens. In line with that, Pekosz and colleagues [2], by using a
155 highly sensitive cell culture system (VeroE6 TMPRSS2), found 1 out of 27 RAD-
156 /culture + specimens. SARS-CoV-2 RNA load threshold associated with culture
157 posgitivity herein (> 5.9 logyo copiesml) was remarkably close to others previously

158  published-around 10° copies/ml-[2,9-11].

159 The main limitation of the current study is the relatively low number of cases in the
160 series (13%); this, however, can be viewed as a strength, as this figure likely represents
161 that found in many community settings worldwide where RAD testing is being

162 increasingly used.

163 In summary, we found the Panbio™ COVID-19 AG Rapid Test Device to perform well
164 as a POC for early diagnosis of COVID-19 in primary heslthcare centers. More
165 importantly, our data suggested that patients with RT-PCR-proven COVID-19 testing

166 negative by RAD are unlikely to be infectious. Further studies are warranted to confirm
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this assumption. The inconsequentiality of false negative RAD results, from a public
health perspective [12], would support the implementation of a laboratory diagnostic
approach which excluded confirmatory RT-PCR testing for negative RAD tests in non-
hospitalized patients, even when the pretest probability is high. This would certainly

alleviate laboratory workloads while dealing with RT-PCR supply shortages.
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232 Figure 1. (A) Field performance of the Panbio™ COVID-19 AG Rapid Test Device
233 (RAD) according to the time of testing since the onset of symptoms (< or >5 days) in a
234 cohort of symptomatic patients with clinical suspicion of COVID-19 attended at
235 primary healthcare centers. (B) RT-PCR Cy values in specimens testing either RAD +
236 or RAD -. (C) SARS-CoV-2 RNA loads in specimens testing either RAD + or RAD-.

237 Median and P values are shown.

238

11


https://doi.org/10.1101/2020.10.16.20213850
http://creativecommons.org/licenses/by-nc-nd/4.0/

% of patients

100+

80+

60+

104

EE RT-PCR+/RAD +
[ RT-PCR +/RAD -
[l RT-PCR-/RAD -

<5 cllays 25 (I!ays

Days after the onset of symptoms

RT-PCRCT

40-

304

20+

104

P<0.0001

BT AAAAA L

00009

SARS CoV-2 RNA copies/mli

1013

10114

109-

107-

105-

103-

P<0.0001



https://doi.org/10.1101/2020.10.16.20213850
http://creativecommons.org/licenses/by-nc-nd/4.0/

