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Abstract 1 

Introduction 2 

Coronavirus disease 2019 (COVID-19), caused by severe acute respiratory syndrome 3 

coronavirus 2 (SARS-CoV-2), is diagnosed by molecular-based detection of SARS-CoV-2 RNA. 4 

Serologic testing detects antibodies specific to SARS-CoV-2 and IgM specifically may serve as 5 

an adjunct test to PCR early in disease. We evaluated the Abbott anti-SARS-CoV-2 IgM and IgG 6 

assays along with DiaSorin anti-SARS-CoV-2 IgG and Roche anti-SARS-CoV-2 Total. 7 

Methods 8 

Specimens from 175 PCR-positive patients and 107 control specimens were analyzed using 9 

Abbott IgM and IgG, DiaSorin IgG, and Roche Total (IgA, IgG, IgM) assays. Sensitivity, 10 

specificity, cross-reactivity, concordance between assays, trends over time, positive predictive 11 

value (PPV), and negative predictive value (NPV) were determined. 12 

Results  13 

Abbott IgM sensitivity was 63.6% at 0 days post-PCR positivity, 76.5% at 1-5d, 76.3% at 6-14d, 14 

85.2% at 15-30d, and 63.6% at >30d. All assays exhibited highest sensitivity 15-30d post-PCR 15 

positivity (83.3-85.2%). Combining Abbott IgM and IgG improved sensitivity by 22.7% 16 

compared to IgG alone when tested 0d post-PCR positivity. All assays had a specificity of 100% 17 

and only Abbott IgG exhibited cross-reactivity (anti-dsDNA). Cohen’s kappa varied between 18 

0.86-0.93. Time to seroconversion from PCR positivity was lowest for Abbott IgM and highest 19 

for Abbott IgG. NPV was highest for Abbott IgM <14 days post-PCR positivity and Abbott IgG 20 

≥14 days.  21 

Conclusion 22 
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The Abbott IgM assay exhibited the earliest response and greatest signal in most patients 23 

evaluated for serial sampling and had the highest NPV <14 days post-PCR positivity, suggesting 24 

its potential utility as an adjunct test to PCR early in disease course. 25 

 26 
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Introduction  46 

Coronavirus disease 2019 (COVID-19), caused by the severe acute respiratory syndrome 47 

coronavirus 2 (SARS-CoV-2), emerged from Wuhan, China in late 2019 (1). COVID-19 was 48 

first declared a Public Health Emergency of International Concern in January 2020 by the World 49 

Health Organization (WHO) and has infected over 37 million people globally, causing over one 50 

million deaths as of 11 October 2020 (2). Clinical manifestations of COVID-19 illness vary in 51 

severity between patients from asymptomatic to severe pneumonia, acute respiratory distress 52 

syndrome, sepsis, and/or multisystem organ failure (3). COVID-19 is diagnosed by molecular-53 

based detection of SARS-CoV-2 RNA, most commonly by reverse transcription-polymerase 54 

chain reaction (RT-PCR) in nasopharyngeal and/or oropharyngeal specimens (4). Viral RNA can 55 

be detected in these specimens as early as the first day of symptom onset, peaks within the first 56 

week, and can remain positive beyond three weeks in severe cases (5,6). However, PCR 57 

positivity only reflects viral RNA detection, not necessarily the presence of viable virus (7), and 58 

its predictive value varies with time from exposure and symptom onset (8). For example, one 59 

study reported the probability of a false negative result to be 100% on day 1 of infection, 67% on 60 

day 4, 38% on day 5 (symptom onset), 20% on day 8, and 66% on day 21 (8).  61 

Serologic testing detects antibodies (e.g. IgG, IgM) specific to SARS-CoV-2 in blood, 62 

serum, or plasma. While serologic testing is not useful on its own for COVID-19 diagnosis (9), it 63 

may serve as an adjunct to molecular-based testing for COVID-19 diagnosis if used ≥15 days 64 

after symptom onset in cases with suggestive clinical presentation, but where RT-PCR results are 65 

negative or not available (9). As IgM is a marker of acute infection, it may be a useful tool to 66 

combine with PCR to improve sensitivity and specificity early in the disease course (i.e. <14 67 

days after symptom onset) (10–12). Antibody response has been reported to correlate with 68 
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disease severity, with more severe cases exhibiting immediate seroconversion (13). Furthermore, 69 

antibody titers were found to be higher in severe compared to non-severe cases two weeks post-70 

symptom onset (12). Serologic testing may also have clinical utility for surveying asymptomatic 71 

infection in close contacts and population-level assessment of the prevalence of past SARS-CoV-72 

2 infection (12,14,15). While data are still limited, there is mounting evidence that antibodies 73 

detected by commercial serologic assays correlate with neutralization capacity (16) and confer 74 

some resistance to re-infection (17,18). Thus, serologic testing may also have clinical utility for 75 

international travel authorization, assessing reinfection risk in workplaces, and facilitating 76 

economic activity resumption.  77 

In order to demonstrate an adequate positive predictive value, it is important for serologic 78 

assays to demonstrate high sensitivity and specificity, particularly when seroprevalence is low 79 

(19). It has been suggested that laboratories should implement SARS-CoV-2 serologic tests that 80 

have manufacturer-claimed sensitivity ≥95% and specificity ≥99.5% based on specimens 81 

obtained ≥14 days after symptom onset or PCR positivity (20). We evaluated the sensitivity, 82 

specificity, cross-reactivity, concordance, trends over time, positive predictive value, and 83 

negative predictive value for four serologic assays: Abbott anti-SARS-CoV-2 IgM serologic 84 

assay, Abbott anti-SARS-CoV-2 IgG, DiaSorin anti-SARS-CoV-2 IgG, and Roche anti-SARS-85 

CoV-2 Total assays. 86 

Materials and Methods 87 

Sample Collection and Analysis 88 

This work was exempt from Quality Improvement (QI) review and Research Ethics 89 

Board (REB) approval at the University Health Network (UHN; Toronto, Canada). Presence or 90 

absence of SARS-CoV-2 infections was determined by SARS-CoV-2 viral RNA detection in 91 
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nasopharyngeal swabs tested at UHN microbiology lab on assays validated for clinical use 92 

(Seegene Allplex 2019-nCoV assay which has been approved by Health Canada for Emergency 93 

Use Authorization and verified by UHM microbiology lab). Deidentified residual patient serum 94 

and plasma samples were collected from UHN and analyzed using four anti-SARS-CoV-2 95 

serologic assays at UHN, including SARS-CoV-2 IgG and SARS-CoV-2 IgM on the Abbott 96 

ARCHITECT® i (Abbott Diagnostics), SARS-CoV-2 S1/S2 IgG on the LIAISON® XL 97 

(DiaSorin), and Elecsys® anti-SARS-CoV-2 total (IgA, IgG, IgM) on the cobas e411 (Roche 98 

Diagnostics). Details and performance characteristics of these four serologic assays are described 99 

in Table S1. The Abbott anti-SARS-CoV-2 IgG and IgM assays are qualitative 100 

chemiluminescent microparticle immunoassays (CMIA). The anti-SARS-CoV-2 IgG assay 101 

detects IgG antibodies to the nucleocapsid protein of SARS-CoV-2, while the anti-SARS-CoV-2 102 

IgM assay detects IgM antibodies to the receptor-binding domain (RBD) of the spike protein 103 

(S1) of SARS-CoV-2. The DiaSorin anti-SARS-CoV-2 S1/S2 IgG assay is a qualitative 104 

chemiluminescent immunoassay (CLIA) that detects IgG antibodies against the spike protein (S1 105 

and S2 subunits) of SARS-CoV-2. Lastly, the Roche anti-SARS-CoV-2 total assay is a 106 

qualitative electrochemiluminescence immunoassay (ECLIA) that detects IgA, IgM and IgG 107 

antibodies to the nucleocapsid protein of SARS-CoV-2. Preventative maintenance, function 108 

checks, calibration, and internal quality control were performed according to the manufacturer’s 109 

instructions. 110 

Sensitivity  111 

To determine the sensitivity of four anti-SARS-CoV-2 antibody assays, serum or plasma 112 

samples were collected from 175 patients that were confirmed positive for SARS-CoV-2 113 

infection by PCR testing within the previous 0-73 days. Sensitivity was calculated as true 114 

 . CC-BY-NC-ND 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted October 27, 2020. ; https://doi.org/10.1101/2020.10.23.20217810doi: medRxiv preprint 

https://doi.org/10.1101/2020.10.23.20217810
http://creativecommons.org/licenses/by-nc-nd/4.0/


7 

 

positive / (true positive + false negative), where true positivity was defined as PCR positivity. 115 

Total sensitivity and sensitivity for various categories of days post-PCR positivity were 116 

determined.   117 

Cross-reactivity & specificity  118 

To determine the cross-reactivity of the four anti-SARS-CoV-2 antibody assays, serum or 119 

plasma samples were collected from 107 patients that were positive for viruses other than SARS-120 

CoV-2 (e.g. hepatitis A, hepatitis B, hepatitis C, human immunodeficiency virus, rubella, 121 

Epstein-Barr virus, cytomegalovirus, respiratory syncytial virus, enterovirus, rhinovirus, 122 

influenza A, influenza B, metapneumovirus, BK virus), had autoantibodies or a known 123 

autoimmune condition (e.g. anti-dsDNA, rheumatoid factor, anti-centromere, anti-SSA, anti-Sm, 124 

anti-SmRNP, anti-RiboP, celiac disease, anti-MPO, anti-PR3, anti-CCP, antinuclear antibodies), 125 

had elevations of other analytes (e.g. creatinine, C-reactive protein, IgA, IgG, IgM), or had the 126 

influenza vaccine in 2019. The percentage of samples that were incorrectly identified as positive 127 

for SARS-CoV-2 antibodies was determined for each assay.   128 

Specificity was assessed using 52 of these samples that were collected from patients in 129 

2019, before SARS-CoV-2 was thought to be circulating in Ontario, Canada (n=32), or were 130 

confirmed to be SARS-CoV-2 negative by PCR (n=20). Specificity was calculated as true 131 

negative / (true negative + false positive), where true negativity was defined as negative by PCR 132 

or sample collection prior to the circulation of SARS-CoV-2. 133 

Concordance 134 

Concordance between the four anti-SARS-CoV-2 antibody assays was determined using 135 

all 175 samples from the sensitivity analysis and all 107 samples from the cross-reactivity and 136 
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specificity analysis. Overall percent agreement, positive percent agreement (PPA), negative 137 

percent agreement (NPA), and Cohen’s kappa were calculated for each pair-wise comparison.  138 

Serial sampling to model antibody response 139 

Serial serum and plasma samples (n=6-20) were collected from five patients that were 140 

positive for SARS-CoV-2 by PCR. Data was expressed as a ratio of the response (i.e. assay 141 

signal) to the positivity cut-off of the assay. This ratio was examined over time since PCR 142 

positivity. 143 

Positive predictive value and negative predictive value  144 

Sensitivity for <14 days and ≥14 days post-PCR positivity, as well as specificity for each 145 

of the four anti-SARS-CoV-2 serologic assays as determined in this study were used to estimate 146 

the positive predictive value (PPV) and negative predictive value (NPV) at seroprevalence values 147 

of 1%, 5%, and 10%. 148 

Results 149 

Sensitivity  150 

Fig. 1 shows anti-SARS-CoV-2 antibody results for four SARS-CoV-2 serologic assays 151 

plotted against days since PCR positivity. Overall, the assay signal does not correlate with days 152 

since PCR positivity, with a wide range of signal results observed across all days since PCR 153 

positivity. 154 

Anti-SARS-CoV-2 antibody sensitivity of four SARS-CoV-2 serologic assays is 155 

summarized in Table 1 and Fig. 2. The total sensitivity (independent of days since PCR 156 

positivity) ranged from 69.0% to 74.9% across assays. All assays exhibited greater sensitivity 157 

≥14 days post-PCR positivity (76.5%-82.4%) compared to <14 days (52.1%-64.4%), although 158 

Abbott anti-SARS-CoV-2 IgM exhibited the greatest sensitivity among the assays <14 days. All 159 
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assays exhibited the highest sensitivity between 15-30 days post-PCR positivity, ranging from 160 

83.3% to 85.2%,. As expected, the lowest sensitivity was observed for samples collected the 161 

same day as PCR positivity, ranging from 38.1% to 63.6% with the highest sensitivity observed 162 

for Abbott anti-SARS-CoV-2 IgM. Overall, 20.6% of patients positive for SARS-CoV-2 by PCR 163 

were negative across all four serologic assays, in-line with the large immunocompromised 164 

population at UHN.   165 

When including both Abbott anti-SARS-CoV-2 IgG and IgM assays, total sensitivity 166 

improved from 74.9% (IgG alone) and 74.3% (IgM alone) to 77.7%, as shown in Table 2 and 167 

Fig. 2. IgG measurement improved sensitivity for samples >30 days after PCR positivity (13.6% 168 

were positive for IgG only). On the other hand, IgM measurement improved sensitivity for 169 

samples collected the same day as PCR positivity (22.7% were positive for IgM only).   170 

Cross-reactivity & specificity  171 

Of the 107 control patient samples measured, all were negative for Abbott anti-SARS-172 

CoV-2 IgM, DiaSorin anti-SARS-CoV-2 IgG, and Roche anti-SARS-CoV-2 total. One sample 173 

positive for anti-dsDNA antibody (157 IU/mL as measured on the Bioplex 2200 platform) was 174 

positive for Abbott anti-SARS-CoV-2 IgG with an index value of 3.49 (positive: ≥1.4). Four 175 

additional samples positive for anti-dsDNA antibody (concentrations ranging from 19-44 IU/mL) 176 

were negative for anti-SARS-CoV-2 antibodies by all four assays. All 52 control patient samples 177 

that were collected pre-COVID-19 or were PCR negative were negative by all four serologic 178 

assays. Therefore, all four serologic assays exhibited an assay specificity of 100%.  179 

Concordance 180 

Table 3 and Fig. S1-S2 summarize the concordance between the four serologic assays. 181 

The overall percent agreement and Cohen’s kappa varied between 93.2-96.4% and 0.86-0.93, 182 
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respectively. PPA and NPA varied between 89.1-96.7% and 93.1-99.3%, respectively. The 183 

strongest overall percent agreement and Cohen’s kappa were observed between Abbott anti-184 

SARS-CoV-2 IgG and Roche anti-SARS-CoV-2 total, which both target the nucleocapsid 185 

protein of SARS-CoV-2. The weakest overall percent agreement and Cohen’s kappa were 186 

observed between Abbott anti-SARS-CoV-2 IgM and DiaSorin anti-SARS-CoV-2 IgG. This was 187 

the result of a low PPA (89.1%) due to 14 results positive by Abbott anti-SARS-CoV-2 IgM, but 188 

negative by DiaSorin anti-SARS-CoV-2 IgG.  189 

Serial sampling to model antibody response 190 

Trends in anti-SARS-CoV-2 antibody levels over time since PCR positivity, as measured 191 

by four serologic assays, are shown in Fig. 3-7. It is evident that the antibody response to SARS-192 

CoV-2 infection varies between individual patients and across serologic assay platforms and 193 

isotypes. Patients 1 and 2 (Fig. 3-4), exhibited a rapid rise in Abbott anti-SARS-CoV-2 IgM 194 

levels, reaching a response 60 times the positivity cut-off for the assay and either plateaued 195 

(Patient 1) or decreased (Patient 2) around one week post-PCR positivity. All other assays 196 

exhibited a lower response that either gradually increased or plateaued around five days post-197 

PCR positivity. Patient 3 (Fig. 5) exhibited the greatest response for Roche anti-SARS-CoV-2 198 

total, reaching over 60 times the positivity cut-off for the assay and plateauing around 35 days 199 

post-PCR positivity, while the other assays exhibited a lower response. Patients 4 and 5 (Fig. 6-200 

7) exhibited the most rapid response in Abbott anti-SARS-CoV-2 IgM, peaking around day 12 201 

post-PCR positivity and subsequently decreasing. Both patients exhibited a delayed response for 202 

Roche anti-SARS-CoV-2 total, which subsequently peaked around 40 times the positivity cut-off 203 

between 30-45 days post-PCR positivity.  204 
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Table 4 summarizes days from PCR positivity to seroconversion as determined for each 205 

serologic assay. Overall, the time to seroconversion was lowest for Abbott anti-SARS-CoV-2 206 

IgM (median: 0 days; mean: 2.2 days), followed by Roche anti-SARS-CoV-2 total, which also 207 

contains IgM (median: 2 days; mean: 3.2 days). Abbott anti-SARS-CoV-2 IgG (median: 3 days; 208 

mean: 5.2 days) and DiaSorin anti-SARS-CoV-2 IgG (median: 3 days; mean: 4.8 days) exhibited 209 

longer times to seroconversion. 210 

Positive predictive value and negative predictive value 211 

PPV and NPV for the four serologic assays across different seroprevalence estimates 212 

(1%, 5%, 10%) <14 days post-PCR positivity and ≥14 days are shown in Table 5. PPV for all 213 

four serologic assays was 100% across all seroprevalence estimates due to the specificity of 214 

100% determined in this study. The NPV across all assays was higher for samples collected ≥14 215 

days post-PCR positivity compared to <14 days, ranging from 97.7%-99.8% and 95.4%-99.7%, 216 

respectively. Notably, NPV decreased with increasing seroprevalence.   217 

Discussion 218 

Here, we report analytical and clinical performance characteristics of the Abbott anti-219 

SARS-CoV-2 IgM assay, which is not yet Health Canada approved but has received FDA EUA, 220 

alongside three other serologic assays: Abbott anti-SARS-CoV-2 IgG, DiaSorin anti-SARS-221 

CoV-2 IgG, and Roche anti-SARS-CoV-2 Total. For the Abbott anti-SARS-CoV-2 IgM assay, 222 

sensitivity was 71.2% and 76.5% for <14 days and ≥14 days post-PCR positivity, respectively, 223 

with the highest sensitivity (87.5%) between 15-30 days post-PCR positivity. Combining Abbott 224 

anti-SARS-CoV-2 IgM and IgG testing improved sensitivity by 22.7% compared to anti-SARS-225 

CoV-2 IgG testing alone, when tested the same day as PCR positivity. Specificity was 100% for 226 

all four serologic assays and only Abbott anti-SARS-CoV-2 IgG exhibited cross-reactivity for a 227 
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sample positive for anti-dsDNA. Trends in anti-SARS-CoV-2 IgM over time since PCR 228 

positivity revealed heterogeneity across five patients, although confirming earlier IgM positivity 229 

compared to IgG in most patients.  230 

Chemiluminescent anti-SARS-CoV-2 serologic assays, as used in this study, have been 231 

reported to exhibit high sensitivity, as summarized in a systematic review and meta-analysis 232 

(21). The highest pooled sensitivity for anti-SARS-CoV-2 serologic assays was observed for 233 

chemiluminescent assays (i.e. 97.8%), followed by enzyme-linked immunosorbent assays 234 

(84.3%) and lateral flow immunoassays (66.0%) (21), the latter most commonly used in point-of-235 

care testing systems. Furthermore, anti-SARS-CoV-2 antibodies were reported to have higher 236 

pooled sensitivity at least three weeks after symptom onset compared to the first week and there 237 

was no association between immunoglobulin class and pooled sensitivity or specificity (21). The 238 

higher overall pooled sensitivity reported in this systematic review and meta-analysis compared 239 

to our study is likely due to its higher combined sample size of over 29,000 tests and the fact that 240 

60% of our samples were analyzed within three weeks of PCR positivity. Perkmann, et al. also 241 

evaluated Abbott anti-SARS-CoV-2 IgG, DiaSorin anti-SARS-CoV-2 IgG, and Roche anti-242 

SARS-CoV-2 total and reported sensitivities more similar to those observed in our study, ranging 243 

from 83.1% to 89.2% in 65 samples from COVID-19 patients evaluated ≥14 days after symptom 244 

onset (22). However, as is apparent in our study and others (10,23), sensitivity of the different 245 

immunoglobulin classes differ depending on days post symptom onset or PCR positivity.   246 

As IgM is a marker of acute infection, anti-SARS-CoV-2 IgM sensitivity has been 247 

reported to be higher between 8-14 days (94.4%) compared to ≥15 days (89.5%), likely 248 

reflecting antibody class switching (24). While PCR sensitivity was higher than anti-SARS-CoV-249 

2 IgM ELISA before 5.5 days post-symptom onset, IgM sensitivity was higher than PCR after 250 
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5.5 days post-symptom onset (10). Overall, sensitivity increased from 51.9% to 98.6% when 251 

testing PCR-negative patients with IgM ELISA compared to PCR testing alone (10), supporting 252 

its potential use as an adjunct test for early diagnosis of COVID-19. While we did not compare 253 

the performance of PCR and IgM testing, we did report serologic positivity the same day as 254 

positive molecular-based SARS-CoV-2 RNA detection, supporting its ability to detect antibody 255 

response while viral shedding is still occurring. Furthermore, we found that measuring anti-256 

SARS-CoV-2 IgM and IgG on the same sample exhibits greater sensitivity than anti-SARS-257 

CoV-2 IgG testing alone, especially when measured on the same day as PCR positivity. While 258 

anti-SARS-CoV-2 IgG assays exhibit good clinical performance, their greatest utility is seen two 259 

weeks after symptom onset (23,25–27). For example, sensitivity of the Abbott SARS-CoV-2 IgG 260 

assay was reported to reach 100% at day 17 after symptom onset (day 13 after PCR positivity) 261 

when assessing 689 serum specimens (25) and to exhibit an overall sensitivity of 78.3%, 262 

reaching 100% sensitivity 15 days after symptom onset when assessing 141 serum specimens 263 

(26). We report a similar trend with Abbott SARS-CoV-2 IgG sensitivity 64.4% <14 days post-264 

PCR positivity and 82.4% ≥14 days and DiaSorin anti-SARS-CoV-2 IgG sensitivity 52.1% <14 265 

days and 80.4% ≥14 days. 266 

Our study reported 100% specificity for all four serologic assays using 52 samples 267 

collected pre-COVID-19 or from PCR negative patients. Previous studies reported slightly lower 268 

specificities with higher sample sizes. A meta-analysis reported overall specificity for anti-269 

SARS-CoV-2 IgG and IgM assays of 99.1% (44 studies included) and 98.7% (41 studies 270 

included), respectively (9). Perkmann, et al. previously reported specificities of 99.2% for Abbott 271 

anti-SARS-CoV-2 IgG, 98.3% for DiaSorin anti-SARS-CoV-2 IgG, and 99.7% for Roche anti-272 

SARS-CoV-2 total using over 1,154 pre-COVID-19 specimens (22). Other studies reported 273 
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specificities of 99.9% using 1,020 serum specimens collected prior to SARS-CoV-2 circulation 274 

(25) and 99.3% using 107 serum specimens collected either before the emergence of SARS-275 

CoV-2 or from PCR negative patients (26) for Abbott anti-SARS-CoV-2 IgG.  276 

The trend observed in anti-SARS-CoV-2 IgG (Abbott) index values measured in serial 277 

samples over time were previously shown to vary among eight COVID-19 patients confirmed 278 

with PCR positivity (25). Some patients reached the positivity threshold by 12 days post-279 

symptom onset, others plateaued after 12-16 days, while others continued to rise after 16 days 280 

(25). One study of sixty-three patients with confirmed COVID-19 collected samples at 3-day 281 

intervals until discharge and reported seroconversion in 96.8% of patients with the median time 282 

to seroconversion of 13 days (12). Interestingly, three seroconversion types were observed: 283 

synchronous IgG and IgM seroconversion, IgM seroconversion earlier than IgG, or IgM 284 

seroconversion later than IgG (12). The trends observed in our study were similarly 285 

heterogeneous between patients and the average time to seroconversion was 5.2, 2.2, 4.8, and 3.2 286 

days post-PCR positivity for Abbott anti-SARS-CoV-2 IgG, Abbott anti-SARS-CoV-2 IgM, 287 

DiaSorin anti-SARS-CoV-2 IgG, and Roche anti-SARS-CoV-2 total, respectively. 288 

Our study is not without limitations. Firstly, we did not collect information on the day of 289 

symptom onset due to confidentiality of personal health information, and thus all temporal data 290 

is only depicted as days since PCR positivity. This limits the accuracy of our assessment of 291 

sensitivity and antibody trends, as they are dependent on when the individual was tested for 292 

SARS-CoV-2 infection by PCR. However, this measure does reduce the potential subjectivity of 293 

using day of symptom onset as defined by each individual patient. Furthermore, as we did not 294 

collect information on clinical presentation and/or symptom severity, we are unable to make 295 
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correlations between the assay signal and/or duration of antibody positivity with disease severity 296 

and/or patient outcome.  297 

In conclusion, we report a sensitivity of 87.5% 15-30 days post-PCR positivity, an overall 298 

specificity of 100%, and no cross-reactivity with patient samples containing autoantibodies, viral 299 

antigens, or viral antibodies for the Abbott anti-SARS-CoV-2 IgM assay. Combining Abbott 300 

anti-SARS-CoV-2 IgM and IgG testing improved sensitivity by 22.7% compared to IgG testing 301 

alone when tested the same day as PCR positivity. The Abbott anti-SARS-CoV-2 IgM assay 302 

exhibited the earliest response and greatest signal in the majority of patients evaluated with serial 303 

sampling and had the highest NPV <14 days post-PCR positivity, suggesting its potential utility 304 

as an adjunct test to PCR early in disease course. 305 
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Figure Legends: 411 

Fig. 1: Anti-SARS-CoV-2 antibody results plotted against days since PCR positivity for four 412 

SARS-CoV-2 serologic assays: (A) Abbott anti-SARS-CoV-2 IgG, (B) Abbott anti-SARS-CoV-413 

2 IgM, (C) DiaSorin anti-SARS-CoV-2 IgG, and (D) Roche anti-SARS-CoV-2 total. The solid 414 

red horizontal line indicates the assay specific positivity cut-off.  415 

Fig. 2: Total sensitivity and sensitivity for 0, 1-5, 6-14, 15-30, and >30 days since PCR positivity 416 

for four Abbott anti-SARS-CoV-2 IgG, Abbott anti-SARS-CoV-2 IgM, Abbott anti-SARS-CoV-417 

2 IgG and IgM together (either assay is positive), DiaSorin anti-SARS-CoV-2 IgG, and Roche 418 

anti-SARS-CoV-2 total 419 

Fig. 3: (A) Anti-SARS-CoV-2 antibody response by days since PCR positivity in Patient 1 as 420 

depicted by serial sampling. Data is plotted as a ratio of the response (i.e. assay signal) to the 421 

positivity cut-off of the assay. This ratio is plotted against days since PCR positivity. (B) 422 

Zoomed in view to better visualize the response around the positivity cut-off (i.e. ratio =1) 423 

Fig. 4: (A) Anti-SARS-CoV-2 antibody response by days since PCR positivity in Patient 2 as 424 

depicted by serial sampling. Data is plotted as a ratio of the response (i.e. assay signal) to the 425 

positivity cut-off of the assay. This ratio is plotted against days since PCR positivity. (B) 426 

Zoomed in view to better visualize the response around the positivity cut-off (i.e. ratio =1) 427 

Fig. 5: (A) Anti-SARS-CoV-2 antibody response by days since PCR positivity in Patient 3 as 428 

depicted by serial sampling. Data is plotted as a ratio of the response (i.e. assay signal) to the 429 

positivity cut-off of the assay. This ratio is plotted against days since PCR positivity. (B) 430 

Zoomed in view to better visualize the response around the positivity cut-off (i.e. ratio =1) 431 

Fig. 6: (A) Anti-SARS-CoV-2 antibody response by days since PCR positivity in Patient 4 as 432 

depicted by serial sampling. Data is plotted as a ratio of the response (i.e. assay signal) to the 433 
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positivity cut-off of the assay. This ratio is plotted against days since PCR positivity. (B) 434 

Zoomed in view to better visualize the response around the positivity cut-off (i.e. ratio =1) 435 

Fig. 7: (A) Anti-SARS-CoV-2 antibody response by days since PCR positivity in Patient 5 as 436 

depicted by serial sampling. Data is plotted as a ratio of the response (i.e. assay signal) to the 437 

positivity cut-off of the assay. This ratio is plotted against days since PCR positivity. (B) 438 

Zoomed in view to better visualize the response around the positivity cut-off (i.e. ratio =1) 439 
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Table 1. Sensitivity comparison among four SARS-CoV-2 serologic assays by days post-PCR 457 

positivity 458 

  Days Post-PCR Positivity 
 Total 0 1-5 6-14 15-30 >30 <14 ≥14 
n 175 22 17 38 54 44 73 102 
Abbott IgG 74.9% 40.9% 76.5% 76.3% 85.2% 77.3% 64.4% 82.4% 
Abbott IgM 74.3% 63.6% 76.5% 76.3% 85.2% 63.6% 71.2% 76.5% 
DiaSorin 
IgGa 69.0% 38.1% 52.9% 65.8% 83.3% 75.0% 52.1% 80.4% 
Roche Totalb 73.6% 45.5% 70.6% 71.1% 83.3% 79.1% 61.6% 81.4% 
*Sensitivity calculated as true positive / (true positive + false negative), with a true positive determine by 459 

PCR positivity  460 

aSample size for DiaSorin IgG was 174. (n=72 for Day <14; n=21 for Day 0) 461 

bSample size for Roche Total was 174. (n-101 for Day ≥14; n=43 for Day >30) 462 

 463 

Table 2. Sensitivity comparison among Abbott IgM and Abbott IgG anti-SARS-CoV-2 serologic 464 

assays by days post-PCR positivity  465 

  Days Post-PCR Positivity 
 Total 0 1-5 6-14 15-30 >30 <14 ≥14 
n 175 22 17 38 54 44 73 102 
Total Abbott IgG  74.9% 40.9% 76.5% 76.3% 85.2% 77.3% 64.4% 82.4% 
Total Abbott IgM  74.3% 63.6% 76.5% 76.3% 85.2% 63.6% 71.2% 76.5% 
Abbott IgM and 
IgG 71.4% 40.9% 76.5% 76.3% 85.2% 63.6% 64.4% 76.5% 
Abbott IgM or 
IgG 77.7% 63.6% 76.5% 76.3% 85.2% 77.3% 71.2% 82.4% 
Abbott IgG Only  3.4% 0.0% 0.0% 0.0% 0.0% 13.6% 0.0% 5.9% 
Abbott IgM Only  2.9% 22.7% 0.0% 0.0% 0.0% 0.0% 6.8% 0.0% 
*Sensitivity calculated as true positive / (true positive + false negative), with a true positive determine by 466 

PCR positivity  467 

 468 

 469 

 470 

 471 

 . CC-BY-NC-ND 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted October 27, 2020. ; https://doi.org/10.1101/2020.10.23.20217810doi: medRxiv preprint 

https://doi.org/10.1101/2020.10.23.20217810
http://creativecommons.org/licenses/by-nc-nd/4.0/


23 

 

Table 3. Concordance between four anti-SARS-CoV-2 serologic assays 472 

 n Overall 
Agreement (%) 

PPA (%) NPA (%) Cohen’s 
Kappa 

Abbott IgG – Abbott IgM 282 95.7 94.7 96.7 0.91 
Abbott IgG – DiaSorin IgG 281 95.0 90.2 99.3 0.90 
Abbott IgG – Roche Total 281 96.4 94.7 98.0 0.93 
Abbott IgM – DiaSorin IgG 281 93.2 89.1 96.7 0.86 
Abbott IgM – Roche Total 281 94.3 93.1 95.4 0.89 
DiaSorin IgG – Roche Total  280 94.6 96.7 93.1 0.89 
NPA, negative percent agreement, PPA, positive percent agreement 473 

 474 

Table 4. Days from PCR positivity to seroconversion 475 

 Abbott IgG Abbott IgM DiaSorin IgG Roche Total 
Patient 1 2 0 3 2 
Patient 2  3 0 3 2 
Patient 3  11 11 14 11 
Patient 4 7 0 2 0 
Patient 5 3 0 2 1 
Median (IQR) 3 (3-7) 0 (0-0) 3 (2-3) 2 (1-2) 
Mean (SD) 5.2 (3.8) 2.2 (4.9) 4.8 (5.2) 3.2 (4.4) 
*Seroconversion defined as first day of antibody positivity.  476 

IQR, interquartile range; SD, standard deviation  477 

 478 
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Table 5. Positive and negative predictive values at 1%, 5%, and 10% seroprevalence for four 487 

anti-SARS-CoV-2 serologic assays 488 

 Abbott IgG Abbott IgM DiaSorin IgG Roche Total 
<14 Days Post-PCR Positivity  
Sensitivity 64.4% 71.2% 52.1% 61.6% 
Specificity  100% 100% 100% 100% 
Seroprevalence      

1% PPV 100% 100% 100% 100% 
NPV 99.6% 99.7% 99.5% 99.6% 

5% PPV 100% 100% 100% 100% 
NPV 98.3% 98.6% 97.7% 98.1% 

10% PPV 100% 100% 100% 100% 
NPV 96.6% 97.2% 95.4% `96.3% 

≥14 Days Post-PCR Positivity  
Sensitivity 82.4% 76.5% 80.4% 81.4% 
Specificity  100% 100% 100% 100% 
Seroprevalence      

1% PPV 100% 100% 100% 100% 
NPV 99.8% 99.8% 99.8% 99.8% 

5% PPV 100% 100% 100% 100% 
NPV 99.1% 98.8% 99.0% 99.1% 

10% PPV 100% 100% 100% 100% 
NPV 98.3% 97.7% 98.1% 98.2% 

*Sensitivity and specificity for each serologic assay was determined in this study. 489 

NPV, negative predictive value; PPV, positive predictive value  490 
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