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Abstract 24 

 25 

During the current COVID-19 pandemic, Danish authorities demand that clinical 26 

swab samples must be analysed within 72 hours. This time constraint was adopted 27 

to guarantee a quick and efficient response. As today, analysis results are given 28 

within 20 hours average fulfilling this demand. However, it is unclear for how long 29 

and under which conditions swab specimens can be stored without clinically 30 

affecting SARS-CoV-2 RNA stability. This study demonstrates that swabs specimens 31 

can be stored at -20°C and +4°C for up to 26 days without affecting RT-qPCR 32 

results. However, early detection of asymptomatic cases is important to reduce 33 

spreading COVID-19 may be the final consequence not only in Denmark but 34 

worldwide. 35 

 36 
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 40 

Rapid increase of SARS-CoV-2 clinical sampling  41 

 42 

As the number of cases of COVID-19, severe acute respiratory syndrome 43 

Coronavirus 2 (SARS-CoV-2), keep rapidly increasing during the current pandemic, 44 

there are no signs of the disease slowing down during a the second or even third 45 

wave of infection. As such, numbers of clinical samples for detection of SARS-CoV-2 46 

continue to grow worldwide (https://www.ecdc.europa.eu/en/covid-19/data and 47 

https://www.cdc.gov/coronavirus/2019-ncov/index.html). The increasing number of 48 

samples put pressure on logistics at the various test laboratories and challenges 49 

their ability to analyse samples in a timely fashion. While new, innovative and faster 50 
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methods for screening and diagnosing patients are constantly being developed (e.g. 51 

CRISPR-Cas based, and other isothermal amplification methods, conventional 52 

antigen-based test for viral proteins, PCR assays for detecting viral amplicons), 53 

extraction of nuclei acids, followed by either reverse transcription polymerase chain-54 

reaction (RT-PCR) or real-time RT-PCR (RT-qPCR) approaches, remain the most 55 

commonly used due to their high sensitivity and relatively low cost (1).  56 

 57 

Healthcare institutions, research labs and governments have made great efforts to 58 

maintain the flow of analytical diagnostics on time to provide results for the adequate 59 

detection of positive SARS-CoV-2 clinical cases worldwide.  60 

 61 

In Denmark, there are two different test tracks available. Hospitals across the 62 

country run the health test track and are responsible for testing people with clear 63 

COVID-19 symptoms. While Test Centre Denmark (TCDK) at the Statens Serum 64 

Institut (SSI) runs the society test track (STT), which allows asymptomatic persons, 65 

or people with only mild symptoms, or even people who just wants to know their 66 

health status to be tested. One of the main premises while establishing TCDK during 67 

the early 2020 was that machines, consumables and reagents used at this facility, 68 

must not be the same as the ones used at the health track, to avoid the shortage 69 

experienced during the early stages of the pandemic across all Europe, and 70 

worldwide. Up today, TCDK runs in average more than 100,000 COVID-19 tests a 71 

day as the government recommends every person going physically to work to be 72 

tested at least once a week.  73 

 74 

Additionally, the established procedure by SSI requires and demands that all 75 

COVID-19 clinical swabs have to be analysed within 72 hours after sample 76 

collection. In fact, over 90% of the samples are analysed and results are given within 77 

20 hours average. Any sample received and analysed after this time limit is reported 78 

as inconclusive and then discarded. The rationale for the 72-hour deadline is based 79 

on two principals. The first principal is that for a testing strategy to be effective 80 

results must be available as soon as possible. As the final results represent a 81 

moment in time, a delayed outcome may no longer signify the actual health status of 82 

a patient. Moreover, persons with even slight symptoms are expected to self-83 

quarantine while waiting for the results and this is a substantial burden. The second 84 

principal is that when large scale testing was started, it was unknown how long 85 

SARS-CoV-2 RNA remains stable on clinical sample swabs. A stability below 72 86 

hours was considered reasonable (2). Furthermore, the laboratories for the STT are 87 

now centralized within two facilities across the country, samples are received from all 88 

over the nation and may be delayed in transport, which will subsequently cause them 89 

to be excluded from screening diagnostic if arrive outside this time threshold. This 90 

may represent a loss of potential COVID-19 positive cases carrying any of the 91 

different SARS-CoV-2 variants (3), and raises the question to how long does SARS-92 

CoV-2 RNA remain stable in the clinical swab samples during transportation and 93 

before arrival to the respective analytical centre? 94 

 95 

Despite the large volume of documentation generated in 2020 about the 96 

pathogenicity, infectivity and detection of SARS-CoV-2 and COVID-19, there is, 97 

however, only a handful of studies evaluating the longevity and conditions for SARS-98 

CoV-2 RNA particle stability maintenance in clinical swabs samples for 99 

transportation in different medias (4-6). Furthermore, to our knowledge, there is no 100 
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available data on the stability of SARS-CoV-2 RNA during transportation and 101 

longevity in dry swabs (without any preservation buffer). Therefore, in our current 102 

study, we add to the previous findings on viral survival and detection in order to 103 

assess the stability at different environmental temperatures of SARS-CoV-2 RNA 104 

particles in swab material without the addition of a preservation media.  105 

 106 

Experimental design for viral quantification 107 

 108 

A total of 120 swabs (CLASSIQSwabs™ Dry Swabs, COPAN) were spiked with 109 

SARS-CoV-2 in the lab under two main conditions, 60 swabs in “Dry” by adding 5 µL 110 

of the virus directly to the tip of the swab, and 60 oropharyngeal swabs in “Saliva” 111 

solution sampled from one unique person, and then, by also adding 5 µL of SARS-112 

CoV-2. No transport or stabilizing media was added in either of the two conditions, 113 

thus, both should be considered dry swabs. Swab samples were stored at three 114 

different temperatures (-20°C, +4°C and +20°C), and thereafter analysed in triplicate 115 

by RT-qPCR after 1, 3, 5, 8, 9, 15 and 26 days. All incubations took place in dark to 116 

overrule the potential effect of light UV radiation in the degradation of RNA 117 

molecules. 118 

 119 

A well-characterized strain of SARS-CoV-2 (2019-nCoV/Munchen 1-2-2020/964, 120 

Charite/Berlin) diluted in PBS, was used to spike the swabs with a CT -value of 29,4 121 

(~103 viral copies/ µL). Dilution series of the original standard sample (CT -value of 122 

20; ~106 viral copies/ µL) allowed the estimation of RNA viral copies/µL. 123 

 124 

Samples were analysed at TCDK where 700 µL of PBS were added to the swabs, 125 

and the samples were left agitating on a shaker for 10 min (700RPM). Total nucleic 126 

acids were extracted from 200 µL of sample using a Biomek i7 (Beckman Coulter) 127 

and the RNAdvance Blood kit (Beckman Coulter) following the manufacturer 128 

guidelines and eluting in 50 µL DNase and RNase free water. RT-qPCR was 129 

performed on a CFX96 (Bio-Rad) using 5 µL elute in a total reaction volume of 25 130 

µL. The PCR reaction contains Luna Probe One-Step React Mix (New England 131 

Biolabs), 0,3% IGEPAL CA-630. The Primers & Probes targeting the E-gene region 132 

and Cycling conditions as described in Corman et al. 2020 (7). This standard set up 133 

for analysing all the SST swab samples keeps being updated and improved day by 134 

day. 135 

 136 

How long does SARS-CoV-2 survive in oropharyngeal dry swab clinical 137 

samples?  138 

 139 

The design of our study differed from previous investigations that compared swab 140 

types and specimen collection methods within a clinical setting (4,8). Despite the fact 141 

that nasopharyngeal swabs are considered to reach the highest-yield for diagnostic 142 

testing of SARS-CoV-2, oropharyngeal swabs and saliva are also broadly used (9). 143 

Studies suggest that saliva may be a suitable and high-yield diagnostic type of 144 

sample for detection of SARS-CoV-2. According to local viral replication, in addition 145 

to the potential mixing in saliva of lower and upper respiratory tract fluids that can 146 

carry virus (9,10). Our approach was laboratory based and no patients were 147 

involved. The analysis was only designed as a development study, using the current 148 

oropharyngeal national swab method, to provide insight into the stability of RNA viral 149 

particles in dry and saliva swabs and not in the disease itself. Even though CT values 150 
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provide quantitative information over time, issues such as the relationship between 151 

viral load and disease severity could therefore not be assessed and were never the 152 

target of the current assay. 153 

 154 

In overall, no significant variation was observed in the CT values (and viral copy 155 

number/ µL) over time within the two main conditions (see Fig. 1), except for the 156 

saliva treatment at +20°C which after 9 days experienced an increase in the mean 157 

CT values (from ~103 to ~101 viral copies / µL concentration decrease). A direct 158 

correlation of higher viral stability in lower temperatures over time for both main 159 

conditions was observed (Table 1). Moreover, there was also a slight tendency of 160 

saliva swab samples to give lower CT values and thus, to be a more stable 161 

environment for the survival of SARS-CoV-2 RNA during the first 9 days of 162 

incubation. A study showed that SARS-CoV-2 could be detected using RT-qPCR on 163 

swabs after 21 days at room temperature (8). In another study, absolute dry swabs 164 

taken from clinical patients showed a slight reduction in utility for several respiratory 165 

viruses, supporting our results (2). Although, both conditions in our study should be 166 

essentially considered as dry swabs as no preservation buffer were added. The 167 

saliva swabs represented better the actual enzymatic environment found in real 168 

clinical swab samples, than the absolute dry swabs, in which only 5 µL of the virus 169 

was added directly to the tip of the swab. Nevertheless, to our knowledge there is no 170 

study evaluating the direct effect of oropharyngeal enzymes in the stability of SARS-171 

CoV-2 and thus, we cannot further conclude.  172 

 173 

As mentioned above, temperature was observed to play a significant role in 174 

stabilizing the RNA molecules of the virus, in particular for the saliva swabs when 175 

compared to the dry swabs (Suppl. Mat. 1). Using linear regression, there was a 176 

statistically significant difference in CT in the saliva swabs after 3 days (P = 0,003), 177 

15 days (P = 0,003) and 26 days (P = 0,03) of incubation, and in dry swabs after 8 178 

days (P = 0,004) incubation in between -20°C and ambient room temperature 179 

(20°C). Moreover, a significant difference was also noticed for the saliva after 15 180 

days (P = 0,006) when compared the +4°C and +20°C temperatures, and in the dry 181 

treatment after 8 days (P = 0,03) in between the -20°C and +4°C incubation 182 

temperature (Table1). Finally, samples at -20°C were slightly more stable than +4°C 183 

and samples at +20°C showed increase in viral particles degradation with lower viral 184 

copies (Suppl. Mat. 2).  185 

 186 

There are several available protocols and regulations for oropharyngeal swab 187 

samples collection and the different media available for transportation (11,12). 188 

Oropharyngeal swabs are among the most used type of clinical sample specimens 189 

collected in combination with nasopharyngeal swabs during the current pandemic 190 

(6). In Denmark, hospitals with the health track use different kinds of transport buffer 191 

containing a hydrolysing agent to the swabs right after collection. However, SSI with 192 

the STT does not add a transport buffer and swab samples are stored dry after 193 

collection until they reach TCDK for nuclei acid extraction and RT-qPCR analysis. 194 

There is evidence supporting that transporting dry swabs do not compromise RNA 195 

recovery from clinical samples (2). Our results confirm that the current method 196 

selected for the STT do not compromise and retain SARS-CoV-2 RNA up to 26 days 197 

(a highly surprising number of days) without a significant variation or reduction in CT-198 

values if the samples are kept cold. As such, implementing the use of dry swabs 199 

represents also an economical value by reducing the cost of additional preservation 200 
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buffers. Furthermore, the swabs used by TCDK were selected based on a 201 

preliminary assay that quantified the retention of viral particles by comparing different 202 

types of swab materials (Suppl. Mat. 3). 203 

 204 

Denmark has become a worldwide reference for developing performance in 205 

detection of COVID-19 (8). Testing delays and laboratory bottlenecks have 206 

contributed to the aggravation spread of COVID-19 infections. Therefore, an 207 

important aspect to take into consideration supporting the innovative implementation 208 

of STT is the reduction of spreading COVID-19 by the early detection of 209 

asymptomatic cases. 210 

 211 

As such, to have a good knowledge of stability survival of SARS-CoV-2 RNA in dry 212 

swabs can serve as reference guideline and important for planning during the current 213 

pandemic and future events. 214 

  215 

This study demonstrates that swabs specimens can be stored at -20°C and +4°C for 216 

up to 26 days without clinically affecting RT-qPCR results. 217 

 218 
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Table, Figure and Supplemental materials legends: 288 

Table 1. Statistical comparison of CT values per conditions. CT mean value results 289 

with the SD (standard deviation) values for the two main conditions, in” saliva” 290 

medium and in dry (no medium). Swabs were spiked with 5 µL of SARS-CoV-2 291 

cultivated virus and quantified after 1, 3, 5, 8, 9, 15 and 26 days. 292 

Simultaneously, for each treatment, three different environmental temperature 293 

were evaluated (-20°C, 4°C and +20°C). Moreover, three replicas were 294 

quantified within each treatment in addition to a negative control. Finally, no 295 

transport or stabilizing media was added to neither of the two conditions, thus, 296 

both should be considered dry swabs.  297 

Figure 1. CT values variation and RNA viral copies / µL concentrations in dry and 298 

saliva swabs over time. RNA viral copies / µL mean concentrations over time 299 

are presented in panels A for saliva swabs and panel B for dry swabs. CT value 300 

mean results for the two main categories, in panel C for saliva medium and 301 

panel D for absolutely dry. Swabs were spiked with 5uL of SARS-CoV-2 302 

cultivated virus and quantified after 1, 3, 5, 8, 9, 15 and 26 days. Simultaneously 303 

and for each treatment, three different environmental temperature were 304 

evaluated at -20°C, 4°C and +20°C. Three (3) replicas were quantified within 305 

each treatment in addition to a negative control. No transport or stabilizing 306 

media was added to neither of the two conditions, thus, both should be 307 

considered dry swabs.  308 

Supplemental Material 1. Statistical analysis of CT values. 309 

Supplemental Material 2. Standard curve RNA viral copies / µL concentrations. 310 

Supplemental Material 3. Detection of SARS-CoV-2 using three commercial swab 311 

types quantifying the swab retention performance. 312 
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1 3 5 8 9 15 26
-20°C 31,4 (0,7) 32,3 (1,1) 30,8 (0,4) 32,2 (0,9) 31,6 (1,4) 31,8 (0,4) 31,5 (0,5)

4°C 30,9 (1,3) 31,1 (0,3) 30,9 (1,3) 31,0 (0,1) 31,2 (0,3) 32,0 (0,6) 32,0 (0,06)
20°C 30,8 (0,5) 29,5 (1,7) 31,8 (2,1) 30,7 (0,7) 31,3 (0,8) 34,6 (0,3) 33,4 (1,0)

1 3 5 8 9 15 26
-20°C vs. 4°C 0,76 0,32 1 0,38 0,91 0,96 0,79

-20°C vs. 20°C 0,73 0,003 0,43 0,14 0,93 0,003 0,05
4°C vs. 20°C 1,00 0,11 0,49 0,92 1,00 0,006 0,21

P values day 1 vs day 9 P values day 1 vs day 26
-20°C 1,00 1,00

4°C 1,00 0,73
20°C 1,00 0,03

1 3 5 8 9 15 26
-20°C 31,8 (0,6) 31,9 (0,8) 31,8 (2,0) 31,1 (0,4) 31,8 (0,48) 31,2 (1,4) 31,9 (0,3)

4°C 33,3 (0,4) 32,8 (2,0) 31,6 (0,4) 33,2 (0,4) 32,7 (0,5) 31,2 (1,6) 32,1 (1,3)
20°C 32,4 (0,8) 33,8 (0,3) 32,7 (1,3) 34,0 (1,7) 33,1 (0,7) 32,5 (0,5) 33,2 (0,6)

1 3 5 8 9 15 26
-20°C vs. 4°C 0,21 0,51 0,96 0,04 0,63 1,00 0,99

-20°C vs. 20°C 0,77 0,08 0,54 0,004 0,34 0,33 0,32
4°C vs. 20°C 0,55 0,51 0,38 0,67 0,85 0,32 0,41

P values day 1 vs day 9 P values day 1 vs day 26
-20°C 1,00 1,00

4°C 0,99 0,77
20°C 0,98 0,97

P values day:

SARS-CoV-2 in saliva medium

Mean CT (SD) on day:

P values day:

SARS-CoV-2 no medium dry swab

Mean CT (SD) on day:
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