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Abstract 18 

The search for effective methods to detect patients who excrete a viable virus is 19 

one of the urgent tasks of modern biomedicine. In the present study, we examined the 20 

diagnostic value of two antigen tests BIOCREDIT COVID-19 Ag (RapiGEN Inc., Korea) 21 

and SGTI-flex COVID-19 Ag (Sugentech Inc., Korea) for their diagnostic value in 22 

identifying patients who excrete viable SARS-CoV-2. As part of the study, we examined 23 

samples from 106 patients who had just been admitted to the hospital, who had 24 

undergone quantitative RT-PCR and assessment of viability of SARS-CoV-2 using cell 25 

culture. Sensitivity was 0.786 (0.492–0.953) for SGTI-flex COVID-19 Ag and 1 (0.768–26 

1) for Biocredit COVID-19 Ag. Specificity of rapid tests was significantly higher than that 27 

of RT-PCR and was 0.663 (0.557–0.758) and 0.674 (0.568–0.768) for SGTI-flex 28 

COVID-19 Ag and Biocredit COVID-19 Ag versus 0.304 (0.213–0.409) obtained for 29 

PCR. Thus, for tasks of identifying viable SARS-CoV-2 during screening of conditionally 30 

healthy people, as well as monitoring those quarantined, rapid tests show significantly 31 

better results. 32 

 33 

 34 
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Introduction 35 

The SARS-CoV-2 virus pandemic has been a major global problem for over a 36 

year. The lack of effective and widely available means of prevention and etiotropic 37 

treatment has led to a situation where wearing a mask and social distancing [1] remain 38 

the primary ways to lift pressure off the healthcare system, allowing the most severe 39 

COVID-19 patients to receive timely and necessary care in medical institutions, while 40 

patients with mild to moderate course are forced to remain on lockdown. At the same 41 

time, massive restrictions significantly reduce economic activity and, as a result, 42 

increase the risks of slowing down economic growth [2]. 43 

The main problem of monitoring and surveillance of SARS-CoV-2 is the ability of 44 

the virus to spread from asymptomatic patients several days before any symptoms 45 

occur [3], [4]. Moreover, contribution to the transmission of the virus from asymptomatic 46 

patients and from patients before the onset of symptoms is a significant problem both 47 

for the spread of the virus and for accounting for COVID-19 cases [5]. 48 

The recent successful launch of SARS-CoV-2 vaccines gives hope for an early 49 

reduction of the pandemic and a return to pre-quarantine living conditions [6], [7], [8], 50 

[9]. All major vaccines ensure a convincing level of protection (over 90%) in the short 51 

term and reliable protection against the severe course of COVID-19. At the same time, 52 

the results of the study do not guarantee protection of those vaccinated from 53 

subsequent infection with SARS-CoV-2, an asymptomatic course of the disease, which 54 

means that further participation of those vaccinated in the spread of the virus has yet to 55 

be investigated. The emergence of new strains capable of partial or complete escape 56 

from the neutralizing effect of antibodies poses the most danger during prolonged mass 57 

vaccination [10], [11], [12]. 58 

Detection of viral RNA does not always mean that a person is an infection carrier 59 

and spreader. However, in the light of objective epidemic control, it is important to 60 

specifically identify carriers of SARS-CoV-2. Timely and prompt identification of the 61 

spreaders of infection and their isolation can improve the effectiveness of anti-epidemic 62 

measures. Virus viability, as evaluated using cell culture, for samples with a viral load of 63 

30 cycles (about 105–106 GE/mL and below), in RT-PCR tests, is only 3% [13]. It is 64 

obvious that the use of methods to assess virus viability using cell culture is unsuitable 65 
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for mass use due to the complexity of the procedure and the high cost. This requires the 66 

search for new simpler methods to identify the spread of the infection. 67 

Rapid antigen tests, which have recently become widespread for the diagnosis of 68 

COVID-19, in contrast to PCR, detect SARS-CoV-2 antigens, which, like RNA, comprise 69 

viral particles and are produced in infected cells during the life cycle of the virus. The 70 

disadvantage of antigen tests is their lower sensitivity compared to RT-PCR. According 71 

to the results of Cochrane meta-analysis, sensitivity varies greatly: average sensitivity is 72 

56.2% (95% CI, from 29.5 to 79.8%), average specificity is 99.5% (95% CI, from 98.1% 73 

to 99.9%; based on 8 experiments in 5 studies on 943 samples) [14]. At the same time, 74 

the definitive advantage of rapid antigen tests is the significantly less laborious process 75 

and the ease of learning the procedure, allowing to use the test at home as Point of 76 

Care (POC) testing. The time it takes to obtain the result is also crucial, which can be as 77 

low as 5 minutes. Moreover, rapid antigen tests are not susceptible to contamination 78 

with amplification products, characteristic of nucleic acid analysis methods, which 79 

reduces the likelihood of a false positive result. 80 

To date, there are no data on the effectiveness of rapid antigen tests for 81 

identification of patients excreting viable SARS-CoV-2. In this paper, we describe 82 

results of the pilot study of two rapid antigen tests BIOCREDIT COVID-19 Ag (RapiGEN 83 

Inc., Korea) and SGTI-flex COVID-19 Ag (Sugentech Inc., Korea) for their value in 84 

identifying patients excreting viable SARS-CoV-2. As part of the study, we examined 85 

samples from 106 patients who had just been admitted to the hospital, who had 86 

undergone two rapid tests: quantitative RT-PCR and viability assessment of SARS-87 

CoV-2 using susceptible cell culture 293T/ACE2. Samples were collected from January 88 

25, 2021 to February 8, 2021 at an infectious diseases hospital in Moscow. 89 

Results 90 

Study design 91 

To investigate the ability of rapid antigen tests to identify patients who excrete 92 

viable SARS-CoV-2, it was planned to include primarily patients with suspected COVID-93 

19 newly admitted to the hospital. Participants were admitted to the hospital on 2 to 10 94 

days from the onset of symptoms. The main symptoms were fever, dry cough, chest 95 
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pain and discomfort, shortness of breath, loss of smell and taste. All included patients 96 

had CT signs of lung damage. The study included 106 patients aged 28 to 95 years 97 

(mean age 67.67), including 53 women (mean age 68.45) and 53 men (mean age 98 

66.89) (Appendix Table 1).  99 

 100 

Analytical characteristics of antigen tests compared to RT-PCR 101 

Result of PCR tests of smears from 106 patients was positive in 73.58% patients 102 

(78 people). The viral load was determined for all positive samples (Appendix Tables 1, 103 

2 and 3), which ranged from 88 to 3.5×108 GE/mL (median 4.6×104). The SGTI-flex 104 

COVID-19 Ag rapid test identified 41 of 78 positive samples. Sensitivity of SGTI-flex 105 

COVID-19 Ag was 0.526 (95% confidence interval 0.409–0.6399), specificity was 0.964 106 

(0.817–0.999) (Table 1). In turn, the Biocredit COVID-19 Ag rapid test identified 44 of 78 107 

positive samples. For the Biocredit COVID-19 Ag test, sensitivity was 0.564 (0.447–108 

0.676) and 1.000 (0.877–1.000), respectively. There was no significant differences 109 

between the analytical characteristics of the tests (p = 0.8026, McNemar’s test with 110 

Edwards continuity correction). 111 

Table 1 – Assessment of sensitivity and specificity of rapid tests compared to RT-112 

PCR   113 

SGTI-flex COVID-19 Ag Biocredit COVID-19 Ag 

PCR result negative positive PCR result negative positive 

negative 27 1 negative 28 0 

positive 37 41 positive 34 44 

Sensitivity 52.56%   Sensitivity 56.41%   

Specificity 96%   Specificity 100%   

  114 

For samples with a higher viral load, the sensitivity of tests was higher (Appendix 115 

Table 2) and starting from a viral load of 1.02E+05 (log10 = 5.0086) for SGTI-flex 116 

COVID-19 Ag and 4.74E+04 (log10 = 4.6758) for RapiGen Biocredit COVID-19 Ag, did 117 

not differ statistically from the results of PCR tests at a significance level of 0.01 (p = 118 
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0.01333, McNemar’s test with Edwards continuity correction). P-value only increased 119 

with further increase in viral load. 120 

To determine the analytical threshold of sensitivity with respect to the antigen in 121 

virions of the culture fluid, we conducted a model experiment, when the culture fluid with 122 

a known virus titer was used to assess the analytical sensitivity of rapid tests in the 123 

range from 102 to 108 GE/mL, using an interval of one order of magnitude. Both tests 124 

showed the detection limit at a virus titer of 106 GE/mL (105 GE/test), which 125 

corresponded to 4×105 TCID50/mL or 4×104 TCID50/test. There was no statistically 126 

significant difference in analytical characteristics depending on the day from the onset of 127 

the disease (p-value = 0.2356 for SGTI-flex COVID-19 Ag, p-value = 0.8581 for 128 

RapiGen Biocredit COVID-19 Ag with Fisher’s exact test), which is not surprising given 129 

that there were high-load patients on each day (Appendix Table 3). 130 

Analytical characteristics of antigen tests for viability 131 

All samples were evaluated for viability of SARS-CoV-2 virus using a sensitive 132 

cell culture. Viability was assessed using the 293T/ACE2 cell line with stable expression 133 

of the human ACE2 receptor. For samples with a cytopathogenic effect (CPE), RT-PCR 134 

was performed to confirm that the CPE was caused by SARS-CoV-2 and not by other 135 

infectious agents. Comparison of groups of samples with viable and non-viable viral 136 

load measured by quantitative PCR showed a significant difference (p<0.0001, p-value 137 

calculated using the Mann–Whitney test) (Fig. 1). 138 
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   139 

Figure 1. SARS-CoV-2 viral load in viable versus non-viable samples. Results are 140 

represented by a box plot: horizontal lines – medians; boxes – interquartile range; 141 

whiskers – min-max (p-value calculated using Mann–Whitney test) 142 

Viability was shown only by samples with a viral load of 7.3×104 (GE/mL) and 143 

higher (Fig. 1 and Table 2). However, not all samples with such a load remained viable. 144 

Rapid tests were able to give a positive result on samples with median values of 145 

5.72×104 and 3.78×104 (GE/mL) for Biocredit COVID-19 Ag and SGTI-flex COVID-19 146 

Ag, respectively. However, a positive result was also obtained for a number of samples 147 

with a load below 104 (GE/mL). It is not clear whether this is related to how the material 148 
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was collected for three different tests or the presence in some biological samples of a 149 

disproportionate amount of antigen in relation to viral RNA. 150 

Table 2 – Viral load (GE/mL) depending on viability and rapid test result 151 

Viral load (GE/mL) 

quantitative real-time RT-PCR 

value Number of 
positive 

tests 

Viral load (mean) range median 

Successful 
isolation 

14 4.71×107 7.30×104 – 
3.50×108 

1.03×106 

Unsuccessful 
isolation 

64  8.93×105 89.00–2.56×107 2.26×104 

  

BIOCREDIT COVID-19 Ag 

Successful 
isolation 

14 4.71×107 7.30×104 – 
3.50×108 

 1.03×106 

Unsuccessful 
isolation 

30 1.87×106 89.00–2.56×107 5.72×104 

RT-PCR “+”, 
antigen test “-
” 

34 2.87×104 1.77×102 – 
1.46×105 

9.85×103 

SGTI-flex COVID-19 Ag 

Successful 
isolation 

11 5.97×107 7.30×104 – 
3.50×108 

1.09×106 

Unsuccessful 
isolation 

30 1.40×106 89.00–2.56×107 3.78×104 

RT-PCR “+”, 
antigen test “-
” 

37 4.87×105 1.77×102 – 
1.31×107 

1.87×104 

  152 
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Overall, out of 106 samples, viable virus was detected in 14 patients, 153 

representing 13.2% of all participants. Using these samples, SGTI-flex COVID-19 Ag 154 

gave 11 (78.6%) positive results, while Biocredit COVID-19 Ag gave 14 (100%) positive 155 

results (Table 3). As a result, the sensitivity of antigen tests was 0.786 (0.492–0.953) for 156 

SGTI-flex COVID-19 Ag and 1 (0.768–1) for Biocredit COVID-19 Ag. Specificity was 157 

0.663 (0.557–0.758) and 0.674 (0.568–0.768) for SGTI-flex COVID-19 Ag and Biocredit 158 

COVID-19 Ag, respectively. For RT-PCR, the sensitivity was 1 (0.768–1), while the 159 

specificity was 0.304 (0.213–0.409). 160 

Table 3 – Assessment of sensitivity and specificity of rapid tests for viability 161 

  SGTI-flex COVID-19 Ag Biocredit COVID-19 
Ag 

quantitative real-time 
RT-PCR 

  Positive Negative Positive Negative Positive Negative 

Viable 
virus 

11 3 14 0 14 0 

No viable 
virus 

31 61 30 62 64 28 

  Sensitivity 

0.786 
(0.492–
0.953) 

Specificit
y 

0.663 
(0.557–
0.758) 

Sensitivity 

1 (0.768–
1) 

Specificit
y 

0.674 
(0.568–
0.768) 

Sensitivity 

1 (0.768–
1) 

Specificit
y 

0.304 
(0.213–
0.409) 

 162 

Comparing analytical characteristics of the tests for viability of the virus, it can be 163 

observed that the rapid tests are indistinguishable from each other (p-value = 0.4533, 164 

McNemar’s test with Edwards continuity correction), but they differ significantly from RT-165 

PCR (p-value = 2.546e-06 for SGTI-flex COVID-19 Ag, p-value = 1.519e-08 for 166 

Biocredit COVID-19 Ag, McNemar test with Edwards continuity correction). 167 

As the viral load increased, the sensitivity of the tests for viral viability increased 168 

and, starting from a viral load of 6.27E+04 (log10 = 4.7973) for SGTI-flex COVID-19 Ag 169 

and 5.11E+05 (log10 = 5.7084) for RapiGen Biocredit COVID-19 Ag, did not statistically 170 
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significantly differ from the possibility of successful isolation of a viable virus at a 171 

significance level of 0.01 (p = 0.01529 and p = 0.01333, respectively). 172 

There were no statistical differences in the analytical characteristics of rapid tests 173 

depending on the day of the disease (p-value = 0.5292 for SGTI-flex COVID-19 Ag, 174 

0.4108 for RapiGen Biocredit COVID-19 Ag using Fisher’s exact test). At the same time, 175 

the number of cases of successful isolation of a viable virus also did not statistically 176 

differ at different time intervals of the disease, which is probably due to the limited 177 

follow-up period and the use of only one sample from each patient. 178 

Discussion 179 

Prompt identification of carriers of the viable SARS-CoV-2 virus and their timely 180 

isolation from the society is the most important step in containing a pandemic. Mass 181 

screening, in turn, is limited by access of the population to laboratory testing, which in 182 

the case of PCR is limited by the capabilities of laboratories. In this regard, many states 183 

are adopting new approaches, whereby samples are pooled to increase the amount of 184 

PCR tests [15], [16], [17], [18]. 185 

An alternative to using PCR laboratories is to use rapid antigen tests, including 186 

for home use. In December 2020, the FDA for the first time authorized home use of an 187 

antigen test to detect the virus [19]. There is no doubt that moving in this direction can 188 

significantly improve access to testing. Evaluation of cost-effectiveness of mass 189 

screening shows that in the case of, for example, the USA, the most optimal strategy is 190 

weekly testing and two-week isolation of the infected person or monthly testing with 191 

weekly isolation for scenarios of rapid (Re = 2.2) and slow (Re = 1.2) epidemic, 192 

respectively [20]. The important point is that the use of antigen tests can significantly 193 

increase the effectiveness of regular mass testing. 194 

Recommendations regarding self-isolation and lockdown deserve special 195 

attention. The existing WHO recommendations prescribe to revoke termination of 196 

isolation for patients with manifest forms 13 days after the onset of symptoms, provided 197 

that in the last 3 days the person did not experience any characteristic symptoms of the 198 

disease, as well as 10 days after a positive PCR result for asymptomatic cases [21]. 199 

Those who have come into contact with a person with a confirmed diagnosis of COVID-200 
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19 are also prescribed a 14-day quarantine, however testing during the quarantine or 201 

upon its termination is not mandatory. Currently such a strategy is subject to serious 202 

scientific criticism [22], [23]. Re-testing at the beginning of quarantine and upon its 203 

termination, but with a shorter time spent in isolation, as well as daily testing instead of 204 

quarantine, according to the results of a mathematical model, can be more effective in 205 

protecting against the spread of the infection after the quarantine is over. An additional 206 

benefit of a shorter quarantine is that the person returns to work faster, which reduces 207 

the economic damage of the pandemic lock down. It is worth noting that for the 208 

purposes of mathematical modeling, a patient with a positive test result is considered 209 

potentially infectious to others. In this connection, using tests that improve the accuracy 210 

of the evaluation of the number of persons excreting the virus will allow to further 211 

improve the effectiveness of monitoring. 212 

WHO notes that studies to evaluate the viability of the virus in patient samples 213 

are currently very limited. Viable virus was excreting in persons without symptoms, in 214 

patients with mild to moderate course of COVID-19 for 8–9 days after the onset of 215 

symptoms, and for a longer time period in critical patients [21]. However, a meta-216 

analysis of the results of isolation of RNA and the viable virus extraction shows that 217 

although SARS-CoV-2 RNA is excreted for several weeks, viable virus is not detected 218 

already after 9 days [24]. Thus, given the significant difference in the dynamics of 219 

isolation of RNA and the viable virus, there is now the need to look for tests that allow to 220 

identify persons who excrete viable virus while minimizing the likelihood of a false-221 

positive result in patients who no longer excrete viable virus. This will minimize the 222 

amount of persons quarantined, reducing the negative economic damage of the 223 

pandemic. It also allows epidemiological services to focus on patients who are the real 224 

sources of infection spread. In this study, we investigated the value of antigen tests for 225 

identifying carriers of a viable virus. 226 

We examined samples from 106 patients admitted to a hospital in Moscow. The 227 

study included only those patients who had experienced first symptoms no earlier than 228 

10 days before. All samples, in addition to being used for the two tests, were also used 229 

for quantitative PCR and assessment of viral viability using cell culture. Of 106 samples, 230 

78 (73.58%) were PCR-positive. This is significantly higher than previously published 231 
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data with similar clinical setting [25]. This is probably due to a difference in design, as 232 

for the purposes of this study, we searched for patients who had just been admitted to 233 

the hospital, while the other studies did not make such a distinction [26], [27], [28]. 234 

Data of quantitative PCR are of particular interest. The viral load was determined 235 

for all PCR-positive samples and it was found that it varied greatly, from 88 to 3.5×108 236 

GE/mL (median 4.6×104). In terms of viral load, samples that showed viability were 237 

significantly different from the rest (p<0.0001, the p-value was calculated using the 238 

Mann–Whitney test). For all 14 samples that showed viability, the viral load was at least 239 

7.3×104 (GE/mL). And although not all samples with a similar load or higher showed 240 

viability, it is important that a cut-off quantitative threshold, after which the probability of 241 

the virus remaining viable is greatly reduced, can be established experimentally. 242 

Standard evaluation of analytical characteristics of rapid tests showed that, 243 

relative to RT-PCR, their diagnostic characteristics were close to the mean values 244 

published for the Cochrane meta-analysis [14]. For the SGTI-flex COVID-19 Ag test, 245 

sensitivity was 0.526 (95% confidence interval 0.409–0.6399), specificity was 0.964 246 

(0.817–0.999). For the Biocredit COVID-19 Ag test, sensitivity and specificity were 247 

0.564 (0.447–0.676) and 1.000 (0.877–1.000), respectively. No significant differences 248 

were found between tests (p = 0.8026). Analysis of the value of tests to detect samples 249 

containing viable virus showed that both tests are highly sensitive. Sensitivity was 0.786 250 

(0.512–0.942) and 1 (0.755-1) for SGTI-flex COVID-19 Ag and Biocredit COVID-19 Ag. 251 

The control method (RT-PCR) had sensitivity of 1 (0.886–1). In turn, specificity of rapid 252 

tests was significantly higher than that of RT-PCR and was 0.663 (0.557–0.758) and 253 

0.674 (0.568–0.768) for SGTI-flex COVID-19 Ag and Biocredit COVID-19 Ag versus 254 

0.304 (0.213–0.409) obtained for PCR. Statistically, the results of the antigen tests used 255 

in the study are indistinguishable from each other (p-value = 0.4533), but differ 256 

significantly from RT-PCR (p-value = 2.546e-06 for SGTI-flex COVID-19 Ag, p-value = 257 

1.519e-08 for Biocredit COVID-19 Ag). This means that rapid tests have significantly 258 

better results for the task of identifying viable SARS-CoV-2. 259 

We are not aware of any other studies that analyze the value of antigen tests to 260 

identify patients who excrete viable virus. Results obtained in this study require 261 

confirmation using more samples from patients who excrete viable virus. In this study, 262 

 . CC-BY 4.0 International licenseIt is made available under a 
 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. (which was not certified by peer review)

The copyright holder for this preprint this version posted March 12, 2021. ; https://doi.org/10.1101/2021.03.10.21252667doi: medRxiv preprint 

https://paperpile.com/c/pDBZZA/sXus
https://paperpile.com/c/pDBZZA/Rcnv
https://doi.org/10.1101/2021.03.10.21252667
http://creativecommons.org/licenses/by/4.0/


there were 14 samples that showed viability. It appears important to investigate to what 263 

extent the results of this study will correlate with data obtained on samples from 264 

asymptomatic patients. It is known that such patients contribute significantly to the 265 

transmission of the virus, which in the context of our study means a higher viral load 266 

and, consequently, virus viability of these patients. Further investigation will clarify this 267 

issue and help to understand the value of antigen tests for the widespread detection of 268 

infectious agents in the context of the COVDI-19 pandemic. 269 

Conclusion 270 

This article presents the results of a study on the value of rapid antigen tests to 271 

identify patients who excrete viable SARS-CoV-2. With a comparable effectiveness of 272 

detection of patients excreting a viable virus, antigen tests, relative to RT-PCR, showed 273 

significantly fewer false-positive results on patient samples that no longer excrete a 274 

viable virus, and therefore are safe for others. This suggests that practical use of 275 

antigen tests can lead to shorter isolation time and quarantine of people who are safe 276 

for general public. 277 

Undoubtedly, a direct comparison of the analytical characteristics of RT-PCR 278 

with antigen tests is not entirely correct, since the sensitivity of RT-PCR significantly 279 

exceeds the sensitivity of antigen tests, however, to identify patients excreting a viable 280 

virus, the value of antigen tests, according to the result we obtained, is higher. It is 281 

important to note that antigen testing does not require sophisticated equipment, trained 282 

personnel and complex quality control systems, which means that the widespread use 283 

of antigen tests for mass screening and detection of persons excreting the virus among 284 

conditionally healthy people is potentially of great value. 285 

Materials and methods 286 

Patients 287 

The study included patients with suspected COVID-19 admitted to the hospital on day 288 

2–10 from the onset of symptoms (fever, dry cough, chest pain and discomfort, 289 

shortness of breath, loss of smell and taste) and with CT signs of lung damage. Study 290 

was approved by the Local ethic committee of the Moscow First Infectious Diseases 291 
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Hospital (the Protocol #2 dated 2021-01-22). All participants signed the written informed 292 

consent to allow usage of nasal swab samples for research purposes. 293 

The study included a total of 106 patients aged 28 to 95 years (mean age 67.67) 294 

including 53 women (mean age 68.45) and 53 men (mean age 66.89). 295 

Sample collection and transportation 296 

Using sterile swabs and observing the necessary safety precautions, nurses of the 297 

hospital collected three nasopharyngeal samples from each patient, two of which were 298 

used for antigen testing. The third sample was transferred to tubes with 1 mL of 299 

phosphate buffered saline (PBS). All collected materials were transferred to the 300 

reference center for coronavirus infection of the Gamaleya Research Institute of 301 

Epidemiology and Microbiology of the Ministry of Health of Russia cooled down to +4 302 

degrees Celsius within 2 hours after collection. 303 

Antigen testing 304 

Antigen testing was done immediately after sample collection in accordance with the 305 

manufacturer’s instructions directly at the patient’s bedside. Testing was done using two 306 

commercially available rapid tests for the detection of SARS-CoV-2 antigen – 307 

BIOCREDIT COVID-19 Ag (RapiGEN Inc., Korea) and SGTI-flex COVID-19 Ag 308 

(Sugentech Inc., Korea). 309 

SARS-CoV-2 testing 310 

All collected samples were tested immediately after transportation. PCR amplification 311 

was carried out using a one-step “SARS-CoV-2 FRT” commercial kit with catalog 312 

number ЕА-128 (bought from N.F. Gamaleya NRCEM, Moscow, Russia). According to 313 

manufacturer’s information “SARS-CoV-2 FRT” kit allows to amplify a fragment from the 314 

5' end region encoding the NSP1 gene (aprox. 450 to 650 nt bases upstream the 5' end 315 

of SARS-CoV-2 viral genome). The protocol for qPCR-RT used in this study had been 316 

described previously [29]. Briefly the conditions of the one-step RT-qPCR reaction were 317 

as follows: 50°C for 15 min, 95°C for 5 min, followed by 45 cycles of 95°C for 10 s and 318 

55°C for 1 min. The number of copies of viral RNA was calculated using a standard 319 

curve generated by amplification of plasmid cloned DNA template fragment encoding 320 

450 to 650 nt bases upstream the 5' end of SARS-CoV-2 viral genome.  321 

Virus isolation 322 

Isolation of the SARS-CoV-2 virus was performed using 293T/ACE2 cell line (with 323 

stable expression of the human ACE2 receptor). Cells were cultured in DMEM medium 324 

(PanEco, Russia) containing 10% FBS (HyClone, USA), 1% L-glutamine, and 1% 325 
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penicillin/streptomycin. 96-well plate was used for the experiment. For this, 326 

nasopharyngeal secretion (100 μL) from COVID-19 patients was added to tablets. 327 

Plates were incubated for 5 days. Virus-induced cytopathic effect (CPE) was then 328 

assessed. Also, for samples with CPE, real-time PCR was performed to confirm that 329 

CPE was caused by SARS-CoV-2 and not by other infectious agents that can cause 330 

CPE. 331 

Statistical treatment of results 332 

All data were statistically treated using the methods available in different R packages. 333 

McNemar’s test with Edwards continual correction was used to compare the two 334 

different tests. Fisher’s exact test was used to analyze unrelated qualitative data. 335 

Quantitative indicators were checked for normal distribution using the Shapiro–Wilk test. 336 

Quantitative comparison of groups was done using the Mann–Whitney test. Confidence 337 

intervals for specificity and sensitivity, as well as confidence intervals for proportions, 338 

were calculated using binomial distribution with the help of Clopper–Pearson method. 339 
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