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ABSTRACT 18 

Spike protein mutations E484K and N501Y carried by SARS-CoV-2 variants have been 19 

associated with concerning changes of the virus, including resistance to neutralizing antibodies 20 

and increased transmissibility. While the concerning variants are fast spreading in various 21 

geographical areas, identification and monitoring of these variants is lagging far behind, due in 22 

large part to the slow speed and insufficient capacity of viral sequencing. In response to the 23 

unmet need for a fast and efficient screening tool, we developed a single-tube duplex molecular 24 

assay for rapid and simultaneous identification of E484K and N501Y mutations from 25 

nasopharyngeal swab (NS) samples within 2.5 h from sample preparation to report. Using this 26 

tool, we screened a total of 435 clinical NS samples collected from COVID patients at 8 27 

hospitals within the Hackensack Meridian Health network in New Jersey. While B.1.351 and P.1 28 

variants were absent from the current study, our data revealed a dramatic increase in the 29 

frequency of E484K over time, underscoring the need for continuous epidemiological 30 

monitoring.   31 

 32 
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The COVID-19 pandemic caused by severe acute respiratory syndrome coronavirus 2 (SARS-34 

CoV-2) has plagued human society causing immeasurable losses in an unprecedented way. In 35 

the circumstances, many monoclonal and polyclonal antibodies have been approved for clinical 36 

use and several vaccines have been licensed with two mRNA vaccines and one viral vectored 37 

vaccine being rolled out for population vaccination in various countries and geographical areas. 38 

Opposed to these encouraging progresses and facts, this virus has quickly adapted to various 39 

pressures from antiviral therapy and host immunity and evolved independently into several 40 

SARS-CoV-2 variants of concern (VOC). These variants, including B.1.1.7 (a.k.a. 501Y.V1), 41 

B.1.351(a.k.a. 501Y.V2), and P.1(a.k.a. 501Y.V3) variants, are concerning because they either 42 

resist neutralizing antibody and possibly reduce vaccine efficacy or show increased 43 

transmissibility, via making some key mutations in the spike protein [1, 2, 3, 4, 5]. Studies have 44 

shown that currently observed resistance to neutralizing antibody is largely associated with the 45 

E484K mutation [1, 2, 5, 6, 7]. Previously, E484K was only harbored by B.1.351 and P1 46 

variants. The most recent report found that the E484K has been successfully incorporated into 47 

some isolates of the B.1.1.7 variant [8]. Moreover, the new variant of interest discovered in New 48 

York (B.1.526) also carries the E484K mutation, and alarmingly, fast-spreading over the past 49 

two months [9, 10]. Another key spike mutation, N501Y, present in all three VOCs is considered 50 

to enhance the binding between spike and the ACE2 receptor in human cells, thus contributing 51 

to increased transmissibility and possibly virulence as well [11, 12, 13]. As we continue to 52 

understand the impact of these variants on the mode of the ongoing pandemic, efficient and 53 

continuous monitoring of these variants is critical to implementation of fast and effective 54 

countermeasures to eventually defeat this devastating disease. The closer this genotyping can 55 

happen to the testing, the quicker the data can be used and actioned. To this end, we 56 

developed a novel molecular diagnostic assay capable of identifying the signature mutations 57 

within 2.5 h from sample preparation to report, and used this tool to screen clinical 58 
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nasopharyngeal swabs (NS) collected from COVID patients at Hackensack Meridian Health 59 

(HMH) network hospitals from late December 2020 to February 2021.  60 

 61 

This novel genotyping is based on the thermal dynamic difference of molecular beacon (MB) 62 

binding with perfectly complementary target or mismatch target. To generate single-stranded 63 

target DNA for the MB probe, an asymmetric reverse transcription (RT)-PCR assay was 64 

developed to amplify the mutation hotspot region covering both 484 and 501 codons of the S 65 

gene (supplemental material). Upon completion of thermal cycling, a melting curve analysis is 66 

performed to characterize dissociation between the single-stranded DNA product and two 67 

differentially labeled MB probes, to enable simultaneous genotyping at both loci. Owing to the 68 

probe design, the wildtype (WT) template is expected to generate a higher melting temperature 69 

(Tm) than that of the mutated genotype at corresponding locus. As shown on Fig. 1, E484 WT 70 

is featured for a Tm at 54.85°C ± 0.19°C, ~ 5°C higher than the Tm of E484K (49.81°C ± 71 

0.07°C). Similarly, the signature Tm for N501 WT was 59.97°C ± 0.09°C, higher than 54.78°C ± 72 

0.12°C for N501Y. In a blinded fashion, this test correctly genotyped RNA samples extracted 73 

from 6 different reference viral strains, including one WT (SARS-CoV-2 USA WA1/2020), two 74 

B.1.1.7 variants (SARS-CoV-2 hCoV-19/USA/CA_CDC_5574/2020 and SARS-CoV-2 hCoV-75 

19/England/204820464/2020), and two B.1.351 variants (SARS-CoV-2 hCoV-19/South 76 

Africa/KRISP-EC-K005321/2020 and SARS-CoV-2 hCoV-19/South Africa/KRISP-77 

K005325/2020) purchased from BEI resources, and one E484K variant isolate recently obtained 78 

from our network hospital. The analytical sensitivity of the assay was evaluated against 10-fold 79 

serial dilutions of RNA prepared from each of the reference viral strain. The assay can reliably 80 

identify as low as 200 copies of 484WT, 200 copies of E484K, 20 copies of 501WT, and 200 81 

copies of N501Y per reaction, respectively.  82 

 83 
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Using this tool, we next accessed to SARS-CoV-2 positive NS specimens through the HMH 84 

institutional Biorepository under an HMH-IRB approved protocol Pro2018-1022, to screen the 85 

signature mutations. This study also accessed de-identified data for time and location of sample 86 

collection through the HMH-IRB approved protocol, Pro2020-0342. A total of 435 samples 87 

received in February 2021 from 8 HMH hospitals with a cycle of threshold (Ct) value <37 in 88 

SARS-CoV-2 N2 RT-PCR test [14] were subjected to the spike mutation screening.  89 

 90 

To speed up the screening procedure, we adopted an extraction-free sample process method 91 

by heat inactivating a 50 µl aliquot of swab specimen in the presence of proteinase K at 95°C 92 

for 5 min [15], prior to genotyping test. As a result, 365 and 376 samples yielded identifiable 93 

signals for 484 and 501 sites, respectively. The proportion of E484K was 8.8% (32/365), and it 94 

was 8.0% (30/376) for N501Y. Of note, the presence of E484K and N501Y in the tested 95 

samples was completely independent. Co-harboring of both mutations was not observed in our 96 

screening. In addition, we discovered a new genotype at the 501-probe binding site from 11 97 

samples (11/376, 2.9%), which thereafter was confirmed to be a N501T (AAT>ACT) mutation in 98 

subsequent sequencing. The melting profile of N501T is markedly different from that of WT and 99 

N501Y, with a signature Tm of 56.41°C ± 0.15°C. A sharp increase was noticed in both E484K 100 

and N501Y prevalence in February compared to earlier months. E484K cases account for 101 

12.0% (29/242) of all samples in February. In contrast, it was not detected in samples of 102 

December (n=28), and only 3.2% (3/95) of samples of January were E484K positive. The 103 

N501Y followed the same trend, with 11.2% (28/251) prevalence in February, and 1.0% (1/98) 104 

and 3.7% (1/27) in January and December, respectively. Further analysis by sample collection 105 

source found that E484K scattered in various hospitals, whereas N501Y seemed to be highly 106 

concentrated in one hospital area (20/107 vs. 10/249, P=0.001), indicating a possible small 107 

outbreak which warrants further investigation. 108 

 109 
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We next performed whole genome sequencing (WGS) with a panel of 74 samples representing 110 

different genotypes flagged by this screening tool, including 24 E484K, 25 N501Y, 5 N501T, and 111 

20 WT at 484 and 501 loci. Indeed, WGS results are 100% consistent with our genotyping 112 

determination. Genomic analysis (Fig. S) showed that the majority of the E484K cases (n=19) 113 

fell within the B.1.526 lineage, a recent clone emerged from New York, and the rest belong to 114 

clade 20C B.1 lineage (n=2), and clade 20B under R.1 (n=2) and B.1.1.309 lineage (n=1), 115 

respectively. All N501Y cases except one are members of B.1.1.7 lineage.  116 

 117 

Currently, WGS is being used as the main tool for epidemiological monitoring of SARS-CoV-2 118 

variants. However, the relatively long turn-around-time for WGS and the demand on 119 

bioinformatic expertise for data analysis makes identification of concerning variants lagged far 120 

behind laboratory COVID diagnosis. Clearly, there is an unmet need for faster and simpler 121 

screening tool that can be used in a high-throughput fashion to increase the capacity of SARS-122 

CoV-2 variant detection in real-time. Herein, we demonstrate that a novel and easy molecular 123 

diagnostic assay can be used as a convenient tool for large scale of SARS-CoV-2 variant 124 

screening, thus, to enable highly efficient epidemiological monitoring. Not only the assay is 125 

proved to be highly accurate in our clinical screening, notably, it is also sensitive to new 126 

mutations within the probe binding site. This has been well exemplified by our discovery of the 127 

N501T mutation from the clinical specimens. To our knowledge, this is the first report of using 128 

novel screening tool to identify key mutation harboring SARS-CoV-2 variants in NJ hospitals. 129 

B.1.351 and P.1 variants were absent from the current study, however our data revealed a 130 

dramatic increase in the frequency of E484K over time, underscoring the need for continuous 131 

epidemiological monitoring.  132 

 133 

A couple of limitations of this study need to be noted. Firstly, this novel screening assay is 134 

slightly less sensitive than the widely used RT-PCR COVID diagnostic assay. Therefore, 135 
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samples with very low viral load (eg: N2 Ct >35) may not yield identifiable signal in this 136 

genotyping test. Efforts towards improving the sensitivity of the test is ongoing. Secondly, the 137 

current assay only aims at picking up mutations at 484 and 501 loci. It is our intention to keep 138 

expanding and updating this test by adding new mutations associated with important phenotypic 139 

change, to better respond to the fast-evolving situation.   140 

 141 
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Figure 1. Melting profiles for E484WT and E484K (left panel), and those for N501WT and 211 

N501Y (right panel). For each genotype, 10-fold serial RNA dilutions containing 2×105 to 212 

200 genome equivalents/reaction were tested. Dashed lines indicate the Tm value of 213 

corresponding genotype. NTC is the abbreviation for no template control. 214 

All rights reserved. No reuse allowed without permission. 
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. 

The copyright holder for this preprintthis version posted March 29, 2021. ; https://doi.org/10.1101/2021.03.26.21253712doi: medRxiv preprint 

https://doi.org/10.1101/2021.03.26.21253712


45 50 55 60
-0.04

-0.02

0.00

0.02

Temperature (°C)

-d
F/

dT

484WT 2E5

E484K 2E5

484WT 2E4
484WT 2E3
484WT 2E2

E484K 2E4
E484K 2E3
E484K 2E2
NTC

50 55 60 65
-0.04

-0.02

0.00

0.02

0.04

0.06

Temperature (°C)
-d

F/
dT

501WT 2E5
501WT 2E4
501WT 2E3
501WT 2E2
N501Y 2E5
N501Y 2E4
N501Y 2E3
N501Y 2E2
NTC

All rights reserved. No reuse allowed without permission. 
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity. 

The copyright holder for this preprintthis version posted March 29, 2021. ; https://doi.org/10.1101/2021.03.26.21253712doi: medRxiv preprint 

https://doi.org/10.1101/2021.03.26.21253712

