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Abstract 

The need for tools which allow rapid detection and continuous monitoring of Sars-CoV-2 

variants of concern (VOC) is greater than ever, as these variants are more transmissible and 

therefore increase the pressure of COVID-19 on healthcare systems. To address this demand, 

we aimed to develop and evaluate a robust and fast diagnostic approach for identification of 

Sars-CoV-2 VOC-associated spike gene mutations. Our diagnostic assays detect the E484K 

and N501Y SNPs as well as a spike gene deletion (HV69/70) and can be run on standard 

laboratory equipment or on the portable rapid diagnostic technology platform peakPCR. The 

assays achieved excellent diagnostic performance when tested with RNA extracted from cul-

ture-derived Sars-CoV-2 VOC lineages. Simplicity of usage and the relatively low costs are 

advantages which make our approach well-suited for decentralized and rapid testing, espe-

cially in resource limited settings. 

 

Keywords: Sars-CoV-2 variants of concern, portable diagnostics, RT-qPCR, peakPCR, 

Locked Nucleic Acids (LNA) 
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Introduction 

More than a year after the World Health Organization (WHO) declared the severe 

acute respiratory syndrome coronavirus type 2 (Sars-CoV-2) outbreak a Public Health Emer-

gency of International Concern, Coronavirus disease 2019 (COVID-19) has caused more than 

3.4 million deaths 1. Public health systems globally are severely impacted and are further 

challenged by the emergence of Sars-CoV-2 variants carrying mutations that are of concern 

(VOC) 2. Molecular diagnostic tools, particularly reverse transcription quantitative poly-

merase chain reaction (RT-qPCR) for viral RNA detection and next-generation sequencing 

(NGS) for molecular monitoring Sars-CoV-2 genetic diversity at the whole genome level 

have proven critical for public health decision-making 3. Investigating Sars-CoV-2 genomes 

by NGS to track transmission chains, understand transmission dynamics and rapidly identify 

mutations that potentially have an impact on transmissibility, morbidity and mortality as well 

as escape diagnostics or vaccine induced immunity have become an integral part of public 

health measures during this pandemic 4.  

Since the first whole genome sequence (WGS) analysis of Sars-CoV-2 has been pub-

lished in January 2020 5, the virus has been continuously sequenced, characterized and made 

publicly available through global initiatives such as Global Initiative on Sharing All Influenza 

Data (GISAID). More than 1.6 million Sars-CoV-2 sequences have been publicly shared via 

GISAID and numerous mutations in the gene encoding the spike protein have been identified 

6. For example, the D614G variant has been shown to increase the viral load of infected pa-

tients and has replaced the original variant since June 2020 around the globe 7. More recently, 

Sars-CoV-2 lineages characterized by a combination of multiple mutations in the spike gene 

have emerged independently in different regions of the world. The Sars-CoV-2 lineages 

B.1.1.7 (also known as VOC 202012/01 or 501Y.V1), B.1.351 (also known as 501Y.V2) and 

P.1 (also known as B.1.1.28.1 or 501Y.V3) are currently attracting most attention 8. B.1.1.7 
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was first described in mid-December 2020 in the United Kingdom, the mutation appears to 

have substantially increased transmissibility and has quickly developed into the dominant 

variant circulating in the UK and beyond 9. B.1.351 was identified in December 2020, 

emerged most likely in South Africa and is also associated with higher transmissibility 10. 

Lineage P.1 was identified in January 2021 in Manaus, the largest city in the Amazon region 

of Brazil 11. In January 2021, this region experienced an resurgence of COVID-19, despite 

the reported high seroprevalence of antibodies against Sars-CoV-2 in this population 12. It has 

been estimated that 76% of the population had been infected with SARS-CoV-2 by October 

2020 13. 

To rapidly detect and continuously monitor the appearance, introduction and spread of 

(novel) VOCs, the level of molecular surveillance needs to be increased globally. The gold 

standard of genomic surveillance, NGS, allows unbiased identification of mutations, but is 

limited by its relatively slow sample-to-result turnaround time and level of laboratory infra-

structure and expertise required. Furthermore, relatively high costs of NGS increase the fi-

nancial burden on establishing a widespread VOC tracking strategy, a limiting factor particu-

larly for resource-limited settings. There is a need for mutation-specific, cost-efficient diag-

nostic assays allowing high-throughput screening of a significant proportion of Sars-CoV-2 

positive individuals to identify transmission dynamics of VOCs. Therefore, we have designed 

rapid and cost-effective RT-qPCR assays detecting relevant mutations in the spike protein of 

Sars-CoV-2. The N501Y mutation is found in all three major VOCs, while the E484K muta-

tion is restricted to the B.1.351 and P.1 lineages. The B.1.1.7 lineage is characterized by an 

additional spike gene deletion (ΔHV69/70). To further simplify, decentralize and speed up 

the process of VOC identification, we transformed our assay to a portable and inexpensive 

qPCR device, named peakPCR 14. The device can complete up to 20 RT-qPCR reactions in 

less than 40 minutes. Important characteristic of peakPCR are the relatively low cost of pro-
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duction and the simplicity of usage. By using chips that are preloaded with lyophilized RT-

qPCR reagents, the user interaction is reduced to loading the sample onto the chip. Further-

more, the preloaded peakPCR chips can easily be shipped and stored at room temperature, 

making cold chains redundant.  

Here, we report the development of a new approach for rapid, robust and decentral-

ized identification of Sars-CoV-2 variants of concern which can be run on standard labora-

tory RT-qPCR equipment as well as on the portable and rapid diagnostic technology platform 

peakPCR.   
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Material and Methods 

Sars-CoV-2 cell culture supernatants and clinical samples for assay evaluation 

The cultivation of SARS-CoV-2 was carried out in a Biosafety level 3 laboratory and 

conducted under appropriate safety conditions. Three different VOC lineages of Sars-CoV-2, 

namely B.1.1.7, B.1.351 and P.1 provided from University Hospital of Geneva, Laboratory of 

Virology were grown on VeroE6/TMPRSS2 cells obtained from the Centre For AIDS Re-

agents (National Institute for Biological Standards and Control) 15,16. The day before infection 

VeroE6/TMPRSS2 cells were seeded at 2x106 cells per T75 flask in DMEM (Seraglob, Swit-

zerland) supplemented with 10% FBS (Merck, Germany) and 2% SEeticin (Seraglob, Swit-

zerland). At the day of infection, the cells reached about 70-90% confluency. The growth 

medium was removed and replaced with 5 mL of infection medium (DMEM+2% FBS+2% 

SEeticin). Cells were inoculated with 70 µL of SARS-CoV-2 swab material and incubated for 

1 h at 37°C, 5% CO2, and >85% humidity. After the adsorption, 10 mL of infection medium 

was added to each flask. Cells were observed for cytopathic effects (CPE) for 3-6 days using 

EVOSTM FL Digital Inverted Microscope. When CPE reached 40-100% the supernatant was 

collected, cleared from cell debris by centrifugation (10 min at 500g) and samples were ali-

quoted and frozen. TCID50 was determined on VeroE6/TMPRSS2 cells. Virus was inacti-

vated with Qiazol and RNA was extracted with RNeasy Plus Universal Mini Kit (Qiagen, 

Germany). 

As a positive control and for initial assay evaluation a 1869 bp long synthetic Sars-

CoV-2 spike gene fragment (genome position 21,557-23,434 bp), based on the sequence of 

B.1.1.7 was synthesized (Sequence is provided in Appendix data 1). Using a serial dilution of 

the synthetic spike gene a calibration curve ranging from 0.05 to 50,000,000 copies/µL was 

prepared (data provided in Appendix figure 1). The initial viral copy number per µL (cp/µL) 
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of the cell culture derived RNA from Sars-CoV-2 was estimated using the calibration curve’s 

y-intercept and its slope. Serial dilutions of the RNA extracted from culture supernatants of 

Sars-CoV-2 isolates Wuhan Hu-1, B.1.1.7, B.1.351 and P.1, ranging from 0.1 to 1,000,000 

cp/µL was prepared and used to evaluate the assays’ performance on both RT-qPCR plat-

forms. Additionally, a Sars-CoV-2 RT-qPCR diagnostic assay, targeting the envelope (E) 

gene, published by the Institute of Virology at Charité (Berlin, Germany), was used to moni-

tor the RNA integrity on both platforms 17.  

 

Designing HV69/70-deletion-, E484K- and N501Y-specific RT-qPCR assays  

We developed assays targeting the HV69/70-deletion, the E484K-, and the N501Y-

single nucleotide polymorphisms (SNP). For standard RT-qPCR platforms like the Bio-Rad 

CFX96 device, multiplex assays were developed. The multiplex assays are able to detect both 

sequence variations, the wildtype and mutated, in a single RT-qPCR reaction. For rapid iden-

tification of mutations of interest for mobile and rapid RT-qPCR platforms, such as the 

peakPCR device, only the mutated sequence variation is detected and no multiplex amplifica-

tion is performed. SNP discrimination was enhanced by using primers and probe containing 

Locked Nucleic Acids (LNAs). Sequence analysis and primer design were done using the 

Geneious Prime® 2021.0.3 software. All oligos, including the LNAs, were synthesized at 

Microsynth AG (Balgach, Switzerland) and provided in Table 1. 

 

Sars-CoV-2 HV69/70-, E484K- and N501Y-specific RT-qPCR assays 

The HV69/70-, E484K- and N501Y-specific assays were performed using the Bio-

Rad CFX96 Real-Time PCR System (Bio-Rad Laboratories, California, USA). A RT-qPCR 

run was completed within 1 hour and 10 min using the following thermal profile: reverse 
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transcription step at 50 °C for 5 min; polymerase activation 95 °C for 20 s; and 45 cycles of 3 

s at 95 °C and 30 s at 61 °C. Each reaction consisted of 2 μL RNA and 8 μL reaction master 

mix containing 1x TaqMan™ Fast Virus 1-Step Master Mix (Thermo Fisher Scientific, Lei-

den, The Netherlands) and the corresponding 1x primer/probe mixture consisting of 0.4 µM 

primers and 0.2 µM probes. All RT-qPCR assays were run in duplicates with appropriate 

controls. The mutated sequences were detected by FAM-labelled probes and the wildtype 

sequences by Yakima-Yellow-labelled probes in multiplex reactions. Data analysis of the 

RT-qPCR data was conducted using CFX Maestro Software (Bio-Rad Laboratories, Califor-

nia, USA). 

The HV69/70-, E484K- and N501Y-specific RT-qPCR assays were transferred to the 

peakPCR platform (Diaxxo AG, Zurich, Switzerland) on which FAM-labelled probes de-

tected the mutated sequence variations only. In order to simplify the testing procedure for the 

user, the peakPCR aluminium sample holders (herein referred to as chips) were preloaded 

with all necessary reagents in a freeze-dried form. Lyophilized chips were loaded with 4.4 µL 

sample, sealed off with 1.2 mL of paraffin oil (Sigma–Aldrich, Germany) and run on the 

peakPCR device using the following program: reverse transcription step at 50 °C for 5 min; 

initial denaturation at 95 °C for 60 s; and 45 cycles of 6 s at 95 °C and 30 s at 62 °C. Total 

runtime of a peakPCR experiment was 37 minutes. PeakPCR data was analysed using the 

peakPCR dataAnalysis 1.0 software (Diaxxo AG, Zurich, Switzerland). No drop in perform-

ance was observed when lyophilized reagents were used compared to non-lyophilized stan-

dard RT-qPCR reagents (Appendix figure 2). 
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Results 

 

Design of RT-qPCR assays for rapid identification of Sars-CoV-2 VOCs 

Three mutation-specific RT-qPCR assays based on TaqMan® chemistry were de-

signed. The first assay targets the 6 bp deletion in the spike gene leading to the loss of two 

amino acids at positions 69 and 70 within the spike protein (HV69/70 assay). This deletion is 

found in the B.1.1.7 lineage, but not in B.1.351 and P.1. Universal primers amplify a 102-bp 

(wildtype) or 96-bp (mutant) amplicon. Based on the presence or absence of the deletion, 

either a FAM-labelled probe or YYE-labelled probe binds and the resulting fluorescence is 

detected. The second assay targets a non-synonymous SNP in the spike gene (A23011G) 

leading to an amino acid exchange at positions 484 (E484K). The E484K mutation is only 

present in VOCs lineages P.1 and B.1.351. In a multiplex reaction, a YYE-labelled probe 

detects the wildtype and a FAM-labelled probe the mutated sequence. The third assay targets 

a non-synonymous SNP in the spike gene (A23063T) leading to an amino acid exchange at 

positions 501 (N501Y). The N501Y mutation is present in all three VOCs but not in non-

VOCs. Similar to the E484K assay, a YYE-labelled probe detects the wildtype and a FAM-

labelled probe the mutated sequence. A summary of the oligonucleotide sequences used are 

provided in Table 1.  
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Table 1. Primer and probe combinations developed for Sars-CoV-2 VOC identification and 

discrimination.  

Assay Primer name Oligo sequence (5’-3’) Modifications 

HV69/70 assay: 

21765-21770 deletion* 

HV69/70_F TCA ACT CAG GAC TTG TTC TTA CCT  

HV69/70_R TGG TAG GAC AGG GTT ATC AAA C  

HV69/70_ wt ACA TGT CTC TGG GAC CAA TGG YYE† - BHQ1 

HV69/70_ mut TCC ATG CTA TCT CTG GGA CCA FAM - BHQ1 

N501Y assay:  

A23063T SNP* 

spike_gene_ LNA_F C+TA TCA GGC +CGG TAG CAC +AC  

spike_gene_ LNA_R +AGT ACT ACT ACT CTG TAT +GGT TGG +T  

N501Y_LNA_mut C+CC A+CT +t+AT G+GT +G FAM - BHQ1 

N501Y_LNA_wt C+CC A+CT +A+AT G+GT +G YYE† - BHQ1 

E484K assay:  

G23011A SNP* 

Spike_gene_ LNA_F C+TA TCA GGC +CGG TAG CAC +AC  

Spike_gene_ LNA_R +AGT ACT ACT ACT CTG TAT +GGT TGG +T  

E484K_LNA_mut TGG +T+GT TaA A+GG T FAM - BHQ1 

E484K_LNA_wt TGG +T+GT TGA A+GG T YYE† - BHQ1 

* Genome position according to MN908947.3 (Sars-CoV-2 isolate Wuhan-Hu-1). LNA nucleotides are indicated with + in front of the 

nucleotide. The SNP associated with VOCs is indicated as lower case and bold nucleotides. † YYE=Yakima Yellow (VIC & HEX dye 

alternative) 

 

The novel assays were run on two different RT-qPCR platforms in parallel. On the 

Bio-Rad CFX96 platform (Figure 1A), the three sequence-discriminatory assays were run as 

duplex assays, detecting the wildtype sequence in the YYE channel (Figure 1B) and the mu-

tated sequence in the FAM channel (Figure 1C). As a second technology platform the Diaxxo 

peakPCR device was selected (Figure 1D), which is a portable and rapid diagnostic technol-

ogy platform running the RT-qPCR reaction on ready-to-use chips (Figure 1E). Fluorescence 

is detected using the Raspberry Pi Camera Module V2 as an inexpensive CCD sensor (Figure 

1F). For the peakPCR device the multiplex assays were reduced to mutation-specific assays, 

capable of detecting the mutated sequences only. 
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Figure 1. Two RT-qPCR platforms for Sars-CoV-2 VOC identification  

 

A) Standard RT-qPCR device Bio-Rad CFX96. B) Detection of N501Y-wt in serial dilution of Wuhan Hu-1 lineage, ranging from 1-10’000 

cp/µ L using the YYE-channel of the Bio-Rad CFX96 instrument. C) Detection of N501Y-mut in serial dilution of P.1 lineage, ranging from 

1-1’000’000 cp/µ L using the FAM-channel of the Bio-Rad CFX96 instrument. D) Portable and rapid diagnostic platform peakPCR. E) 

Ready-to-use chips with preloaded lyophilized RT-qPCR reagents. F) Photo after cycle 45 detecting fluorescence in each well with an CCD 

sensor. The depicted well marked with a white circle contains a positive signal after RT-qPCR amplification, while the negative sample, 

marked with a red circle, did not display an amplification of a PCR product.  
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Analytical performance of HV69/70, E484K, and N501Y assays using well-characterized 

RNA from Sars-CoV-2 VOCs 

Four Sars-CoV-2 lineages, namely Wuhan-Hu-1, B.1.1.7, B.1.351 and P.1, were used 

to assess the RT-qPCR efficiency, specificity and sensitivity of the novel mutation-specific 

assays. We used serial dilutions, ranging from 1 to 1,000,000 cp/µL, of cell culture derived 

viral RNA for assay characterization (raw data is provided in Appendix figure 3). The integ-

rity of RNA molecules in these serial dilutions was confirmed by monitoring the pan-

Sarbecovirus E-gene amplification. The RT-qPCR efficiency was above 80% for all assays 

on both platforms which translates into moderate to high RT-qPCR efficiencies (Figure 2A). 

The analytical sensitivity of the assays was defined as the lowest viral RNA concen-

tration at which mutations are identified with high confidence. We used the detection rate 

among all replicates combined for all four Sars-CoV-2 lineages to identify the limit of detec-

tion (LOD) (Figure 2B). For the E-gene, HV69/70, and E484K assay a detection rate of 100% 

was achieved at viral RNA concentration as low as 10 cp/µL. At the same concentration for 

the N501Y assay, 5 out of 6 replicates (83%) were amplified. At the LOD of 10 cp/µL 

(dashed line in Figure 2B) no difference between the two RT-qPCR platforms in terms of 

sensitivity was observed. Viral RNA concentrations below 10 cp/µL cannot be detected, with 

exception of the HV69/70 assay run on the Bio-Rad CFX96 device, where 1 cp/µL is still 

reliably detected. 

Specificity of all three assays and their ability to distinguish between mutated and 

wildtype sequences were assessed by testing the assays with RNA from Sars-CoV-2 cell cul-

ture supernatants. On both platforms, no signal was observed at any viral RNA concentration 

if there was not a perfect sequence match of the oligos to the sequence to be detected, result-

ing in a 100% analytical specificity (Appendix figure 2). At a viral RNA concentration of 
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10’000 cp/µL, the HV69/70, E484K, and N501Y genotypes were by the wildtype-mutant 

multiplex assays run on the Bio-Rad CFX96 platform correctly identified (Figure 2C). The 

mutation-specific probe of the HV69/70 assay gave a signal only when run with RNA of the 

B.1.1.7 lineage carrying the mutation. The E484K-mutation assay did not result in amplifica-

tion when run on RNA from Wuhan Hu-1 and B.1.1.7 lineage. The N501Y-mutation assay 

detected correctly all VOCs but not the Wuhan Hu-1 lineage. In summary, the three assays 

correctly identify lineage-associated mutations with moderate to high RT-qPCR efficiencies 

in samples with more than 10 cp/µL of Sars-CoV-2 RNA. We also demonstrated that these 

assays can be successfully conducted on the rapid diagnostic platform peakPCR and the per-

formance in terms of sensitivity and specificity does not significantly differ between these 

two RT-qPCR platforms.  
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Figure 2. Analytical performance of HV69/70, E484K, and N501Y detecting RT-qPCR 

assays 

 

A) RT-qPCR efficiency of the E-gene, HV69/70, E484K and N501Y assays  as determined by serial dilutions of RNA derived from four 

cell culture supernatant Sars-CoV-2 lineages. B) Analytical sensitivity represented by detection rates calculated from all replicates for a each 

viral RNA concentration. The dashed line represents the limit of detection of 10 copies per µ L. C) Analytical specificity for the multiplex 

sequence-discrimination assays run on the Bio-Rad CFX96 device. The data shown are based on RT-qPCR amplification for viral RNA 

concentrations of 10’000 cp/µ L. The grey bar represents the theoretical concentration of 10’000 cp/µ L.  
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Discussion  

The COVID-19 pandemic is a continuous, unprecedented, global public health crisis 

with severe economic and social consequences. More than one year into the pandemic, the 

emergence of VOCs starts to pose again serious threat to contain the virus. Rapid and reliable 

identification of SARS-CoV-2 variants is a critical component of public health interventions 

to mitigate the further spread of VOCs that might undermine performance of diagnostic tests 

and vaccine induced immunity against this virus.  

We designed, tested and validated three mutation-specific RT-qPCR assays, detecting the 

E484K and N501Y SNPs as well as the 6-bp deletion affecting HV69/70, all located in the 

Sars-CoV-2 spike gene. All assays can be performed under standard RT-qPCR conditions 

simplifying integration into existing laboratory environments and proved to be highly sensi-

tive, specific, and reproducible.  

The approach presented here is well-suited for cost-effective, robust and high-

throughput screening of large cohorts. Mutation-specific RT-qPCRs are not intended to re-

place NGS, but rather complement and extend molecular surveillance programs and focal 

outbreak monitoring. As demonstrated, the perfect mismatch discrimination of LNA-based 

assays results in 100% specificity and the simplicity of this type of assay in both, design and 

implementation, will allow rapid adaptation (within few days) to new VOCs which will be 

identified in future. A similar LNA-based approach for detection of N501Y and HV69/70 has 

been successfully tested in Canada on 2,430 samples 18. The results of their in-house assay 

were concordant with the commercial assay VirSNiP SARS-CoV-2 (TIB Molbiol, Berlin, 

Germany) which is based on melting-curve analysis. This underlines the possibility of using 

LNA-based RT-qPCR assays for single-nucleotide discrimination as opposed to using melt-

ing-curve analysis. Although, Sars-CoV-2 SNP genotyping by melting-curve analysis is 
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widely used 19, the LNA-based approach has several advantages: It is faster, easier to inte-

grate into existing laboratory workflows and could be combined with an diagnostic assay and 

therefore allow immediate genotyping. Furthermore, LNA-based sequence-discriminatory 

assays are better suited to identify coinfections of more than one lineage of SARS-CoV-2, a 

phenomenon which was recently observed in Brazil 20. 

In order to reduce the sample-to-result turnaround time our strategy included the 

transformation of the assays to a portable, robust and rapid diagnostic RT-qPCR platform and 

therefore allow decentralization of testing. The peakPCR platform completed the sample 

analysis in 37 minutes, which is half of the time required to run the same assay on a standard 

RT-qPCR platform while retaining a similar efficiency, specificity and sensitivity. Apart 

from the speed, also the simplicity of usage and, relatively low costs and the independence 

from cold chains for reagent supply are significant advantages which make this platform 

well-suited for decentralized, rapid testing particularly in resource limited settings. 
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Appendix 

 

Appendix data 1. A 1869 bp long synthetic Sars-CoV-2 spike gene fragment (genome posi-

tion 21,557-23,434 bp), based on the sequence of B.1.1.7 was synthesized by Eurofins Ge-

nomics, Konstanz, Germany. 

 1 gaacaatgtt tgtttttctt gttttattgc cactagtctc tagtcagtgt gttaatctta 

       61 caaccagaac tcaattaccc cctgcataca ctaattcttt cacacgtggt gtttattacc 

      121 ctgacaaagt tttcagatcc tcagttttac attcaactca ggacttgttc ttacctttct 

      181 tttccaatgt tacttggttc catgctatct ctgggaccaa tggtactaag aggtttgata 

      241 accctgtcct accatttaat gatggtgttt attttgcttc cactgagaag tctaacataa 

      301 taagaggctg gatttttggt actactttag attcgaagac ccagtcccta cttattgtta 

      361 ataacgctac taatgttgtt attaaagtct gtgaatttca attttgtaat gatccatttt 

      421 tgggtgttta ccacaaaaac aacaaaagtt ggatggaaag tgagttcaga gtttattcta 

      481 gtgcgaataa ttgcactttt gaatatgtct ctcagccttt tcttatggac cttgaaggaa 

      541 aacagggtaa tttcaaaaat cttagggaat ttgtgtttaa gaatattgat ggttatttta 

      601 aaatatattc taagcacacg cctattaatt tagtgcgtga tctccctcag ggtttttcgg 

      661 ctttagaacc attggtagat ttgccaatag gtattaacat cactaggttt caaactttac 

      721 ttgctttaca tagaagttat ttgactcctg gtgattcttc ttcaggttgg acagctggtg 

      781 ctgcagctta ttatgtgggt tatcttcaac ctaggacttt tctattaaaa tataatgaaa 

      841 atggaaccat tacagatgct gtagactgtg cacttgaccc tctctcagaa acaaagtgta 

      901 cgttgaaatc cttcactgta gaaaaaggaa tctatcaaac ttctaacttt agagtccaac 

      961 caacagaatc tattgttaga tttcctaata ttacaaactt gtgccctttt ggtgaagttt 

     1021 ttaacgccac cagatttgca tctgtttatg cttggaacag gaagagaatc agcaactgtg 

     1081 ttgctgatta ttctgtccta tataattccg catcattttc cacttttaag tgttatggag 

     1141 tgtctcctac taaattaaat gatctctgct ttactaatgt ctatgcagat tcatttgtaa 

     1201 ttagaggtga tgaagtcaga caaatcgctc cagggcaaac tggaaagatt gctgattata 

     1261 attataaatt accagatgat tttacaggct gcgttatagc ttggaattct aacaatcttg 

     1321 attctaaggt tggtggtaat tataattacc tgtatagatt gtttaggaag tctaatctca 

     1381 aaccttttga gagagatatt tcaactgaaa tctatcaggc cggtagcaca ccttgtaatg 

     1441 gtgttgaagg ttttaattgt tactttcctt tacaatcata tggtttccaa cccacttatg 

     1501 gtgttggtta ccaaccatac agagtagtag tactttcttt tgaacttcta catgcaccag 

     1561 caactgtttg tggacctaaa aagtctacta atttggttaa aaacaaatgt gtcaatttca 

     1621 acttcaatgg tttaacaggc acaggtgttc ttactgagtc taacaaaaag tttctgcctt 

     1681 tccaacaatt tggcagagac attgatgaca ctactgatgc tgtccgtgat ccacagacac 

     1741 ttgagattct tgacattaca ccatgttctt ttggtggtgt cagtgttata acaccaggaa 

     1801 caaatacttc taaccaggtt gctgttcttt atcagggtgt taactgcaca gaagtccctg 

     1861 ttgctattc 
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Appendix figure 1. Synthetic spike gene serial dilution experiments for HV69/70 and 

N501Y assays. 

 

Appendix figure 2. Comparison of lyophilized reagents with non-lyophilized standard RT-

qPCR reagents on the peakPCR device 
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Appendix figure 3. RT-qPCR performance of novel Sars-CoV-2 mutation-specific assays. a) 

Sars-CoV-2 E-gene reference assay b) HV69/70 assay, c) E484K assay and d) N501Y assay. 

Each circle represents a technical replicate. With exception of the HV69/709-wt assay, wild-

type assays were only run on the Bio-Rad CFX96 platform. For the Wuhan-Hu-1 lineage, the 

two highest RNA concentrations of 1,000,000 and 100,000 cp/µL were not available. Per-

formance experiments on the peakPCR device used the 1,000,000 cp/µL, 10,000 cp/µL, 100 

cp/µL, 10 cp/µL, and the 1 cp/µL concentrations. 
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