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ABSTRACT 60 

Background: We aimed to assess the specificity of SARS-CoV-2 antibody detection assays 61 

among people with known tissue-borne parasitic infections. 62 

Methods: We tested three SARS-CoV-2 antibody-detection assays (cPass SARS-CoV-2 63 

Neutralization Antibody Detection Kit, Abbott SARS-CoV-2 IgG assay, and STANDARD Q 64 

COVID-19 IgM/IgG Combo Rapid Test) among 559 pre-COVID-19 sera. 65 

Results: The specificity of assays was 95-98% overall. However, lower specificity was 66 

observed among sera from patients with protozoan infections of the reticuloendothelial 67 

system, such as human African trypanosomiasis (Abbott Architect; 88% [95%CI 75-95]), 68 

visceral leishmaniasis (SD RDT IgG; 80% [95%CI 30-99]), and from patients with recent 69 

malaria from a holoendemic area of Senegal (ranging from 91% for Abbott Architect and SD 70 

RDT IgM to 98-99% for cPass and SD RDT IgG). For specimens from patients with evidence 71 

of past or present helminth infection overall, test specificity estimates were all ≥ 96%. Sera 72 

collected from patients clinically suspected of parasitic infections that tested negative for 73 

these infections yielded a specificity of 98-100%. The majority (>85%) of false-positive 74 

results were positive by only one assay. 75 

Conclusions: The specificity of SARS-CoV-2 serological assays among sera from patients 76 

with tissue-borne parasitic infections was below the threshold required for decisions about 77 

individual patient care. Specificity is markedly increased by the use of confirmatory testing 78 

with a second assay. Finally, the SD RDT IgG proved similarly specific to laboratory-based 79 

assays and provides an option in low-resource settings when detection of anti-SARS-CoV-2 80 

IgG is indicated. 81 

 82 

 Key Words: “SARS-CoV-2”, “COVID-19”, “Diagnostic accuracy”, “Antibody test”, 83 

“Serology”, “Parasitic infections”, “Malaria”, “Kinetoplastid infections”, “Protozoan 84 
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infections”, “Helminth infections”, “Strongyloides”, “Schistosoma”, “Filaria”, “Trichinella”, 85 

“Neglected tropical diseases” 86 

  87 
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INTRODUCTION 88 

Use cases for serological testing for Severe acute respiratory syndrome-related 89 

coronavirus-2 (SARS-CoV-2) have been reviewed in detail (1, 2). Despite a rapid increase in 90 

the number and availability of serological assays detecting anti-SARS-CoV-2 antibodies, 91 

critical knowledge gaps remain regarding cross reactivity of assays with sera from patients 92 

with non-coronavirus infectious agents. 93 

 94 

In tropical regions of the world, several infections that dominate the local 95 

epidemiology of acute fever syndromes may cause non-specific cross reactivity with a wide 96 

range of serological assays (3-7). The mechanisms underlying cross reactivity include 97 

infection of the reticuloendothelial system by several protozoans, with associated polyclonal 98 

B-lymphocyte proliferation (6, 7), and the broad diversity of antibodies elicited by various 99 

helminth infections (8). These infections include many Neglected Tropical Diseases (NTD) 100 

and Malaria, for which the combined global burden exceeds 1.6 billion cases annually, with 101 

3.8 billion at risk (9, 10). Simultaneously, three of the four countries with the largest total 102 

number of deaths attributed to COVID-19 are currently Brazil, India, and Mexico (11), all of 103 

which suffer a high burden of NTDs or malaria. As a result of this overlapping incidence, the 104 

specificity of SARS-CoV-2 serological tests may be different in countries endemic for these 105 

infections compared to that in high-income countries.  106 

 107 

We aimed to assess the specificity of SARS-CoV-2 antibody detection assays among 108 

people either with known tissue-borne parasitic infections or residing in areas where such 109 

infections are endemic. We tested three SARS-CoV-2 antibody-detection assays against 110 

either the S or the N protein, among a large collection of pre-COVID-19 sera from patients 111 

proven to have different tropical infectious diseases.  112 
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METHODS 113 

Ethics 114 

This work was approved by the Research Ethics Boards of the Research Institute of 115 

the McGill University Health Centre (RI-MUHC # 2021-7246).  116 

 117 

Source of specimens tested 118 

Specimens were well-characterised sera collected prior to July 2019 from patients 119 

with active or recent malaria imported to Canada, with active or recent malaria in a 120 

hyperendemic area (Senegal), from clinical suspects for human African trypanosomiasis and 121 

for visceral leishmaniasis, from seropositives for Chagas disease, for Strongyloides sp., for 122 

Schistosoma sp., for filaria species, and for Trichinella sp., and from negative controls for 123 

whom tissue-borne parasitic infection was suspected but antibody testing was negative. The 124 

source and types of specimens are detailed in Table 1. 125 

 126 

SARS-CoV-2 antibody testing  127 

Three different SARS-CoV-2 antibody-detection assays were selected to assess the 128 

specificity of assays that detect different analytes, including anti-SARS-CoV-2 N-protein 129 

IgM, anti-SARS-CoV-2 N-protein IgG, and anti-Receptor Binding Domain (RBD) blocking 130 

antibodies of all immunoglobulin subclasses. We included an immunochromatographic rapid 131 

diagnostic test (RDT) that can be performed in low resource settings and available from a 132 

quality-assured manufacturer with an international presence to enhance the relevance of this 133 

evaluation to the low resource settings where NTDs and malaria are common. 134 

 135 

Culture-free neutralization antibody detection assay (cPass) 136 
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The cPass SARS-CoV-2 Neutralization Antibody Detection Kit (cPass; Genscript, 137 

Piscataway, NJ) uses a blocking ELISA format with human ACE-2 receptor molecules 138 

coated on an ELISA plate (12, 13). Human sera pre-incubated with labelled epitopes of the 139 

RBD on S1 proteins are then transferred to the plate. This blocking ELISA serves as a 140 

surrogate assay to determine the capacity of human sera to block the interaction between the 141 

Spike fusion protein (through its RBD) and its cellular receptor ACE-2. The analyte detected 142 

is anti-RBD blocking Ab of all subclasses. All the specimens, including positive and negative 143 

controls provided with the kit, were processed according to the manufacturer’s instructions, 144 

and included a 10X dilution factor of the primary specimen. All specimens and controls were 145 

tested in duplicate and the percentage of inhibition calculation was based on the mean of OD 146 

for each duplicate. A cut-off of 30% inhibition for SARS-CoV-2 neutralizing antibody 147 

detection was used to determine the presence of neutralizing antibodies, based on the 148 

manufacturer’s instructions for use.  149 

 150 

Abbott SARS-CoV-2 IgG assay  151 

The Abbott SARS-CoV-2 IgG assay (Abbott Laboratories, Abbott Park, Illinois, 152 

USA), which detects IgG against SARS-CoV-2 N-protein, was performed on the Architect 153 

i2000sr platform according to the manufacturer’s instructions. Specimens were thawed on the 154 

day of testing and were centrifuged 10,000g for 10 min prior to each run. A sample to stored 155 

calibrator index (S/C) cut-off value of 1.4 was used for positive results, according to the 156 

manufacturer’s recommendations.  157 

 158 

STANDARD Q COVID-19 IgM/IgG Combo Rapid Test 159 

 The STANDARD Q COVID-19 IgM/IgG Combo Rapid Test (SD BioSensor, 160 

Gyeonggi-do, Republic of Korea) is a rapid immunochromatography test for the qualitative 161 
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detection of specific IgM and IgG against SARS-CoV-2 N-protein on two separate test lines. 162 

Serum specimens were processed according to the manufacturer’s instructions. Briefly, 10μl 163 

of serum were applied to the specimen well of the test device. Three drops (90μl) of buffer 164 

were added immediately and vertically into the same specimen well. The test results were 165 

read visually at within 15 minutes. Any visible band was considered a positive result. To 166 

facilitate analysis of positive test results, the intensity of test bands was further classified as: 167 

no signal (0), barely visible but present (1), low intensity (faint but definitively positive) (2), 168 

and medium to high intensity (3) (Figure 1). 169 

 170 

Statistical analysis 171 

Because all specimens were collected in the pre-pandemic era, prior to July 2019, all 172 

positive results for SARS-CoV-2 antibodies were considered false positives. The primary 173 

outcome calculated was test specificity and its corresponding 95% confidence intervals (95% 174 

CI), estimated according to a binomial distribution using Wilson Score method with Yate’s 175 

continuity correction as appropriate. The secondary outcome was relative risk (RR) for a false 176 

positive and the associated 95% CI. Both were estimated according to (i) positivity status for 177 

each parasite of interest, and (ii) SARS-CoV-2 target antigen tested. Statistical analyses were 178 

performed using R version 3.5.2 (R Core Team, Vienna, Austria). Area-proportional Venn 179 

diagrams were generated using eulerAPE version 3 (14).  180 

 181 

RESULTS 182 

Specificity of three commercial SARS-CoV-2 serological assays  183 

The origin and characteristics of pre-COVID-19 specimens are reported in Table 1.  184 

Table 2 presents test specificity across the 559 samples tested. Overall, the point estimates of 185 

specificity of the cPass (10/559: 98%; 95% CI 97-99) and SD RDT IgG result (15/559: 97%; 186 
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95% CI 96-98) were similar to those for Abbott Architect (26/548: 95%; 95% CI 93-97) and 187 

SD RDT IgM result (30/559: 95%; 95% CI 92-96). 188 

 189 

For specimens from patients with evidence of blood- or tissue-invasive protozoan 190 

infections overall, test specificity was as follows: cPass (4/339: 99%; 95% CI 97-99), SD 191 

RDT IgG results (10/339: 97%; 95% CI 95-98), Abbott Architect (19/328: 94%; 95% CI 91-192 

96) and SD RDT IgM result (23/339: 93%; 95% CI 90-95). For specimens from Senegalese 193 

patients with malaria, specificity ranged from 91% (95% CI 84-95) for the Abbott Architect 194 

and SD RDT IgM result to 99% (95 % CI 94-100) for the SD RDT IgG result. For specimens 195 

from travellers with imported malaria, test specificity ranged between 92% and 99%. Among 196 

sera positive for anti-Leishmania sp and anti-Trypanosoma cruzi antibodies, cPass, Abbott 197 

Architect and SD RDT IgM displayed 100% specificity. However, the SD RDT IgG result 198 

yielded specificities of 80% (95% CI 30-99) and 92% (95% CI 81-97) against visceral 199 

leishmaniasis and human American trypanosomiasis, respectively. The SD RDT IgG result 200 

did not generate any false positives when used against human African trypanosomiasis 201 

specimens, whereas specificity of 88% (95% CI 75-95) was observed for Abbott Architect.  202 

 203 

For specimens from patients with evidence of past or present helminth infection 204 

overall, test specificity estimates were all ≥ 96%. When evaluated against specimens 205 

seropositive for Strongyloides sp. (n=50) and Trichinella sp. (n=30), specificities ranged from 206 

96% to 98%. Test specificity assessed against specimens seropositive for filarial species 207 

(n=40) ranged from 92% to 95%, and from 92% to 97% against specimens seropositive for 208 

Schistosoma sp. (n=40).  209 

 210 
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Sera collected from patients clinically suspected of parasitic infections that tested 211 

negative were also assessed. cPass yielded a specificity of 98% (1 false positive out of 60), 212 

whereas Abbott Architect, SD RDT IgG and SD RDT IgM showed a specificity of 100%.  213 

 214 

To allow statistical comparisons across the entire group, we computed the relative risk 215 

(RR) and 95% CI of a false positive result by assay and target analyte, according to specimen 216 

origin (Table 3). Compared to cPass, the risk of a false positive SARS-CoV-2 result was 217 

higher for the Architect and the SD RDT IgM result overall across all specimens (RR 2.65, 218 

95% CI 1.29-5.45; and RR 3.00, 95% CI 1.48-6.08, respectively), for malaria specimens 219 

overall (RR 4.89, 95% CI 1.42-16.79; and RR 7.00, 95% CI 2.11-23.16), and for protozoan 220 

infections overall (RR 4.91, 95% CI 1.69-14.28; RR 5.75, 95% CI 2.01-16.45). No significant 221 

differences were seen across assays for helminthic infections. SD RDT IgG relative risk of 222 

false positive was not significantly different to that of cPass for any of the specimen origins. 223 

 224 

Characterisation of false positive results in terms of categorical agreement and signal 225 

intensity across serological assays 226 

Categorical agreement between commercial serological assays for the detection of 227 

SARS-CoV-2 is depicted in Figure 2. The majority (>85%) of false positive results were 228 

positive by only one of the assays tested. When comparing cPass, Abbott Architect and SD 229 

RDT IgG (Fig. 2 A), cPass, Abbott Architect and SD RDT IgM (Fig. 2 B) or cPass, Abbott 230 

Architect and SD RDT IgG or SD RDT IgM (Fig. 2 C), all three assays were in agreement for 231 

only 14% (5/36), 7.8% (4/51) or 8.3% (5/60) of the false positive results, respectively. When 232 

comparing SD RDT IgG and SD RDT IgM (Fig. 2 D), the two assays were in agreement for 233 

15% (4/39) of the specimens with a false positive result.  234 

 235 
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Readout intensities of each serological test were assembled in a heatmap for 236 

specimens with false positive results from one or more tests (Figure 3). Overall, among 237 

specimens with false positive results, there was very little correlation between the signal 238 

intensity of a false positive test result and the probability of a false positive with another 239 

assay. Strong signal intensities were common among false positive results from laboratory-240 

based assays. The cPass yielded positive results for 10/60 (16.7%) specimens with false 241 

positive results from one or more tests, with 5 of these having a binding inhibition of >50%. 242 

The Abbott Architect yielded positive results for 26/60 (43.3%) false-positive specimens, 243 

with 17 of these having sample-to-stored-calibrator index (S/C) of >1.68, which we 244 

considered as strong positives. By contrast, weak or very weak signal intensity was common 245 

for the false-positive results observed with the SD RDT. SD RDT IgG was positive among 246 

16/60 (36.7%) false-positive specimens, with 5 of these having “barely visible but present” 247 

bands. By contrast, SD RDT IgM was positive for 30/60 (50%) false positive specimens, with 248 

20 of these having “barely visible but present” bands. All but one of the other positive SD 249 

RDT IgM results were considered “weak”.  250 

 251 

DISCUSSION 252 

We sought to assess the specificity of three SARS-CoV-2 antibody detection assays 253 

among people either with known tissue-borne parasitic infections or residing in areas where 254 

such infections are highly endemic. We tested assays against either the S or the N protein, 255 

among a large collection of well characterised pre-COVID-19 sera from clinical suspects 256 

with relevant tropical infectious diseases which may lead to cross-reactions with SARS-CoV-257 

2 serologic assays. Previous reports found increased frequency of non-specific binding 258 

leading to positive results in smaller cohorts of patients with and without recent malaria in 259 

Nigeria (15), Benin (16) and Tanzania and Zambia (17). We confirm these findings with 260 
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different serological assays and extend them to patients with imported malaria residing in a 261 

non-endemic area, as well as to patients with several key tropical infectious diseases for 262 

which there is a current void of available information on which to base interpretation of 263 

serological results for SARS-CoV-2. 264 

 265 

The observed specificity of all assays ranged from 95-98% in the overall group of 266 

specimens. However, those for the Abbott Architect (95% [95%CI 93-97]) and the SD RDT 267 

IgM (95% [95%CI 93-96]) fell short of the WHO-recommended 97% benchmark for SARS-268 

CoV-2 serological assays (18). Moreover, these values are well below estimates for the 269 

Abbott Architect from previous data among specimens from high-income countries, 270 

including 99.6% reported by the manufacturer using a panel of pre-COVID-19 specimens or 271 

from patients positive for alternative respiratory pathogens (n = 1070) (19) and 99.6% 272 

reported in an independent evaluation of 1099 pre-COVID-19 specimens (20). Similarly, the 273 

values for the SD RDT IgM are lower than the 100% specificity reported in the FDA 274 

serology test evaluation report for the STANDARD Q COVID-19 IgM/IgG Combo Rapid 275 

(21).  276 

 277 

As expected, the lowest observed specificities were seen among sera from patients 278 

with protozoan infections of the reticuloendothelial system, such as human African 279 

trypanosomiasis (Abbott Architect; 88% [95%CI 75-95]), visceral leishmaniasis (SD RDT 280 

IgG; 80% [95%CI 30-99]), and from patients with recent malaria from a holoendemic area of 281 

Senegal (ranging from 91% for Abbott Architect and SD RDT IgM to 98-99% for cPass and 282 

SD RDT IgG). Non-specific cross-reaction among patients in malaria endemic areas may be 283 

potentiated by co-infections rather than from malaria infections alone. Alternatively, repeated 284 

infections with Plasmodium species rather than co-infections with other organisms may lead 285 
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to a greater cross-reactivity. This is consistent with the association between false positive 286 

SARS-CoV-2 results and the presence of anti-Plasmodium antibodies (15), as well as the 287 

relatively higher specificity observed in our cohort of patients with antibodies to tissue-288 

invasive helminths. Taken as a whole, the observed specificities among the assays and 289 

specimens tested are likely sufficiently elevated to be useful for serosurveys and 290 

epidemiologic tracking, but below the threshold required for individual patient care decisions 291 

(1, 18).  292 

 293 

In order to allow statistical comparisons between different SARS-CoV-2 diagnostic 294 

assays, we computed the relative risk of a false positive result by diagnostic assay and target 295 

analyte, according to specimen origin (Table 3). The cPass showed the least variation across 296 

specimen origins and consistently had the highest specificity across groups. This assay was 297 

designed as a surrogate viral neutralization assay and measures the strength of inhibition of 298 

RDB binding to ACE-2 by host antibodies of any subclass. Perhaps surprisingly for a lateral 299 

flow immunochromatographic SARS-CoV-2 assay, the SD RDT IgG also showed very high 300 

performance across groups. Using cPass as the reference value, SD RDT IgG had a lower 301 

relative risk (RR) of a false positive result than either SD RDT IgM or Abbott Architect. The 302 

latter two tests were statistically significantly more likely to yield false positive results than 303 

the cPass for specimens with evidence of protozoan infections overall but not for specimens 304 

with evidence of tissue-invasive helminth infections. We previously showed that cPass has 305 

marginal advantages over anti-RBD IgG ELISA (12). In this case, the SD RDT IgG detects 306 

anti-N IgG and performed comparably to a sophisticated surrogate viral neutralization assay. 307 

Moreover, it compared favourably to the laboratory-based Abbott Architect in this group of 308 

specimens of interest. This is relevant to low-resource tropical settings where central 309 

laboratory capacity frequently limits care of patients with fever syndromes (22). 310 
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 311 

The finding of very low categorical agreement between SARS-CoV-2 serological 312 

assays among specimens with a false positive result is consistent with non-specific binding 313 

between host antibodies and test antigens. This observation can be leveraged to design testing 314 

algorithms with increased specificity. In our specimen set, requiring a positive result from a 315 

second test among cPass, Abbott Architect, or SD RDT IgG would rule out the majority of 316 

false positive results obtained after a first positive result (Figure 2). Others have proposed an 317 

avidity assay using various concentrations of urea washes to prevent non-specific binding 318 

(15) but this approach may not be suitable in low-resource settings, even when centralized 319 

laboratories exist.  320 

 321 

Limitations of our study include the fact that the available volume of stored pre-322 

pandemic specimens precluded the possibility of performing specific avidity testing or 323 

assessing for the presence of antibodies to seasonal coronaviruses that may have cross-324 

reacted with the SARS-CoV-2 serological assays. However, a report from the United States 325 

found no false positives for Abbott Architect or SD RDT IgM/IgG among 21 patients with 326 

recent seasonal coronavirus infections:  NL63 (n = 11), HKU1 (n = 7) and 229E (n = 3) (23). 327 

Moreover, the fact that our data recapitulates findings from previous studies in malarial-328 

endemic areas is reassuring regarding their robustness. 329 

 330 

CONCLUSIONS 331 

The specificity of SARS-CoV-2 serological assays was decreased among sera from 332 

patients with tissue-borne parasitic infections, below the threshold required for decisions 333 

about individual patient care. Specificity is markedly increased by the use of confirmatory 334 

testing with a second assay. Finally, the SD RDT IgG proved similarly specific to laboratory-335 
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based assays and provides an option in low-resource settings when detection of anti-SARS-336 

CoV-2 IgG is indicated.  337 
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FIGURE LEGENDS 422 

Figure 1 Categorization for SD RDT band intensity, based on a standard colour scale 423 

provided by SD Biosensor. A score of 0 indicates no signal; 1 indicates barely visible but 424 

present (corresponding to R1-R6 on the standard scale); 2 indicates low intensity (i.e. faint 425 

but definitively positive, corresponding to R7-R12 on the standard scale); 3 indicates medium 426 

to high intensity (corresponding to R13-R21 on the standard scale). The upper row shows the 427 

standard color scale provided by the manufacturer. The lower row shows actual RDTs used in 428 

the present study, photographed on the same day under standardized lighting conditions. The 429 

illustrative test line is shown in the dashed rectangle. 430 

 431 

Figure 2. Venn diagram comparing false positive results from cPass, Abbott Architect, SD 432 

RDT IgG and SD RDT IgM serology from patients with protozoan and helminth parasites 433 

infections. Panels A, B, and C represent the overlap of cPass and Abbott Architect with SD 434 

RDT IgG, SD RDT IgM, or any positive SD RDT result, respectively. Panel D depicts the 435 

overlap of SD RDT IgG and SD RDT IgM. RDT denotes rapid diagnostic test; numbers 436 

denote the number of false positive specimens in each category. 437 

 438 

Figure 3. Heatmap of readout signal intensity of all false positive specimens identified using 439 

three commercial serological assays for the detection of SARS-CoV-2. RDT denotes rapid 440 

diagnostic test. Cut-off used to determine cPass positivity: Negative was <20% inhibition; 441 

Indeterminate was 20 to <30% inhibition; Positive was ≥30% inhibition. 442 

Cut-off used to determine Abbott Architect positivity: Negative was a signal-to-cut-off ratio 443 

<1.0; Weak positive was 1.0 to 1.2; Strong positive was >1.2 444 
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Categorization for SD RDT band intensity: a score of 0 indicates no signal; 1 indicates barely 445 

visible but present; 2 indicates low intensity (i.e., faint but definitively positive); 3 indicates 446 

medium to high intensity.  447 

cPass Negative:  

<20% inhibition 

- Indeterminate:  

20 to <30% inhibition 
Positive:  

≥30% inhibition 

Abbott 

Architect 
Negative:  

signal-to-cut-off ratio 

<1.0 

- Weak positive:  

signal-to-cut-off ratio 1.0 

to 1.2 

Strong positive: 

signal-to-cut-off ratio 

>1.2 

SD RDT band 

intensity 
No signal: 

Indicated by 0 
Barely visible but 

present: 

Indicated by 1 

Low intensity (faint but 

definitively positive): 

Indicated by 2 

Medium to high 

intensity: 

Indicated by 3 

 448 
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Table 1. Origin of Pre-COVID-19 specimens.  

 
Parasitic diagnosis* Origin Testing details 

Imported malaria* Specimens from clinical 

suspects submitted to 

NRCP 

Patients in whom a separate whole blood 

specimen submitted to NRCP was positive for 

malaria by PCR within 14 days 

Malaria* in hyperendemic area Specimens from clinical 

suspects submitted to the 

Department of 

Parasitology, University of 

Cheikh Anta Diop, Dakar, 

Senegal 

Confirmed active or recent malaria by 

microscopy or RDT 

 

Visceral leishmaniasis* 

(Leishmania donovani complex) 

 

Specimens from clinical 

suspects submitted to 

NRCP 

Direct agglutination test (DAT) 

 Human African trypanosomiasis* 

(Trypanosoma brucei gambiense) 

Specimens from clinical 

suspects submitted to ITM 

or NRCP 

Card agglutination test for trypanosomiasis 

(CATT) 

 Trypanosoma cruzi seropositivity Specimens from clinical 

suspects submitted to 

NRCP 

Crude Trypanosoma cruzi epimastigotes 

antigen enzyme-linked immunosorbent assay 

(ELISA) 

Strongyloides stercoralis 

seropositivity 

Specimens from clinical 

suspects submitted to 

NRCP 

Recombinant Strongyloides antigen (NIE) 

ELISA 

Schistosoma sp. seropositivity Specimens from clinical 

suspects submitted to 

NRCP 

Crude Schistosoma mansoni and S 

haematobium antigens ELISA  

Filaria sp. seropositivity Specimens from clinical 

suspects submitted to 

NRCP 

Crude Brugia malayi antigen ELISA 

Trichinellosis* (Trichinella sp.) Specimens from clinical Crude Trichinella spiralis antigen ELISA 
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suspects submitted to 

NRCP 

Sera from parasite-suspects 

negative for all above pathogens 

Specimens from clinical 

suspects submitted to 

NRCP 

Sera from parasite-suspects negative for all 

above pathogens 

* These specimens were drawn from patients clinically suspected of active disease for the purpose of diagnosis, as 

opposed to screening of asymptomatic individuals. ITM Institute of Tropical Medicine Antwerp; NRCP National 

Reference Centre for Parasitology; RDT rapid diagnostic test.  
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Table 2. Diagnostic specificity of three commercial serological assays for the detection of SARS-CoV-2. 

PRE-COVID SPECIMEN ORIGIN Number Assay Analyte detected FP TN Specificity % 

(95% CI)
a
 

Confirmed active or recent malaria by microscopy or 

RDT 

(Senegal -endemic area)* 

100 cPass
b
 

Anti-RBD blocking Ab, all 

subclasses 
2 98 98 (93-99) 

 90
c
 Abbott Architect Anti-N-IgG 8 82 91 (83-95) 

 100 SD RDT IgM Anti-N-IgM 9 91 91 (84-95) 

 100 SD RDT IgG Anti-N-IgG 1 99 99 (94-100) 

Patients in whom a separate whole blood specimen was 

positive for malaria by PCR within the same 14 days 

(NRCP -non-endemic area)* 

143 cPass 
Anti-RBD blocking Ab, all 

subclasses 
1 142 99 (96-100) 

 142
d 

Abbott Architect Anti-N-IgG 6 136 96 (91-98) 

 143 SD RDT IgM Anti-N-IgM 12 131 92 (86-95) 

 143 SD RDT IgG Anti-N-IgG 4 139 97 (93-99) 

Visceral leishmaniasis* 

 
5 cPass 

Anti-RBD blocking Ab, all 

subclasses 
0 5 100 (46-100) 

 5 Abbott Architect Anti-N-IgG 0 5 100 (46-100) 

 5 SD RDT IgM Anti-N-IgM 0 5 100 (46-100) 

 5 SD RDT IgG Anti-N-IgG 1 4 80 (30-99) 

Human African trypanosomiasis * 42 cPass Anti-RBD blocking Ab, all 1 41 98 (88-99) 
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subclasses 

 42 Abbott Architect Anti-N-IgG 5 37 88 (75-95) 

 42 SD RDT IgM Anti-N-IgM 2 40 95 (84-99) 

 42 SD RDT IgG Anti-N-IgG 0 42 100 (89-100) 

 Trypanosoma cruzi seropositivity 
49 cPass 

Anti-RBD blocking Ab, all 

subclasses 
0 49 100 (91-100) 

 49 Abbott Architect Anti-N-IgG 0 49 100 (93-100) 

 49 SD RDT IgM Anti-N-IgM 0 49 100 (93-100) 

 49 SD RDT IgG Anti-N-IgG 4 45 92 (81-97) 

Overall protozoan parasitic infections 

(Malaria/leishmaniasis/trypanosomiasis) 
339 cPass 

Anti-RBD blocking Ab, all 

subclasses 
4 335 99 (97-99) 

 328 Abbott Architect Anti-N-IgG 19 309 94 (91-96) 

 339 SD RDT IgM Anti-N-IgM 23 316 93 (90-95) 

 339 SD RDT IgG Anti-N-IgG 10 329 97 (95-98) 

Strongyloides stercoralis seropositivity 
50 cPass 

Anti-RBD blocking Ab, all 

subclasses 
2 48 96 (86-99) 

 50 Abbott Architect Anti-N-IgG 1 49 98 (89-100) 

 50 SD RDT IgM Anti-N-IgM 1 49 98 (89-100) 

 50 SD RDT IgG Anti-N-IgG 1 49 98 (89-100) 

Schistosoma sp. seropositivity 
40 cPass 

Anti-RBD blocking Ab, all 

subclasses 
1 39 97 (87-99) 

 40 Abbott Architect Anti-N-IgG 2 38 95 (83-99) 
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 40 SD RDT IgM Anti-N-IgM 3 37 92 (80-97) 

 40 SD RDT IgG Anti-N-IgG 1 39 97 (87-99) 

Filaria sp. seropositivity 
40 cPass 

Anti-RBD blocking Ab, all 

subclasses 
2 38 95 (83-99) 

 40 Abbott Architect Anti-N-IgG 3 37 92 (80-97) 

 40 SD RDT IgM Anti-N-IgM 2 38 95 (83-99) 

 40 SD RDT IgG Anti-N-IgG 2 38 95 (83-99) 

Trichinellosis* (Trichinella sp.) 
30 cPass 

Anti-RBD blocking Ab, all 

subclasses 
0 30 100 (86-100) 

 30 Abbott Architect Anti-N-IgG 1 29 97 (83-99) 

 30 SD RDT IgM Anti-N-IgM 1 29 97 (83-99) 

 30 SD RDT IgG Anti-N-IgG 1 29 97 (83-99) 

Overall helminth infections 

(Strongyloidiais/Schistosomiasis/Filariasis/Trichinellosis) 
160 cPass 

Anti-RBD blocking Ab, all 

subclasses 
5 155 97 (93-99) 

 160 Abbott Architect Anti-N-IgG 7 153 96 (91-98) 

 160 SD RDT IgM Anti-N-IgM 7 153 96 (91-98) 

 160 SD RDT IgG Anti-N-IgG 5 155 97 (93-99) 

Sera from parasite-suspects negative for all above 

diseases 
60 cPass 

Anti-RBD blocking Ab, all 

subclasses 
1 59 98 (91-100) 

 60 Abbott Architect Anti-N-IgG 0 60 100 (92-100) 

 60 SD RDT IgM Anti-N-IgM 0 60 100 (94-100) 

 60 SD RDT IgG Anti-N-IgG 0 60 100 (94-100) 

 . CC-BY-NC-ND 4.0 International licenseIt is made available under a 
perpetuity. 

 is the author/funder, who has granted medRxiv a license to display the preprint in(which was not certified by peer review)preprint 
The copyright holder for thisthis version posted August 12, 2021. ; https://doi.org/10.1101/2021.08.10.21261841doi: medRxiv preprint 

https://doi.org/10.1101/2021.08.10.21261841
http://creativecommons.org/licenses/by-nc-nd/4.0/


Overall -all samples 559 cPass 
Anti-RBD blocking Ab, all 

subclasses 
10 549 98 (97-99) 

 548 Abbott Architect Anti-N-IgG 26 522 95 (93-97) 

 559 SD RDT IgM Anti-N-IgM 30 529 95 (92-96) 

 559 SD RDT IgG Anti-N-IgG 15 544 97 (96-98) 

* These specimens were drawn from patients clinically suspected of active disease for the purpose of diagnosis, as opposed to screening of asymptomatic 

individuals.
 

a
 Wilson score interval binomial 95% confidence intervals presented with Yate's continuity correction applied as appropriate 

b
 Cut-off used to determine cPass positivity was ≥30% inhibition. The cut-off used to determine Abbott Architect positivity was a sample-to-stored-calibrator index 

(S/C) of >1.4. 

c
 Results were unavailable for 10 of 100 specimens due to insufficient volume.  

d
 Results were unavailable for 1 of 143 specimens due to insufficient volume.  

CI confidence interval; FP false positive; NRCP National Reference Centre for Parasitology; TN true negative.  
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Table 3. Relative risk of a false positive result by assay and target analyte, according to specimen origin. 

PRE-COVID SPECIMEN ORIGIN Number Assay Analyte detected FP TN Risk ratio  

(95% CI) 

Confirmed active or recent malaria by microscopy 

or RDT 

(Senegal -endemic area)* 

90 Abbott Architect Anti-N-IgG 8 82 4.44 (0.97-20.38) 

100 SD RDT IgM Anti-N-IgM 9 91 4.50 (0.997-20.31) 

100 SD RDT IgG Anti-N-IgG 1 99 0.50 (0.05-5.43) 

100 cPass
a
 

Anti-RBD blocking Ab, all 

subclasses 
2 98 Ref. 

Patients in whom a separate whole blood 

specimen was positive for malaria by PCR within 

the same 14 days 

(NRCP -non-endemic area)* 

142 Abbott Architect Anti-N-IgG 6 136 6.04 (0.74-49.55) 

143 SD RDT IgM Anti-N-IgM 12 131 12.00 (1.58-91.07) 

143 SD RDT IgG Anti-N-IgG 4 139 4.00 (0.45-35.35) 

143 cPass 
Anti-RBD blocking Ab, all 

subclasses 
1 142 Ref. 

Overall Malaria  

(Senegal and NRCP) 

232 Abbott Architect Anti-N-IgG 14 218 4.89 (1.42-16.79) 

243 SD RDT IgM Anti-N-IgM 21 222 7.00 (2.11-23.16) 

243 SD RDT IgG Anti-N-IgG 5 238 1.67 (0.40-6.90) 

243 cPass
a
 

Anti-RBD blocking Ab, all 

subclasses 
3 240 Ref. 

Visceral leishmaniasis * 

 

5 Abbott Architect Anti-N-IgG 0 5 - 

5 SD RDT IgM Anti-N-IgM 0 5 - 

5 SD RDT IgG Anti-N-IgG 1 4 - 
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5 cPass 
Anti-RBD blocking Ab, all 

subclasses 
0 5 Ref. 

Human African trypanosomiasis* 

 

42 Abbott Architect Anti-N-IgG 5 37 5.00 (0.61-40.99) 

42 SD RDT IgM Anti-N-IgM 2 40 2.00 (0.19-21.22) 

42 SD RDT IgG Anti-N-IgG 0 42 0 

42 cPass 
Anti-RBD blocking Ab, all 

subclasses 
1 41  Ref. 

 Trypanosoma cruzi seropositivity 49 Abbott Architect Anti-N-IgG 0 49 - 

49 SD RDT IgM Anti-N-IgM 0 49 - 

49 SD RDT IgG Anti-N-IgG 4 45 - 

49 cPass 
Anti-RBD blocking Ab, all 

subclasses 
0 49 Ref. 

Overall protozoan parasitic infections 

(Malaria/leishmaniasis/trypanosomiasis) 

328 Abbott Architect Anti-N-IgG 19 309 4.91 (1.69-14.28) 

339 SD RDT IgM Anti-N-IgM 23 316 5.75 (2.01-16.45) 

339 SD RDT IgG Anti-N-IgG 10 329 2.50 (0.79-7.89) 

339 cPass 
Anti-RBD blocking Ab, all 

subclasses 
4 335 Ref. 

Strongyloides stercoralis seropositivity 50 Abbott Architect Anti-N-IgG 1 49 0.50 (0.05-5.34) 

50 SD RDT IgM Anti-N-IgM 1 49 0.50 (0.05-5.34) 

50 SD RDT IgG Anti-N-IgG 1 49 0.50 (0.05-5.34) 

50 cPass 
Anti-RBD blocking Ab, all 

subclasses 
2 48 Ref. 
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Schistosoma sp. seropositivity 40 Abbott Architect Anti-N-IgG 2 38 2.00 (0.19-21.18) 

40 SD RDT IgM Anti-N-IgM 3 37 3.00 (0.32-27.63) 

40 SD RDT IgG Anti-N-IgG 1 39 1.00 (0.06-15.44) 

40 cPass 
Anti-RBD blocking Ab, all 

subclasses 
1 39 Ref. 

Filaria sp. seropositivity 40 Abbott Architect Anti-N-IgG 3 37 1.50 (0.26-8.50) 

40 SD RDT IgM Anti-N-IgM 2 38 1.00 (0.15-6.75) 

40 SD RDT IgG Anti-N-IgG 2 38 1.00 (0.15-6.75) 

40 cPass 
Anti-RBD blocking Ab, all 

subclasses 
2 38 Ref. 

Trichinellosis* (Trichinella sp.) 30 Abbott Architect Anti-N-IgG 1 29 - 

30 SD RDT IgM Anti-N-IgM 1 29 - 

30 SD RDT IgG Anti-N-IgG 1 29 - 

30 cPass 
Anti-RBD blocking Ab, all 

subclasses 
0 30 Ref. 

Overall helminth infections 

(Strongyloides/Schistosomiasis/Filaria/Trichinella) 

160 Abbott Architect Anti-N-IgG 7 153 1.40 (0.45-4.32) 

160 SD RDT IgM Anti-N-IgM 7 153 1.40 (0.45-4.32) 

160 SD RDT IgG Anti-N-IgG 5 155 1.00 (0.29-3.39) 

160 cPass 
Anti-RBD blocking Ab, all 

subclasses 
5 155 Ref. 

Sera from parasite-suspects negative for all above 

pathogens 

60 Abbott Architect Anti-N-IgG 0 60 - 

60 SD RDT IgM Anti-N-IgM 0 60 - 
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60 SD RDT IgG Anti-N-IgG 0 60 - 

60 cPass 
Anti-RBD blocking Ab, all 

subclasses 
1 59 Ref. 

Overall -all samples 548 Abbott Architect Anti-N-IgG 26 522 2.65 (1.29-5.45) 

559 SD RDT IgM Anti-N-IgM 30 529 3.00 (1.48-6.08) 

559 SD RDT IgG Anti-N-IgG 15 544 1.50 (0.68-3.31) 

559 cPass 
Anti-RBD blocking Ab, all 

subclasses 
10 549 Ref. 

* These specimens were drawn from patients clinically suspected of active disease for the purpose of diagnosis, as opposed to screening of asymptomatic 

individuals.
 

a
 Cut-off used to determine cPass positivity was ≥30% inhibition. The cut-off used to determine Abbott Architect positivity was a sample-to-stored-calibrator index 

(S/C) of >1.4. 

CI confidence interval; FP false positive; IgG Immunoglobulin G; IgM Immunoglobulin M; NRCP National Reference Centre for Parasitology; Ref. Reference; TN 

true negative.  
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