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Abstract 
 
Diseases of the microcirculatory system are well-known risk factors for chronic wound healing. 
Hyperbaric oxygen therapy (HBO2) is a common therapeutic modality that drives oxygen into 
hypoxic tissue to promote healing. Ischemia/hypoxia are common confounding variables 
associated with failure of wound progress and/or relapse, and hence it is important to develop 
tools that map and measure perfusion and oxygen saturation in the wound bed. Photoacoustic 
(PA) imaging is an ideal tool to address these concerns. Ten patients undergoing HBO2 
underwent PA oximetry of the left radial artery and forearm pre- and post-HBO2; this cohort 
validated the use of PA imaging in HBO2. There was a significant increase in radial artery 
oxygenation after HBO2 (p=0.002) in the validation cohort. PA significantly underestimated 
arterial oxygenation compared to a pulse oximeter. We also include a case study: a non-diabetic 
male in his 50s (HB 010) presenting with bilateral ischemic and gangrenous wounds. HB 010 
underwent additional scanning of the wound sites both pre- and post-HBO2.  HB 010 showed 
higher perfusion and oxygen saturation on the right foot than the left after HBO2 which 
correlated with independent surgical observations. Imaging assisted with limb salvage treatment 
options by limiting the initial amputation site to only the toes. Hence, this work shows that PA 
imaging can measure changes in arterial oxygen saturation due to HBO2; it can also produce 3D 
maps of tissue oxygenation and evaluate response to therapy during HBO2. 
 
Keywords: Photoacoustic oximetry; Chronic Wound Healing; Critical limb ischemia; 
Perfusion; and Oxygen Saturation. 
 
Key Points: Photoacoustic oximetry can measure and map changes in arterial oxygenation due 
to hyperbaric oxygen therapy. Photoacoustic imaging shows changes in perfusion in a patient 
presenting with bilateral ischemic and gangrenous wounds and thus informing limb salvage 
treatment.   
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Introduction 
 

Diseases of the microcirculatory system (peripheral vascular and arterial  disease)(1-3), 
diabetes(4, 5), proinflammatory vasculitis, and immobility issues(6) are well-known risk factors 
for chronic wounds.(7, 8) The American Heart Association’s guidelines on managing patients 
with peripheral artery disease lists non-healing chronic wound formation as a symptom, and 
recommends that a wound specialist be an integral part of the care team.(9) Chronic wounds 
have a variety of etiologies and time-courses, but they almost always involve vascular insult and 
remodeling. Foot ischemia, peripheral neuropathy, and deformities significantly increase the risk 
of amputation.(10) A study in 2013 evaluating 602 diabetic patients with ischemic foot ulcers 
treated without revascularization showed that only 50% and 17% healed after minor and major 
amputations, respectively.(11) Amputation only removes the obvious tissue failure and does not 
treat the underlying vascular insult.(12) Doctors continue to assess residual tissue survival and 
amputate more if needed. The goal is to limit amputation.     

Common wound treatments work to improve perfusion (how much blood is in tissue) and 
oxygenation (what percent of the blood is oxygenated). These treatments include sequential 
compression therapy(13), augmented venous return, and serial debridement(14) to elicit 
senescent cellular release of growth factors such as VEGF(15) and remove necrotic tissue. 
More advanced modalities include negative pressure wound therapy (NPWT)(16) and 
hyperbaric oxygen therapy (HBO2).(17) In HBO2, pure oxygen is supplied to the patient at 
elevated pressure to promote blood and tissue oxygenation. HBO2 can stimulate vasculogenic 
stem cells to initiate both angiogenesis and neovascularization of the wound bed.(18) HBO2 
improves wound perfusion and can thus promote wound healing.(17)  

Multiple studies have shown that the use of HBO2 significantly reduces wound 
recurrence (0-15%) due to the higher oxygen supply to healing tissue.(19-21) Perfusion and 
oxygenation are also linked to recurrence. A meta-analysis of 19 studies presented in the NEJM 
showed that roughly 40% of patients have recurrence within one year after healing and 60% 
within three years.(22) Ischemia/hypoxia associated with PAD(23, 24) are some of the most 
common confounding variables for wound relapse.(25-27) Reduced perfusion of the skin and 
soft tissues results in localized ischemia and necrosis leading to ulceration.(1) A retrospective 
study on 189 limbs with critical limb ischemia showed that patients with successful 
revascularization had significantly higher limb salvage rates than partial/failed 
revascularization.(28) Clearly, there is a rigorous body of research showing that restoration of 
adequate microvascular perfusion and tissue oxygenation is essential to ensure low recurrence 
rates while also supporting more complete wound healing.(29)  

Transcutaneous oximetry (TCOM) is one approach to measuring oxygenation,(30) but it 
is an ensemble approach that is surface-weighted and reports a global average value across 
the estimated wound area (commonly including healthy tissue)—it cannot discriminate between 
different areas of the wound nor map perfusion and oxygenation levels in three dimensions. 
TCOM values are also quite variable and highly operator dependent even in healthy 
subjects(31); thus clear diagnostic discriminators have yet to be developed. Diffused optical 
imaging, Laser Doppler imaging, near infrared spectroscopy (NIRS), and others have also been 
proposed but can only study the first few mm of tissue(32-36). Thus, visual inspection still 
remains the most common approach to monitoring wounds including response to therapy during 
HBO2.(37) 

Previously, we and others have reported the use of photoacoustic (PA) imaging to 
monitor changes in peripheral perfusion, oxygenation, and angiogenesis in chronic wounds.(37-
39) Photoacoustic imaging is a hybrid imaging technique that combines optical spectroscopy 
with ultrasound. PA leverages optical absorbers such as melanin in skin and hemoglobin in 
blood to generate endogenous contrast. The PA signal is overlayed on conventional ultrasound 
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(US) images to provide spatio-functional imaging.(40) We and others have shown that PA signal
can report hemoglobin oxygenation.(41-45) This is logical because oxyhemoglobin and
deoxyhemoglobin absorb at different wavelengths (Fig. 1). Beyond oxygenation, PA signal can
also correspond to perfusion based on total signal (i.e., more total signal = more total
hemoglobin);(46) concurrently, ratiometric signal can be used to quantify oxygenation.(42) 

In this work, we present the use of PA imaging to map changes in tissue oxygenation in
a chronic lower limb ischemic wound due to HBO2. We first validated the use of PA imaging on
HBO2 patients without wounds. We then hypothesize a significant increase in arterial oxygen
saturation after HBO2 therapy. We next imaged a patient with a chronic ischemic lower limb
wound showing areas of good, average, and poor perfusion in healthy, wound edge, and wound
area respectively. This study illustrates the value of PA imaging in mapping perfusion in the
wound bed in three dimensions. 

 

Figure 1. Study design. A. All participants were scanned twice: (i) pre and (ii) post hyperbaric
oxygen therapy (HBO2). The scans took place within five minutes of entering or exiting the
chamber. B. The multiplace HBO2 chamber at UCSD seats 6 patients at a time. All participants
underwent the same HBO2 treatment: A descent to 45 FSW (Foot Sea Water; ~2.4 atm absolute
pressure), 100% oxygen delivered via a hood over three 30-min periods with two 5-min air
breaks. C. The absorption coefficient of the major optical absorbers (oxy/deoxyhemoglobin and
melanin) in tissue. Photoacoustic imaging was performed at two wavelengths (850 and 690 nm)
(47),(48).        
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Methods  
 
Participants 

This work was compliant with the ethical guidelines for human experimentation as stated 
in the 1975 Deceleration of Helsinki. The University of California San Diego’s Human Research 
Protections Program approved this study (IRB# 191998). Written informed consent was 
obtained from all subjects before participation. Inclusion criteria were: (i) ≥18 years old and 
ability to provide consent and (ii) undergoing HBO2 and/or presenting with a chronic wound. 
Exclusion criteria were: (i) presence of bloodborne pathogens and (ii) presence of implants in 
the imaging region. A total of ten participants were recruited consecutively for this study at the 
UCSD hyperbaric Medicine and Wound Care Center, Encinitas, CA. PA imaging was performed 
on all participants. We also used an over-the-counter finger pulse oximeter (ZAcurate, Texas, 
USA) as an independent measurement. One subject (HB 009) was dropped from the study due 
to corrupted file storage resulting in a loss of data for the post-HBO2 scan. Subjects HB001-08 
had no visible wounds and were treated for complications related to radiation exposure for 
cancer treatment (Table S1). HB001-08 served as controls to validate the PA imaging 
technique. HB010 was a unique case presenting with variable levels of ischemic insult. He had 
dry gangrene of all toes with tissue viability more established at the proximal ankle. Hypoxic 
tissue between the proximal ankle and gangrenous toes were considered threatened with 
unclear perfusion status. Hence, HB010 served as the primary subject for this case study.  
 
Hyperbaric Oxygen Therapy 

All participants were treated in a multiplace hyperbaric chamber and underwent the 
same HBO2 treatment protocol. All patients remained in a seated position for descent to 45 
FSW (Foot Sea Water; ~2.4 atm absolute pressure) without any incident. 100% oxygen was 
delivered via a hood with three 30-min periods and two 5-min air breaks. All patients ascended 
without any incidents. 

 
Case history 

Patient (HB 010) presented with multiple upper and lower extremity ischemic insults with 
gangrenous toes and fingers. Wounds were at variable stages with more viable tissue proximal 
compared to dried gangrenous tissue more distal. The skin surface of all treated areas were 
dark in color and cool to touch. The distal tip of multiple fingers on both hands also exhibited 
frank necrosis and gangrene. Before presenting at the UCSD Hyperbaric Medicine and Wound 
Care Center, Encinitas, CA, he had already tolerated 6 HBO2 cycles without complications such 
as claustrophobia or otic barotrauma. Before PA scanning, patient had undergone an additional 
19 HBO2 sessions. He was able to tolerate treatment well without incident.  

 After PA scanning, the patient underwent thorough debridement of all necrotic and 
infected tissue as well as amputation of all gangrenous and necrotic toes in both feet. The right 
foot was treated first just after the PA scan followed by the left foot the following day. The 
ischemic fingertips remained stable with dry gangrene and were considered more salvageable 
than the feet. Operative debridement was therefore postponed for a later date.  
 
Photoacoustic (PA) imaging 

All PA imaging was done using a commercially-available LED-based system (AcousticX 
from Cyberdyne Inc., Tsukuba, Japan).(49) We used two multiwavelength LED arrays operating 
at 850 and 690 nm, pulse width 70 ns, and 4 KHz repetition rate. The AcousticX uses a 128-
element US transducer operating at a central frequency of 7 MHz, 0.38 x 6 cm field of view, and 
a bandwidth of 80.9%.(46) All scans were done using a hand-held transducer. All participants 
were scanned twice within 5 min of entering or existing the HBO2 chamber (Fig. 1A). 
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We used a proprietary gel pad from Cyberdyne Inc. and 1 cm thick layer of sterile US gel
to couple the transducer with the skin surface. We also used a sterile US transducer cover (CIV-
Flex, product no. 921191, AliMed Inc., Dedham, MA) for all scans to prevent cross
contamination.  

We scanned the left forearm and radial artery of all patients due to a lack of curvature,
relative hairlessness, and ease of scanning in that region. A PA scan was done on the forearm,
which measured approximately 4 cm x 4 cm for 3D mapping of the vasculature in that region.
The radial artery served as a site for arterial oxygen saturation measurements. The transducer
was not moved while measuring oxygen saturation in the radial artery.  

The left forearm and left radial artery of HB010 served as control areas. Five imaging
sites were identified on each foot: (i) the proximal-most superior healthy tissue, (ii) expected
survival area, (iii) threatened area, (iv) plantar foot, and (v) heel. These areas were identified by
the attending wound care physician (C.A.A.) as (i) healthy tissue proximal to the wound site, (ii)
region that appeared adequately perfused and hence expected to survive, (iii) region showing
signs of ischemia and threatened to become necrotic with high potential amputation risk, (iv)
plantar foot region with necrotic tissue in need of extensive debridement, and (v) heel with
necrotic tissue also in need of extensive debridement , respectively (Fig. 2). Before PA
scanning, we first removed all wound dressings and cleaned the wound site with sterile isotonic
saline. The five imaging spots on both feet were scanned as shown in Fig. 2.    

Figure 2.  Case presentation HB010. A male patient presents following vasopressor-induced
ischemic insults to both lower and upper extremity resulting in gangrene of all toes and multiple
finger tips on both hands. The patient (HB 010) received 25 HBO2 sessions prior to enrolling in
this study. Five discrete imaging spots were identified based on the expected survivability of
tissue in consultation with the attending physician. (i) healthy tissue superior to the wound, (ii)
region that appeared adequately perfused and hence expected to survive, (iii) threatened region
with signs of ischemic injury at elevated amputation risk, (iv) plantar region with frank necrosis in
need of extensive debridement, and (v) heel with frank necrosis also in need of extensive
debridement. The arrows denote the scan direction.  

 
Image Processing 

All images were visualized and exported using proprietary software built for the LED-PA
acquisition system (Cyberdyne Inc. version 2.00.10). A minimum of 70 frames of 8-bit PA and
US images were exported for each scan. PA data contained the frames were acquired
sequentially at 690 and 850 nm. Frames were analyzed using region of interest (ROI)-based
analysis (ImageJ, version 2.1.0/1.53c, and Fiji extension) using a previously reported
method.(42) 3D maximum intensity projections (MIP) were used to visualize the imaging regions
in three dimensions.  
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The relative concentrations of oxy- and deoxy hemoglobin (HbOxy and HbR, 
respectively) can be calculated by solving Equation 1. Here, �����λ

�
� and �������λ

�
� are the 

known molar extinction coefficients (cm−1M−1) of HbR and HbOxy at wavelengths of λ� (850 and 
690 nm), respectively. ROIs annotating the radial artery were custom-drawn for each scan. We 
measured the mean PA intensity within the ROI at 850 and 690 nm. The extinction coefficient 
for HbR and HbOxy were preset into the system by the manufacturer. We used the same preset 
extinction coefficients for total HbR and HbOxy calculations. The total oxygen saturation (sO2) 
was calculated using Equation 2.    

 
  μ(λi)= ���� (λi)[���]+ ������ (λi)[���	
]  (Equation 1) 
 

��	 = 

������ 


������+
����
 x 100  (Equation 2) 

 
Statistics 
 We measured changes in PA oximetry due to HBO2. We used a paired, two -tailed t-test 
to compare radial artery sO2 pre-and-post HBO2. We used a Bland-Altman analysis to compare 
PA measured radial artery sO2 and pulse oximetry measured sO2. Based on previously reported 
values in literature, a mean bias above 4% would be considered clinically significant.(50)   
 
Results and Discussion 
 
Validating photoacoustic oximetry for HBO2 patients (HB 001-008) 

   
We scanned the left volar forearm and left radial artery of all participants. All participants 

underwent two scans: (i) pre- and (ii) post-HBO2 treatment. Both scans were within five minutes 
of entering and exiting the chamber. We also used a commercially available pulse oximeter as 
an independent sO2 measurement. Pulse oximeter readings showed a significant increase (p = 
0.008, paired t-test) in sO2 after HBO2 treatment (Table S1). PA imaging of the radial artery also 
showed a similar trend with a paired, two-tailed t-test showing a significant increase in arterial 
sO2 (saO2) after HBO2 treatment (p = 0.002, Fig. 3C). While pulse oximetry is a peripheral 
endpoint measurement, PA imaging can map the vasculature in the forearm in 3D showing 
increasing oxygen saturation after HBO2 (Fig. 3D-E). Bland-Altman analysis showed that PA 
imaging significantly underestimates oxygen saturation (mean difference = -6.48%, Fig. S1). 
Others have shown that sO2 measured via a pulse oximeter can significantly differ from arterial 
blood gas (ABG) measurements.(51) ABG is the gold standard technique to measure oxygen 
and carbon dioxide in the blood stream, but it is an invasive measurement and was hence 
avoided in this study.(52) A study in 102 critically ill patients showed that an pulse oximeter 
reading of above 94% was necessary to ensure arterial sO2 above 90% as measured using 
ABG.(50)  

Skin thickness and skin tone (melanin concentration) can have a major impact on optical 
oximetry measurements. Increasing skin thickness and darker skin tones can significantly 
reduce light penetration into tissue, thus resulting in erroneous measurements. We have 
previously reported a pilot study with tools to compensate for the differences in skin tone.(41) 
This previous work suggested that subjects with darker skin tones show increased light 
absorption on the skin surface resulting in lower saO2 readings, reduced penetration depth, and 
obscuring underlying vasculature. Although the participants enrolled in this study had relatively 
lighter skin tones (Fitzpatrick range 1-3, Table S1), the differences in skin tone could be a 
reason why our data did not match the pulse oximeter. This could be further compounded by the 
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thicker layer of skin on the wrist compared to the fingertip used for pulse oximetry. A more
extensive study with more subjects is underway to better understand this phenomenon.  
     

Figure 3. Photoacoustic imaging of the left radial artery and volar forearm. A. For
validation, we scanned the left radial artery and volar forearm before and after HBO2 treatment.
B-C. Axial cross-section of the left radial artery pre and post HBO2 respectively. Yellow dotted
region and arrow mark the radial artery. C. PA oximetry of the radial artery shows a significant
increase (p = 0.002) in arterial oxygenation after HBO2 treatment. A minimum of 50 frames were
quantified for each data point. D. 3D maximum intensity projections (MIP) viewed from the top
show an increase in blood oxygen saturation after HBO2.   
 
Case study: Severe bilateral ischemic insults (HB 010) 
 
 HB 010: An otherwise healthy male in his 50s presented with gangrene of all toes. He
received 25 HBO2 sessions prior to PA scanning for this study. Pulse oximetry measurements
were considerably limited secondary to the presence of gangrenous fingertips. PA oximetry of
the radial artery, however, was able to capture measurements demonstrating significant
increase in oxygen saturation (7.8% increase in saO2 after HBO2; Fig. S2) and blood perfusion
(more PA signal, Supplementary Videos 1 and 2). The radial artery with intact healthy skin
served as a key control for our imaging technique.    
 PA oximetry of the right and left dorsal foot surface showed a higher oxygen saturation
(more red pixels) on the right foot compared to the left (Fig. 4). PA imaging after HBO2

treatment further confirmed higher perfusion levels in the right foot (Fig. 5). Post-HBO2 of the Rii
region (expected survival, Fig. 5B and E) showed the highest increase in oxygen saturation and
perfusion, thus suggesting a better prognosis and higher chance of salvageability. The same
region on the left foot did not exhibit any changes in the PA signal suggesting less salvageability
potential (Fig. 5H and K).  
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Figure 4. PA oximetry of the right (A-D) and left (E-H) dorsal surface pre-HBO2. Three
regions were scanned on the dorsal surface on each foot. (i) Superior heathy region, (ii)
expected survival, and (iii) threatened region. B-D and F-H 3D-MIP images of the right and left
foot respectively. More red pixels indicate higher oxygen saturation. The right foot has more red
pixels, thus indicating better tissue oxygenation in these regions (Rii (C) vs Lii (G)). Scale bars
in the PA images represent 0.5 cm, and the yellow arrows in the photographs indicate the scan
direction.   
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Figure 5. PA oximetry of the dorsal foot surface pre- and post-HBO2 shows better
perfusion on the right foot. A-C and D-F show 3D-MIP images of the right dorsal foot surface
pre- and post-HBO2, respectively. All three regions (Ri, Rii, and Riii) show more red pixels, thus
indicating higher oxygen saturation after HBO2 treatment. G-I and J-L show 3D-MIP images of
the left dorsal foot pre- and post-HBO2, respectively. Unlike the right foot, the left foot showed
no significant increase in oxygen saturation perhaps indicating reduced perfusion leading to a
worse prognosis for the left foot compared to the right foot. All scale bars represent 0.5 cm. All
scans were reconstructed using a minimum of 750 B-mode frames. 
 

The main advantage of using PA imaging is the ability to 3D map blood perfusion and
oxygen saturation—both are key parameters for wound healing.(38, 53) The 3D MIP images
showed some increase in perfusion and oxygenation up to the Riii (Fig. 5C and F). This
informed therapy by limiting the initial amputation to the toes instead of the entire foot (Fig. S3).
Moreover, PA was able to demonstrate objective levels of perfusion/ oxygenation which can
provide the surgeon with additional clinical information which may translate into potentially
salvageable tissue. Tissue without perfusion could be excised earlier minimizing infection risk
and morbidity.  An ideal study would have longitudinally monitored this patient using PA
imaging. Our previous work showed that PA monitoring of angiogenesis can predict wound
healing.(37) Unfortunately, there is an increased risk of infection and secondary trauma after
amputation and extensive debridement (Fig. S3 and S4); hence, subsequent imaging was
avoided. 

To validate PA imaging as a diagnostic tool for a wound patient undergoing HBO2, one
potential ideal case would be a unilateral ischemic wound to compare between healthy and
threatened ischemic tissue for the same patient. One limitation of this study is the lack of a
healthy baseline measurement of foot perfusion and oxygen saturation. Although we see a clear
increase in perfusion and oxygenation after HBO2, we cannot conclude if the change were
sufficient to predict wound healing. We note that this case was extremely challenging with many
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confounding variables affecting the healing process. Some of these include but are not limited to 
a history of secondary trauma related to inadequate off loading and occasionally poor patient 
compliance.  
 PA imaging of the plantar surface did not reveal any changes in perfusion due to HBO2 
treatment. The plantar surface had thick necrotic tissue with darkened eschar (blackened, Fig. 
2B and D).   Hence, the imaging reveals no conclusive evidence of an increase in blood 
perfusion or oxygen saturation in the plantar region.  

Compared to other techniques such as TCOM, toe, and ankle brachial index currently 
employed in predicting wound healing, PA offers the ability to map the wound bed with high 
spatiotemporal resolution overlayed with functional information about perfusion and oxygen 
saturation.(37-39) TCOM suffers from long acquisition times and low inter user reliability.(54) 
Ankle and toe brachial index has shown promise but it is limited to peripheral perfusion 
measurements whereas PA imaging can be performed anywhere.(55) Diffused optical and 
multispectral imaging are also upcoming techniques used to predict wound amputation but this 
light in-light out approach has limited depth penetration (mm scale).(35, 36, 56) The light in-
sound out approach of PA imaging allows deeper (cm scale) penetration into tissue. Our 
previous work on predicting wound healing showed that PA imaging could predict wound 
therapy outcomes better than conventionally used techniques (AUC = 0.915).(37) 
 
Limitations 

In this work, we used LED-based PA imaging for ease of use, cost effectiveness, and aid 
clinical translation. The LEDs we used operate at 1000-fold lower fluence compared to 
conventionally used OPO-lasers.(49) The use of high-powered OPO-lasers would allow for 
more light to be delivered to underlying tissue and increase imaging sensitivity.(57) But the 
laser-based systems are significantly more expensive and sometimes operate above the 
maximum permissible exposure limit set by ANSI.(46, 58)  
 
Conclusions  
 This preliminary study explores the use of photoacoustic (PA) imaging to monitor 
changes in blood perfusion and oxygen saturation in patients undergoing hyperbaric oxygen 
therapy (HBO2). The validation study in nine HBO2 patients scanned pre- and post-HBO2 
showed a significant (p = 0.002) increase in oxygen saturation due to HBO2. We also present a 
challenging case of subject with bilateral ischemic wounds also undergoing HBO2. 3D PA 
oximetry mapping showed that the right foot was better perfused and oxygenated after HBO2. 
The imaging informed the amputation procedure by initially limiting amputation to the toes. The 
main finding of this work is that PA imaging can measure changes in arterial oxygen saturation 
and produce 3D maps of the oxygen distribution in threatened tissue.  
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