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Key points: Nasal-swab rapid antigen tests have low analytical sensitivity and the sampling of only the nasal cavity hinders
their ability to detect infected individuals, including those with high and presumably infectious viral loads in throat or saliva
specimens.

ABSTRACT

Background. In a recent household-transmission study of SARS-CoV-2, we found extreme differences in SARS-CoV-2
viral loads among paired saliva, anterior-nares swab (ANS) and oropharyngeal swab specimens collected from the same
timepoint. We hypothesized these differences may hinder low-analytical-sensitivity assays (including antigen rapid
diagnostic tests, Ag-RDTs) using a single specimen type (e.g., ANS) from reliably detecting infected and infectious
individuals.

Methods. We evaluated a daily at-home ANS Ag-RDT (Quidel QuickVue) in a cross-sectional analysis of 228 individuals
and in a longitudinal analysis (throughout infection) of 17 individuals enrolled early in the course of infection. Ag-RDT
results were compared to RT-qPCR results and high, presumably infectious viral loads (in each, or any, specimen type).

Results. The ANS Ag-RDT correctly detected only 44% of timepoints from infected individuals on cross-sectional analysis,
and in this population had an inferred limit of detection of 7.6x10° copies/mL. From the longitudinal cohort, daily Ag-RDT
clinical sensitivity was very low (<3%) during the early, pre-infectious period of the infection. Further, the Ag-RDT detected
<63% of presumably infectious timepoints. The poor observed clinical sensitivity of the Ag-RDT was similar to what was
predicted based on quantitative ANS viral loads and the inferred limit of detection of the ANS Ag-RDT being evaluated,
indicating high-quality self-sampling.

Conclusion. Nasal Ag-RDTs, even when used daily, can miss individuals infected with the Omicron variant and even those
presumably infectious. Evaluations of Ag-RDT detection of infected or infectious individuals should be compared with a
composite (multi-specimen) infection status to correctly assess performance.
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BACKGROUND

Earliest detection of SARS-CoV-2 infections can substantially reduce transmission, minimize the spread of new variants,
and prompt sooner treatment initiation for better patient outcomes. Antigen rapid diagnostic tests (Ag-RDTs) with nasal
swabs are increasingly used for SARS-CoV-2 screening and diagnosis globally.'® Indeed, Ag-RDTs are a powerful tool
given the low cost (compared with molecular tests), speed, and portability—all of which improve accessibility in remote or
lower-resourced settings and at-home use.>”* However, Ag-RDTs and some rapid molecular tests have lower analytical
sensitivity than most gold-standard reverse-transcription quantitative PCR (RT-qPCR) tests and therefore require high viral
loads (typically greater than 10° copies/mL) to reliably yield positive results.”*!*!® Further, Ag-RDTs are frequently used
in unintended ways.'>'” For example, although many Ag-RDTs are not authorized for asymptomatic use and/or have poor
clinical sensitivity in asymptomatic populations®®* they are widely used for test-to-enter and serial-screening
purposes. #2124

One view of Ag-RDTs is that these tests (and molecular tests with low analytical sensitivity) can still prevent or mitigate
SARS-CoV-2 outbreaks if they are used frequently.”>?’ This view is based on the assumption that Ag-RDTs may miss some
infected individuals, but will result positive when individuals are infectious with high viral loads detectable by these low-
analytical-sensitivity assays.”’*’ This concordance would allow high-frequency Ag-RDTs (with immediate results) to more
effectively prompt isolation of infectious individuals than a high-analytical-sensitivity test (with delayed results).**’

Investigating the performance of Ag-RDTs for detecting the infectious period is challenging, because assessing replication-
competent virus in clinical specimens complicated.”>' Viral culture is difficult, costly, and restricted to specialized
laboratories. Thus, direct investigations of infectious virus are infrequently performed. Instead, because replication-
competent virus is associated with specimens with high viral loads (10* copies/mL and above) in studies that have performed
SARS-CoV-2 viral culture,'®?3%47% yiral load is often used as a surrogate for infectiousness.

Data in longitudinal studies that captured viral load measurements from early in the course of infection®*'*47-% present

evidence that challenge the assumption that Ag-RDTs will reliably detect pre-infectious and infectious individuals. Viral-
load timecourses from individuals in these studies show that for some individuals, several days can pass between when
viral loads reach potentially infectious levels and when viral loads rise to the limits of detection (LODs) of Ag-RDTs
(approximately 10° to 107 copies/mL).”®!%173152 Dyring this window, previously conceptualized as a period of cryptic
transmission,” false-negative Ag-RDT results may embolden social contact and increase transmission.*"!

Additionally, in our recent large household-transmission study analyzing viral loads from daily sampling of anterior-nares
nasal swabs (ANS), oropharyngeal swabs (OPS) and saliva (SA) beginning from the incidence of SARS-CoV-2 Omicron
infection, two major findings emerged that suggest Ag-RDTs may miss many pre-infectious and infectious individuals.>®
First, we found that viral loads differed significantly (by more than 9 orders of magnitude) among different specimen types
from the same person at the same timepoint, and that viral load timecourses in each specimen type from a person did not
correlate with each other over time. Individuals often had high and presumably infectious viral loads in one specimen type
(e.g., OPS), yet very low viral loads in another type (e.g., ANS). Because all at-home Ag-RDTs authorized by the U.S. Food
and Drug Administration (FDA) are authorized only for use with nasal swabs,®” the lack of correlation among viral loads in
different specimen types could hinder the ability of nasal swab Ag-RDTs to detect infectious individuals who have high
viral loads in specimen types other than nasal swab. Second, we observed that most individuals exhibit a delay in the rise
of ANS viral loads relative to specimens from the oral cavity®; this finding is consistent with previous reports by us>* for
ancestral SARS-CoV-2 variants and other studies*'****>! that included the early period of infection in multiple specimen
types. A delay in the rise of ANS viral loads could delay detection of infected and infectious individuals by nasal swab Ag-
RDTs.

Although many Ag-RDT evaluations have observed relatively high concordance between Ag-RDT results and
infectiousness (as established directly by viral culture?'?#41:46:48-5063-70 or nresumed by quantitative viral loads or semi-
quantitative Ct values®>’'""®), this high concordance may not hold when Ag-RDTs are used for screening testing in the
community. For example, in several studies****#%64687073 most infected participants were already symptomatic by the time
sampling began, so Ag-RDT performance would not be generalizable to the early period of infection. A few studies
accounted for infection stage and assessed longitudinal performance of nasal swab Ag-RDTs relative to viral
culture!#-3063.6366.70 “a]though only some*'***46% were designed for prospective sampling that would capture the early
period of infection. Importantly, none of these studies tested for infectious virus in multiple upper-respiratory specimen
types. To our knowledge, only one study evaluating a nasal swab Ag-RDT examined infectiousness in an oral specimen
type; this study found that an ANS Ag-RDT was often negative while individuals had infectious viral loads in saliva.’!
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Here, we report on a field evaluation of an ANS Ag-RDT (the Quidel QuickVue At-Home OTC COVID-19 Test), with
both cross-sectional and longitudinal analyses. The ANS Ag-RDT was taken prospectively each day by participants with a
recently infected or exposed household contact. Participants also collected daily SA, ANS, and OPS specimens for
SARS-CoV-2 testing and viral-load quantification by high-analytical-sensitivity RT-qPCR tests, as previously described.”
From these viral-load measurements we assessed performance of the ANS Ag-RDT to detect individuals with detectable
SARS-CoV-2 in any of the three specimen types tested, as well as those with presumably infectious viral loads in any of
the three specimen types. This design allowed us to probe not only the performance of this Ag-RDT for early detection of
infected and infectious individuals, but also potential reasons why many Ag-RDTs may exhibit poor performance to detect
infected and infectious individuals.

METHODS
Study Design

We performed a case-ascertained study in the greater Los Angeles County area between November 2021 and March 2022
in which participants completed a daily online symptom survey, then prospectively self-collected saliva (SA), then anterior-
nares (nasal) swab (ANS), then posterior oropharyngeal (throat) swab (OPS) specimens for high-analytical-sensitivity RT-
qPCR testing. Details of RT-qPCR sampling and the results of the symptoms analysis are provided in a separate report.>
After self-collecting these specimens, participants immediately performed an at-home ANS Ag-RDT (the FDA-authorized
Quidel QuickVue At-Home OTC COVID-19 Test’*) per manufacturer instructions’> and reported the result and submitted
a photograph of the test strip via a secure REDCap server. This Ag-RDT is authorized and in use globally,? with performance
for ancestral variants evaluated in several cross-sectional studies.'®#"%"7

The manufacturer reports that this Ag-RDT has an LOD with >95% positivity at 1.91x10* TCID50/mL of commercial heat-
inactivated SARS-CoV-2 particles.” Conversion of TCID50/mL to viral load in copies/mL is not provided in the FDA
documentation, and the manufacturer was unable to provide this value nor a lot number or certificate of analysis for the
heat-inactivated particles. Thus, we were unable to convert this LOD value from TCID50/mL to copies/mL.

The RT-gqPCR data (test result, and viral-load quantifications) were compared to Ag-RDT results for both cross-sectional
and longitudinal analyses of Ag-RDT performance (Fig 1). The 228 participants who enrolled in the study (Table S1)
provided data for 2,215 timepoints for cross-sectional analysis. A composite RT-qPCR result was generated for each of the
timepoints: a participant was considered infected if any of their three specimen types yielded a positive result by RT-qPCR;
a participant was considered uninfected if all specimen types resulted negative by RT-qPCR; and results were inconclusive
if at least one specimen type resulted inconclusive while the other specimen types resulted negative by RT-qPCR. A total
of 2,174 timepoints specimens had a valid, conclusive composite RT-qPCR result, of which 847 timepoints from 90
individuals were classified as infected. Of these 2,174 timepoints, 63 did not have associated Ag-RDT results reported by
the participant and 4 had invalid results. Three positive Ag-RDT results were also excluded because they originated from a
faulty lot of test strips (see Supplementary Information). A total of 2,107 (nasal swab), 2,108 (throat swab), and 2,114
(saliva) timepoints had valid ANS Ag-RDT and RT-qPCR results (Fig 2A-F, Fig 3A-C), and 2,104 timepoints had valid,
paired ANS Ag-RDT and composite RT-qPCR results (Fig 2G-H, Fig 3D-F). For analyses oriented to early infection (Fig
4, Fig 5, Fig 6), we analyzed longitudinal data from 17 participants (Fig 1A, Table S2) who were initially negative in at
least one test (either RT-qPCR or Ag-RDT) upon enrollment, indicating they enrolled early in the course of the infection.

Viral sequencing for variant determination was performed on an ANS or OPS specimen with high viral load from at least
one infected individual in each household, as previously described.> Fig 7 was created using BioRender.

Statistical Analyses

Positive and negative percent agreement for each specimen type (Fig 2A-C, Fig 3A-C) was calculated as the number of
specimens with concordant results by RT-qPCR and ANS Ag-RDT over the total number of specimens with positive or
negative results, respectively, by RT-qPCR for the given specimen type as reference test.

We used quantitative viral loads to predict whether an assay with a given analytical sensitivity would result positive or
negative. If the viral load in the specimen type was above a given limit of detection (LOD) for a hypothetical assay, the
result was predicted to be positive, whereas if viral loads were below the LOD for a hypothetical assay, the result was
predicted to be negative. We also predicted results of a computationally-contrived AN-OP combination swab specimen type
(Fig 6), using the higher viral load of either the ANS or OPS specimens from the participant at a given timepoint, as

Poor performance of daily nasal rapid antigen tests p.3


https://doi.org/10.1101/2022.07.13.22277513
http://creativecommons.org/licenses/by/4.0/

medRxiv preprint doi: https://doi.org/10.1101/2022.07.13.22277513; this version posted January 11, 2023. The copyright holder for this preprint
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity.
It is made available under a CC-BY 4.0 International license .

previously described.” Predicted results were used to calculate inferred positive percent agreement (Fig 3A-C) or inferred
clinical sensitivity (Fig 5, Fig 6).

Clinical sensitivity (Fig 2H, Fig 3D-F, Fig 5, Fig 6) was calculated as the number of specimens with either observed or
predicted positive results (based on viral loads above a specified assay LOD) over the total number of infected or infectious
timepoints included. We denote clinical sensitivity as inferred when predicted based on quantitative viral loads.

We also used quantitative viral-load measurements to presume whether an individual was infectious at a given timepoint
(Fig 3, Fig 4, Fig 5, Fig 6). Individuals were presumed to be infectious at all timepoints between the first timepoint where
at least one specimen type had a viral load above a specified infectious viral-load threshold (IVLT) of 10%, 10°, 10°, or 10’
copies/mL (based on viral culture literature'®***°47), until the last timepoint where at least one specimen type had a viral
load above the IVLT.

Confidence intervals were calculated as described in the Clinical Laboratory Standards Institute EP12-A2 User Protocol for
Evaluation of Qualitative Test Performance.”® RT-qPCR results and ANS Ag-RDT results were considered paired.
Differences in the inferred or observed clinical sensitivity from these paired data were tested for statistical significance (Fig
61) using the McNemar exact test performed using the statsmodels package in Python v3.8.8, with a Benjamini—Y ekutieli
procedure to correct P-values.

Assessed for eligibility (N = 3,931)

Excluded from
enrollment
(N = 3,703)
Did not meet
inclusion criteria
{n=3,636)
Enrolled (n = 228) Declined to participate
Included in the cross- (n=67)
sectional analyses
Uninfected SARS-CoV-2 infected (n = 90)
(n=138)

Cross-sectional analyses

Excluded from longitudinal
analyses only (N =73)

Earliest cohort o )
1Enrolled late in infection
(n=17) {n=66)

longitudinal analyses Could not establish
stage of infection (n=7)

! Participants were determined to be late in infection if any of the
following applied: CLIA positive test »2d prior to enrcliment, already
PCR and antigen positive on day of enrollment, or if viral loads in all
specimen types remained <10° copies/mL throughout their enroliment.

Figure 1. A CONSORT diagram of participant recruitment, eligibility, and enrollment for the cross-sectional and longitudinal
analyses. Demographic and medical information can be found in Tables S1-S2. Cross-sectional analyses are presented in Fig 2-3;
longitudinal analyses are presented in Fig 4-6.
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RESULTS
Ag-RDT Exhibits <50% Observed Clinical Sensitivity to Detect Infected Individuals

We first performed a cross-sectional analysis to estimate the limit of detection (LOD) of the ANS Ag-RDT, then compare
the positive percent agreement (PPA) of the ANS Ag-RDT against ANS RT-qPCR or composite infection status based on
RT-qPCR results from ANS, OPS and SA. Of 680 ANS specimens with quantifiable viral loads and valid, paired ANS Ag-
RDT results, 95% positive percent agreement (PPA) was observed when ANS specimens had viral loads above 7.6x10°
copies/mL (Fig 2A), suggesting this value as an estimate for the approximate, inferred LOD of the assay. The approximately
1000-fold difference between RNA viral load and viral titer reported by the manufacturer’® is reasonably expected.'®*® We
observed 48% (347 of 731) PPA between the ANS Ag-RDT and ANS RT-qPCR (Fig 2B). However, the observed clinical
sensitivity of the ANS Ag-RDT (Fig 2H) when compared to composite infection status (based on RT-qPCR results from
any of the three specimen types tested) was 44% (357 of 812 infected timepoints), significantly lower (£<0.001, upper-
tailed McNemar exact test) than the PPA of the ANS Ag-RDT against ANS RT-qPCR alone (Fig 2B). Although a low PPA
and clinical sensitivity are expected due to the difference in analytical sensitivity between the Ag-RDT and RT-qPCR, many
timepoints during which participants had high, presumably infectious viral loads in either ANS, SA, or OPS specimens
resulted negative by the ANS Ag-RDT (Fig 2E-G). Approximately 50% of timepoints at which the ANS Ag-RDT resulted
negative had viral loads above 10* copies/mL in ANS (Fig 2E) or OPS (Fig 2F) or any specimen type (Fig 2I).
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Figure 2. Comparison of Anterior-Nares Swab Antigen Rapid Diagnostic Test (Ag-RDT) Results to RT-qPCR Results and Viral
Loads. (A) 680 ANS specimens with quantifiable SARS-CoV-2 viral loads are ordered by viral load and colored by Ag-RDT results
(green for positive antigen test result, black for antigen negative). Inset shows higher resolution for results with viral loads around
7.6x10° copies/mL (black dashed line), above which 95% of ANS specimen resulted Ag-RDT positive. 2x2 matrices of concordance
between ANS Ag-RDT results and valid, conclusive RT-qPCR results for (B) 2107 ANS specimens, (C) 2108 OPS specimens and (D)
2114 SA specimens. PPA, positive percent agreement; NPA, negative percent agreement. CI indicates 95% confidence interval.
Distribution of viral loads from (E) 731 RT-qPCR positive ANS specimens, (F) 604 RT-qPCR positive OPS specimens and (G) 568
RT-gPCR positive SA specimens, with either positive or negative Ag-RDT results. Solid horizontal black lines indicate medians. (H)
A 2x2 matrix of observed concordance between Ag-RDT results, and infected status, based on composite RT-qPCR results from all
three specimen types, at 2104 timepoints with valid, conclusive results for all specimen types by RT-qPCR and valid ANS Ag-RDT
results. (I) Distribution of the highest viral load among ANS, OPS, and SA specimens collected by any participant at 812 composite
RT-qPCR positive (infected) timepoints, with either positive or negative Ag-RDT results. Magenta shading in panels E, F, G, and 1
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indicates infectious viral loads (above 10%, 10°, 10° or 107 copies/mL). ANS, anterior-nares swab; OPS, oropharyngeal swab; SA, saliva;
Ag-RDT, antigen rapid diagnostic test. Detailed tabulation including inconclusive and invalid results shown in Table S2.

Assay Analytical Sensitivity, IVLT, and Consideration of Multiple Specimen Types Strongly Impacts Clinical
Sensitivity to Detect Infectious Individuals

We next sought to assess how well presumably infectious individuals were detected by the Ag-RDT. Because high viral
loads can be used to classify individuals as likely infectious, we first examined how the selection of an infectious viral load
threshold (IVLT) impacts the inferred clinical sensitivity of low-analytical-sensitivity assays (such as Ag-RDTs) to detect
presumed infectious individuals. We created a matrix of IVLTs (10* 10° 10° or 107 copies/mL) and low-analytical-
sensitivity assay LODs (10°, 10%, or 107 copies/mL), for each specimen type. In each cell, we calculated the inferred clinical
sensitivity of the hypothetical assay to detect timepoints with viral loads above the IVLT. We calculated the inferred clinical
sensitivity against timepoints with viral loads above the IVLT only in that specimen type (Fig 3A-C), and against timepoints
with viral loads above the IVLT in any of the three specimen types (Fig 3D-F).

When considering viral loads only in the specimen type tested, clinical sensitivity increases as the IVLT increases, and
decreases as assay LOD increases. Setting an IVLT at or above the LOD of the assay artificially increased the inferred
clinical sensitivity to detect presumed infectious individuals. We highlight three instances (red boxes in Fig 3A-C) where
inferred clinical sensitivities increased by up to 74% as a result of changing the IVLT. Perfect performance was observed
in the lower-right cells of the heatmap (Fig 3A-C) where the IVLT was at or above the assay LOD. This analysis
demonstrated how selection of an IVLT similar to the assay LOD can cause gross overestimates of clinical sensitivity to
detect infectious individuals.

Importantly, when considering viral loads above the IVLT in any of the three specimen types tested (Fig 3D-F), inferred
clinical sensitivities decreased for all specimen types, regardless of IVLT or assay LOD. Because of extreme differences in
viral load that can exist among specimen types from the same individual at a given timepoint,”® individuals often have high,
presumably infectious viral loads in one but not all specimen types. For that reason, inferred clinical sensitivity decreases
drastically when the potential for infectiousness in multiple specimen types, rather than just one, is considered.

Longitudinal Ag-RDT Performance

Cross-sectional analyses (Fig 2, Fig 3) cannot assess performance of the Ag-RDT at different periods of acute infection,
including early detection. Thus, we next assessed the performance of the ANS Ag-RDT longitudinally throughout the course
of the infection. We identified a cohort of 17 individuals who began sampling very early in the course of acute infection
(Fig 1) from whom we could assess Ag-RDT performance through different periods of SARS-CoV-2 infection. We
compiled each participant’s daily viral-load measurements (and human RNase P Ct values to assess sampling consistency)
for each specimen type (SA, ANS, OPS),*® as well as their paired daily ANS Ag-RDT results, and classified whether the
participant was presumably infectious at each timepoint based on whether viral loads in any of their three specimen types
were above a given IVLT (Fig 4).

All but two of the 17 participants (Fig 4D,F) reached presumed infectious viral loads at least 1 day prior to their first positive
ANS Ag-RDT result: Of these 15 participants, 6 had a delay of 1-2 days (Fig 4G,J,N,0,P,Q), 5 had a delay of 3 days (Fig
4H,ILK,LL,M), 1 had a delay of 5 days (Fig 4C) and 1 had a delay of 8 days (Fig 4A). Two participants (Fig 4B,E) had
infectious viral loads for more than 8 days each, but neither ever reported a positive ANS Ag-RDT result, one of whom (Fig
4B) had high (>10° copies/mL) viral loads in OPS specimens for 12 days while ANS specimens remained at low levels
(rising just above 10* copies/mL only once). The other participant (Fig 4E) had ANS viral loads >10° copies/mL on 3 days,
but never yielded a positive Ag-RDT result, likely because these viral loads were just below the ANS Ag-RDT LOD. In
this cohort, the overall observed clinical sensitivity of the ANS Ag-RDT to detect infected individuals was significantly
higher when participants were symptomatic than when asymptomatic (Fig S1), but low (<50%) at both symptomatic and
asymptomatic timepoints.
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Figure 3. Effects of Low-Analytical-Sensitivity Assay LOD, Infectious Viral-Load Threshold (IVLT), and Inclusion of Multiple
Specimen Types on Inferred Clinical Sensitivity to Detect Presumed Infectious Individuals. (A-C) Heatmaps visualizing positive
percent agreement (A-C) for each specimen type, (A) saliva (SA), (B) anterior-nares swab (ANS), and (C) oropharyngeal swab (OPS),
tested with assays of different LODs in the range of low-analytical-sensitivity tests (such as Ag-RDTs) to detect individuals presumed
infectious only if the viral load in the tested specimen type was at or above a given IVLT. Red boxes highlight an important interaction
between assay LOD and IVLT that is elaborated in the text. (D-F) Heatmaps visualizing the inferred clinical sensitivity for each
specimen type, (D) SA, (E) ANS, (F) OPS, tested with assays of different LODs to detect individuals presumed to be infectious if the
viral load in any specimen type was at or above a given [IVLT. Heatmaps for computationally contrived combination specimen types
are shown in Figure S5.
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Figure 4. Longitudinal Viral Loads and Antigen Rapid Diagnostic Testing. Each panel (A-Q) represents a single participant
throughout the course of enrollment, with observed ANS rapid antigen testing results, presumed infectious period (magenta) based on
viral loads at or above each infectious viral-load threshold 10* to 107 copies/mL in any specimen type, SARS-CoV-2 viral loads (left y-
axis) and human RNase P Ct values (right y-axis) by RT-qPCR in each specimen type. Viral-load data for participants A-N were reported
previously.> INC, inconclusive; NQ, viral load detected but below the test LOD (250 copies/mL); ND, not detected for RT-qPCR
measurements; AN, anterior-nares; OP, oropharyngeal. A single invalid antigen test is indicated with a “?”” symbol in panel D.

Nasal Swab Ag-RDT Misses Infectious Viral Loads That Occur Asynchronously in Saliva and Oropharyngeal Swabs

Given that many individuals exhibited a delay between high, presumably infectious viral loads and their first ANS Ag-RDT
positive result (Fig 4), we wanted to assess how the periods of infectious viral loads in each of the three specimen types
overlapped with each other, and which infected and infectious timepoints were detected by the ANS Ag-RDT.

First, we visualized the timing of the infectious periods based on viral loads (above IVLTs of 10, 10°, 10° or 10’ copies/mL)
in each specimen type, alongside ANS Ag-RDT results. Each participant’s infection was aligned to the first RT-qPCR
positive result in any specimen type. Then, for each IVLT, we plotted the periods when each specimen type had viral loads
above the IVLT. The period of viral loads above the IVLT in any specimen type was indicated in magenta, and positive
ANS Ag-RDT results were overlaid (Fig 5).

For IVLTs below 107 copies/mL (Fig SA-C), all 17 individuals were presumed to be infectious for at least one day of the
infection. As IVLT was increased, the length of the infectious period for each participant decreased. At an IVLT of 10’
copies/mL (Fig 5D), three participants (Fig SD[A,E,F]) would not be considered infectious.

If the infectious periods in OPS and SA overlapped perfectly with the infectious period in ANS, then infectious viral loads
in OPS or SA would not affect the performance of the ANS Ag-RDT to detect infectious individuals. However, we find this
is not the case. The presumed infectious periods for different specimen types were often asynchronous (non-overlapping):
for many individuals OPS and SA specimens reached infectious viral loads prior to infectious viral loads in ANS. For this
reason, the ANS Ag-RDT often resulted negative during the infectious period (pink-shaded days lacking green triangles in
Fig 5), particularly during the early part of the infectious period.
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Figure 5. Periods of Presumed Infectiousness as a Factor of Infectious Viral-Load Threshold (IVLT). (A-D) Days starting from
first RT-qPCR positive that each participant (A-Q; see Fig 3) had presumably infectious viral loads (with IVLTs of 10* to 107 copies/mL)
in each specimen type (green bars, anterior nares swab [ANS]; orange bars, oropharyngeal swab [OPS]; black bars, saliva [SA]). Positive
Ag-RDT tests are indicated with green triangles and the final date of study enrollment for each is indicated with grey lines. The

timecourse for participant D (who experienced a series of false-positive antigen tests) is truncated, indicated by a * (see Supplementary
Information).

Performance of Daily Nasal Swab Ag-RDT to Detect the Pre-Infectious and Infectious Periods

We next investigated the performance of the daily ANS Ag-RDT to detect individuals during the pre-infectious and
infectious periods. We separately analyzed IVLTs of 10* to 107 copies/mL and plotted the observed clinical sensitivity of

Poor performance of daily nasal rapid antigen tests p.11


https://doi.org/10.1101/2022.07.13.22277513
http://creativecommons.org/licenses/by/4.0/

medRxiv preprint doi: https://doi.org/10.1101/2022.07.13.22277513; this version posted January 11, 2023. The copyright holder for this preprint
(which was not certified by peer review) is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity.
It is made available under a CC-BY 4.0 International license .

the ANS Ag-RDT alongside the inferred clinical sensitivity of ANS specimens when tested by an assay with a similar LOD
(10° copies/mL).

The inferred clinical sensitivity predicted for ANS specimens tested by a hypothetical assay with LOD of 10° copies/mL
and the observed clinical sensitivity of the Ag-RDT was similar for both the pre-infectious and infectious periods, and across
all four IVLTs (Fig 6A,D). This congruency supported the use of quantitative viral loads to predict Ag-RDT performance.

In the pre-infectious period, the ANS Ag-RDT was positive in, at most, 1 of 34 timepoints (Fig 6B). Increasing the [VLT
decreased the length of the infectious period, which increased the observed clinical sensitivity of the ANS Ag-RDT to detect
infectious individuals (Fig 6C). However, even at the highest IVLT (107 copies/mL), the ANS Ag-RDT detected only 63%
of presumed infectious individuals (Fig 6C).

We also inferred the clinical sensitivity of other specimen types (SA, OPS, and a computationally-contrived combination
AN-OP swab specimen type) if tested by an assay with similar analytical sensitivity as the ANS Ag-RDT. We inferred that
if tested by an assay with LOD of 10° copies/mL, no single specimen type (ANS, OPS, SA) would achieve 95% clinical
sensitivity to detect infectious individuals, for any IVLT (Fig 6C). However, a computationally-contrived AN—OP
combination swab specimen at an LOD of 10° copies/mL was predicted to perform significantly better than any single
specimen type, including the observed performance of the ANS Ag-RDT we evaluated (Fig 6D). At this low analytical
sensitivity, though, the combination AN-OP combination swab was unable to detect individuals in the pre-infectious period
of infection.
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Figure 6. Observed and Inferred Performance of Low-Analytical-Sensitivity Daily Antigen Rapid Diagnostic Tests (Ag-RDTs)
to Detect Presumed Infectious Individuals. Individuals were presumed infectious for the period between first specimen (of any type)
with a viral load above the IVLT (10, 10°, 10°, or 107 copies/mL) until all specimen types were below the IVLT; specimens collected
prior to this period were considered pre-infectious, and after this period, post-infectious. (A) Observed clinical sensitivity of the ANS
Ag-RDT (fluorescent green), and the inferred clinical sensitivity of an ANS test with an LOD of 10° copies/mL (green), for each stage
of infection. Subsequent plots show the observed clinical sensitivity for detection of presumed infectious individuals by the ANS Ag-
RDT (fluorescent green) and the inferred clinical sensitivity for ANS (green), OPS (orange), SA (black), and a computationally-
contrived AN-OP combination swab specimen type (yellow) during the (B) pre-infectious period and (C) infectious period of infection.
Inferred clinical sensitivity was based on measured viral loads in the given specimen type at or above an LOD of 10°. (D) Comparison
of clinical sensitivities using McNemar Exact Test, for given comparisons across specimen type. ANS Ag-RDT vs ANS with LOD 10°
copies/mL was tested using a two-tailed McNemar Exact Test; all other combinations use a one-tailed McNemar exact test. P-values
were adjusted using a Benjamini—Yekutieli correction to account for multiple hypotheses being tested. Additional analyses of the
inferred clinical sensitivity of the anterior-nares—oropharyngeal combination swab can be found in a separate manuscript.>® SA, saliva;
ANS, anterior-nares swab; OPS, oropharyngeal swab; AN-OP, anterior-nares—oropharyngeal combination swab; LOD, limit of
detection.

CONCLUSIONS

Our results revealed three key findings relevant to the use of Ag-RDTs and, by extension, other tests with low and moderate
analytical sensitivity (including some molecular tests that forgo nucleic acid extraction and purification).
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First, our field evaluation of an ANS Ag-RDT showed low (44%) clinical sensitivity for detecting infected persons at any
stage of infection. This clinical sensitivity is consistent with another recent field evaluation of this ANS Ag-RDT when used
for twice-weekly screening testing on a college campus.? It is also consistent with FDA” and CDC guidance® that using
two or more repeat ANS Ag-RDTs are needed to improve the clinical sensitivity of these tests.

There are two reasons for the observed low clinical sensitivity of the ANS Ag-RDT to detect infected individuals: (i) First,
the low analytical sensitivity of Ag-RDTs requires high viral loads to yield a positive result. Although it has been proposed®’
that a rapid rise in viral load reduces the advantage of tests that can detect low viral loads (Fig 7A), this advantage remains
when there is a more gradual rise in viral loads (Fig 7B) as we observed in some individuals (Fig4A,C). (ii) The second,
and more impactful reason, is that many early-infection timepoints had detectable virus in saliva and throat swabs, but not
nasal swabs. A nasal-swab reference test would miss these infected timepoints. Therefore, the true performance of an ANS
Ag-RDT would be worse when compared to composite infection status based on multiple upper-respiratory specimen types
than nasal-swab alone (Fig 7C).

Why might nasal-swab antigen rapid diagnostics (Ag-RDTs) miss infected and infectious individuals?
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Figure 7. Conceptual Diagrams Illustrating Why Nasal-only Antigen Rapid Diagnostic Tests (Ag-RDTs) Are Likely to Miss
Infected and Infectious Individuals. (A) Schematic of an idealized, hypothetical viral-load timecourse in which viral load rises quickly
from detectable to the limit of detection (LOD) of a low-analytical-sensitivity test, such as Ag-RDTs. Such a pattern would result in a
daily Ag-RDT being effective for detection of infection (diagram based on a commonly held view?’). (B) Schematic of a viral-load
timecourse based on longitudinal viral-load data®!#1434738 in which, for some individuals, early viral loads rise gradually, resulting in
detection of the infected individual several days earlier by a high-analytical-sensitivity test than by the Ag-RDT. This mechanism for
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missed detection by COVID-19 Ag-RDTs has been previously hypothesized.”® (C) Schematic of a viral-load timecourse based on
observed paired, longitudinal viral-load data in which individuals exhibit a rise in viral load in oral (saliva or throat swab) specimens
days before viral loads rise in nasal specimens.*!*4%51:5255 When these additional specimen types are used to assign a composite
infection status, the nasal Ag-RDT is revealed to have poor performance. (D) Schematic of an idealized, hypothetical viral-load
timecourse (based on commonly held views?”#38!) in which viral load rises quickly from detectable to infectious, and the infectious viral
load threshold is equivalent to the LOD of the Ag-RDT. Such a pattern would result in near-perfect detection of infectious individuals
by the daily Ag-RDT. (E) Schematic of a viral-load timecourse in which the infectious viral load is lower than the LOD of the Ag-RDT.
Here, infectious individuals would be missed by the Ag-RDT during the period viral load is between the infectious viral load threshold
and the LOD of the Ag-RDT. This period will be longer if the rise in viral load is gradual (light-green line) rather than quick (dark-green
line). (F) Schematic of a viral-load timecourse in which individuals exhibit high, presumably infectious viral loads in saliva or throat
swab specimens while nasal swab viral loads remain very low, particularly at the beginning of infection. Here, the ANS Ag-RDT is
unable to detect most infectious timepoints. The dashed LOD nasal Ag-RDT line indicates the inferred LOD for the nasal-swab Ag-
RDT we evaluated (7.6 x 10° copies/mL). The dashed LOD RT-qPCR line indicates the LOD of the RT-qPCR assay used in this study
(250 copies/mL). The pink Infectious Viral Load line indicates a threshold associated with the presence of replication-competent virus;
individuals are considered infectious if any specimen type has a viral load above the threshold.

These two reasons for poor detection of infected individuals by Ag-RDTs have important implications for the design and
interpretation of other Ag-RDT evaluations. Because viral-load timecourses in different specimen types from an individual
are asynchronous,> the true clinical sensitivity of an Ag-RDT to detect infected individuals will be lower than reported in
diagnostic-test field evaluations that compare only to an ANS reference test.?2306669707273.8221 R e]atedly, the positive percent
agreement reported by the manufacturer to the FDA for authorization of this Ag-RDT (83.5%) was calculated relative to
detection by a RT-PCR reference test on only nasal swabs—nearly all of which (84 of 91) were collected from individuals
after symptom onset.”* Our work suggests that governing bodies, such as the FDA, should require that trials evaluating the
clinical sensitivity of an Ag-RDT to detect infected individuals based on a composite infection status from multiple
anatomical upper-respiratory specimen types.

Our second key finding is that the ANS Ag-RDT also poorly detected individuals presumed to be infectious based on high
viral loads. The ANS Ag-RDT detected only up to 3% of pre-infectious and only up to 63% of presumed infectious
timepoints. This low clinical sensitivity to detect infectious individuals was not consistent with a common view?’ that
proposes low-analytical-sensitivity tests will have near-perfect detection of infectious individuals (Fig 7D). Our data
demonstrate that this common but idealized view misses two important points. (i) First, in the common view, the LOD of
the Ag-RDT aligns with the infectious viral load threshold (IVLT) (Fig 7D), though there is no fundamental reason why the
LOD should align perfectly with the IVLT. Replication-competent virus has been reliably isolated from specimens with
viral loads of 10* copies/mL and above,>**** whereas the LOD of Ag-RDTs span several orders of magnitude (from
approximately 10° copies/mL to 10’ copies/mL). The Ag-RDT we evaluated in this study was inferred to have an
approximate LOD of 7.6x10° copies/mL. As our data demonstrate (Fig 3), if the chosen IVLT is at or above the LOD of the
test, the test will be predicted to have near perfect clinical sensitivity to detect presumed infectious individuals. However,
if the true IVLT is below the LOD, calculated clinical sensitivity may be reduced by up to 56%. Therefore, a difference
between the true IVLT and the LOD of the test would result in lower performance of the Ag-RDT to detect infectious
individuals (Fig 7E). Additionally, if viral loads rise gradually, there will be more time between when an individual becomes
infectious and when viral loads become detectable by the Ag-RDT. (ii) The second point that the common, idealized view
misses is the potential for asynchronous infectious virus in specimen types other than the one tested by the Ag-RDT. We
observed infectious viral loads in saliva and throat swab specimens at all IVLTs from 10* to 107 copies/mL, even while
nasal swab viral loads were very low, well below the LOD of Ag-RDT. As expected, the ANS Ag-RDT was unable to detect
presumably infectious individuals at these timepoints. For example, in one individual (Fig 4A), nasal-swab viral loads were
absent or below 10° copies/mL for the first 5 days of infection, resulting in negative ANS Ag-RDT results despite high and
presumably infectious viral loads in multiple SA and OPS specimens from this individual. Because the ANS Ag-RDT can
only detect individuals with high, presumably infectious viral loads in nasal swabs, individuals with infectious virus in other
specimen types will be missed (Fig 7F).

Missing these two important points has several critical implications for evaluating an Ag-RDT’s ability to detect infectious
individuals. Some agent-based outbreak models®*>***have inferred that low-analytical-sensitivity tests would be effective
at mitigating SARS-CoV-2 transmission in a population. Individuals (or agents) in these models®**** are considered
infectious and capable of transmitting to other agents when viral loads are above a chosen IVLT. These models may
overestimate test effectiveness if infectiousness is based only on simulated viral loads in a single, tested specimen type,
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and/or if the IVLT chosen is similar to the LOD of the simulated test. Additionally, nearly all studies evaluating Ag-RDT
concordance with infectiousness performed viral culture only on a single specimen type?*2!#1:46:48-50.6365-7088 otentially
overlooking infectious virus in other specimen types. One of these studies® is cited as basis for CDC*® recommendations to
use of repeat ANS Ag-RDTs to improve the clinical sensitivity of these tests.

Our third key finding is that the use of combination specimen types can significantly improve the performance of Ag-RDTs.
Our data suggest that using an AN—OP combination swab specimen type tested by an assay with a similar LOD as the ANS
Ag-RDT we directly evaluated would significantly improve detection of infected and infectious individuals. Improved
detection with an AN—-OP combination swab for a different Ag-RDT was recently demonstrated for asymptomatic
individuals at a testing center® and has been used to evaluate a panel of Ag-RDTs.* Many countries have already authorized
and/or implemented the use of combination specimen types, including for Ag-RDTs,*?**! yet this is not the case in the U.S.,
where all at-home Ag-RDTs use nasal swabs.

We acknowledge several limitations of our study. First, we only evaluated a single Ag-RDT, the Quidel QuickVue At-
Home OTC COVID-19 Test. Although other Ag-RDTs have different LODs,'®®”” equivalence between the clinical
sensitivity of this Ag-RDT directly observed versus inferred based on nasal swab viral loads supports that performance of
other Ag-RDTs can be inferred from quantitative viral-load data. Second, we infer the clinical sensitivity of a combination
AN-OP swab based on viral-load measurements, but did not directly test a combination swab in this study population.
Finally, this study was performed in the context of two SARS-CoV-2 variants (Delta and Omicron) and in one geographical
area. As new SARS-CoV-2 variants emerge that may demonstrate different viral-load kinetics, it will be critical to re-
evaluate testing strategies to effectively detect pre-infectious and infectious individuals.

Ag-RDTs are useful tools for rapid identification of individuals with high viral loads in the specimen type tested. As
discussed above, the utility of Ag-RDTs for detection of infected and presumably infectious individuals is often justified
using several assumptions (Fig 7), in particular using the assumption that at a given timepoint the viral loads in all specimen
types from an individual are similar. Our study demonstrates that this assumption is not justified. Re-evaluating these
assumptions based on new evidence can inform more effective testing strategies, both for SARS-CoV-2 and for other
respiratory viral pathogens.
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Supplementary Methods
Study Population

This study was approved under Caltech IRB #20-1026. All adult participants provided written informed consent;
all minor participants provided verbal assent accompanied by written permission from a legal guardian. Children
ages 8-17 years old additionally provided written assent.

Additional Details about RT-qPCR Testing

Briefly, each day, participants completed an online symptom survey, then self-collected saliva, then anterior-
nares swab, then posterior oropharyngeal (throat) swab specimens for RT-qPCR testing. Extraction and RT-qPCR
was performed at Pangea Laboratories using the FDA-authorized Quick SARS-CoV-2 RT-qPCR Kit.** This assay
has a reported LOD of 250 copies/mL of sample, which we also verified prior to study initiation.?> Details of the
quantification of viral load were described previously.?

Viral sequencing and variant determination were also performed at Pangea; full methods previously described.*®
Extraction, RT-qPCR, and sequencing operators and supervisors at Pangea Laboratory were blinded to which
participant a sample originated from, as well as the infection status and Ag-RDT results of all participants.

Supplementary Analyses
Discordance in Participant Interpretation of Antigen Test Results

Participants interpreted and reported their own antigen test results (positive, negative, or invalid), and
photographed their test strips immediately. In the event of an invalid result, study coordinators contacted
participants to request they immediately take an additional test; invalid results were replaced with subsequent
valid results, when applicable. Participants recorded their test results and uploaded photos of the test strips to a
secure REDCap server immediately after testing. All photographs were inspected by at least two study
coordinators blinded to RT-qPCR results. Results as reported by the participants were analyzed and reported here.
In 2.5% of antigen tests (56 of 2,153 tests), a pink (positive) test line was visible to two study coordinators in
photographs uploaded, but the result was reported as negative by the participant. In most cases the pink lines were
faint and may have been overlooked by the participants. It is also possible that in some cases the test was
photographed late; per the manufacturer’s guidance, the test result is only valid at the 10-min mark. One
participant with a dark pink line was queried and reported poor close-range vision; this participant had a
housemate help with all further interpretations. In one case from one participant, an invalid result was reported,
but a blue control line was visible to two study coordinators. In this manuscript, we used the participants’
interpretations in all analyses. Although 2.5% of all rapid antigen test results had discordant interpretations, 14%
(33 of 228) participants had a discordant interpretation; this discordance underlines that user error can affect
sensitivity of these at-home tests in real-world settings.

Faulty Antigen Test Lot

In mid-January 2022 we observed that two asymptomatic participants had consecutive positive antigen test
results, but negative results by RT-qPCR in all three specimen types tested. Further investigation revealed that
the most recently taken false positives from these two participants were from the same antigen strip lot (Quidel
QuickVue At-Home OTC COVID-19 Test #152000). A third participant (Fig 4D) also had a single false-positive
test from this lot the same week. This lot was immediately pulled from circulation in the study, and reported to
the manufacturer and to the FDA (viaa MedWatch Voluntary Report). Following an IRB amendment, participants
began photographing the antigen test strip lot number visible when they reported their Ag-RDT results. Known
test results from this faulty lot were marked as invalid and excluded from analysis (Fig 2). In one of the 17
participants enrolled during the early period of infection (Fig 4D), the antigen test result from this lot is noted
with a “?” on his plot, and the datapoint was excluded from subsequent analyses. An investigation of the high rate
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of false positives was investigated further in a laboratory study using antigen test buffer and commercial nasal
fluid from healthy human donors. Full details of that investigation have been reported separately.!

In the participant in Fig 4D, we continued to observe consistent false-positive Ag-RDTs; with a variety of antigen
lots. The participant also tested positive by the Quidel Ag-RDT while testing negative on an iHealth rapid antigen
test taken outside of the study on the final day of sampling. This participant tested positive by the Quidel Ag-
RDT even >30 days after his first detectable viral load, and when viral load was undetectable by RT-qPCR in all
three specimen types. These antigen test strips were not from the lot that yielded consistently false-positive results.
The reason for this participant’s string of false positives remains unknown.

We observed a negative percent agreement (NPA) of 97% (1,343) antigen negative results of 1,385 ANS RT-
qPCR negative results. This is slightly lower than the NPA of 99.2% (95% CI 97.2-99.8%) observed by the Ag-
RDT manufacturer.’? This decrease may be due to the inclusion of additional results from this faulty lot for which
we were not able to collect test strip lot information.
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Table S1. Demographic and Medical Information for the Participants Shown in Fig 4. SARS-CoV-2 variant was determined by
ANS swab in all cases except individual (B) who had low ANS viral loads so viral load was sequenced from a throat swab. The variant
for participant (I) is inferred from the household index case. Summary information can be found in Table S2.

Status on enroliment Months since vaccine
Fig3 . — Medical Age range L. SARS-CoV-2
panel Saliva | Throat | Nasal | Nasal 1st 2nd 3rd |Active Medications conditions Gender (in years) Race Ethnicity Variant
PCR PCR | PCR |antigen| dose | dose dose
neg neg | neg | neg < n/a n/a male - ite . .
(A) 9[M] | 8[M] [ <2[M] / / [ 40-49 Whi not Omicron
Hispanic BA.1.1
obesity, Gl
() | 3w PPI, vitamin/ condition, f | 30-39 i not Omicron
neg neg neg neg none supplement anxiety or emale B e Hispanic BA.1.1
depression
. . Multiple not Omicron
(C) inc neg neg neg | <1[P] | none | none acetaminophen n/a male 6-11 Races Hispanic BA1A
FeEI C not Omicron
(D) neg neg neg neg |10[M]| 9([M] | 2[M] none obesity male 30-39 Pacific Hispanic BA1A
Islander
allergy medication;
acetaminophen,

(6) | neg | neg | neg | neg |>11(PI|<topl| <3 (py | MUPISEMING | py | female | 30-39 | white | Hispanic | CTCro”
dextromethorphan, BA.1
phenylephrine HCI,

doxylamine
(F) neg neg neg neg 10([P] | 9[P] none M n/a female 18-29 White ) (et ) Omicron
supplement Hispanic BA.1.1
. . : .

(G) neg neg neg neg | <2[P] | <1[P] | none M n/a male 6-11 White Ano . Omicron

supplement Hispanic BA.1.1

(H) | neg | neg | neg | neg [10[M]| 9(M] | 2(M] e n/a female | 4049 | White | "°t | ©Omicron

supplement Hispanic BA.1.1
antibiotic, Omicron

(1) neg neg neg neg | 10[P] | 9[P] none vitamin/ obesity male 18-29 White Hispanic |BA.1.1 (index

supplement case)

) ) o | 8y | <2 v vitamin/ anxiety or f | 40-49 Whit not Omicron

pos pos inc neg supplement depression emale B e Hispanic BA.1.1

(K) | pos pos inc neg |9.5[M]|8.5[M]]| 0.5 [P] NSAID n/a male 40-49 White AnotA Omicron

Hispanic BA.1.1
diabetes,
L high blood
allergy medication,
diabetes [PIRERAS,
o obesity, Multiple not Omicron
(L) pos pos pos neg 11 [P] | 10 [P] 2 [P] medication, asthma, female 50-59 Races Hispanic BA1A
cholesterol
L sleep
medication
apnea, Gl
condition
oveweight, . omi
n micron
(M) | pos pos neg neg |10[M]| 9[M] | 2[M] SSRI anxiety or male 50-59 White X ° . cro
. Hispanic BA.1.1
depression
(N) | pos neg | pos neg 5 [P] 4[P] none none n/a female 12-17 White _not_ Omicron
Hispanic BA.1.1

(0) | pos | pos | pos | neg |10[P)| 9[P] | 1IP) vitamin/ - amxetyor | g aie | 4049 | white | °f | Omicron

supplement depression Hispanic BA.1.1

(P) | pos pos pos neg | 13[P] | 12[P] | 3.5[P] none n/a male 18-29 Asian _not_ Omicron

Hispanic BA.1.1
acetaminophen,
antihistamine, omi
micron

(Q) | pos pos pos neg 9[P] 8[P] [<0.5 [P]|dextromethorphan,| obesity female 12-17 White Hispanic BA 10
phenylephrine HCI, )

doxylamine

* Months from vaccine date are given relative to enrollment date

# Vaccine abbreviations: [P], Pfizer-BioNTech COVID-19 Vaccine (COMIRNATY); [M], Moderna COVID-19 Vaccine (Spikevax); [JJ], Johnson & Johnson

NQ, not quantifiable; viral load was below the test LOD (250 SARS-CoV-2 RNA copies/mL)

** Participants were asked to report both sex at birth and current gender identity; all participants in this cohort responded cis-gender identities to sex at birth
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Table S2. Demographics of the 17-participant cohort shown in Fig 4. Additional detailed information on each participant can
be found in Table S1.

Sex*
Male 8 47.1%
Female 9 52.9%
Age
6-11 2 11.8%
12-17 2 11.8%
18-29 3 17.6%
30-39 3 17.6%
40-49 5 29.4%
50-59 2 11.8%
Race
White 13 76.5%
Asian or Pacific Islander 2 11.8%
Multiple Races 2 11.8%
Ethnicity
Hispanic 3 17.6%
Non-Hispanic 14 82.4%
Tobacco Smoker or Vape User History
Current 0 0.0%
Former 2 11.8%
Never 15 88.2%

Active Medications and Supplements

Vitamins/Supplements 7 41.2%
Acetaminophen/NSAIDs 4 23.5%
Allergy medications/Antihistamines 3 17.6%
Antibiotics/Antivirals 1 5.9%
Medical Comorbidities

Asthma 1 5.9%
Anxiety or Depression 3 17.6%
Diabetes 1 5.9%
Overweight/Obesity 7 41.2%
Gl condition 2 11.8%

SARS-CoV-2 Vaccination Status
Partially Vaccinated 1 5.9%
Completed Vaccination 5 29.4%
Fully vaccinated and boosted 11 64.7%
No SARS-CoV-2 vaccines reported 0 0.0%

*Participants were asked to report both sex at birth and current
gender identity; all participants in this cohort responded cis-gender
identities to sex at birth
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Figure S1. Relationship Between Symptoms and Viral Load. The observed clinical sensitivity of the rapid antigen test to detect
infection is plotted for timepoints when the cohort of 17 participants enrolled early in the course of the infection either reported at least
one symptom (Symptomatic) or did not report any symptoms (Not Symptomatic). An upper-tailed Fished exact test was performed to
determine whether Ag-RDT performance at symptomatic timepoints was significantly higher than timepoints when participants
experienced no symptoms.
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Figure S2. Effect of Test LOD and Infectious Viral-Load Threshold (IVLT) on Inferred Clinical Sensitivity of Contrived
Specimen Combinations. Clinical sensitivities of assays with varying LOD and IVLT for single specimen types (A-F) and contrived
combination specimen types (G-I). Samples were deemed infectious if its own viral load surpassed the IVLT (A-C), or if the viral load
any sample collected from the same individual at the same timepoint surpassed the IVLT (D-I). Contrived combination specimens (G-
I) were calculated by taking the max viral load over the two specified specimen types.
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Caltech; supplies acquisition with HD, NS, SC and MKK; assisted with securing funding; compiled antigen lot
data to assist false-positive antigen test investigation; organized and performed QC on sequencing data. Provided
feedback and edited the manuscript.

Natasha Shelby (NS): Study administrator; collaborated with AVW, RFI, YG, MF on initial study design and
recruitment strategies; co-wrote IRB protocol and informed consent with AVW; co-wrote enrollment
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questionnaire and post-study questionnaire with AVW; initiated the collaboration with Zymo and served as
primary liaison throughout study; reviewed pilot sampling data and amended instructional sheets/graphics for
specimen collections in collaboration with Zymo; co-wrote participant informational sheets with HD; hired,
trained, and supervised the study-coordinator team; developed recruitment strategies and did outreach with HD;
recruited, enrolled and maintained study participants with HD and SC; co-developed participant keep/drop criteria
with AVW; performed the daily upload, review, and QC of PCR data received from Zymo; made the daily
keep/drop decisions based on viral-load trajectories in each household; made all phone calls to alert presumptive
positives of their status and provide resources; study-data quality control, curation and archiving with RA, HD,
SC and MKK; organized archiving of all participant data and antigen-test photographs; supplies acquisition with
AER, HD, SC and MKK; assisted with securing funding; managed the overall study budget; assembled Fig 1 with
AVW; assembled Table S1 with MKK; made Fig 4 with AVW; managed citations and reference library; verified
the underlying data with AVW and RA; co-wrote and edited the manuscript with AVW and RA.

Matt Thomson (MT): Assisted with statistical approach and analyses.

Colten Tognazzini (CT): Coordinated the recruitment efforts at PPHD with case investigators and contact tracers;
provided guidance and expertise on SARS-CoV-2 epidemiology and local trends.

Alexander Viloria Winnett (AVW): Collaborated with NS, RFI, YG, MF on initial study design and recruitment
strategies; co-wrote IRB protocol and informed consent with NS; co-wrote enrollment questionnaire and post-
study questionnaire with NS; co-developed participant keep/drop criteria with NS; funding acquisition; designed
and coordinated LOD validation experiments; selected and prepared specimen for viral-variant sequencing with
NS, YC, and AER; assisted with the inventory and archiving of >6,000 specimen at Caltech with AER and AMC;
minor role supporting outreach by HD and NS; minor role supporting kit-making by AER, HD and AMC; verified
the underlying data with NS and RA; major contributor to reference organization and selection; assembled Fig 1
with NS; made Fig 4 with NS; performed analysis and prepared Fig 2, Fig 6, Fig 7, Fig S1, and Table S2. Co-
wrote and edited the manuscript with NS and RA.

Taikun Yamada (TY): Performed the RT-qPCR COVID-19 testing at Pangea Laboratory.
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