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Abstract 30 

The relationship between N-antigen concentration and viral load within a specimen and across 31 

different specimens is essential for interpretation of rapid diagnostic tests (RDT) clinical 32 

performance in different use cases. A prospective study was conducted in Porto Velho, Brazil, to 33 

investigate RDT performance in different specimen types as a function of the correlation 34 

between antigen concentration and viral load. The study included 214 close contacts with recent 35 

exposures to confirmed cases, aged 12 years and older and with various levels of vaccination. 36 

Antigen concentration was measured in nasopharyngeal swab (NPS), anterior nares swab (ANS), 37 

and saliva specimens. Reverse transcriptase (RT)–PCR was conducted on the NPS and saliva 38 

specimens, and two RDTs were conducted on ANS and one on saliva. Antigen concentration 39 

correlated with viral load when measured in the same specimen type but not across specimen 40 

types. Antigen levels were higher in symptomatic cases compared to 41 

asymptomatic/oligosymptomatic cases and lower in saliva compared to NPS and ANS samples. 42 

Discordant results between the RDTs conducted on ANS and the RT-PCR on NPS were resolved 43 

by antigen concentration values. The analytical limit-of-detection of RDTs can be used to predict 44 

the performance of the tests in populations for which the antigen concentration is known. The 45 

antigen dynamics across different sample types observed in SARS-CoV-2 disease progression 46 

support use of RDTs in nasal samples. Given lower antigen concentrations in saliva, tests using 47 

saliva is expected to require improved analytical sensitivity to achieve clinical sensitivity similar 48 

to testing of nasal samples. 49 

Keywords: LumiraDx assay SARS-CoV-2 Ag Test, STANDARD Q COVID-19 Ag Saliva and 50 

Antigen Tests, SalivaDirect™  51 
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Introduction 52 

Diagnostic testing has a critical role in the public health response to the severe acute respiratory 53 

syndrome coronavirus 2 (SARS-CoV-2) pandemic.1 Early detection of the virus can help to limit 54 

transmission, inform infection-control measures, and guide appropriate clinical management of 55 

patients. The reference standard for SARS-CoV-2 testing is molecular detection of viral RNA 56 

with reverse transcriptase (RT)–PCR assays.2 However, this laboratory-based method is 57 

technically complex, costly, and requires robust specimen transport and reporting systems – all 58 

of which limit its utility and availability in many settings.3 Since the onset of the pandemic, an 59 

unprecedented number of rapid diagnostic tests (RDTs) have been developed to address this gap, 60 

including many designed to detect viral antigens.1 Such tests play important roles in increasing 61 

access to SARS-CoV-2 testing globally. 62 

 63 

Viral load varies across different specimen types throughout the progression of COVID-19 64 

disease and between individuals.4,5 The variant and vaccination status may also influence the 65 

relative viral loads.6,7 However, performance of RDTs has often been compared to RT-PCR 66 

results conducted on nasopharyngeal swab (NPS) specimens as a gold standard, and was initially 67 

the regulatory reference, regardless of the type of specimen that the RDT is conducted on. 68 

Understanding RDT performance relative to RT-PCR may be limited by the relationship between 69 

the antigen concentration in the sampled oral or nasal cavity and viral copies in the NPS. 70 

Understanding antigen concentration dynamics in different specimen types can inform how 71 

RDTs can be expected to perform in different stages of infection and use-case scenarios.  72 

 73 
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In 2021, a prospective diagnostic accuracy study was conducted among close contacts of 74 

COVID-19-positive index cases in Porto Velho, Brazil.8 This study evaluated the performance of 75 

four tests for SARS-CoV-2—including three rapid antigen tests (STANDARD Q COVID-19 Ag 76 

Nasal and Saliva tests [SD Biosensor, Republic of Korea] and the SARS-CoV-2 Ag Test 77 

[LumiraDx™ Limited, United Kingdom]), as well as one dual-plexed RT-PCR method that uses 78 

minimally processed saliva9,10 (SalivaDirect™ protocol [Yale University, United States])—79 

against a regulatory-approved RT-PCR assay run on NPS specimens. Here, we present the 80 

results of reference antigen concentration measurements on various specimen types collected 81 

from this study, and determine the correlations between antigen concentration and viral load. 82 

 83 

Materials and methods 84 

Study design and clinical procedures 85 

This design of this clinical study has been described previously.8 Briefly, between July and 86 

September 2021, a prospective diagnostic accuracy study was conducted among close contacts of 87 

50 confirmed COVID-19-positive index cases in Porto Velho, Brazil. Close contacts (aged 12 88 

years and older) were identified through contact elicitation interviews administered to index 89 

cases. All eligible close contacts were invited to participate in the study. A subset of those who 90 

shared a primary residence with the index case were followed longitudinally for clinical 91 

evaluations and testing every other day for up to five visits total (up to eight additional days after 92 

the initial visit), or until the participant obtained a positive result on the rapid test administered 93 

during the visit. In such cases, only one additional visit was performed, but an NPS was not 94 

collected to minimize staff exposure.   95 
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Information on medical history, participant demographics, and symptoms were collected at 96 

enrollment, with the latter also collected at each study visit. Additionally, at each visit, two 97 

paired ANS, one NPS, and one saliva sample, from passive saliva that pools naturally in the 98 

mouth, were collected. The details of specimen collection have been previously published 99 

(supplementary materials in Zobrist et al., 20228). The STANDARD Q COVID-19 Ag Nasal 100 

Test was run on one ANS during the visit. The remaining lysis buffer from this test was retained 101 

for antigen testing and remaining samples transferred to the laboratory to be stored frozen. 102 

 103 

Tests evaluated 104 

Three antigen tests were evaluated: the STANDARD Q COVID-19 Ag Nasal Test and 105 

LumiraDx SARS-CoV-2 Ag Test on ANS samples and the STANDARD Q COVID-19 Ag 106 

Saliva Test on saliva samples. One molecular test was also evaluated: the SalivaDirect protocol, 107 

a dual-plexed RT-PCR method for SARS-CoV-2 detection from minimally processed saliva.10 108 

 109 

Specimen characterization summary 110 

RT-PCR and SalivaDirect RT-PCR were conducted on the NPS and saliva specimens, 111 

respectively. Quantitative viral load values are available for the NPS sample, while only Ct 112 

values are available for the saliva sample. Rapid antigen tests were conducted on ANS and saliva 113 

samples. The antigen concentration was determined in all three specimen types: for NPS it was 114 

measured from VTM, for ANS from the same STANDARD Q COVID-19 Ag lysis buffer used 115 

for the corresponding antigen test, and for saliva directly from saliva. 116 

 117 

Laboratory procedures 118 
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The saliva samples and the second ANS, extracted with LumiraDx buffer, were stored on ice 119 

following collection and were frozen immediately on return to the laboratory within five hours of 120 

collection. The LumiraDx SARS-CoV-2 Ag Test and the STANDARD Q COVID-19 Ag Saliva 121 

Test were both run using thawed specimens within five days after initial freezing of the samples. 122 

The SalivaDirect assay was run in batches. All tests were run by operators blinded to point-of-123 

care and reference results. 124 

 125 

Reference testing  126 

Reference testing was conducted on NPS with a multiplex real-time PCR assay (Allplex™ 127 

SARS-CoV-2 Assay [Seegene Inc., Republic of Korea]). A CFX96 real-time PCR machine (Bio-128 

Rad, United States)11 was used, and an automated RNA extraction was conducted using the 129 

Extracta kit (Loccus, Brazil). All SARS-CoV-2-positive specimens were repeated on the same 130 

assay for quantitative estimation of viral load using a dilution series of Amplirun® Coronavirus 131 

RNA Control (Vircell S.L., Spain) for viral load quantification on each plate. The limit of 132 

quantification was 125 copies/mL.  133 

 134 

Genomic sequencing  135 

Specimens with cycle threshold (Ct) values <30 underwent genomic sequencing.8 Genomic 136 

sequencing for this study was conducted using Illumina COVIDSeq® Test (Illumina Inc., United 137 

States), with some modifications,12 on Illumina’s MiSeq® or NextSeq 1000® sequencers. Reads 138 

were assembled using DRAGEN COVID Lineage App, v. 3.5.4, at Illumina BaseSpace 139 

(http://basespace.illumina.com) or BBMap 38.84 embedded in Geneious Prime 2022.1 140 

(https://www.geneious.com). Consensus sequences were analyzed for quality issues with 141 
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Nextclade (https://clades.nextstrain.org),13 and lineages were identified using the pangolin tool 142 

on its most up-to-date version.14  143 

 144 

All SARS-CoV-2 genomes generated and analyzed in this study are available at the EpiCoV 145 

database in GISAID (https://www.gisaid.org) 15. 146 

 147 

Antigen testing 148 

SARS-CoV-2 N concentration was measured using the Meso Scale Discovery platform (Meso 149 

Scale Diagnostics, United States), which uses electrochemiluminescence for detection. The assay 150 

details have been described previously16. Specimens were shipped to PATH (Seattle, WA, USA) 151 

where the antigen concentration assay was conducted. The SARS-CoV-2 nucleocapsid protein 152 

quantitative immunoassay on the platform was run using a 10-point recombinant protein standard 153 

curve ranging from 0.128 pg/mL to 100 ng/mL for quantification. Briefly, 25 uL of neat or 154 

diluted viral transport media (VTM) from the eluted NPS, STANDARD Q COVID-19 Ag lysis 155 

buffer ANS, or saliva sample were diluted in an equal volume of 2x running buffer for samples 156 

for a final sample dilution of 2-fold and final detergent concentration of 1%. Neat samples were 157 

used for those testing negative on cognate assays, or with Ct values on the NPS of greater than 158 

25. For NPS specimens with Ct values between 21 and 25 and presumed positives without Ct 159 

information, a sample five-fold dilution was performed, and for those with Ct values of 20 or 160 

less, a sample twenty-fold dilution was performed to ensure the results were within the dynamic 161 

range of the assay.  Sample dilution of presumed antigen-positive ANS were five or twenty-fold 162 

depending on combination of assay results and NPS results. Saliva specimens were diluted ten-163 

fold if both SalivaDirect and the STANDARD Q COVID-19 Ag Saliva Test were positive. 164 
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Positive specimens were run in duplicate and discrepant results of coefficient of variation over 165 

20%, or those outside the assay detection range, were repeated. Samples exceeding the dynamic 166 

range of the assay were repeated with increased dilution. Samples which were diluted based on 167 

expected concentration and had no antigen detected were rerun at the lowest dilution of two-fold.  168 

Samples which tested positive for antigen but were expected to be negative were run again to 169 

confirm.  Duplicate well quality control samples consisting of previously aliquoted, diluted 170 

recombinant protein at 3 different concentrations were run with each plate.  Across 21 plates run, 171 

all controls were within the median +/- 20% for concentration and no controls had CVs over 172 

20%. 173 

 174 

 175 

Statistical analysis 176 

Sensitivity, specificity, and positive and negative predictive values were calculated using 177 

standard formulas and presented with 95% confidence intervals. Correlations between antigen 178 

values, viral load (viral genome equivalents) values and SalivaDirect ct values were assessed 179 

using the R-squared value generated from a linear model fitted to log10 transformed data (apart 180 

from the SalivaDirect ct data which were not transformed).  Differences between distributions of 181 

antigen concentrations based on symptom status were calculated using a two-sided non-paired t-182 

test. The relationships between antigen concentration or viral load and the probability of 183 

positivity by each test were modeled using a logistic regression model fitted using the R package 184 

brms.17 Gaussian priors were used for the parameters and models were run for 10,000 iterations 185 

to ensure convergence. Data were collected and managed using REDCap electronic data capture 186 
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tools.18 Statistical analyses were conducted using R 4.0.3 (R Foundation for Statistical 187 

Computing, Austria). 188 

 189 

Ethical considerations 190 

WCG Institutional Review Board (1301165), the CEPEM ethics committee, and Brazil’s 191 

National Research Ethics Commission approved this study (44351421.0.0000.0011). Written 192 

informed consent was obtained for all participants.  193 

 194 

Results 195 

Participant characteristics 196 

In total, 214 close contacts were enrolled from 50 symptomatic COVID-19-confirmed index 197 

cases. Of these 214 close contacts, 64 shared a primary household with the index cases and were 198 

followed longitudinally. Among all the close contacts, 65 tested as SARS-CoV-2 positive by the 199 

reference assay at least once. Confirmed cases were classified as either symptomatic or 200 

oligosymptomatic/asymptomatic, as described in Supplement B. Full details of the study 201 

participant demographics, including vaccination status, has been previously published.8   202 

 203 

Antigen concentration determination 204 

Antigen concentration was measured in all three available specimen types for each participant 205 

and timepoint combination selected from the total: those participants with at least one positive 206 

test result on any of the molecular or antigen detection tests (n=166) at that time point, 207 

participant time points which were negative for all results for at a time point only but for 208 

participants which at some point had a positive test result (n=33), and participant time points 209 
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which were from participants who had never had any positive result on any test for any time 210 

point (n=136). In total, antigen concentration was determined for 955 samples which were 211 

available from the selected participant time points, along with two additional saliva samples from 212 

negative participant time points (see Supplement A).   213 

 214 

Relationship between antigen concentration and symptoms  215 

Antigen concentration in specimens from symptomatic individuals (n ≥ 84) was significantly 216 

higher than in specimens from asymptomatic or oligosymptomatic study participants (n ≥ 39) 217 

across all clinical specimen types (P<0.01) (Figure 1). Antigen concentration was also 218 

significantly lower in saliva specimens as compared to ANS and NPS specimens (P<0.01), with 219 

the mean values for symptomatic saliva specimens being almost two orders of magnitude lower 220 

than those for the ANS and NPS specimens.  221 

 222 

Relationship between viral load and antigen concentration 223 

A good correlation between antigen concentration and viral load (or Ct value on the SalivaDirect 224 

assay) was observed between measurements conducted on cognate specimens [virus]NPS/ [N-225 

antigen]NPS (R2 = 0.721) and [Ct]saliva/[N-antigen]saliva (R
2 = 0.725) (Figure 2). Antigen 226 

concentration measurements in NPS were positive for detectable antigen in 77.5% of the paired 227 

RT-PCR positives, with undetectable antigen only in lower viral load samples.  In contrast, poor 228 

correlations were observed for the same measurements across specimen types relative to the NPS 229 

viral load: [virus]NPS/[N-antigen]ANS (R2 = 0.471) and [virus]NPS/[N-antigen]saliva (R
2 = 0.061). 230 

 231 

Relationship between antigen concentration and antigen detection test result  232 
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An overall dose response relationship is observed when relating antigen concentration to test 233 

signal intensity on both STANDARD Q COVID-19 Ag tests and on the LumiraDx SARS-CoV-2 234 

Ag Test (Figure 3). For the STANDARD Q COVID-19 Ag tests, line signal intensity defined by 235 

a predefined scale (Supplement C) rose with antigen concentration measured in the same 236 

specimen. Likewise on the LumiraDx SARS-CoV-2 Ag Test, signal intensity as measured by the 237 

LumiraDx instrument (and provided by LumiraDx) rose with antigen concentration about signal 238 

saturation.  239 

 240 

The probability of test positivity plotted against antigen concentration in the ANS specimen for 241 

LumiraDx SARS-CoV-2 Ag Test and the STANDARD Q COVID-19 Ag tests conducted on 242 

ANS and against saliva antigen concentration for the STANDARD Q COVID-19 Ag Saliva Test 243 

show overlapping profiles indicative of similar analytical performance of the tests in their 244 

respective specimens (Figure 4A). The probability of positivity for the three tests against NPS 245 

viral load has broader 95% credible intervals and more gradual probability increases with 246 

increasing viral load concentrations, particularly for the STANDARD Q COVID-19 Ag Saliva 247 

Test (Figure 4B).  248 

 249 

A subset (N=9) of participant had NPS specimens with Ct values below 28, yet had negative 250 

antigen rapid test results. Genome sequencing was available for 8 of these specimens.  251 

Sequencing did identify sense mutations on the N antigen on some of these discordant 252 

specimens, but the same mutations were also found on specimens where there were no 253 

discordant results (Supplement D). Including also participant samples for which the NPS PCR 254 

result was Ct below 34 yet had one or more negative rapid test result (n=14), antigen 255 
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concentrations in the ANS specimen extracted in STANDARD Q COVID-19 Ag lysis buffer for 256 

these participants were found to be low or undetectable.  Without clear mutation association and 257 

with overall low antigen concentrations found in the discordant ANS the results suggest that 258 

false negatives to PCR by rapid test were most likely due to low antigen availability in the ANS 259 

specimens.  260 

 261 

Validation of predictive performance modeling from analytical sensitivity results  262 

Both the STANDARD Q COVID-19 Ag and LumiraDx SARS-CoV-2 Ag tests had previously 263 

been evaluated for their analytical performance against antigen concentration using a clinical 264 

specimen pool in a laboratory.16 The antigen limits of detection, as defined by antigen 265 

concentrations at which tests were expected to be positive 90% of the time, were applied as 266 

thresholds in the measured antigen concentration in the ANS specimens and categorize the 267 

predicted test results as detected or not by each rapid test.  Clinical performance of the two tests 268 

among the close contacts in the study was then predicted based on comparison of these results to 269 

the gold standard of NPS RT-PCR positive cases.   270 

Table 1 shows the actual observed sensitivity and the predicted sensitivity in this study 271 

population composed of symptomatic and asymptomatic/oligosymptomatic cases based on 272 

analytical performance and antigen concentrations.  273 

 274 

Discussion 275 

This study investigated the relationship between antigen concentration and diagnostic test 276 

performance on different types of samples collected in a study conducted in Porto Velho, Brazil, 277 

in 2021.8 The study shows that antigen concentration is closely related to viral load when 278 

 . CC-BY-NC-ND 4.0 International licenseIt is made available under a 

 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity.(which was not certified by peer review)preprint 
The copyright holder for thisthis version posted September 15, 2022. ; https://doi.org/10.1101/2022.09.12.22279810doi: medRxiv preprint 

https://doi.org/10.1101/2022.09.12.22279810
http://creativecommons.org/licenses/by-nc-nd/4.0/


Running head: Antigen concentration and performance study    
Version 3.1; June 3, 2022 

14 
 

measured from the same specimen type. The NPS antigen concentration corresponded to NPS 279 

viral load, and the saliva antigen concentration measured in saliva samples correlated with Ct 280 

values from the SalivaDirect assay, which has been previously observed.19,20 However, the 281 

antigen concentrations in ANS and saliva specimens did not correlate well with the viral load 282 

measured in the same study participants’ NPS specimens. N-antigen concentrations are reflective 283 

of virus levels in the corresponding oral/nasal cavities from which they are collected but do not 284 

reflect viral levels in other oral/nasal cavities.  285 

 286 

The antigen concentration corresponded very well with both the signal intensity and test 287 

positivity of the rapid antigen detection tests within the same sample type. As demonstrated by 288 

overlapping curves, no significant difference in the probability of test positivity as a function of 289 

cognate sample type antigen concentration was observed across the three tests included in this 290 

study: the STANDARD Q COVID-19 Ag conducted on ANS and saliva and the LumiraDx 291 

SARS-CoV-2 Ag Test conducted on ANS. In contrast, when test positivity was modeled as a 292 

function of viral copy number in the NPS, the performance of the saliva antigen test was  293 

significantly lower; this is expected based on the poor correlation between saliva antigen 294 

concentration and NPS viral load. Additionally, “discordant” specimens (with high NPS viral 295 

loads defined by Ct values of <34, but negative antigen test results on ANS) were resolved by 296 

confirming that, in the ANS specimen, there was indeed low or undetectable N-antigen levels.  297 

The false negative results could not be attributed to variations in the N gene and test failure, as 298 

the N gene mutations detected in the study were shared by other samples with concordant results. 299 

 300 
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These observations are important when considering study designs for antigen detection test 301 

evaluations and assessing their performance. From a regulatory perspective, NPS RT-PCR has 302 

been considered the gold standard for SARS-CoV-2 diagnostic test evaluation, regardless of the 303 

specimen source for the index test. This study shows that discordant results can and should be 304 

anticipated if the specimen source for the RDT under evaluation is different to the specimen used 305 

to measure viral load. Within a specimen type, antigen concentration, and therefore antigen 306 

detection test performance, can be expected to relate to viral load. These results may also explain 307 

some of the differences in performance observed for SARS-CoV-2 tests across different sample 308 

types. 21–23 309 

 310 

The study did confirm higher antigen concentrations in symptomatic cases compared to 311 

asymptomatic and oligosymptomatic cases across all three specimen types, as anticipated given 312 

the association between viral carriage and symptom onset. While recent studies suggest that early 313 

onset of SARS-CoV-2 can be first observed in the saliva by RT-PCR,4,5,20 the overall lower 314 

antigen levels observed in saliva in this study suggests that current rapid antigen tests are not 315 

sensitive enough to leverage this opportunity for earlier infection detection.  316 

 317 

Combining the laboratory analytical limits-of-detection determined from a clinical specimen 318 

pooled sample with the distribution of antigen concentrations in this study population, it was 319 

possible to estimate the observed performance of these antigen detection tests in this study 320 

population This result confirms that benchmarking analytical performance can be related to 321 

clinical performance, albeit with caution. Larger data sets of paired viral load and antigen 322 

concentration measurements across different sample types, across variants, and in different study 323 
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populations may improve the ability to predict the performance of antigen detection tests in 324 

different scenarios and use cases. Of note, the population included both symptomatic cases and 325 

asymptomatic/oligosymptomatic cases, including samples with low viral load counts and 326 

undetectable antigen concentration. 327 

 328 

Some limitations to the findings of this study are that (a) RT-PCR was not conducted on the 329 

ANS samples, (b) the SalivaDirect test was not conducted as a quantitative test, and (c) antigen 330 

concentration was measured across different matrices from samples collected using different 331 

swabs, potentially leading to inherent biases or systematic errors in the antigen quantification. In 332 

particular, the ANS antigen concentration was determined from the same extracted specimen 333 

from which the STANDARD Q COVID-19 Ag Test was conducted. In contrast, the LumiraDx 334 

SARS-CoV-2 Ag Test was conducted on a second ANS sample taken in parallel that had been 335 

extracted in its corresponding buffer and subsequently frozen according to instructions for use, 336 

prior to testing. Dilutional differences from extraction buffer volumes were accounted for in the 337 

predicted sensitivity, but matrix, swab, and sampling handling differences remain. 338 

 339 

In conclusion, this study indicates the value of understanding the underlying antigen 340 

concentration dynamics and its relationship to viral load across different sample types to inform 341 

and predict RDT performance in different settings, variants, and use cases.  342 

 . CC-BY-NC-ND 4.0 International licenseIt is made available under a 

 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity.(which was not certified by peer review)preprint 
The copyright holder for thisthis version posted September 15, 2022. ; https://doi.org/10.1101/2022.09.12.22279810doi: medRxiv preprint 

https://doi.org/10.1101/2022.09.12.22279810
http://creativecommons.org/licenses/by-nc-nd/4.0/


Running head: Antigen concentration and performance study    
Version 3.1; June 3, 2022 

17 
 

 343 

Tables 344 

Table 1. Observed sensitivity of the antigen detection tests performed on ANS compared to their 345 

predicted performance based on analytical limit-of-detection. The study population were close 346 

contacts and include symptomatic, and asymptomatic/oligosymptomatic cases. Confirmed 347 

positive cases by RT-PCR on NPS was used to determine a true positive.  348 

 349 

 350 

Performance vs. PCR (in 

nasopharyngeal sample) 

ANS sample (all) ANS sample (Ct below 34) 

STANDARD 

Q COVID-

19 Ag 

SARS-

CoV-2 Ag 

Test 

[LumiraDx] 

STANDARD 

Q COVID-

19 Ag 

SARS-

CoV-2 Ag 

Test 

[LumiraDx] 

Observed clinical performance 

in close contacts 

55.0 

(44.1–66.9) 

N = 79 

50.6 

(39.1–62.1) 

N = 78 

84.0 

(70.9–92.8) 

N = 49 

79.6 

(65.7–89.8) 

N = 50 

Predicted performance in close 

contacts based on antigen 

concentration and analytical 

limits of detection16 

 

50.0 

(38.5–61.5) 

N = 78 

50.0 

(38.5–61.5) 

N = 78 

79.6 

(65.7–89.8) 

N = 49 

79.6 

(65.7–89.8) 

N = 49 
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Figures 351 

Figure 1. Box and whisker plots showing antigen concentration distributions among 352 

symptomatic cases and oligo/asymptomatic cases among the close contacts in anterior nares 353 

swab (ANS), nasopharyngeal swab (NPS), and saliva specimens. The number (n) of 354 

specimens per category is listed above each category.  355 

 356 

Figure 2. Relationship between viral load and antigen concentration. Viral load was 357 

measured from NPS stored in VTM. The Saliva Direct assay provides Ct values in the saliva 358 

specimen. Antigen concentration was measured from the same NPS-VTM specimen, from ANS 359 

specimen stored in the STANDARD Q lysis buffer and from saliva. Correlations are shown 360 

between (A) NPS viral load and NPS antigen concentration, (B) saliva viral load (in Ct values) 361 

and saliva antigen concentration, (C) NPS viral load and ANS antigen concentration, and (D) 362 

NPS viral load and saliva concentration. 363 

 364 

Figure 3. Relationship between N-antigen signal and rapid antigen diagnostic signal. 365 

Antigen concentration was measured from an anterior nasal swab specimen stored in the 366 

STANDARD Q lysis buffer and from saliva. The relationships are shown for Panel (A) the 367 

ANS STANDARD Q test signal and the ANS N-antigen concentration, Panel (B) the saliva 368 

STANDARD Q assigned test signal and the saliva N-antigen concentration, and Panel (C) the 369 

ANS Lumira signal and ANS N-antigen concentration. 370 

 371 

Figure 4. Probability of positivity for the rapid antigen tests as a function of antigen 372 

concentration on their cognate specimen. Panel (A): Probability for positive test result for 373 

 . CC-BY-NC-ND 4.0 International licenseIt is made available under a 

 is the author/funder, who has granted medRxiv a license to display the preprint in perpetuity.(which was not certified by peer review)preprint 
The copyright holder for thisthis version posted September 15, 2022. ; https://doi.org/10.1101/2022.09.12.22279810doi: medRxiv preprint 

https://doi.org/10.1101/2022.09.12.22279810
http://creativecommons.org/licenses/by-nc-nd/4.0/


Running head: Antigen concentration and performance study    
Version 3.1; June 3, 2022 

19 
 

Lumira (blue) and the STANDARD Q test (red) conducted on the ANS specimen as a function 374 

of the antigen concentration in the ANS specimen, and the STANDARD Q test (green) 375 

conducted on the saliva specimen as a function of the antigen concentration in the saliva 376 

specimen. Panel (B): Probability of positive test for the same three tests as a function of viral 377 

load in NPS specimens. The antigen concentration or viral load at which there is greater than 378 

90% probability of a positive test result is indicated.   The shaded areas show the 95% credible 379 

intervals for the probability functions. 380 
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