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 17 

Abstract 18 

For the last two years, the SARS-CoV-2 virus spread all around the world and led to the COVID-19 19 

pandemic. The need of methods to control the pandemic and to propose rapid and efficient diagnostic 20 

tools has emerged. In this perspective, SARS-CoV-2 rapid antigen detection tests (RADT) have been 21 

developed. We performed a retrospective study on 638 collected nasopharyngeal samples used for 22 

reference RT-qPCR diagnosis to compare the AQ+ COVID-19 Ag Rapid Test” from InTec (AQ+ InTec test) 23 

performance with other commercially available RADT. We analysed the sensitivity and specificity of 24 

the different tests and showed a better overall performance of the AQ+ InTec test, which was 25 

confirmed on the SARS-Cov-2 Omicron variant. We then conducted a prospective study on 1428 26 
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patients, to evaluate the sensitivity and specificity of the AQ+ InTec test on nasal and nasopharyngeal 27 

samples in a point of care setting. We showed that sensitivity and specificity reach acceptable criteria 28 

regarding the official recommendations of the MDCG 2021-21 in both symptomatic and asymptomatic 29 

patients.  Overall, the results of these two studies confirm that the AQ+ InTec test is a valuable tool for 30 

testing in a pandemic context with a high proportion of asymptomatic patients who are potential 31 

carriers for the SARS-CoV-2 virus and is performant on the most current circulating variant Omicron. 32 

 33 
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Highlights 38 

• The sensitivity of the AQ+ COVID-19 Ag Rapid Test from InTec reaches 94.4% on nasal samples 39 

and 97.4% on nasopharyngeal samples. 40 

• The performance of the test remains high on asymptomatic patients with a sensitivity of 89.2% 41 

on nasal samples and 97.0% on nasopharyngeal samples. 42 

• Prospective study in a point of care setting revealed a better sensitivity compared with other 43 

commercially available rapid antigen detection tests 44 

 45 

Introduction 46 

In late 2019, in Wuhan China, a new type of respiratory infection caused by a novel coronavirus strain, 47 

the SARS-CoV-2, emerged. The disease was named COVID-19 for CoronaVirus Disease 2019. Since then, 48 

it has spread to the entire global population and was given the pandemic status on March 11, 2020 by 49 

the World Health Organization (WHO)1. 50 
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SARS-CoV-2 infection mainly causes pneumonia and upper/lower respiratory tract infection2. 51 

Symptoms of COVID-19 infection appear after an average incubation period of 5.2 days2. The most 52 

common early symptoms of COVID-19 disease are fever, cough, and fatigue, but other symptoms 53 

include headache, sore throat, and even acute respiratory distress syndrome, leading to respiratory 54 

failure. 55 

The pandemic has become a major public health problem worldwide due to the large number of 56 

COVID-19 patients requiring hospitalization and breathing assistance. This exceptional influx of 57 

patients during peak epidemics exceeds the capacity of national health systems leading to global 58 

hospital overloads. Therefore, a rapid and accurate identification of patients requiring supportive care 59 

and isolation is important for the management of COVID-19. 60 

Along with a massive vaccination program, highly sensitive and specific tests are crucial to identify and 61 

manage COVID-19 patients and implement control measures to limit the pandemic. The current gold 62 

standard test is a molecular identification of the genetic material of the virus by Reverse Transcription-63 

Polymerase Chain Reaction (RT-qPCR) from a nasopharyngeal swab sample3,4. This test is very sensitive 64 

and reliable, but its generalisation is hampered by the fact that samples can only be taken by a 65 

professional trained in the procedure and requires a laboratory and expensive equipment. 66 

New rapid virus antigen detection tests (RADT) are part of the “Test-Alert-Protect” strategy5. These 67 

tests are rapid, inexpensive, easy to use, with an estimated reading time of 15 minutes. In 2020, the 68 

French National Authority for Health (HAS) published a favourable opinion on RADT for the diagnosis 69 

of symptomatic patients up to 7 days after the onset of symptoms, as an alternative to RT-qPCR on 70 

nasopharyngeal swabs, and for asymptomatic individuals in the context of large-scale operations, 71 

targeting high-risk of infection populations 6,7. Furthermore, the HAS supports the deployment of 72 

antigenic self-tests based on oropharyngeal or nasal swabs as a complementary tool in the SARS-CoV-73 

2 screening strategy8. InTec PRODUCTS has developed the RADT AQ+ COVID-19 Ag Rapid Test (AQ+ 74 

InTec test). Two studies have recently been conducted to evaluate the test performance using the 75 

nasal and nasopharyngeal sampling method and the European Guidelines for validation of COVID-19 76 
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RADTs9,10.  77 

First, a retrospective study aimed at comparing the sensitivity of the AQ+ InTec test with other 78 

commercial SARS-CoV-2 RADT, using collected nasopharyngeal samples for reference testing with RT-79 

qPCR. Then, a prospective study evaluated the AQ+ InTec test in a point of care setting. To this aim, 80 

the sensitivity of the test in both nasal and nasopharyngeal samples was analysed and a comparison 81 

with the results of the reference RT-qPCR test depending on the CT level was made. Moreover, the 82 

sensitivity of the test was evaluated regarding the symptom status of the patients. Finally, the 83 

specificity of the test was also evaluated. 84 

 85 

Material and methods 86 

Retrospective study 87 

The study was approved by the Orleans regional Hospital ethics committee and notified to the French 88 

data protection authority. The study was retrospective, on collected samples and aiming at validating 89 

the performances (sensitivity and specificity) of the “AQ+ COVID-19 Ag Rapid Test” (InTec), compared 90 

to the reference method (RT-qPCR) and comparative antigen detection-based tests.  91 

Reference method 92 

The reference method was a RT-qPCR test performed on nasopharyngeal sample in subjects who came 93 

to the investigative center to perform a COVID-19 molecular test (RT-qPCR, nasopharyngeal swab) with 94 

or without symptoms.  95 

The RT-qPCR test for SARS-CoV-2 was performed in the virology unit of the CHR Orléans, France. 96 

Nucleic acid extraction was performed with an automated sample preparation system MGISP-960 97 

(MGI, China). Real-time PCR detection of SARS-CoV-2 RNA targeting the ORF1ab, S and N genes was 98 

performed with the TaqPath V2 Covid-19 Multiplex RT-PCR kit (Thermofisher). Amplification was 99 

performed on QuantStudio5 (Applied Biosystems). The results of the assay were analysed according to 100 

the manufacturer’s instructions. The assay includes an internal RNA extraction control and an 101 

amplification control. The samples were analysed considering the new positivity criteria of the French 102 
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Microbiology Society’s expert committee 11, in particular considering the specific characteristics of the 103 

Thermofisher kit used for the RT-qPCR measurement.  104 

AQ+ COVID-19 Ag Rapid Test (InTec) and Comparative rapid tests 105 

The AQ+ COVID-19 Ag Rapid Test (GJ22020185 (25T/Kit)) is a colloidal gold immunochromatographic 106 

test for the qualitative detection of SARS-CoV-2 core antigens potentially present in human nasal 107 

swabs from individuals suspected of having COVID-19 within the first 7 days of symptom onset or that 108 

without symptoms. The test is used as an aid in the diagnosis of SARS-CoV-2 infection. It is suitable for 109 

use under healthcare professional supervision. Remote healthcare professional supervision can be 110 

used with appropriate clinical governance once training has been completed and verified. 111 

If SARS-CoV-2 antigens are present in the sample, an antibody-antigen complex will form upon contact 112 

with anti-SARS-CoV-2 monoclonal antibodies conjugated with coloured particles. This coloured 113 

complex migrates by capillary action across the membrane to the test line (T). If no SARS-CoV-2 antigen 114 

is present in the sample, no colour appears on the test line (T). The control line (C) is a control that 115 

should appear if the test procedures are performed correctly. 116 

The following RADT were used as comparatives: Abbott Panbio, Roche SARS-CoV-2 Rapid Antigen Test 117 

(SD Biosensor) and Siemens Clinitest (Orientgene). 118 

After performing the RT-qPCR reference test, nasopharyngeal leftover samples were frozen in Viral 119 

Transport Media (VTM), (Dasky), then used to perform the AQ+ COVID-19 Ag Rapid Test and the 120 

comparatives, according to each manufacturer recommendations. 121 

Limit Of Detection (LOD) analysis 122 

LOD is defined as the lowest concentration of the analyte that can be reliably detected. Serial dilutions 123 

were made of the sample collected in VTM, using the leftovers after RT-qPCR reference testing (from 124 

1,00E+06 to 3,20E+01 gcn/mL). Independent swabs were immersed in the diluted sample collected in 125 

the VTM, and the RADT test previously described were performed according to each manufacturer 126 

instructions (InTec, Orient Gene, Roche, Abbott).  127 

 128 
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Prospective study 129 

The study was approved in April 2022 by the Sud Ouest et Outre Mer ethics committee (N° 2022-130 

A00503040) and was notified to French data protection authority. In accordance with the Declaration 131 

of Helsinki, all adult participants or legal representative for participating children provided written 132 

informed consent before undergoing any study-specific procedure. The study was prospective, aiming 133 

at validating the performances (sensitivity and specificity) of the " AQ+ COVID-19 Ag Rapid Test " 134 

(InTec), compared to the reference method (RT-qPCR).  135 

Reference method 136 

The reference method was a RT-qPCR test performed, as previously described, on nasopharyngeal 137 

sample in subject obtained during the participant’s screening visit (as part of standard of care) 138 

 AQ+ COVID-19 Ag Rapid Test (InTec) 139 

The A AQ+ COVID-19 Ag Rapid Test Test (InTec) was performed on fresh nasal or nasopharyngeal swab 140 

collected in subject obtained during the participant’s visit for RT-qPCR testing, according to 141 

manufacturer instructions. 142 

Results  143 

Retrospective study 144 

Sample collection was performed from subjects who came to the investigative center to perform a 145 

COVID-19 molecular test (RT-qPCR, nasopharyngeal swab) with or without symptoms. After testing, 146 

sample leftovers were frozen and subsequently used to carry out the AQ+ InTec test and the 147 

commercial comparatives RADT. The study was conducted on 638 samples tested with the reference 148 

RT-qPCR method: 329 were negative and 309 were positive. 149 

The results obtained with the AQ+ InTec test were compared with other SARS-CoV-2 RADT from 150 

Orientgene, Roche and Abott.  151 

 152 

 153 
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Rapid tests’ 
brands  
 

 Intec (1) Orient Gene (2) Roche (3) Abbott (4) 

Sensitivity 
 

Overall (n=309) 70.6% 
[65.5-75.6] 

51.1% 
[45.6-56.7] 

19.7% 
[15.3-24.2] 

14.6% 
[10.7-18.5] 

 Omicron (n=249) 73.9% 
[68.4-79.3] 

 53.4% 
[47.2-59.7] 

20.9% 
[15.8-25.9] 

15.3% 
[10.8-19.7] 

 Delta (n=51) 51% 
[37.3-64.7] 

 33.3 % 
[20.4-46.3] 

15.7% 
[5.7-25.7] 

11.8% 
[2.9-20.6] 

Specificity Overall (n=309) 100% 100% 100% 100% 

Statistical test on overall sensitivity: P value 1 vs 2: <0.0001; P value 2 vs 3: <0.0001; P value 3 vs 4: non-significant  
Chi2: 274; Global p value: P<0.0001 

 

Table 1 Comparison analysis of sensibility and specificity of AQ+ InTec test compared with other brand antigenic based rapid 154 
tests 155 
 156 

 157 

Figure 1 Comparative sensitivity of SARS-CoV-2 antigen detection-based commercial tests 158 
 159 

 160 

The sensitivity of the AQ+ InTec test was higher, with the detection of 218 positive patients out of 309 161 

(70.6%; compared to 168, 51 and 45 respectively with the Orient Gene, Roche, and Abbott tests).  162 

This difference of sensitivity was observed for both SARS-CoV-2 Omicron and Delta variants (Table 1, 163 

Figure 1). Of note, the difference between AQ+ InTec test and the other RADT used, especially Roche 164 

and Abbott’s, was more marked as the CT level was lower (Table S 1). 165 
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Considering the conditions in which the sample was obtained (storage in VTM and freezing), the 166 

sensitivity of the AQ+ InTec test was quite high but did not reach the criteria defined in the MDCG 167 

2021-21 12 which places diagnostic sensitivity threshold higher than 80% (RADT) relative to the SARS-168 

CoV-2 RT-qPCR test. 169 

All the tests had a specificity of 100% (Table 1) and no difference was observed. 170 

      Total 
N=1 

  Intec Orient Gene Roche Abbott Estimated 
gcn/mL 

PCR CT (N 
gene) 

25 
27 
29 
31 
32 
34 
36 
Undet. 
 

Positive 
Positive 
Positive 
Positive 
Positive 
Positive 
Positive 
Negative 

Positive 
Positive 
Positive 
Positive 
Negative 
Negative 
Negative 
Negative 

Negative 
Negative 
Negative 
Negative 
Negative 
Negative 
Negative 
Negative 

 

Negative 
Negative 
Negative 
Negative 
Negative 
Negative 
Negative 
Negative 

1,00E+06 
5,00E+05 
1,00E+05 
2,00E+04 
4,00E+03 
8,00E+02 
1,60E+02 
3,20E+01 

Table 2 Limit of detection analysis 171 
 172 

The limit of detection (LOD) of the AQ+ InTec test has been evaluated and compared with the three 173 

other RADT. The lower LOD was observed with the AQ+ InTec test (1.60E+02), followed by Orient Gene 174 

(2.00E+04). 175 

In all, the AQ+ InTec test showed a higher sensitivity on samples from symptomatic and asymptomatic 176 

patients, compared to other RADT commercially available 13–16. 177 

 178 

Prospective study 179 

Considering the promising results of the retrospective study, it was foreseen to evaluate the 180 

performance of the AQ+ InTec test, by trained professional in a point of care setting. 181 

Overall, 660 samples were collected from patients and tested positive with the reference RT-qPCR. A 182 

nasal sample was taken from all patients and 378 of them underwent both a nasal and a 183 

nasopharyngeal sampling. The AQ+ InTec test sensitivity analysis was performed on 391 patients with 184 

known SARS-CoV-2 infection (nasal sample positive with RT-qPCR). The specificity analysis was 185 
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performed on 258 patients with no SARS-CoV-2 infection (nasal sample negative with RT-qPCR). 186 

AQ+ InTec test sensitivity: comparison with CT level of the reference test 187 

To evaluate the performance of the AQ+ InTec test on nasal and nasopharyngeal samples, the results 188 

obtained with the test were compared to the reference RT-qPCR results. Two groups of patients were 189 

analysed: nasal and nasopharyngeal samples. In the first group, the sensitivity of the AQ+ InTec test 190 

was measured on nasal samples of 391 patients. Among these, SArS-Cov2 antigen was detected in 369 191 

patients by the AQ+ InTec test compared with the reference method (RT-qPCR), with an overall 192 

sensitivity of 94.4% (95% CI [92.1-96.7]). Interestingly, the sensitivity was as high as 99.6% (95% CI 193 

[98.9 – 100.0]) when the CT level was below 25 in the reference test (Table 3, Figure 1).  194 

 195 

  Positive RT-qPCR 
(nasopharyngeal) 

Positive AQ+ Intec 
test 

Sensitivity 
% [95% CI] 

   Nasal samples 

Overall  391 369 94.4 
[92.1-96.7] 

CT level <25 259 258 99.6 
[98.9 – 100.0] 

25-30 100 88 88.0 
[81.6 – 94.4] 

>30 32 23 71.8 
[56.3 – 87.5] 

   Nasopharyngeal samples 

Overall  269 262 97.4 
[95.5-99.3] 

CT level <25 168 168 100 
[100 – 100.0] 

25-30 77 74 96.1 
[91.8– 100] 

>30 24 20 83.3 
[68.4– 98.2] 

     
Table 3: Sensitivity of the AQ+ InTec test on nasal and nasopharyngeal samples and corresponding CT levels of the reference 196 
RT-qPCR test. 197 
 198 
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 199 

Figure 2 :  Sensitivity of the AQ+ InTec test on nasal and nasopharyngeal samples and corresponding CT levels of the reference 200 
RT-qPCR test. 201 
 202 
The sensitivity of the AQ+ InTec test was also measured on nasopharyngeal samples of 269 patients 203 

detected positive for SArS-Cov2 by the reference RT-qPCR test. Among these, 262 were positive with 204 

the AQ+ InTec test, with a sensitivity of 97.4% (95% CI [95.5-99.3]). The sensitivity increased to 100% 205 

(95%CI [100-100]) on samples with a CT level below 25. 206 

In both nasal and nasopharyngeal samples, the sensitivity of the AQ+ InTec test was lowered when the 207 

CT level was high. Nevertheless, the sensitivity was always higher with nasopharyngeal samples 208 

compared with nasal samples (Table 3).  209 

AQ+ InTec test sensitivity in symptomatic and asymptomatic patients 210 

On nasal samples of the 308 symptomatic positive patients, the sensitivity of the AQ+ InTec test was 211 

as high as 95.8% and 89.2% on the 83 asymptomatic patients. On nasopharyngeal samples of the 203 212 

symptomatic positive patients, the sensitivity of the test was as high as 97.5% and 97% on the 66 213 

asymptomatic patients. 214 

 215 

 Date of 
symptoms 

Positive RT-qPCR Positive AQ+ Intec 
test 

Sensitivity 
% [95% CI] 

   Nasal samples 

Asymptomatic  83 74 89.2 
[82.5 – 95.8] 

Symptomatic   308 295 95.8 
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[93.5-98.0] 

 <3 days 176 168 95.5 
[92.4 – 98.3] 

3-5 days 100 98 98.0 
[95.3 – 100] 

>5 days 32 29 90.6 
[80.5-100] 

   Nasopharyngeal samples 

Asymptomatic  66 64 97.0 
[92.8-100] 

Symptomatic  
 

 203 198 97.5 
[95.4-99.7] 

<3 days 113 111 98.2 
[95.8 – 100] 

 3-5 days 67 66 98.5 
[95.6 – 100] 

 >5 days 23 21 91.3 
[79.8-100] 

Table 4 :  Sensitivity of the AQ+ InTec test on nasal and nasopharyngeal samples in symptomatic and asymptomatic patients 216 
 217 

AQ+ InTec test specificity 218 

To evaluate the diagnostic specificity of the AQ+ InTec test, an analysis was conducted on 453 subjects 219 

with a negative RT-qPCR reference test who had a nasal sample and 315 subjects with a negative RT-220 

qPCR reference test who had a nasopharyngeal sample.  221 

Two subjects out of 453 (nasal sample) had a positive result with the AQ+ InTec test with a negative 222 

RT-qPCR result, giving a specificity of 99.6%. 223 

All patients with a negative RT-qPCR who had a nasopharyngeal sample were also negative with the 224 

AQ+ InTec test, giving a specificity of 100% (Table 5). 225 

Negative RT-qPCR Negative AQ+ InTec 
test 

Specificity 
% [95% CI] 

 Nasal samples 

453 451 99.6 
[99.0 – 100] 

 Nasopharyngeal samples 

315 315 100 
[100 – 100] 

Table 5: Specificity of the AQ+ InTec test on nasal and nasopharyngeal samples 226 
  227 

Discussion 228 

Retrospective studies on SARS-CoV-2 RADT evaluation allow comparison of different tests on the same 229 
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sample, as multiple sampling from the same patient raises ethical issues. Indeed, as it is compulsory to 230 

use the specific test buffer, it would necessitate a number of swabs equal to the number of RADTs to 231 

evaluate for each patient. In this retrospective study, four independent swabs were immersed in a 232 

previously collected nasopharyngeal samples, then placed in each of the specific buffers before 233 

performing the RADTs allowing statistical comparison, which is not possible in independent studies. 234 

However, retrospective studies reduce the real sensitivity because the swab is immersed in 3mL of 235 

VTM which dilutes the collected 19. The present retrospective study revealed an overall better 236 

sensitivity of the AQ+ InTec test compared to the other commercial tests (Orient Gene, Roche, Abott) 237 

included in the analysis. Moreover, the LOD analysis revealed a lower LOD for the AQ+ InTec test, 238 

followed by Orient Gene, which is consistent with a better sensitivity20,21. However, considering the 239 

points raised above, these results need to be considered carefully. Of note, in this experimental setup, 240 

none of the RADTs, including the AQ+ InTec tests reached a satisfying sensitivity regarding of the 241 

acceptance criteria defined in the MDCG 2021-21 (sensitivity >80%)12. This lack in performance is easily 242 

explained by the experimental setup itself, however, it sheds light on the difference of detection limits 243 

that exists between the commercially available SARS-CoV-2 RADT as previously reported21. Another 244 

concern has emerged regarding the potentially different limits of detection for different SARS-CoV-2 245 

variants between the RADTs20. Our study supports that the performance of commercially available 246 

RADTs for SARS-CoV-2 detection varies with the variant type, but this should also be considered in 247 

perspective with the experimental setup.  248 

In the prospective study aiming at evaluating the sensitivity and specificity test in a point of care 249 

setting, the AQ+ InTec test exhibited high sensitivity on nasal samples (94.4%) and nasopharyngeal 250 

samples (97.4%) and high specificity (99.6 to 100%) which fulfil the acceptance criteria defined in the 251 

MDCG 2021-21 “Guidance on performance evaluation of SARS-CoV-2 in vitro diagnostic medical 252 

devices”12:  253 

▪ - Diagnostic sensitivity: >80% (rapid tests) relative to the SARS-CoV-2 RT-qPCR test;  254 

▪ - Diagnostic specificity: >98% (rapid tests). 255 
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Another point of interest was to compare the results obtained on symptomatic and asymptomatic 256 

patients to determine whether the AQ+ InTec test was as sensitive when patients were asymptomatic. 257 

Indeed, it has been shown in a study comparing the results of 78 studies on SARS-Cov2 antigenic tests, 258 

that the sensitivity of this method is reduced by 13.8 percentage points on average for asymptomatic 259 

patients13–16.  260 

It is important to note that the sensitivity of the AQ+ InTec test is particularly high on asymptomatic 261 

patients compared to other RADTs available on the market. Indeed, an analysis of 12 studies, reported 262 

an average sensitivity of 58.1% (95% CI 40.2% to 74.1%)13, placing the AQ+ InTec test above in terms 263 

of sensitivity on both nasal and nasopharyngeal samples in asymptomatic patients (respectively 89.2% 264 

and 97.0%) and making it a valuable tool for testing in an epidemic context with a high proportion of 265 

asymptomatic patients that are potential carriers for the SARS-CoV-2 virus 13–16. 266 

 267 
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81 
2 

79 
0 
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39 
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0 
 

66 
5 

61 
0 
 

81 
1 

80 
0 
 

Table S 1 Number of positive RADT according to CT levels obtained with RT-qPCR SARS-CoV-2 detection 269 
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