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ABSTRACT  32 

Objective: This study assessed the relationship between electrophysiological measures 33 

of the electrically evoked compound action potential (eCAP) and speech perception 34 

scores measured in quiet and in noise in post-lingually deafened adult cochlear implant 35 

(CI) users. It tested the hypothesis that how well the auditory nerve (AN) responds to 36 

electrical stimulation is important for speech perception with a CI in challenging listening 37 

conditions. 38 

Design: Study participants included 24 post-lingually deafened adult CI users. All 39 

participants used Cochlear® Nucleus™ CIs in their test ears. In each participant, eCAPs 40 

were measured at multiple electrode locations in response to single-pulse, paired-pulse, 41 

and pulse-train stimuli. Independent variables included six parameters calculated from 42 

the eCAP recordings: the electrode-neuron interface (ENI) index, the neural adaptation 43 

(NA) ratio, NA speed, the adaptation recovery (AR) ratio, AR speed, and the amplitude 44 

modulation (AM) ratio. The ENI index quantified the effectiveness of the CI electrodes in 45 

stimulating the targeted AN fibers. The NA ratio indicated the amount of NA at the AN 46 

caused by a train of constant-amplitude pulses. NA speed was defined as the speed/rate 47 

of NA. The AR ratio estimated the amount of recovery from NA at a fixed time point after 48 

the cessation of pulse-train stimulation. AR speed referred to the speed of recovery from 49 

NA caused by previous pulse-train stimulation. The AM ratio provided a measure of AN 50 

sensitivity to AM cues. Participants’ speech perception scores were measured using 51 

Consonant-Nucleus-Consonant (CNC) word lists and AzBio sentences presented in 52 

quiet, as well as in noise at signal-to-noise ratios (SNRs) of +10 and +5 dB. Predictive 53 

models were created for each speech measure to identify eCAP parameters with 54 
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meaningful predictive power.   55 

Results: The ENI index and AR speed had significant bivariate relationships with speech 56 

perception scores measured in this study, while the NA ratio, NA speed, the AR ratio, and 57 

the AM ratio did not. The ENI index was identified as the only eCAP parameter that had 58 

unique predictive power for each of the speech test results. The amount of variance in 59 

speech perception scores (both CNC words and AzBio sentences) explained by the eCAP 60 

parameters increased with increased difficulty in the listening condition. Over half of the 61 

variance in speech perception scores measured in +5 dB SNR noise (both CNC words 62 

and AzBio sentences) was explained by a model with only three eCAP parameters: the 63 

ENI index, NA speed, and AR speed. 64 

Conclusions: The ENI index is the most informative predictor for speech perception 65 

performance in CI users. The response characteristics of the AN to electrical stimulation 66 

is more important for speech perception with a CI in noise than it is in quiet.  67 

Key Words: cochlear implant, auditory nerve, electrically evoked auditory compound 68 

action potential, speech perception 69 
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INTRODUCTION 71 

Over 730,000 individuals who are deaf or severely hard-of-hearing have received 72 

a cochlear implant (CI) (National Institute on Deafness and Other Communication 73 

Disorders, 2021). Despite general improvements in auditory perception after receiving a 74 

CI (e.g., Bittencourt et al., 2012; Boisvert et al., 2020; Hey et al., 2020; Rasmussen et al., 75 

2022), there remains large variability in speech recognition performance among CI 76 

patients (e.g., Holden et al., 2013; Blamey et al., 2013; Goudey et al., 2021). While some 77 

CI patients can converse without lip-reading, others can only perceive environmental 78 

sounds (e.g., Gifford et al., 2008; Holden et al., 2013; Han et al., 2019). Identifying factors 79 

accounting for the observed speech perception variability among CI users has been a 80 

highly active area of research (e.g., Blamey et al., 1996, 2013; Lazard et al., 2012; Holden 81 

et al., 2013, 2016; Kaandorp et al., 2017; James et al., 2019; Zhao et al., 2020; Goudey 82 

et al., 2021; Heutink et al., 2021). In general, better speech perception outcomes for CI 83 

users have been associated with shorter duration of deafness (Lazard et al., 2012; 84 

Blamey et al., 1996, 2013; Zhao et al., 2020; Bernhard et al., 2021; Goudey et al., 2021), 85 

better residual hearing before CI (Lazard et al., 2012; Blamey et al., 2013; Boisvert et al., 86 

2020; Zhao et al., 2020; Goudey et al., 2021), closer electrode-to-neuron distance (Finley 87 

et al., 2008; Holden et al., 2013, 2016; Heutnik et al., 2021), right-ear implantation 88 

(Kraaijenga et al., 2018; Liang et al., 2020; Goudey et al., 2021), and better cognitive 89 

function (Holden et al., 2013; Kaandorp et al., 2017; Mussoi & Brown, 2019). However, 90 

factors investigated in these studies can only explain approximately 10-40% of the 91 

variance in speech perception scores among CI users (Blamey et al., 1996, 2013; Lazard 92 

et al., 2012; Holden et al., 2013; James et al., 2019; Zhao et al., 2020; Goudey et al., 93 
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2021). Therefore, further studies to identify additional key factors accounting for the 94 

speech perception variability among CI users are urgently needed. 95 

CIs provide auditory information to implanted patients by converting acoustic 96 

signals into sequences of electrical pulses (i.e., pulse trains) that stimulate nearby 97 

auditory nerve (AN) fibers. Subsequently, AN fibers transmit the information to higher-98 

level neural structures for further processing and interpretation. Theoretically, how well 99 

electrical stimulation is encoded and processed by the AN should be an important factor 100 

for speech perception outcomes in CI users. Results reported in the auditory literature 101 

support this theory. Specifically, results of previously published studies suggest that the 102 

presence of AN response to electrical stimulation (i.e., the presence of the electrically 103 

evoked compound action potential, eCAP), faster recovery from refractoriness, and faster 104 

growth of eCAP amplitudes with increasing stimulation level are associated with better 105 

speech perception in CI users (for a review, see van Eijl et al., 2017). More recently, it 106 

has been shown that better speech perception outcomes are associated with higher 107 

effectiveness of the CI electrodes in stimulating the targeted AN fibers (i.e., electrode-to-108 

neuron interface, ENI, Bierer, 2010; Skidmore et al., 2021; Arjmandi et al., 2022), and 109 

faster recovery from neural adaptation (NA) induced by prior stimulation (He et al., 110 

2022c). Based on these promising results, we took a bottom-up approach in this study to 111 

determine/identify peripheral factors that are important for speech perception outcomes 112 

in CI users.   113 

In this study, electrophysiological measures of the eCAP were used to assess the 114 

quality of the ENI and several aspects of temporal responsiveness of the AN to electrical 115 

stimulation. The eCAP is a neural response that is generated by a population of AN fibers 116 
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responding synchronously to electrical stimulation (He et al., 2017). Like the ENI, eCAP 117 

measures in response to single-pulse and paired-pulse stimulation are affected by 118 

electrode position, intracochlear resistance, and the density of AN fibers (e.g., Eisen & 119 

Franck, 2004; Shepherd et al., 2004; Brown et al., 2010; Ramekers et al., 2014; Schvartz-120 

Leyzac & Pfingst, 2016; Pfingst et al., 2015, 2017; He et al., 2018; Schvartz-Leyzac et 121 

al., 2020). Therefore, eCAPs measured in response to single-pulse and paired-pulse 122 

stimulation can be considered as a functional readout for the quality of the ENI (Skidmore 123 

et al., 2022a). The temporal response properties of the AN evaluated in this study 124 

included NA and recovery from NA (i.e., adaptation recovery, AR) induced by trains of 125 

biphasic pulses with constant amplitudes (e.g., Wilson et al., 1997; Hay-McCutcheon et 126 

al., 2005; Hughes et al., 2012; Zhang et al., 2013; Ramekers et al., 2015; He et al., 2016; 127 

Mussoi & Brown, 2019; He et al., 2022a, b, c, d) and the sensitivity to sinusoidal amplitude 128 

modulation (AM) cues implemented in the pulse-train stimulation (Nourski et al., 2007; 129 

Tejani et al., 2017; Riggs et al., 2021). NA and AR of the AN were selected as measures 130 

of interest because of their essential roles in accurately encoding speech sounds 131 

(Delgutte, 1980; Johnson, 1980; Delgutte & Kiang, 1984). AN sensitivity to AM cues was 132 

selected as a measure of interest because temporal cues are particularly important for 133 

speech perception in CI users and they are encoded in the AM of pulse trains delivered 134 

by the CI (Wilson et al., 1991). 135 

The relationship between speech perception outcomes and each of these eCAP 136 

parameters has been evaluated in different studies. For example, Skidmore et al. (2021) 137 

assessed the correlation between the quality of the ENI, as quantified by the ENI index 138 

estimated based on eCAP results, and Consonant-Nucleus-Consonant (CNC) word 139 
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(Peterson & Lehiste, 1962) and AzBio sentence (Spahr et al., 2012) scores measured in 140 

quiet in post-lingually deafened adult CI users. Their results showed a significant, positive 141 

correlation between the ENI index and CNC word and AziBio sentence scores. He et al. 142 

(2022c) investigated the effects of NA and AR of the AN on CNC word scores measured 143 

in quiet and in noise at a signal-to-noise ratio (SNR) of +10 dB in post-lingually deafened 144 

adult CI users. Their results showed a nonsignificant relationship between NA of the AN 145 

and CNC word scores measured in both conditions. This null finding is consistent with the 146 

nonsignificant results reported by Zhang et al. (2013). The speed of AR was found to 147 

account for 14.1% of the variability in CNC word scores measured in quiet and 16.7% of 148 

the variability in CNC word scores measured in noise with a SNR of +10 dB. This 149 

significant finding was not consistent with the results reported by Mussoi & Brown (2019). 150 

However, it should be pointed out that AR of the AN was only evaluated at one electrode 151 

location for each participant in Mussoi & Brown (2019). Results of a recent study showed 152 

that correlating eCAP parameters measured at one electrode location with speech scores 153 

can lead to inaccurate conclusions (He et al., 2022d). In addition, the speed of AR was 154 

quantified using different methods in these two studies. These methodological differences 155 

might account for the inconsistent results reported in Mussoi & Brown (2019) and He et 156 

al. (2022c). Finally, He et al. (2022d) evaluated the association between AN sensitivity to 157 

AM cues and CNC word scores measured in quiet and in noise at a SNR of +10 dB. Their 158 

results revealed a nonsignificant relationship between these measures.  159 

Even though the results of these previous studies are informative and make a 160 

scientific contribution to the literature, they have two limitations. First, none of these 161 

studies measured all these important eCAP parameters and speech perception scores in 162 
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the same group of study participants. As a result, no study has included these eCAP 163 

parameters in a multiple regression model to predict speech perception scores. Rather, 164 

most studies cited above reported bivariate correlations between a single eCAP measure 165 

and a speech perception score. These correlation analyses do not account for other 166 

eCAP parameters that may explain some of the same variance in speech perception 167 

scores. Therefore, the results from correlation analyses may not reflect the unique 168 

explanatory power of individual eCAP parameters. Consequently, the results of these 169 

studies do not provide conclusive information about which eCAP parameters have the 170 

greatest predictive power for speech perception outcomes in CI patients. In addition, 171 

speech perception tests implemented in these studies are not representative of current 172 

audiological practice for CI patients. Specifically, both CNC word lists and AzBio sentence 173 

lists are recommended as speech perception tests for assessing clinical outcomes in 174 

adult CI users (American Academy of Audiology, 2019). In addition, assessing speech 175 

perception performance in both quiet and in noise testing conditions is recommended 176 

(Adunka et al., 2018). The noise conditions with SNRs of +10 and +5 dB are most 177 

commonly used in clinical practice for CIs (Carlson et al., 2018). Previous studies either 178 

tested speech perception performance only in quiet (Zhang et al., 2013; Skidmore et al., 179 

2021), using another speech test (Mussoi & Brown, 2019), or did not include the noise 180 

condition with a SNR of +5 dB (He et al., 2022a, c, d). These caveats limit the clinical 181 

application of these previously reported results.  182 

There are some pieces of evidence suggesting that the importance of faithful 183 

neural encoding of auditory information at the AN to speech perception may increase as 184 

the listening condition becomes more challenging. For example, competing background 185 
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noise has a much larger, negative effect on speech perception performance in patients 186 

with auditory neuropathy spectrum disorder, a disorder characterized by dyssynchrony in 187 

AN fiber activity, than in patients with typical sensorineural hearing loss (Starr et al., 1998; 188 

Kraus et al., 2000; Shallop, 2002; Zeng & Liu, 2006; Rance et al., 2007; Berlin et al., 189 

2010; Walker et al., 2016). Improving neural synchrony in AN fiber activity using electrical 190 

stimulation of a CI could reduce the difference in the magnitude of the noise effect on 191 

speech perception performance between these two patient populations (for reviews, see 192 

Myers & Nicholson, 2021; Bo et al., 2022). Second, the speed of AR of the AN accounted 193 

for more variability in CNC word scores measured at +10 dB SNR than measured in quiet 194 

(He et al., 2022c). Unfortunately, these interesting results do not provide conclusive 195 

information about the relative importance of AN responsiveness to electrical stimulation 196 

to speech perception outcomes in different listening conditions or which AN response 197 

properties are more important for listening in challenging conditions than other properties. 198 

There is a scientific and clinical need to address these two knowledge gaps.  199 

To address the study limitations and knowledge gaps described above, this study 200 

evaluated the association between six eCAP parameters and speech perception scores 201 

(CNC words and AzBio sentences) measured in quiet and in noise at SNRs of +10 and 202 

+5 dB in post-lingually deafened adult CI users. The primary objective of this study was 203 

to identify eCAP parameters that were important predictors for CI speech perception 204 

outcomes. We hypothesized that how well the AN encodes and processes electrical 205 

stimulation is more important for understanding speech in increased challenging listening 206 

conditions. It was expected that the amount of variance in speech perception scores 207 

explained by the eCAP parameters (i.e., R2s of the predictive models) would be increased 208 
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as the listening conditions became more challenging due to higher levels of competing 209 

background noise. 210 

MATERIALS AND METHODS 211 

Study Participants 212 

Study participants included 24 post-lingually deafened adult CI users. All 213 

participants were implanted with a Cochlear™ Nucleus® device (Cochlear Ltd., Sydney, 214 

NSW, Australia) with a full electrode insertion. Only one ear was tested for each 215 

participant. For bilateral CI users, the test ear was selected pseudo-randomly. Written 216 

informed consent was obtained from all study participants at the time of data collection. 217 

The study was approved by the Biomedical Institutional Review Board (IRB) at The Ohio 218 

State University (IRB study #: 2017H0131). 219 

eCAP Measurements and Parameters 220 

The procedures for obtaining the eCAP were the same as those used in our recent 221 

studies (Skidmore et al., 2021; Riggs et al., 2021; He et al., 2022a, b). All eCAPs were 222 

obtained using the Advanced Neural Response Telemetry function via the Custom Sound 223 

EP (v. 5.1 or 6.0) software interface (Cochlear Ltd, Sydney, NSW, Australia). The stimulus 224 

consisted of one or more symmetric, cathodic-leading, biphasic pulses with an interphase 225 

gap of 7 µs and a pulse phase duration of 25 µs/phase.  For measuring NA and AR of the 226 

AN, the stimulus was a 100-ms pulse train with a pulse rate of 900 pulses per second 227 

(pps) per channel. For measuring AN sensitivity to AM cues, the stimulus was a 200-ms 228 

pulse train with a carrier rate of 2000 pps that was sinusoidally amplitude modulated at 229 

20 Hz with a modulation depth of 100%. All stimuli were presented in a monopolar-230 
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coupled stimulation mode to individual CI electrodes via an N6 sound processor 231 

connected to a programming pod. 232 

The ENI index  233 

The ENI index is a number between 0 and 100 that represents the overall quality 234 

of the ENI, where larger numbers represent better ENIs. The ENI index was calculated 235 

for each participant using the model created by Skidmore et al. (2021). Briefly, the ENI 236 

index was a compound metric composed of four parameters derived from eCAPs evoked 237 

by single-pulse and paired-pulse stimulation. The four parameters included the lowest 238 

stimulation level that evoked an eCAP (i.e., the eCAP threshold), the slope of the eCAP 239 

amplitude growth function, the latency of the first negative peak (i.e., N1 latency) in the 240 

recorded waveform with the largest eCAP amplitude, and the absolute refractory period 241 

estimated from the eCAP refractory recovery function. Each of the four parameters was 242 

recorded at three electrode locations along the electrode array. These twelve measures 243 

(4 parameters x 3 electrode locations) were inputs into the model that was created using 244 

linear regression with elastic net regularization to produce the ENI index. Additional 245 

details regarding the ENI index (originally called the cochlear nerve index), including a 246 

detailed description of its development, are contained in Skidmore et al. (2021). 247 

Neural adaptation of the AN 248 

Details of using eCAPs measures to assess NA of the AN have been reported in 249 

He et al. (2022a). Briefly, eCAPs evoked by pulses 1-8, 40-45, and 85-89 in a 100-ms 250 

pulse-train stimulus were recorded. Smaller eCAP amplitudes were evoked by the pulses 251 

toward the end of the pulse train due to the AN fibers gradually adapting to the constant-252 

amplitude stimulus. 253 
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The NA ratio 254 

The NA ratio is a measure of the amount of NA that occurs in response to a train 255 

of constant amplitude pulses, with smaller NA ratios indicating greater NA. The NA ratio 256 

was calculated at individual electrode locations by averaging normalized amplitudes (re: 257 

the eCAP amplitude evoked by a single pulse stimulus presented at the same stimulation 258 

level) of eCAPs evoked by pulses 1-8, 40-45, and 85-89. The NA ratio was calculated 259 

based on eCAP results measured at four electrode locations along the electrode array, 260 

and then averaged together to create one measure for each participant in this study.  261 

NA speed 262 

 NA speed was estimated using a two-parameter power law function in the form of 263 

y = α(x + 1)β1 + (1 − α)(x + 1)β2              (1) 264 

where y represented the normalized eCAP amplitude (re: the eCAP amplitude evoked by 265 

a single pulse) evoked by the last pulse of a pulse-train of duration x. β1 and β2 266 

represented the time constant of NA occurring within the first 8-ms of stimulation (i.e., 267 

short phase) and between 8 and 100 ms of stimulation (i.e., long phase), respectively. α 268 

indicated the relative contribution of the short phase and the long phase to the overall fit 269 

of the function. For this study, NA speed was calculated by averaging the absolute values 270 

of β1 estimated at four electrode locations along the electrode array. Larger values of the 271 

averaged absolute values of β1 indicated faster NA. 272 

Neural Adaptation Recovery of the AN 273 

Details of using eCAPs measures to assess the amount and the speed of AR are 274 

reported in He et al. (2022b). Briefly, eCAPs evoked by the probe pulse presented at 275 
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1.054, 2, 4, 8, 16, 32, 64, 128 and 256 ms after the offset of the last pulse of the masker 276 

pulse-train were recorded. As the masker-probe-interval (MPI) increased, AN fibers 277 

gradually recovered from the NA induced by the pulse-train masker, which resulted in 278 

gradually increased eCAP amplitudes at longer MPIs.  279 

The AR ratio 280 

The AR ratio quantifies the amount of recovery from NA induced by a constant-281 

amplitude pulse-train. Larger AR ratios indicate greater recovery from NA. The AR ratio 282 

was calculated by dividing the amplitude of the eCAP to the probe pulse presented after 283 

256 ms of the end of the pulse-train stimulation (i.e., MPI = 256 ms) by the eCAP 284 

amplitude evoked by a single-pulse stimulus presented at the same stimulation level. In 285 

this study, the AR ratio was calculated at four electrode locations along the electrode 286 

array, and then averaged together to create one measure for each participant.  287 

AR speed 288 

AR speed was estimated using a mathematical model with up to three exponential 289 

components in the form of  290 

A(t) = 1 − A1e−�
t
τ1
� + A2e−�

t
τ2
� − A3e−�

t
τ3
�            (2) 291 

where A(t) represented the normalized eCAP amplitude (re: the eCAP amplitude evoked 292 

by a single pulse) evoked by the probe pulse at an MPI of t. A1, A2 and A3 were fitting 293 

coefficients and τ1, τ2 and τ3 were the time constants for early enhancement, slow decay, 294 

and adaptation recovery, respectively. Detailed descriptions and explanations of these 295 

three phases have been reported in He et al. (2022b). For this study, AR speed was 296 

calculated by averaging the values of τ3 estimated at four electrode locations along the 297 
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electrode array. Larger averaged τ3s indicated slower recovery from NA. 298 

The AM ratio 299 

The AM ratio is a measure of AN sensitivity to AM cues, with larger AM ratios 300 

indicating greater AN sensitivity to AM cues. The AM ratio was calculated using the same 301 

procedures as detailed in Riggs et al. (2021). Briefly, eCAPs evoked by twenty pulses 302 

within the last two cycles of an AM pulse train were measured. eCAPs evoked by single 303 

pulses with probe levels corresponding to the stimulation levels of the twenty pulses of 304 

the AM pulse train were also measured. The AM ratio was then calculated at individual 305 

electrode locations as the ratio of the difference in the maximum and the minimum eCAP 306 

amplitude measured for the AM pulse train stimulus and the difference in the maximum 307 

and the minimum eCAP amplitude measured for the single pulse stimulus. The AM ratio 308 

was calculated at seven electrode locations along the electrode array, and then averaged 309 

together to create one measure for each participant in this study. 310 

Speech Measures 311 

Speech perception performance was evaluated using CNC word (Peterson & 312 

Lehiste, 1962) and AzBio sentence (Spahr et al., 2012) lists presented in quiet and in two 313 

noise conditions. All auditory stimuli were presented in a sound-proof booth via a speaker 314 

placed one meter in front of the participant at zero degrees azimuth. The target stimulus 315 

was always presented at 60 dB(A) sound pressure level (SPL). For the noise conditions, 316 

speech-shaped noise was presented concurrently with the target stimulus at 50 dB(A) 317 

SPL or 55 dB(A) SPL (i.e., SNR of +10 dB or +5 dB, respectively).  318 

Statistical Analyses 319 
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 For each speech perception test result measured in each listening condition, three 320 

types of predictive models were created. First, six individual models were created by 321 

using simple linear regression with each eCAP parameter as the only predictor to identify 322 

the bivariate relationships between each eCAP parameter and each speech measure. 323 

The R2 for each individual model indicated the variance in speech scores explained by 324 

that parameter without adjusting for the other eCAP parameters. Second, a complete 325 

model was created using multiple linear regression with all six eCAP parameters as 326 

predictors. The R2 for the complete model quantified the contribution of AN 327 

responsiveness to speech perception scores by indicating the variance in speech scores 328 

explained by all six eCAP parameters together. Third, a reduced model was created by 329 

including only the eCAP parameters that explained sufficient and unique variance in 330 

speech perception scores as predictors in the multiple linear regression analysis. All 331 

possible combinations of the eCAP parameters were evaluated and the combination of 332 

eCAP parameters with the lowest Akaike Information Criterion (Akaike, 1974) was 333 

selected as the reduced model. The R2 for the reduced model indicated the variance in 334 

speech scores explained by the eCAP parameters selected in the model. The 335 

assumptions of regression analyses were evaluated by examining the residuals of all 336 

models created in this study and no violations were detected. All statistical modeling was 337 

performed using R v. 4.2 (R Core Team, 2022) with a 0.05 level of significance. 338 

RESULTS 339 

 Results of CNC word tests and AzBio sentence tests as a function of six eCAP 340 

parameters for each of the three listening conditions are shown in Figure 1 and Figure 2, 341 

respectively. Overall, speech perception performance decreased with increasing level of 342 
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competing background noise. Additionally, visual inspection of these figures revealed 343 

substantial variations in the bivariate relationship between each eCAP parameter and 344 

each speech test result. 345 

Insert Figure 1 about here 346 

Insert Figure 2 about here 347 

Individual Models 348 

 The results of each individual model assessing the bivariate relationship between 349 

an individual eCAP parameter and a speech test result clearly indicated that there were 350 

no significant relationships between any of the eCAP parameters and CNC word scores 351 

measured in quiet or in +10 dB SNR noise (see Table A1). However, the ENI index and 352 

AR speed were significantly related with CNC word scores measured in +5 dB SNR noise 353 

(ENI index: β = 1.06, t = 2.12, p = 0.046, R2 = 0.17); AR speed: β = -0.56, t = -3.06, p = 354 

0.006, R2 = 0.30). For AzBio sentences (see Table A2), AR speed was the only eCAP 355 

parameter that was significantly related with scores measured in quiet (β = -0.33, t = -356 

2.08, p = 0.049, R2 = 0.16), and the ENI index was the only eCAP parameter significantly 357 

related with scores measured in both noise conditions (+10 dB SNR: β = 1.96, t = 2.98, p 358 

= 0.007, R2 = 0.29; +5 dB SNR: β = 1.44, t = 3.11, p = 0.005, R2 = 0.31). For all significant 359 

relationships, better speech performance was associated with better quality of the ENI 360 

(i.e., larger ENI indices) and faster AR (i.e., smaller values of AR speed).  361 

Complete Models 362 

 The results of the complete models revealed that the variance in scores on each 363 

speech test explained by the eCAP parameters increased with increased difficulty in the 364 

listening condition (see Table B1 and Table B2). In the most difficult listening condition 365 
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(i.e., +5 dB SNR), the eCAP parameters explained over half of the variance in both CNC 366 

word scores (R2 = 0.57) and AzBio sentence scores (R2 = 0.51). 367 

Reduced Models 368 

 The results of each reduced model that only included the eCAP parameters that 369 

contributed unique power to predicting CNC word scores and AzBio sentence scores are 370 

provided in Table 1 and Table 2, respectively. As shown in the tables, the ENI index was 371 

the only eCAP parameter that was selected in each of the six reduced models. Therefore, 372 

the ENI index contributed unique predictive power for each of the six speech test results 373 

that was independent of the other eCAP parameters. Along with the ENI index, NA speed 374 

and AR speed were selected in both reduced models for speech scores measured in +5 375 

dB SNR noise. In this noise condition, these three eCAP parameters explained 53% and 376 

51% of the variance in CNC word scores and AzBio sentence scores, respectively. Also, 377 

the R2 values of the reduced models increased with increased difficulty in the listening 378 

condition. 379 

Insert Table 1 about here 380 

Insert Table 2 about here 381 

Summary of Study Results 382 

The ENI index and AR speed were the only two eCAP parameters that had 383 

statistically significant bivariate relationships with speech perception scores measured in 384 

this study. The amount of variance in speech scores (both CNC words and AzBio 385 

sentences) explained by the eCAP parameters increased with increased levels of 386 

competing background noise. The ENI index was the only eCAP parameter that was 387 
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selected in each of the six reduced models. Over half of the variance in speech scores 388 

(both CNC words and AzBio sentences) measured in +5 dB SNR noise was explained by 389 

only three eCAP parameters: the ENI index, NA speed, and AR speed. These main 390 

findings from all the statistical models created in this study are provided in Table 3. 391 

Insert Table 3 about here 392 

DISCUSSION  393 

Comparison of eCAP Parameters 394 

The primary objective of this study was to identify eCAP parameters that were 395 

important predictors for speech perception scores in post-lingually deafened adult CI 396 

users. Overall, the results of this study showed that the ENI index was the most sensitive 397 

predictor of speech perception scores in this patient population. This was most clearly 398 

shown by the result of the ENI index being the only eCAP parameter selected in all 399 

reduced models. This suggested that the ENI index contributed explanatory power to the 400 

predictive capability of all the models that was independent of the other eCAP 401 

parameters. Additionally, the ENI index had a significant bivariate relationship with three 402 

of the speech test results, which was more than any other eCAP parameter. This result 403 

demonstrating the value of the ENI index in predicting speech perception scores is 404 

generally consistent with what has been reported in the literature. Specifically, better 405 

speech perception outcomes have been reported in CI users with higher quality ENI as 406 

estimated by electrode placement (Finley et al., 2008; Heutink et al., 2021), size of the 407 

AN in imaging results (Kang et al., 2010), psychophysical detection thresholds (Garadat 408 

et al., 2013), focused stimulation thresholds (Long et al., 2014), and eCAP measures 409 

(Skidmore et al., 2021). 410 
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While not the most sensitive predictor of speech scores in this study, AR speed 411 

also had meaningful predictive power in the models. This was shown by AR speed being 412 

selected in five of the reduced models and having a significant bivariate relationship with 413 

two of the speech test results. This result is also supported by our recent study in which 414 

we reported a moderate, negative correlation between CNC word scores measured in 415 

quiet and in noise and the speed of AR averaged across multiple electrodes for each 416 

participant (He et al., 2022c).  417 

In contrast to the ENI index and AR speed, the other eCAP parameters (i.e., the 418 

NA ratio, NA speed, the AR ratio and the AM ratio) did not have significant relationships 419 

with any of the speech perception scores measured in this study. These results are 420 

consistent with the null results from other studies (Zhang et al., 2013; He et al., 2022c, 421 

d). Additionally, the NA ratio and the AR ratio were not selected in any of the reduced 422 

models, and the AM ratio was selected in only one reduced model, which suggested that 423 

these eCAP measures did not contribute a meaningful amount of unique information to 424 

the predictive models. However, NA speed was selected in the reduced model for CNC 425 

words measured in +5 dB SNR noise and for AzBio sentences tested at SNRs of +10 and 426 

+5 dB. Therefore, a measure of the speed of NA may provide beneficial, predictive 427 

information for speech perception scores measured in challenging listening conditions, 428 

even if it is not a robust predictor of speech perception scores as an individual predictor. 429 

This is supported by the idea that normal NA of the AN increases the spectral contrast 430 

between successive speech segments and improves the temporal precision of speech 431 

onset cues (Delgutte, 1997), which are particularly important for speech perception in 432 

challenging listening conditions.  433 
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Comparison of Listening Conditions 434 

This study tested the hypothesis that AN responsiveness to electrical stimulation 435 

is especially important for speech perception in challenging listening conditions. The 436 

results of this study are consistent with this hypothesis. Specifically, the variances in 437 

speech perception scores explained by the eCAP parameters all together (i.e., R2s of the 438 

complete models) were higher for speech perception scores measured in noise than in 439 

quiet. Additionally, the R2s of the complete models increased with increased noise for 440 

both word and sentence scores. These results suggest that AN responsiveness to 441 

electrical stimulation is more important for speech perception in noise compared to 442 

speech perception in quiet. We postulate that this phenomenon occurs because less 443 

information from the peripheral auditory system may be needed to understand speech in 444 

quiet than in noise. Consequently, degraded auditory input to the central auditory system 445 

resulting from impaired peripheral encoding would have less detrimental effects on 446 

speech understanding in quiet. However, this postulation has not been verified and 447 

therefore remains as speculation. A future study will evaluate the relative contribution of 448 

peripheral and central factors to speech perception with a CI in quiet and in noise. 449 

Clinical Application and Implication  450 

 Results of this study showed that the ENI index was the most informative predictor 451 

for speech perception performance in post-lingually deafened adult CI users. This finding 452 

generally aligns with the positive relationship between the quality of ENI and speech 453 

perception outcomes reported in CI patients (Finley et al., 2008; Kang et al., 2010; 454 

Garadat et al., 2013; Long et al., 2014; Heutink et al., 2021; Skidmore et al., 2021). As a 455 

result, the ENI index can potentially be used as a biomarker for predicting CI clinical 456 
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outcomes.   457 

 Results of this study also suggest the importance of enhancing the quality of the 458 

ENI for improving speech perception outcomes in CI patients. The quality of the ENI is 459 

negatively impacted by poor AN function (Skidmore et al., 2021), bone and tissue growth 460 

caused by intracochlear surgical trauma (Seyyedi & Nadol, 2014; Kamakura & Nadol, 461 

2016), and large distances between CI electrodes and their target AN fibers (Finley et al., 462 

2008; Heutink et al., 2021). Therefore, technologies/strategies that better preserve the 463 

functional integrity of the AN, reduce surgical trauma and/or improve placement of the 464 

electrode array in the cochlea should lead to enhanced ENI quality, and, therefore, result 465 

in improved CI outcomes. Dexamethasone-eluting electrode arrays and using robotics-466 

assistance to provide a slow, steady electrode insertion during CI surgery are two novel 467 

technologies/strategies along this line that can potentially result in improved CI outcomes.  468 

Study Limitations 469 

One potential limitation of the present study is that only 24 post-lingually deafened 470 

adult participants were included in the study. Therefore, the variance in speech perception 471 

performance explained by the eCAP parameters in this study cannot be assumed to 472 

represent the variance explained in the entire CI patient population. However, the purpose 473 

of this study was to identify the most relevant predictors of speech outcomes for adult CI 474 

users, which was accomplished in this study. A future study will evaluate the variance in 475 

speech perception scores accounted for by the ENI index and AR speed in a large sample 476 

of patients to obtain a more representative estimate of the variance in speech perception 477 

scores explained by these two eCAP parameters. 478 

The other potential limitation of the present study is that exclusively eCAP 479 
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measures were included in the predictive models. Other factors, such as cognition, 480 

etiology of hearing loss, and duration of deafness, have been shown to be correlated with 481 

speech perception outcomes in CI patients (e.g., Lazard et al., 2012; Blamey et al., 2013; 482 

Holden et al., 2013; Kaandorp et al., 2017; Mussoi & Brown, 2019; Zhao et al., 2020; 483 

Bernhard et al., 2021; Goudey et al., 2021). Therefore, including these factors should 484 

improve the ability of a model to predict speech perception scores. However, the objective 485 

of this study was not to create a model that could explain as much variance in speech 486 

perception scores as possible. Rather, the objective was to identify the most relevant 487 

eCAP predictors of speech. These results provided a foundation for future studies that 488 

combine a small subset of eCAP measures (e.g., ENI index and AR speed) with other 489 

factors (e.g., cortical encoding and processing of electrical stimulation, cognitive 490 

measures, etc.) to better understand the contribution of each level of the neural system 491 

to speech perception outcomes in CI patients.  492 

CONCLUSIONS 493 

 The quality of the ENI is the most sensitive predictor of speech perception scores 494 

in post-lingually deafened adult CI users, followed by the speed of recovery from NA. A 495 

predictive model with three eCAP parameters can explain approximately half of the 496 

variance in speech perception scores measured in noise. The responsiveness of the AN 497 

to electrical stimulation considerably impacts speech perception outcomes with a CI, 498 

especially in difficult listening conditions. 499 

  500 
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FIGURE LEGENDS 784 

Figure 1. Results of CNC word tests as a function of six eCAP parameters for three 785 

listening conditions. Each circle represents the result for an individual study participant. 786 

The variance in CNC word scores explained by the eCAP parameter calculated from 787 

simple linear regression is provided in the lower right-hand corner of each panel. 788 

Statistically significant results from the regression analyses are indicated by an asterisk. 789 

CNC, Consonant-Nucleus-Consonant; eCAP, electrically evoked compound action 790 

potential. 791 

Figure 2. Results of AzBio sentence tests as a function of six eCAP parameters for three 792 

listening conditions. Each circle represents the result for an individual study participant. 793 

The variance in AzBio sentence scores explained by the eCAP parameter calculated from 794 

simple linear regression is provided in the lower right-hand corner of each panel. 795 

Statistically significant results from the regression analyses are indicated by an asterisk. 796 

eCAP, electrically evoked compound action potential. 797 
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TABLE 1. Results of statistical models that only included eCAP parameters that 799 
contributed unique predictive power to explaining variance in CNC word scores 800 
measured in three listening conditions. eCAP, electrically evoked compound action 801 
potential; CNC, Consonant-Nucleus-Consonant; SNR, signal-to-noise ratio; ENI, 802 
electrode neuron interface; NA, neural adaptation; AR, adaptation recovery; AM, 803 
amplitude modulation. 804 

 805 

  806 

 

Listening 
condition 

eCAP 
parameter β value T value P value R2 

Quiet 
    0.20 
ENI index 0.68 1.45 0.161  
AR speed -0.33 -1.79 0.087  

+10 dB SNR 

    0.29 
ENI index 0.68 1.67 0.111  
AR speed -0.30 -1.87 0.077  
AM ratio -30.21 -1.35 0.193  

+5 dB SNR 

    0.53 
ENI index 1.18 2.92 0.008  
NA speed 0.30 1.62 0.122  
AR speed -0.53 -3.41 0.003  
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TABLE 2. Results of statistical models that only included eCAP parameters that 807 
contributed unique predictive power to explaining variance in AzBio sentence scores 808 
measured in three listening conditions. eCAP, electrically evoked compound action 809 
potential; SNR, signal-to-noise ratio; ENI, electrode neuron interface; NA, neural 810 
adaptation; AR, adaptation recovery; AM, amplitude modulation. 811 
 812 

  813 

 

Listening 
condition 

eCAP 
parameter β value T value P value R2 

Quiet 
    0.26 
ENI index 0.66 1.69 0.105  
AR speed -0.33 -2.17 0.042  

+10 dB SNR 
    0.38 
ENI index 2.15 3.39 0.003  
NA speed 0.53 1.81 0.084  

+5 dB SNR 

    0.51 
ENI index 1.57 3.79 0.001  
NA speed 0.36 1.86 0.078  
AR speed -0.32 -2.01 0.059  
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TABLE 3. Summary of results from all statistical models in this study. eCAP, electrically 814 
evoked compound action potential; CNC, Consonant-Nucleus-Consonant; SNR, signal-815 
to-noise ratio; ENI, electrode neuron interface; NA, neural adaptation; AR, adaptation 816 
recovery; AM, amplitude modulation. 817 
 818 

819 

 

Speech test Listening 
condition 

Statistically significant 
eCAP parameters in 

individual models 

R2 of 
complete 

model 

eCAP parameters 
selected in 

reduced model 

R2 of 
reduced 
model 

CNC words Quiet - 0.29 ENI index 
AR speed 0.20 

CNC words +10 dB SNR - 0.33 
ENI index 
AR speed 
AM ratio 

0.29 

CNC words +5 dB SNR ENI index 
AR speed 0.57 

ENI index 
NA speed 
AR speed 

0.53 

AzBio sentences Quiet AR speed 0.36 ENI index 
AR speed 0.26 

AzBio sentences +10 dB SNR ENI index 0.42 ENI index 
NA speed 0.38 

AzBio sentences +5 dB SNR ENI index 0.51 
ENI index 
NA speed 
AR speed 

0.51 
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TABLE A1. Results of statistical models assessing the bivariate relationships between 820 
eCAP parameters and CNC word scores measured in three listening conditions. 821 
Statistically significant results are indicated with bold text. eCAP, electrically evoked 822 
compound action potential; CNC, Consonant-Nucleus-Consonant; SNR, signal-to-noise 823 
ratio; ENI, electrode neuron interface; NA, neural adaptation; AR, adaptation recovery; 824 
AM, amplitude modulation. 825 
 826 

 827 
 828 

 829 

 830 

 831 

 832 

 833 

 834 

 

Listening 
condition 

eCAP 
parameter β value T value P value R2 

Quiet 

ENI index 0.68 1.38 0.182 0.08 
NA ratio 4.67 0.16 0.872 0.00 
NA speed 0.23 0.99 0.331 0.04 
AR ratio -9.83 -0.31 0.760 0.00 
AR speed -0.33 -1.75 0.095 0.12 
AM ratio -19.57 -0.70 0.490 0.02 

+10 dB SNR 

ENI index 0.73 1.72 0.100 0.12 
NA ratio -3.79 -0.15 0.883 0.00 
NA speed 0.21 0.99 0.332 0.04 
AR ratio 4.93 0.18 0.863 0.00 
AR speed -0.27 -1.58 0.127 0.10 
AM ratio -19.57 -0.70 0.490 0.02 

+5 dB SNR 

ENI index 1.06 2.12 0.046 0.17 
NA ratio 5.07 0.16 0.871 0.00 
NA speed 0.27 1.08 0.290 0.05 
AR ratio 16.04 0.47 0.642 0.01 
AR speed -0.56 -3.06 0.006 0.30 
AM ratio -26.14 -0.88 0.388 0.03 
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TABLE A2. Results of statistical models assessing the bivariate relationships between 835 
eCAP parameters and AzBio sentence scores measured in three listening conditions. 836 
Statistically significant results are indicated with bold text. eCAP, electrically evoked 837 
compound action potential; SNR, signal-to-noise ratio; ENI, electrode neuron interface; 838 
NA, neural adaptation; AR, adaptation recovery; AM, amplitude modulation. 839 
 840 

 841 

 842 

 843 

 844 

 845 

 846 

 847 

 848 

 

Listening 
condition 

eCAP 
parameter β value T value P value R2 

Quiet 

ENI index 0.66 1.56 0.133 0.10 
NA ratio 32.77 1.37 0.183 0.08 
NA speed 0.20 0.99 0.332 0.04 
AR ratio 6.22 0.23 0.823 0.00 
AR speed -0.33 -2.08 0.049 0.16 
AM ratio 13.83 0.57 0.572 0.01 

+10 dB SNR 

ENI index 1.96 2.98 0.007 0.29 
NA ratio 35.76 0.83 0.413 0.03 
NA speed 0.37 1.05 0.306 0.05 
AR ratio -33.63 -0.71 0.488 0.02 
AR speed -0.20 -0.67 0.512 0.02 
AM ratio -10.49 -0.25 0.807 0.00 

+5 dB SNR 

ENI index 1.44 3.11 0.005 0.31 
NA ratio 24.52 0.80 0.433 0.03 
NA speed 0.28 1.09 0.287 0.05 
AR ratio 4.67 0.14 0.894 0.00 
AR speed -0.35 -1.70 0.103 0.12 
AM ratio -9.04 -0.30 0.769 0.00 
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TABLE B1. Results of statistical models assessing the variance in CNC word scores 849 
measured in three listening conditions that was explained by six eCAP parameters. 850 
eCAP, electrically evoked compound action potential; CNC, Consonant-Nucleus-851 
Consonant; SNR, signal-to-noise ratio; ENI, electrode neuron interface; NA, neural 852 
adaptation; AR, adaptation recovery; AM, amplitude modulation. 853 
 854 

 855 

 856 

 857 

 858 

 859 

 860 

 861 

 

Listening 
condition 

eCAP 
parameter β value T value P value R2 

Quiet 

    0.29 
ENI index 0.67 1.19 .252  
NA ratio 4.99 0.14 .888  
NA speed 0.24 1.00 .330  
AR ratio -20.04 -0.61 .551  
AR speed -0.37 -1.79 .091  
AM ratio -19.56 -0.60 .554  

+10 dB SNR 

    0.33 
ENI index 0.81 1.68 0.111  
NA ratio -6.93 -0.23 0.819  
NA speed 0.22 1.08 0.294  
AR ratio 3.31 0.12 0.908  
AR speed -0.27 -1.54 0.141  
AM ratio -24.53 -0.88 0.389  

+5 dB SNR 

    0.57 
ENI index 1.15 2.43 0.026  
NA ratio -4.29 -0.15 0.885  
NA speed 0.28 1.42 0.173  
AR ratio 2.84 0.10 0.919  
AR speed -0.56 -3.24 0.005  
AM ratio -26.16 -0.97 0.348  
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TABLE B2. Results of statistical models assessing the variance in AzBio sentence 862 
scores measured in three listening conditions that was explained by six eCAP 863 
parameters. eCAP, electrically evoked compound action potential; SNR, signal-to-noise 864 
ratio; ENI, electrode neuron interface; NA, neural adaptation; AR, adaptation recovery; 865 
AM, amplitude modulation. 866 
 867 

 868 

 

Listening 
condition 

eCAP 
parameter β value T value P value R2 

Quiet 

    0.36 
ENI index 0.61 1.31 0.206  
NA ratio 21.28 0.74 0.468  
NA speed 0.23 1.20 0.247  
AR ratio -10.43 -0.39 0.705  
AR speed -0.32 -1.91 0.073  
AM ratio 5.43 0.20 0.841  

+10 dB SNR 

    0.42 
ENI index 2.08 2.69 0.016  
NA ratio 3.85 0.08 0.937  
NA speed 0.511 1.59 0.131  
AR ratio -33.87 -0.75 0.463  
AR speed -0.22 -0.79 0.441  
AM ratio 5.59 0.13 0.901  

+5 dB SNR 

    0.51 
ENI index 1.58 3.11 0.006  
NA ratio -1.46 -0.05 0.963  
NA speed 0.36 1.69 0.109  
AR ratio -0.86 -0.03 0.977  
AR speed -0.33 -1.77 0.094  
AM ratio -2.24 -0.08 0.940  
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