
 Abstract—Candida auris is a multidrug-resistant yeast that 
presents global health threat for the hospitalized patients. Early 
diagnostic of C. auris is crucial in control, prevention, and 
treatment. Candida auris is difficult to identify with standard 
laboratory methods and often can be misidentified leading to 
inappropriate management. A newly-devised real-time PCR 
assay played an important role in the ongoing investigation of 
the C. auris outbreak in New York metropolitan area. The assay 
can rapidly detect C. auris DNA in surveillance and clinical 
samples with high sensitivity and specificity, and also useful for 
confirmation of C. auris cultures. Despite its positive impact, 
the real-time PCR assay is difficult to deploy at frontline 
laboratories due to high-complexity set-up and operation. Using 
a low-cost handheld real-time PCR device, we show that the C. 
auris can potentially be identified in a low-complexity assay 
without the need for high-cost equipment. An implementation 
of low-cost real-time PCR device in hospitals and healthcare 
facilities is likely to accelerate the diagnosis of C. auris and for 
control of the global epidemic. 

I. INTRODUCTION 

Candida auris is an emerging multidrug-resistant yeast, 
which presents a serious global health threat. The largest, 
localized, uninterrupted C. auris outbreak in the US healthcare 
facilities continues to afflict the New York metro areas (2013-
2019) [1], [2]. The New York State Department of Health 
(NYSDOH) Mycology Laboratory has been serving a crucial 
role in developing rapid, and high-throughput assays that are 
sensitive and specific to C. auris, and in processing over 20,000 
clinical samples in the state for diagnosis and surveillance 
purposes [3], [4]. Diagnosing C. auris infections in the early 
stage is crucial in the administration of empirical antifungal 
therapy and the implementation of infection control measures. 
Many early-stage diagnostic devices have been developed in 
recent years to detect various pathogens including C. auris with 
improved sensitivity and cheaper devices [5]–[10], but they fail 
to improve the medical logistical system for early diagnostics, 
due to the labor-intensive sample preparation process  [8], [11]–
[16]. 
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Wadsworth Center NYSDOH’s Candida auris LDT, 
standard operating procedures, and validation results were 
shared extensively with NY clinical laboratories, Centers for 
Disease Control, and other public health laboratories. Several 
publications have described other approaches for real-time PCR 
confirmation of C. auris [17]–[19].  However, the adoption of 
LDT technologies is progressing slowly while the affected 
facilities and sample numbers continue to grow. In response, 
the US Food and Drug Administration (FDA) permitted 
marketing for a new use of the BRUKER MALDI Biotyper CA 
system for C. auris isolates [20]. However, isolates are not 
available early in the clinical and epidemiological 
investigations. The scope and complexity of this outbreak 
requires most hospital laboratories to perform a C. auris PCR 
screening test for faster implementation of the infection 
prevention measures, while more complex testing for fungal 
culture, antifungal testing, and genotyping continues at the 
reference laboratories.  

The Centers for Disease Control and Prevention (CDC) 
recommends using real-time PCR for the identification of C. 
auris to obtain a diagnosis and to determine the proper 
treatment [21]. Real-time PCR diagnostic tests are especially 
attractive as they reveal both the presence and quantity of the 
pathogen with high sensitivity and specificity with rapid 
turnaround. However, the implementation of real-time PCR is 
challenging for many frontline laboratories due to the process’ 
complexities and high cost (>$30,000), and thus is only located 
in a centralized laboratory. These barriers are especially 
prohibitive for the point-of-care diagnostics of infectious 
diseases. Therefore, the integration of efficiency, portability, 
and effectiveness has been identified as a key priority for the 
development of novel, point-of-care devices. Alternative 
techniques with a more accessible nature, such as rapid 
diagnostic tests (RDT), are often used to make a diagnosis at 
the cost of inaccuracy. The real-time PCR method is a robust 
and reliable technique that amplifies the target DNA sequence 
while monitoring a signal originating from intercalating probes 
to quantify the amount of DNA being amplified. Real-time PCR 
can be performed with custom-designed primers to provide a 
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highly specific diagnosis by amplifying a specific sequence of 
DNA. This enables multiplexed detection with the capability of 
differentiating various types of Candida to coordinate proper 
treatment.  

II. POINT-OF-CARE REAL-TIME PCR DEVICE 

The high cost of real-time PCR machines has limited their 
accessibility to a centralized laboratory resulting in a long 
turnaround for diagnostics. We recently developed a set of 3D 
manufacturing methods for fabrication of a portable real-time 
PCR device [22] (Fig. 1a-c). The key advantage of this 
approach is the ability to upload the digital format of the design 
files to the internet for wide distribution, which people at any 
location can simply download and feed into their 3D printers 
for rapid manufacturing. The portable real-time PCR device 
designed using these methods is battery-operated, with a size of 
12 × 7 × 6 cm3 and weight of only 214 g. The production cost 
of the real-time PCR device was ~300 USD. The entire process 
of thermal cycling and time-coordinated fluorescence reading 
is automated by closed-loop feedback. The 3D-manufactured 
real-time PCR device was validated by detection of lentivirus, 
as a proxy for medically important retroviruses such as HIV. 
The Ct was measured from fluorescence recordings (Fig. 1d). 
The device can operate for hours without any external power 
and demonstrated robust detection and quantitation of viral 
particles across a range of clinically relevant concentrations 
[22] (Fig. 1d). Adaptation and refinement of this device for real-
time PCR detection of C. auris may result in an innovative 
point-of-care system for infectious disease diagnosis.  

III. DETECTING C. AURIS USING THE PORTABLE DEVICE 

We used the purified C. auris DNA to test the portable 
device’s ability to detect the presence of C. auris. This is a 
proof-of-principle experiment to show that C. auris can 
potentially be detected with a low-cost device at a primary care. 
The TaqMan-based assay reagents and probes, developed at the 
Wadsworth Center NYSDOH that is sensitive and specific to C. 
auris, is used in the low-cost real-time PCR device (Fig. 2). The 

user interface allows the user to change variables associated 
with real-time PCR cycles, such as thermocycling temperatures, 
durations, and fluorescence reading (Fig. 2c). In the control 
assembly, an LCD screen will display the user’s selections that 
can be changed by the four navigation buttons. During PCR, the 
LCD displays the temperature to indicate the progress of the 
assay and show fluorescence readings. The resulting 
flouresence data revealed that this device is indeed capable of 
detecting the presence of C. auris gene in the sample in less 
than 2 hours (Fig. 2b). 

IV. CONCLUSION 

In this work, we discuss the need of rapid point-of-care 
diagnostics for the detection C. auris to prevent  further spread, 
and reduce the mortality by early detection. Using the low-cost, 

Figure 1. 3D manufactured real-time PCR device for rRT-PCR-based virus detection. (a) The amplification and fluorescence reading status is 
displayed in real time. (b) The bottom view showing an air inlet for the centrifugal fan. (c) The sample holder holds the PCR tube. (d) rRT-PCR 
Fluorescence readings show the shift in the intensity measurements corresponding to the differing concentrations of virus. Reprint from [22]. 
 

Figure 2. Adaption of 3D manufactured real-time PCR device for C. 
auris detection. (a) 3D assembly of the two-tube real-time PCR system. 
Fluorescence measurements of the DNA amplification are enable using 
integrated filter sets, LEDs, and photodiodes. Control assembly contains the 
user interface, including navigation buttons, an LCD display, and a power 
button. (d) Purified C. auris DNA detection using the handheld real-time 
PCR device. 
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handheld real-time PCR device, we are able to reveal the 
presence of C. auris DNA in the sample. Potentially, these type 
of low-cost nucleic-acid testing devices can facilitate the wide 
use of real-time PCR for the early detection of C. auris. It is 
important to note that the major challenges facing point-of-care 
diagnostic also includes the sample preparation which this work 
does not address. The sample collected from the patient requires 
a sample preparation step where the DNA is purified and 
extracted from the sample before they can be used for real-time 
PCR detection. This preparation step is labor intensive and 
requires specialized skill, therefore imposes a challenge in wide 
use of real-time PCR assay in frontline laboratories and clinics. 
We are working toward simplifying and automating this step to 
enable the application of low-cost real-time PCR devices in 
frontline laboratories and clinics [23].   
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