Serum SARS-CoV-2 Antigens for the Determination of COVID-19 Severity

Julien Favresse¹,², Jean-Louis-Bayart³, Clara David⁴, Constant Gillot², Grégoire Wieërs⁵, Gatien Roussel³, Guillaume Sondag¹, Marc Elsen¹, Christine Eucher¹, Jean-Michel Dogné², Jonathan Douxfils²,⁴

¹Department of Laboratory Medicine, Clinique St-Luc Bouge, Namur, Belgium.
²Department of Pharmacy, Namur Research Institute for Life Sciences, University of Namur, Namur, Belgium.
³Department of Laboratory Medicine, Clinique St-Pierre Ottignies, Ottignies-Louvain-la-Neuve, Belgium.
⁴Qualiblood sa, Namur, Belgium.
⁵Department of Internal Medicine, Clinique Saint-Pierre Ottignies, Ottignies-Louvain-la-Neuve, Belgium

*Correspondence: Jonathan Douxfils
University of Namur, Namur, Belgium
B-5000 Namur - Belgium
Phone +32 81 44 49 92
Email: jonathan.douxfils@unamur.be

Type of article: Full article.
Running title: SARS-CoV-2 antigen in blood.
Keywords: COVID-19, SARS-CoV-2, RT-PCR, Antigenic assay, Prognostic test.
Words (manuscript): 4,370 (excluding references, figures/tables, and legends).
Words (abstract): 244

NOTE: This preprint reports new research that has not been certified by peer review and should not be used to guide clinical practice.
Abstract

The diagnostic of SARS-CoV-2 infection relies on reverse transcriptase polymerase chain reactions (RT-PCR) performed on nasopharyngeal (NP) swabs. Nevertheless, false negative results can be obtained with inadequate sampling procedures making the use of other matrices of interest. This study aims at evaluating the kinetic of serum N antigen in severe and non-severe patients and compare the clinical performance of serum antigenic assays with NP RT-PCR. Ninety patients were included and monitored for several days. Disease severity was determined according to the WHO clinical progression scale. The serum N antigen was measured with a chemiluminescent assay (CLIA) and the Single Molecular Array (Simoa). Thresholds for severity were determined. In severe patients, the peak antigen response was observed 7 days after the onset of symptoms followed by a decline. No peak response was observed in non-severe patients. Severity threshold for the Simoa and the CLIA provided positive likelihood ratio of 30.0 and 10.9 for the timeframe between day 2 and day 14, respectively. Compared to NP RT-PCR, antigenic assays were able to discriminate the severity of the disease (p = 0.0174, 0.0310 and p = 0.1551 with the Simoa, the CLIA and the NP RT-PCR, respectively). Sensitive N antigen detection in serum thus provides a valuable new marker for COVID-19 diagnosis and evaluation of disease severity. When assessed during the first 2 weeks since the onset of symptoms, it may help in identifying patients at risk of developing severe COVID-19 to optimize better intensive care utilization.
Introduction

The diagnostic of SARS-CoV-2 infection still relies on molecular assays with reverse transcriptase polymerase chain reaction (RT-PCR) performed on nasopharyngeal (NP) swabs being considered as the gold standard detection method.(1) Other techniques like chemiluminescent immunoassays (CLIA) or Single Molecular Array (Simoa) have demonstrated good correlation with RT-PCR on NP swabs at least for cycle thresholds (Ct) below 33.(2, 3) Other matrices like saliva, plasma or dried blood spots have been used in order to detect SARS-CoV-2 infection and also revealed interesting performance versus RT-PCR.(4-6) Nevertheless, the clinical performance depends on the detection methods. Namely, lateral flow assay (LFA) permits to provide results within a couple of minutes, but their performance is relatively weak with some rapid antigen detection (RAD) assays showing clinical sensitivity below 30%.(7) However, while almost all RT-PCR techniques show excellent sensitivity with various methods demonstrating limit of detection (LOD) from $10^2$ to $10^5$ copies/mL according to manufacturer package inserts and reference panels,(8) the correlation between RT-PCR results from NP swabs and the disease severity has been questioned.(9, 10) The Ct values for a specimen vary between different kits and techniques (including target genes, primers and threshold fluorescence values) and Ct values may vary between different runs of the same kit.(10) The Ct value also depends on the method of collection of the sample and hence there may be a variation in Ct values between two different samples obtained from the same person on the same day and run on the same kit.(11) In addition, concerns have been raised about the risk of false-negative results associated with the use of nasal and NP swabs, especially before symptom onset.(12) Thus, there is a place for improvement in the diagnostics of SARS-CoV-2 infection, the “ideal” test being able to detect the presence of the virus with a similar or better sensitivity than the RT-PCR performed on NP swabs, but with a better prognostic value.
regarding the severity of the disease with a more convenient access to biological specimen.(13,
14)

Blood samples are used to determine the antibody production and the adaptative immunity but
are usually less used for the diagnosis of acute infection, especially in respiratory disease
because of the focal nature of the infection or possible pre-existence of antibodies.(15)

Nevertheless, antigen detection in non-respiratory fluids is still used for two respiratory
bacteria: Streptococcus pneumonia and Legionella pneumophila. Interestingly, it has also been
reported in SARS-CoV-1 infection.(16) Furthermore, multiple clinical manifestations suggest
that SARS-CoV-2 can migrate from the lungs into the bloodstream.(5, 17) This study aims at
evaluating the clinical performance of two serum antigen assays for the diagnostic of SARS-
CoV-2 infection and prognostic determination of the disease severity.

Material and methods

Study Design and Patients Selection

All patients with documented molecular diagnosis of SARS-CoV-2 infection between April
2020 and July 2021 with at least one blood sample collected within one day of the NP collection
were potentially includible. One patient may have multiple blood collection after the diagnosis
and SARS-CoV-2. Minimal medical information required days since the onset of symptoms
and sufficient information to establish the evaluation of the disease severity according to the
WHO clinical progression scale.(18) Reviewers of the medical records and technicians who
performed the analyses were blinded and not allow to communicate on the results. Based on
these criteria, a total of 92 SARS-CoV-2 infected patients were retrospectively retrieved from
our laboratory biobank, representing 250 serum samples. Medical records were sufficiently
documented for 90 patients. None of the patients were vaccinated against SARS-CoV-2. The 2
patients with insufficient clinical information (i.e. no information regarding days since
symptom onset or clinical outcomes) were not included for analyses. The remaining 90 patients,
for whom 243 samples were available, represented the study population. Serum samples of these patients were analyzed for evaluation of the antigen kinetics. Among these 90 patients, 84 had blood samples collected between days 2 and 14 since the onset of symptoms. These 84 patients were included for the determination of a cut-off for the determination of disease severity and represented the subpopulation A. For 81 out of the 90 patients, a blood sample was obtained within 12 hours of the NP sampling allowing the evaluation of the performance of serum antigen versus NP RT-PCR detections in similar temporal condition from infection onset. These 81 patients represented the subpopulation B (Supplemental Figure 1). Note that patients may be included in both subpopulation A and B if they responded to the criteria of the respective subpopulations. Out of the 90 patients, 11 patients were categorized as asymptomatic (WHO score of 1), 17 as symptomatic ambulatory mild disease (WHO score of 2 and 3), 47 as symptomatic hospitalized moderate disease (WHO scores of 4 and 5) and 15 as symptomatic hospitalized severe disease (WHO score of 6 to 10). Twelve patients died (WHO score of 10). Description of the cohort and inclusion of the patients and corresponding samples in the different part of this study is reported in Figure 1. Demographic data of the population is presented in Supplemental Table 1. Among the 90 included patients, 44 (48.9%) were females (median age = 78 years, min-max = 20-97) and 46 (51.1%) were male (median age = 77 years, min-max = 33-94). A cohort of 71 pre-pandemic serum samples collected before February 2020 was also included to evaluate the specificity of antigen assays. The samples were retrieved from our laboratory biobank. The study protocol is available upon request and was in accordance with the Declaration of Helsinki and approved by the Medical Ethical Committee of Saint-Luc Bouge (Bouge, Belgium, approval number B0392020000005).

**Nasopharyngeal and Blood Collection**

Nasopharyngeal samples were collected using eSwab liquid preservation medium tubes (Copan Italia, Brescia, Italy) and analyzed by RT-PCR without any delay. Blood samples were collected...
in serum-gel tubes (BD SST II Advance®, Becton Dickinson, NJ, USA) and centrifuged for 10 min at 1740×g on a Sigma 3-16KL centrifuge. Sera were stored in the laboratory serum biobank at −20°C from the collection date. Frozen samples were thawed for 1 hour at room temperature on the day of the antigen analysis. Re-thawed samples were vortexed before the analysis.

**Antigen Assays**

**Single Molecular Array**

The SARS-CoV-2 nucleocapsid (N) antigen was quantified automatically in patient sera by a Single Molecular Array (Simoa) immunoassay using the Simoa HD-X analyzer (Quanterix, Massachusetts, USA). Samples were analyzed using the commercial SARS-CoV-2 N-Protein Advantage kit (item 103806), a paramagnetic microbead-based sandwich ELISA. Briefly, diluted sample and anti-N protein antibody coated capture beads and detector antibodies are combined for 35 minutes in the cuvette in a first step. Beads are then washed, and a conjugate of streptavidin-ß-galactosidase is added to label the captured N protein. After washing, beads are resuspended with resorufin-ß-galactopyranoside for signal generation. Finally, beads are loaded in microarrays of femtoliter reaction wells. The fraction of bead-containing microwells counted with an enzyme is converted into “average enzymes per bead” (AEB). AEB values are converted into N protein concentration by interpolation from the calibration curve obtained by 4-parameter logistical regression fitting. The results are quantitative and expressed as pg/mL. This assay uses 8 calibrators ranging from 0 pg/mL to 200 pg/mL. Serum samples that provided results upper the calibration range were retested with a 1,000-fold dilution. The LOD of the assay is 0.099 pg/mL. The within-run coefficient of variation (CV) is less than 10%. Positivity cut-offs in serum samples were not disclosed by the manufacturer.

**iFlash-2019-nCoV Assay**

The SARS-CoV-2 N antigen was detected automatically in patient sera by CLIA using the iFlash 1800 automated magnetic CLIA (MCLIA) analyzer (Shenzhen YHLO Biotech Co. Ltd.,
Shenzhen, China). Samples were analyzed using the commercial iFlash-2019-nCOV Antigen assay kit. Antigens in the sample will react with anti-2019-nCoV antibodies coated on paramagnetic particles and with anti-2019-nCoV acridinium-ester-labeled conjugate to form a sandwich complex. Under magnetic field, particles are absorbed to the wall of the reaction chamber, and unbound materials are washed away. Afterwards, the Pre-Trigger and Trigger are added to the reaction mixture. The chemiluminescent signal is then measured as relative light units (RLUs). Results are determined via a 2-point calibration curve. The results are only qualitative and are expressed as a cut-off index (COI). The within-run CV ranges from 2.7 to 3.6%. The manufacturer’s positivity cut-off is > 1.0 COI. The indented use only includes the detection of antigens in NP swabs. In our study, we explored the possibility of detecting the antigen in serum (RUO setting).

SARS-CoV-2 Spike IgG

SARS-CoV-2 Spike IgG antibodies were quantified automatically in patient sera by a Simoa immunoassay using the Simoa HD-X analyzer (Quanterix, Massachusetts, USA). Samples were analyzed using the commercial SARS-CoV-2 Spike IgG Advantage kit (item 103769), using a similar procedure as for the SARS-CoV-2 N antigen. The positivity cut-off of 924 ng/mL corresponding to the maximal value obtained in pre-pandemic serum samples was used. SARS-CoV-2 antibodies were available for 77 patients out of the 81 (95.1%) due to insufficient residual serum sample.

Reverse Transcriptase Polymerase Chain Reaction

Reverse transcriptase polymerase chain reaction for SARS-CoV-2 determination in NP swab samples was performed on a LightCycler 480 Instrument II (Roche Diagnostics, Rotkreuz, Switzerland) using the LightMix Modular SARS-CoV E-gene set (for samples originating from Clinique Saint-Luc Bouge) and on the GeneXpert instrument (Cepheid, California, USA) using the Xpress SARS-CoV-2 assay targeting N2 and E genes (for samples originating from Clinique Saint-Luc Bouge).
Saint-Luc Bouge and Clinique Saint-Pierre Ottignies). Cycle threshold (Ct) values obtained by RT-PCR were used as a proxy for the viral load.

**Statistical Analyses**

Descriptive statistics were used to analyze the data. Smoothing splines with four knots were used to estimate the time kinetics curves using all longitudinal samples from the study population. Difference between disease severity per time intervals (i.e. < 3 days, 4 to 10 days, 11 to 20 days and > 20 days) and difference between time intervals per severity was assessed using an ordinary two-way ANOVA with Šidák's multiple comparison tests with individual variances computed for each comparison. In the subpopulation A, antigen results have been used to define cut-offs for severity. Receiver operating characteristics (ROC) curve for antigen assays were performed and the corresponding area under the curves (AUC) was calculated. The Youden index was used to determine the optimal severity cut-off. Additionally, a positive likelihood ratio (sensitivity/1-specificity) was calculated based on the severity cut-off for prediction of severe forms of COVID-19.

In the subpopulation B, the comparison of RT-PCR and antigen results at the time of diagnosis (i.e. at the time of the RT-PCR), according to disease severity was tested using an ordinary one-way ANOVA. A Tukey multiple testing comparison was applied with multiplicity adjusted p value. Antigen and SARS-CoV-2 Spike IgG values were log-transformed. ROC curves were also performed and the Youden index was used to determine the optimal positivity cut-offs using subpopulation B. Additionally, clinical sensitivity was determined and represented the proportion of SARS-CoV-2 positive samples by antigen tests initially categorized as positive by RT-PCR. Clinical specificity was defined as the proportion of samples identified as negative by the antigen tests initially categorized as negative by RT-PCR. According to the Centers for Disease Control and Prevention (CDC), Ct values < 33 were considered as a surrogate of contagiousness and only these results were reported as true positive in this study.(15, 21)
Antigen level comparison between patients with or without SARS-CoV-2 Spike IgG response has been performed using a Welch’s t-test. Pearson’s correlation coefficients were used to investigate the correlation between RT-PCR, SARS-CoV-2 Spike IgG and N antigen results and between the two antigen assays.

Data analysis was performed using GraphPad Prism software (version 9.2.0, California, USA) and MedCalc software (version 14.8.1, Ostend, Belgium). P < 0.05 was used as a significance level. Our study fulfilled the Ethical principles of the Declaration of Helsinki.

Results

**Kinetics of the N Antigen in Serum and Determination of Severity Cut-offs**

The kinetics of the N antigen in the studied population is presented in Figure 2 for both the Simoa and the iFlash assay. The peak antigen response was observed at day 7 in severe patients using both assays. Afterwards, a decline was observed up to day 20. In non-severe patients, the antigen response corresponded to a plateau phase that slowly decreased over time. The difference of kinetics between severe and non-severe patients was more distinguishable using the Simoa assay (Figure 2). Using ROC curves analyses on samples collected in patients from day 2 to day 14 (subpopulation B), the optimal cut-off to identify severe patients have been found to be 5,043 pg/mL for the Simoa (AUC = 0.927 [95%CI: 0.847-1.00], sensitivity = 84.6% [95%CI: 57.8-97.3], specificity = 97.2% [95%CI: 90.3-99.5], positive likelihood ratio = 30.0) and 313.8 COI for the iFlash (AUC = 0.895 [95%CI: 0.806-0.984], sensitivity = 76.9% [95%CI: 49.7-91.8], specificity = 93.0% [95%CI: 84.6-97.0], positive likelihood ratio = 10.9) (Supplemental Figure 2). The application of these severity cut-offs on kinetic models permitted to identify the best timing since symptom onset to identify severe patients (i.e. from 4 to 10 days) (Figure 2 – red dotted lines).
By splitting timing since symptom onset into categories (i.e. < 3 days, 4 to 10 days, 11 to 20 days and > 20 days), the antigen level in severe patients observed between days 4 and 10 was significantly higher compared to non-severe patients, whatever the time category. These observations were similar for both antigen assays (Figure 3). Using the Simoa assay, the sensitivity of antigen in serum up to 10 days since symptom onset was 100% in severe patients and ranged from 91.3% (< 3 days) to 100% (from 4 to 10 days) in non-severe patients (global sensitivity = 96.9%). Between days 11 and 20, the sensitivities decreased to 88.5% and 86.5% and after 20 days waned at 75.0% and 35.3% in severe and non-severe patients (Figure 3).

Using the iFlash assay with the optimized positivity cut-off of 0.31 COI (see section below), the sensitivity of antigen in serum up to 10 days since symptom onset was 100% in severe patients and ranged from 93.5% (< 3 days) to 96.0% (from 4 to 10 days) in non-severe patients (global sensitivity = 96.2%). Between days 11 and 20, the sensitivities decreased at 80.8% and 86.5% and after 20 days dampened at 75.0% and 23.5% in severe and non-severe patients.

These two antigen assays showed a highly significant correlation with a Pearson r of 0.96 (p < 0.0001) (Supplemental Figure 3). Among the 243 samples, only 12 (4.9%) were discordant. Four results were positive on the iFlash assay (range: 0.33-0.54 COI) but negative on the Simoa and 8 were negative on the iFlash assay but positive on the Simoa (range: 0.32-30.9 pg/mL).

**Clinical Performance of SARS-CoV-2 Antigen Assays in Serum Compared to RT-PCR from Nasopharyngeal Swabs**

The mean Ct values obtained by RT-PCR were significantly lower in case of serum antigen positivity using the two antigen assays (p < 0.0001) (Figure 4 – panel A). The clinical sensitivity was 100% and the clinical specificity was 92.3% for both antigen assays (Table 1).

Highly significant correlations were found between RT-PCR results and antigen levels (Pearson r of -0.54 [iFlash] to -0.61 [Simoa]; p < 0.0001) (Figure 4 – panel B and C).
Based on the Youden index recommended values, the following positivity cut-offs were found for the iFlash and the Simoa assays: > 0.310 COI and > 0.099 pg/mL. The application of these cut-offs on the pre-pandemic cohort resulted in specificities of 95.8% (95%CI: 88.1-99.1; 3 false positive results) and 98.6% (95%CI: 92.4-99.9; 1 false positive result), respectively (Table 1). False positive pre-pandemic samples were different between the iFlash and the Simoa assays.

Antigen assays were also confronted to RT-PCR for determination of disease severity at the time of diagnosis (i.e. at the time of the RT-PCR). Considering NP RT-PCR, the mean Ct value of asymptomatic patients was significantly higher compared to severe patients (p = 0.0037). No significant difference was observed between mild, moderate, and severe patients based on NP RT-PCR (Figure 5). Serum antigen assays showed higher antigen levels in severe patients (Figure 5). The difference was statistically significant between severe patients and asymptomatic or moderate patients. Moderate patients also had significantly higher antigen levels compared to asymptomatic subjects.

**Correlation of the Serological Status with SARS-CoV-2 Antigen Assays in Serum and RT-PCR from Nasopharyngeal Swabs**

For the 77 samples for which the serological status has been obtained at the time of diagnosis (i.e. at the time of the RT-PCR), 18 had positive SARS-CoV-2 Spike IgG (23.4%) and 59 were considered negative (76.6%). The mean number of Ct obtained by RT-PCR was significantly lower in patients negative for SARS-CoV-2 Spike IgG (p < 0.0001) and most negative IgG patients (94.9%) presented a Ct value < 33 (Supplemental Figure 4 – panel A). A positive correlation between SARS-CoV-2 Spike IgG and RT-PCR results was found (r = 0.67; p < 0.0001) (Supplemental Figure 4 – panel B).

The mean concentration of serum antigens was significantly lower in SARS-CoV-2 Spike IgG positive samples (P value < 0.0001) (Supplemental Figure 5 – panel A) and negative
correlations between SARS-CoV-2 Spike IgG and antigen results were also identified (Pearson r of -0.60 [iFlash] to -0.66 [Simoa]; p < 0.0001) (Supplemental Figure 5 – panel B).

Interestingly, patients with a Ct value > 33 along with negative antigen in serum all had positive SARS-CoV-2 Spike IgG (n = 12) (Figure 4). Contrariwise, most patients (96.6%) with negative SARS-CoV-2 Spike IgG were positive for antigen in serum using both assays (Supplemental Figure 5 – panel A).

Discussion

To date, few studies have investigated the interest of detecting blood antigen of patients with SARS-CoV-2 infection.(4-6, 15, 22, 23) In this study which included 90 patients for whom 243 blood samples were obtained at different times since symptom onset, we evaluated the kinetics of the SARS-CoV-2 N antigen in serum from infected patients using two antigen assays, i.e. the Simoa and the iFlash assays. The disease severity was evaluated using to the WHO clinical progression scale(18).

Like previous studies investigating the possible prognostic value of antigen testing in serum samples,(5, 6, 24-26) we evaluate whether these antigen assays could help in identifying patients more at risk of developing a severe form of COVID-19. These studies revealed that a N antigen determination at the time of diagnosis, especially within the first week of symptom onset, may have potential value in triaging patients for higher-level care.(23, 26) Higher concentrations of N antigen were observed in more severe patients (5, 6, 23-26) as well as positive correlations with inflammatory biomarker levels (i.e. CRP or IL-6).(24, 25, 27) Our study confirms that severe patients exhibit higher N antigen levels compared to non-severe patients both at the time of diagnosis (i.e. at the time the NP RT-PCR was performed – Figure 5) and during the first days since the onset of symptoms (Figure 2 and 3). Difference between severe and non-severe patients was especially noticeable between days 4 and 10. We also estimated that cut-offs for identifying patients more at risk to be severe were 5,043 pg/mL and...
313.8 COI on the Simoa and the iFlash assays. The likelihood ratio for these cut-offs were 30.0 and 10.9 which reflects their good capacity to distinguish severe from non-severe patients during the day 2 to day 14 timeframe. The likelihood ratio was lower using the iFlash assay and the larger range of antigen concentration of the Simoa technology (from 0.099 to 100,000 pg/mL) might explain why the Simoa may be a better predictor of severe outcomes compared to the iFlash, even if a high correlation was found between the two techniques (Supplemental Figure 2). Compared to N antigen in serum, Ct values of RT-PCR failed to predict COVID-19 severity (Figure 5), an observation which is similar to the one of Wang et al.(23)

Various assays (Simoa, Lumipulse G, Quantigene, and Biohit healthcare assays) revealed a specificity ranging from 98.4% to 100% on pre-pandemic samples.(5, 15, 25, 26) Ogata et al. were the first to report on the Simoa technology and found a specificity of 82.4%.(6) The method they used was, however, home-made and do not represent the current performance of the Simoa assay. As a matter of fact, Shan et al. found a specificity of 100% using the commercial kit from Quanterix on the Simoa.(5) In our evaluation, specificities of the iFlash and Simoa were 95.8% and 98.6% and were therefore consistent with the data from the literature.

The clinical performance of these antigen assays was also directly compared to RT-PCR performed on NP swabs.(5, 15, 25, 26) The clinical performance is directly related to the design of published studies. If considering studies that included patients that developed symptoms up to maximum 2 weeks, the clinical sensitivity ranged from 85.2% to 93.0% (15, 23, 26) and increased to 94.2% to 100% with samples collected within the first days since symptoms.(15, 24) However, the clinical sensitivity significantly decreased after 2 weeks (43.2% to 74.5%) (5, 15, 23, 26) and > 4 weeks since symptoms (from 0% to 34.2%).(23, 28) Longitudinal monitoring of antigen concentrations more than 2 weeks after the onset of symptoms is therefore not likely to be helpful in predicting the outcome or response to therapy.(23) Six studies found moderate
clinical sensitivities ranging from 41.0% to 74.0%.(6, 22, 24, 25, 27, 29) This lower performance is explained by the design of these studies. Indeed, the timing since symptoms was either not disclosed (22, 24, 25, 29) or was long (i.e. up to 30 days since symptoms), decreasing the probability of having positive samples knowing the kinetic of the SARS-CoV-2 N antigen in blood.(6, 27) Given that the peak of N antigen is reached after 7 days, as for the viral load in NP samples,(30) and that a continuous decline is observed afterwards, the timing since symptoms is a paramount information for the evaluation of antigenemia (Figure 2). In our evaluation, we confirmed that the clinical sensitivity of N antigen as compared to RT-PCR was excellent (96.2% for iFlash and 96.9% for Simoa) in samples collected earlier since symptom onset (i.e. < 10 days), especially in more severe patients (i.e. 100% for both assays) (Figure 3), as previously reported.(23, 26)

When considering serum samples collected < 12 hours from NP RT-PCR (mean delta time = 23 minutes, Supplemental Figure 3), the clinical sensitivity for Ct < 33 was 100% for both tests using the optimized cut-offs. Indeed, patients with low viral load (i.e. Ct > 33) have a very low risk of being infective and capable of transmitting the virus. Therefore, the NP RT-PCR positivity in these subjects may be attributable to residual low viral load.(31, 32) If considering each Ct value as true positive result, the clinical sensitivity decreased to 85.2% (69/81). The adjunction of a SARS-CoV-2 Spike IgG test identified that these 12 samples (all in the non-severe patients’ group) with a high Ct value (i.e. Ct > 33) but negative N antigen, all had positive antibodies (i.e. levels of IgG antibodies > 924 ng/mL). Therefore, this explains why the serum antigen results were negative, as these patients presented after seroconversion. Wang et al. also found that negative N antigen in COVID-19 patients corresponded to higher Ct values (38.2 = median; IQR = 37.4-39.2).(23)

Interestingly, patients who exhibited a level of SARS-CoV-2 Spike IgG above the positivity cut-off showed statistically significant higher Ct values and lower serum antigen levels
(Supplemental Figures 4 and 5). As expected from previous studies in COVID-19 subjects, the level of antibodies started to increase approximately 10 days after the onset of symptoms. It also correlates with the waning of N antigen levels as observed in Supplemental Figure 6 and in another study.(23) These data support the concept that antigenemia may be a prognostic marker of severity to identify patients more likely to require intensive care in the first few days after the onset of symptoms.

The clinical specificity of N antigen assays ranged from 68.0% to 99.8% (mean clinical specificity = 90.9%), (6, 22, 23, 26, 28, 29) and were in line with the results we reported in this study (92.3%) (Table 1). This implies that some patients have positive N antigen in blood but negative NP RT-PCR. It should be noted that this could be a false negative NP RT-PCR from a true infected patient. In the study of Le Hingrat et al., 8 out of 12 patients with a negative RT-PCR result had detectable N antigen in blood. In 6 of these 8 patients (i.e. 75%), RT-PCR performed on lower respiratory tract samples turned out positive showing that the virus may have migrated from the nasopharyngeal sphere to the lower respiratory tract.(15) Additionally, Su et al. found that 16 (32.2%) samples from 50 COVID-19 negative patients by pharyngeal RT-PCR were positives for the presence of N antigen, including two severe COVID-19 patients.(22) The detection of blood antigen can therefore be a valuable alternative to RT-PCR, especially in case of negative results. In our study, we identified a patient with positive N antigen in serum (both on iFlash and Simoa, low positive sample: 2.14 COI and 10.5 pg/mL) but with a Ct value > 33 (i.e. Ct of 34) and positive for SARS-CoV-2 Spike IgG antibodies (Figure 4).

In a previous study, the application of ROC curve adapted cut-offs (1.85 to 10 pg/mL) allowed to significantly increase the clinical sensitivity (from 76 to 92%) with a limited impact on the specificity (from 100% to 96.84%).(29) In our study, we increased the clinical performance of
the iFlash (1.0 to 0.31 COI). This approach has also been successfully used for SARS-CoV-2 antibody assays.(33)

Conclusion

Sensitive N antigen detection in serum provides a valuable new marker for COVID-19 diagnosis, only requiring a blood draw, that is scalable in all clinical laboratories. It allows potential new developments to design rapid antigen blood tests or combined ELISA assays, detecting both antigens and antibodies. Measuring antigen in blood present several advantages including a more standardized process of obtaining blood samples compared to RT-PCR with possible development to dry blood spots sampling strategies. Importantly, antigenemia, when assessed during the first 2 weeks since the onset of symptoms, may help in identifying patients at risk of developing severe COVID-19. The severity cut-offs proposed in our investigation need to be confirmed at subsequent studies, but it already supports the rational that compared to the NP RT-PCR, the detection of N antigen in blood allows a better discrimination of severe cases from non-severe ones. In addition, these techniques are at least as accurate than NP RT-PCR for diagnosing SARS-CoV-2 infection, giving us the possibility to develop more convenient testing strategies for patients. It may finally facilitate patient triage to optimize better intensive care utilization.
Conflict of interest disclosures: YHLO provided the kits for the iFlash antigen assays and JDO received honorarium from YHLO outside the submitted work.

Acknowledgment: The authors would like to thank the technical teams from the laboratories of QUALIblood, Clinique Saint-Luc Bouge and Clinique Saint-Pierre Ottignies for collecting the samples and performing the analyses.

Author contributions:


Data availability statement:

The data that support the findings of this study are available from the corresponding author JDO, upon reasonable request.


Figure 1: Study flow diagram

**Screening cohort**
- 92 patients recruited representing 250 samples
- 2 patients with insufficient clinical information (i.e. days since symptoms onset, clinical outcomes)

**Study population**
- 80 patients with sufficient medical records representing 243 samples and included in the kinetic models
  - N non-severe = 75 patients | 179 samples
  - Asymptomatic = 11 patients | 14 samples
  - Mild = 17 patients | 21 samples
  - Moderate = 47 patients | 144 samples
  - N severe = 15 patients | 64 samples
- 6 patients were not included in this subpopulation due to the absence of blood samples collected in the 2 to 14 days post-symptom's onset time frame
- 9 patients were not included in this subpopulation due to the absence of a blood sample collected within 12 hours, i.e. 720 minutes, of the nasopharyngeal swab.

**Sub-population A**
- 84 patients with blood samples collected from 2 to 14 days post-symptoms onset
- 84 patients included for the determination of severity cut-offs
  - N non-severe = 71 patients | 71 values
  - Asymptomatic = 12 patients | 12 values
  - Mild = 17 patients | 17 values
  - Moderate = 42 patients | 42 values
  - N severe = 13 patients | 13 values
  - Only one point per patient

**Sub-population B**
- 81 patients with RT-PCR and serum sample obtained within 12 hours, i.e. 720 minutes
- 81 samples included for the evaluation of the performance of antigenic assays and correlation with IgG level
  - N non-severe = 67 paired samples
  - Asymptomatic = 18 paired samples
  - Mild = 6 paired samples
  - Moderate = 43 paired samples
  - N severe = 14 paired samples

† Blood samples and RT-PCR swabs of 9 patients were more than 720 minutes apart. Ninety percent of the samples were obtained within 3 hours.
‡ SARS-CoV-2 Spike IgG measurement was only performed in 77 out of the 81 samples due to insufficient biological material. Immunoglobulin G measurement was only performed on those 77 samples.
¶ In some kinetic models, asymptomatic patients and patients with positive SARS-CoV-2 spike immunoglobulin G were excluded.
* Multiple sample inclusion criteria were applied to investigate different possible cut-off for severity: a) earliest antigenemia value since symptom onset within the day 2 to day 14 window for a particular patient, b) mean of all antigenemia values of samples collected within the day 2 to day 14 window for a particular patient and c) the maximal antigenemia value obtained within the day 2 to day 14 window. All these inclusion strategies reported one value per patient.
# Six patients had blood samples collected beyond 14 days since symptom onset.
Figure 2: Kinetics of antigenemia since the onset of symptoms in non-severe and severe patients.

The grey dotted lines correspond to the positivity cut-off of each antigen assay, as found by ROC curve analyses. The black dotted line corresponds to the positivity cut-off of the iFlash assay, as declared by the manufacturer. The red dotted lines correspond to the severity cut-off of each antigen assay, as found by ROC curve analyses for the day 2 – day 14 window. Only patients with symptoms and negative for SARS-CoV-2 Spike IgG directed against the spike protein were included in this kinetics representation.
**Figure 3:** Levels of serum antigen according to the delay since the onset of symptoms (< 3, 4-10, 11-20, and > 20 days) and to severity. Blue dots correspond to non-severe patients and red dots to severe patients. The grey dotted lines correspond to the positivity cut-off of each antigen assay, as found by ROC curves analyses. The black dotted line corresponds to the positivity cut-off of the iFlash assay, as declared the manufacturer. Medians are represented on top of each whisker box.
Figure 4: [A] Positive and negative antigen results in serum according to RT-PCR cycle threshold values in nasopharyngeal samples. The blue dotted line corresponds to a cycle threshold of 33. [B-C] Linear regression of cycle threshold results obtained by RT-PCR versus antigenemia measured on the iFlash and the Simoa. The grey dotted line on the Y-axis of the B and C panels represents positivity cut-off for antigen positivity according to the ROC curve. The black dotted line on the Y-axis of the B panel represents the cut-off for the iFlash N antigen as provided by the manufacturer. The blue dotted line on the X-axis corresponds to a cycle threshold of 33. Samples in yellow represent samples which become positive with the cut-off determined by the ROC curve as compared to the cut-off of the manufacturer. The sample is red represents a sample which is positive with both antigen assays and above a cycle threshold of 33 with the RT-PCR.
**Figure 5:** Antigenemia and RT-PCR results according to the WHO clinical progression scale on samples obtained on the day of diagnosis, i.e. within 12 hours since the RT-PCR. The blue dotted lines correspond to a cycle threshold of 33. The red dotted line corresponds to the severity cut-off, as determined by the ROC curve analyze. The grey dotted lines correspond to the positivity cut-off of each antigen assay, as found by ROC curves analyses. The black dotted line corresponds to the positivity cut-off of the iFlash assay, as declared the manufacturer. Medians are represented on top of each whisker box.
Supplemental Table 1: Demographic data of the included population.

<table>
<thead>
<tr>
<th>Demography</th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>Participants (n)</td>
<td>90</td>
</tr>
<tr>
<td>Age (median [min-max])</td>
<td>77 [20-97]</td>
</tr>
<tr>
<td>Females (n [%])</td>
<td>44 [48.9%]</td>
</tr>
<tr>
<td>Age (median [min-max])</td>
<td>78 [20-97]</td>
</tr>
<tr>
<td>Males (n [%])</td>
<td>46 [51.1%]</td>
</tr>
<tr>
<td>Age (median [min-max])</td>
<td>77 [33-94]</td>
</tr>
<tr>
<td>Clinical status</td>
<td></td>
</tr>
<tr>
<td>Asymptomatic (n [%])</td>
<td>11 [12.2%]</td>
</tr>
<tr>
<td>Symptomatic (n [%])</td>
<td>79 [83.3%]</td>
</tr>
<tr>
<td>Mild disease (n [%])</td>
<td>17 [18.9%]</td>
</tr>
<tr>
<td>Moderate disease (n [%])</td>
<td>47 [52.2%]</td>
</tr>
<tr>
<td>Severe disease (n [%])</td>
<td>15 [16.7%]</td>
</tr>
</tbody>
</table>

1 WHO clinical progression scale of 1; 2 WHO clinical progression scale of 2-3; 3 WHO clinical progression scale of 4-5; 4 WHO clinical progression scale of 6-10
Supplemental Figure 1: Timing between the collection of NP and blood samplings, in minutes. For 41 samples, the NP was collected before the blood sample. For the other 40 samples, the blood sample was collected before the NP swab. The median delta collection time was 1 minute (10th - 90th percentile: -74 to 183 minutes), and the mean delta time was 23 minutes (standard deviation: 179 minutes).
**Supplemental Figure 2:** ROC curves for cut-off determination according to different samples inclusion settings. Three different inclusion settings were used: a) earliest antigenemia value from symptom onset within the day 2 to day 14 window for a particular patient, b) mean of all antigenemia values of samples collected within the day 2 to day 14 window for a particular patient and c) the maximal antigenemia value obtained within the day 2 to day 14 window. For all these analyses, 84 samples were included (n = 71 for non-severe patients and n = 13 for severe patients). These analyses were performed for the Simoa and the iFlash assays.
Supplemental Figure 3: Correlation between the Simoa and the iFlash N antigen assays. The grey dotted lines represent the cut-off determined by the ROC curves and the black dotted line on the iFlash axis represent the cut-off of the manufacturer.

**Abbreviations**: NPA, negative percentage agreement; PPA, positive percentage agreement.
Supplemental Figure 4: [A] Positive and negative SARS-CoV-2 Spike IgG results in serum according to RT-PCR cycle threshold results. The blue dotted line corresponds to a cycle threshold of 33. [B] Linear regression of Ct results obtained by RT-PCR versus the amount of SARS-CoV-2 Spike IgG obtained on the Simoa. The grey dotted line on the Y-axis represents positivity cut-off for IgG directed against the spike protein. The blue dotted line on the X-axis corresponds to a cycle threshold of 33.
Supplemental Figure 5: [A] Positive and negative SARS-CoV-2 Spike IgG results in serum according to antigenemia. The grey dotted lines on the Y-axis correspond to the positivity cut-off of each antigen assay, as found by ROC curves analyses. The black dotted line on the Y-axis of the iFlash panel represents the cut-off of the manufacturer. [B] Linear regression of antigenemia obtained with the two antigen assays versus the amount of SARS-CoV-2 Spike IgG. The grey dotted line on the X-axis represents positivity cut-off for IgG directed against the spike protein.
Supplemental Figure 6: Kinetics of antigenemia and SARS-CoV-2 Spike IgG antibodies since the onset of symptoms in non-severe and severe patients determined according to the WHO clinical progression scale. (18) The continuous orange lines correspond to the severity cut-off of each antigen assay, as found by ROC curves analyses. The purple dotted lines correspond to the positivity cut-off of the SARS-CoV-2 Spike IgG assay. The continuous red and blue lines correspond to antigen kinetics in severe and non-severe patients. The dotted red and blue lines correspond to the kinetics of SARS-CoV-2 Spike IgG in severe and non-severe patients. Only patients with symptoms and negative for IgG directed against the Spike protein were included in this representation.
STARD checklist:

<table>
<thead>
<tr>
<th>Section &amp; Topic</th>
<th>No</th>
<th>Item</th>
<th>Reported on page #</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>TITLE OR ABSTRACT</strong></td>
<td></td>
<td>1 Identification as a study of diagnostic accuracy using at least one measure of accuracy (such as sensitivity, specificity, predictive values, or AUC)</td>
<td>3</td>
</tr>
<tr>
<td><strong>ABSTRACT</strong></td>
<td></td>
<td>2 Structured summary of study design, methods, results, and conclusions (for specific guidance, see STARD for Abstracts)</td>
<td>3</td>
</tr>
<tr>
<td><strong>INTRODUCTION</strong></td>
<td></td>
<td>3 Scientific and clinical background, including the intended use and clinical role of the index test</td>
<td>4-5</td>
</tr>
<tr>
<td></td>
<td></td>
<td>4 Study objectives and hypotheses</td>
<td>5</td>
</tr>
<tr>
<td><strong>METHODS</strong></td>
<td></td>
<td>5 Whether data collection was planned before the index test and reference standard were performed (prospective study) or after (retrospective study)</td>
<td>5</td>
</tr>
<tr>
<td>Study design</td>
<td></td>
<td>6 Eligibility criteria</td>
<td>5</td>
</tr>
<tr>
<td></td>
<td></td>
<td>7 On what basis potentially eligible participants were identified (such as symptoms, results from previous tests, inclusion in registry)</td>
<td>5</td>
</tr>
<tr>
<td></td>
<td></td>
<td>8 Where and when potentially eligible participants were identified (setting, location and dates)</td>
<td>5</td>
</tr>
<tr>
<td></td>
<td></td>
<td>9 Whether participants formed a consecutive, random or convenience series</td>
<td>5</td>
</tr>
<tr>
<td>Participants</td>
<td></td>
<td>10a Index test, in sufficient detail to allow replication</td>
<td>6-8</td>
</tr>
<tr>
<td></td>
<td></td>
<td>10b Reference standard, in sufficient detail to allow replication</td>
<td>6-8</td>
</tr>
<tr>
<td></td>
<td></td>
<td>11 Rationale for choosing the reference standard (if alternatives exist)</td>
<td>3</td>
</tr>
<tr>
<td></td>
<td></td>
<td>12a Definition of and rationale for test positivity cut-offs or result categories of the index test, distinguishing pre-specified from exploratory</td>
<td>8-9</td>
</tr>
<tr>
<td></td>
<td></td>
<td>12b Definition of and rationale for test positivity cut-offs or result categories of the reference standard, distinguishing pre-specified from exploratory</td>
<td>8-9</td>
</tr>
<tr>
<td></td>
<td></td>
<td>13a Whether clinical information and reference standard results were available to the performers/readers of the index test</td>
<td>5</td>
</tr>
<tr>
<td></td>
<td></td>
<td>13b Whether clinical information and index test results were available to the assessors of the reference standard</td>
<td>5</td>
</tr>
<tr>
<td>Analysis</td>
<td></td>
<td>14 Methods for estimating or comparing measures of diagnostic accuracy</td>
<td>8-9</td>
</tr>
<tr>
<td></td>
<td></td>
<td>15 How indeterminate index test or reference standard results were handled</td>
<td>8-9</td>
</tr>
<tr>
<td></td>
<td></td>
<td>16 How missing data on the index test and reference standard were handled</td>
<td>8-9</td>
</tr>
<tr>
<td></td>
<td></td>
<td>17 Any analyses of variability in diagnostic accuracy, distinguishing pre-specified from exploratory</td>
<td>8-9</td>
</tr>
<tr>
<td>RESULTS</td>
<td></td>
<td>18 Intended sample size and how it was determined</td>
<td>7</td>
</tr>
<tr>
<td>Participants</td>
<td></td>
<td>19 Flow of participants, using a diagram</td>
<td>5 and Figure 1</td>
</tr>
<tr>
<td></td>
<td></td>
<td>20 Baseline demographic and clinical characteristics of participants</td>
<td>6 and Supplemental Table 1</td>
</tr>
<tr>
<td></td>
<td></td>
<td>21a Distribution of severity of disease in those with the target condition</td>
<td>6</td>
</tr>
<tr>
<td></td>
<td></td>
<td>21b Distribution of alternative diagnoses in those without the target condition</td>
<td>9-11</td>
</tr>
<tr>
<td></td>
<td></td>
<td>22 Time interval and any clinical interventions between index test and reference standard</td>
<td>5 and Supplemental Figure 1</td>
</tr>
<tr>
<td>Test results</td>
<td>Cross tabulation of the index test results (or their distribution) by the results of the reference standard</td>
<td>9-12</td>
<td></td>
</tr>
<tr>
<td>-------------</td>
<td>-----------------------------------------------------------------------------------------------</td>
<td>-----</td>
<td></td>
</tr>
<tr>
<td>24</td>
<td>Estimates of diagnostic accuracy and their precision (such as 95% confidence intervals)</td>
<td>9-12</td>
<td></td>
</tr>
<tr>
<td>25</td>
<td>Any adverse events from performing the index test or the reference standard</td>
<td>/</td>
<td></td>
</tr>
<tr>
<td>DISCUSSION</td>
<td>Study limitations, including sources of potential bias, statistical uncertainty, and generalisability</td>
<td>12-15</td>
<td></td>
</tr>
<tr>
<td>26</td>
<td>Implications for practice, including the intended use and clinical role of the index test</td>
<td>15</td>
<td></td>
</tr>
<tr>
<td>OTHER INFORMATION</td>
<td>Registration number and name of registry</td>
<td>/</td>
<td></td>
</tr>
<tr>
<td>28</td>
<td>Where the full study protocol can be accessed</td>
<td>6</td>
<td></td>
</tr>
<tr>
<td>29</td>
<td>Sources of funding and other support; role of funders</td>
<td>1</td>
<td></td>
</tr>
</tbody>
</table>