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Fig S1. Details of the purified antigen. A) SDS-PAGE analysis of purified His-tagged SARS-CoV-2 N protein in lane 1. MW, molecular weigh marker (kDa). The gel was Coomassie blue
stained. Peptide mass fingerprint analysis of the purified protein, the peptides obtained after trypsin digestion were analyzed by MALDI-TOF (B) followed by Mascot PMF search (100 ppm
error) against virus NCBI database. The figure shows the Mascot results page confirming the identity of the purified antigen.
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Fig S2. Details of homemade magnetic extractor device. A) Version using a piece of foam as support, the magnified picture shows the details of the nails and magnets used. B) Details of a
nail support built on a 3D printer with similar set of magnets as in A and showing how to insert into a 12 wells PCR strip. C) The full system is placed into a lane of the 96 well plate to
capture the magnetic beads. D) The beads are fully recovered with the system (see black beads on the tip of the PCR strip tubes) and can be easy transferred from the next lanes. Once in
the beads are placed in the next lane, the extractor device is lifted leaving the PCR strip on the wells. The PCR strip can be used to gentle mix the beads in the solution. The cost for the
production of the device is about R$ 10 (2 US$).
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Fig S3. Evaluation of the magnetic bead-based ELISA in the presence of EDTA (A) and to investigate IgM (B). A) Serum from a COVID-19 positive patient were diluted in our reaction
system containing the indicated final concentration of EDTA. The color of the reaction did not change despite the presence of EDTA. Thus, EDTA carry over from samples which used EDTA
as anticoagulant do not interfere with 6-Histagg – Ni2+ interaction occurring on the magnetic beads. B) The serum from a true negative sample (code 2140, collected in 2018) and COVID-
19 PCR positive sample (code HC053) were analyzed for the presence of IgG and IgM reacting against the SARS-CoV-2 N protein. Blue color indicate positive reaction. The secondary
antibody used were anti human IgG or IgM – HPR (thermo) at 1:3,000 dilution.
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