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Supplementary Materials 

Materials and Methods 

Virucidal suspension test. MRC-5 cells were maintained as monolayers in disposable cell culture 
labware in accordance with protocol. Prior to testing, host cell cultures were seeded onto multi-
well cell culture treated plates. Cell monolayers reached 80% to 90% confluency and were less 
than 48h old before inoculation with the virus. Briefly, the virucidal suspension test for the test 
products was performed by taking a 0.5 mL aliquot of test virus(s). It was added to a vial containing 
4.5 mL of the test product(s). The test virus(s) was exposed to the IonLASTTM for 15s and 30s and 
to the CG-101 (5% w/w) for 5minand 10min, timed using a calibrated minute/second timer. The 
calibrated minute/second timer was started within ± 1s of adding the challenge suspension. 
Immediately after exposure(s), the test virus(s)/product suspensions were neutralized in 
appropriate neutralizer, mixed thoroughly, and serially diluted in maintenance medium (MM). 
Each dilution was plated in four replicates. All other controls were prepared following the standard 
protocol. Viral and toxicity titers will be expressed as -log10 of the 50% titration end point for 
infectivity. To calculate the viral titer, a 50% tissue culture infectious dose (TCID50) calculation – 
the Quantal test (Spearman-Kärber Method) – was applied. 

Log TCID50 = L - d (s - 0.5) 

 

Where: 

L = -log10 of the lowest dilution; 

d = difference between dilution steps; 

s = sum of proportions of positive wells. 

The log10 of infectivity reduction was calculated as follows: 

Log10 Reduction Formula: 

Log10 Reduction = (log10 TCID50 of the Virus Control) - (log10 TCID50 of the Virucidal Suspension 
Test) 

The percent reduction was calculated as follows: 

%𝑅𝑒𝑑𝑢𝑐𝑡𝑖𝑜𝑛 = ,1 −	
𝑇𝐶𝐼𝐷50𝑡𝑒𝑠𝑡

𝑇𝐶𝐼𝐷50	𝑣𝑖𝑟𝑢𝑠	𝑐𝑜𝑛𝑡𝑟𝑜𝑙:𝑋100 

 

Residual antimicrobial efficacy test period. Each subject had one forearm assigned to use the 
test product and the other forearm remained as an Untreated Control. The sites on each forearm 
was randomized to the sample times, 30min, 2h and 4h post product application. Subjects 
performed a 30s wash with 5 mL of nonmedicated soap and a 30s rinse to remove any dirt or oil 
from the forearms prior to the test. Subjects dried their hands and forearms with disposable paper 
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towels. The temperature of the water was controlled at 40 °C ± 2 °C. The forearms were 
decontaminated with 10 mL of 70% Ethyl alcohol (EtOH) dispensed over the surface of both 
forearms and allowed to air-dry. After completion of the forearm disinfection each subject will 
wait at least 5minprior to continuing to the next step. The subjects were instructed to not touch 
anything with their forearms during this time. Using a surgical skin marker, 2" x 6" test sites were 
marked out on the volar surface of each forearm. Three areas approximately 2 cm in diameter on 
the skin of the volar surface of each forearm were marked. The application test sites were re-
marked as needed. 

Test product application. A single 3-mL aliquot of test product was dispensed onto the subjects' 
forearm. A technician wearing sterile gloves evenly applied the test product over the entire 2" x 6" 
test site. The inoculation process began 30min ± 3min after the test product was applied to the test 
site. 

Inoculum application. Inoculum was prepared by following the study protocol. At three-time 
points following the 30-minute air-dry after test product application, a 10 μL (0.01 mL) aliquot of 
the challenge inoculum was applied to the randomly assigned test sites on each forearm, and a 
heat-polished glass rod was used to distribute the inoculum over the demarcated - 2cm diameter 
test area (but not reaching the edges of the demarcated area) and allowed to air-dry for at least 
20min. Inoculations began immediately after the 30min ± 3min drying time wait, 2h± 15min, and 
4h± 15minafter the completion of the test product application. The contaminated sites on each 
forearm were sampled using the Cup Scrub Technique following the 20min inoculum air dry. 

Cup scrub technique. A sterile stainless-steel cylinder with an inside area of 3.46 cm2 was held 
firmly onto a site to be sampled. A 1.0 mL aliquot of Sterile Stripping Suspending Fluid with 
product neutralizers (SSF++) was dispensed into the cylinder, and the skin area inside the cylinder 
was massaged in a circumferential manner for 1min ± 10s with a heat-polished glass rod. The 1.0 
mL of SSF++ was removed with a pipette and transferred to a sterile test tube. A second 1.0 mL 
aliquot of SSF++ was dispensed into the cylinder, and the skin area massaged for 30s ± 5s with a 
heat-polished glass rod. The second 1.0 mL aliquot was then pooled in the test tube with the first 
aliquot. Gauze soaked in 70% Ethyl alcohol (EtOH) was used to decontaminate the sites. 

Plating and data collection. Aliquots of the microorganism suspension (10° dilution) was serially 
diluted in Butterfield's Phosphate Buffer Solution with product neutralizers (BBP++), as 
appropriate. Duplicate spread plates were prepared from appropriate dilutions using Mannitol Salt 
Agar (MSA) and incubated at 35 °C ± 2 °C for approximately 48h or until sufficient growth is 
observed. S. aureus (ATCC #6538) produced golden-yellow colonies on MSA, and only those 
colonies were counted. If colonies on one of the plates were uncountable, the count from the 
remaining plate was used. Average colony counts of 0 at the -1 dilution was recorded as <5.00 
CFU/mL. 
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Supplementary Tables 

 

 

Table S1. Log10 reduction and percent reduction from control of hCoV229E (ATCC #VR-740) 
following 15- and 30s by the test product: IonLASTTM 
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Table S2. Log10 reduction and percent reduction from control of hCoV229E (ATCC #VR-740) 
following 5- and 10min by the test product: CG-101 (5% w/w) 
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Table S3. Log10 microbial recoveries and Log10 microbial reductions from control of S. aureus 
(ATCC #6538), by subject; immediately (30min), 2h, and 4h following application of the test 
product: IonLASTTM  

 

 


