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Supplementary Figure 1. a, Titration of BODIPY labeled CR3022 IgG antibody into Tb-labelled 

RBD mix (15 nM final). The Binding affinity of CR3022 and RBD (Kd app) were calculated using a 

nonlinear regression fit model (GraphPad Prism Software). Data are represented as means ± SD 

of three replicates (n = 3). b, Alternative labeling strategies for the TR-FRET assay. Donor 

fluorophore is located on the antigen (RBD) and the acceptor fluorophore on the detection 

antibody (aIgG/aIgM/aIgA) or donor fluorophore is located on the detection antibody 

(aIgG/aIgM/aIgA) and the acceptor fluorophore on the antigen (RBD). d, Titration of CR3022 

IgG/IgM/IgA1 into preformed mix of Tb-RBD protein (15 nM final) and BODIPY labeled 



aIgG/aIgM/aIgA (250 nM final). e, Titration of CR3022 IgG/IgM/IgA1 into preformed mix of 

BODIPY-RBD protein (250 nM final) and Tb-labeled aIgG (3nM final)/ aIgM (12 nM final)/aIgA 

(7.5 nM final). 

 

  



Supplementary Figure 2. Optimization of antigen amount, detection antibody amount, 

detecting antibody dilutions. a, Titration of CR3022 IgG into BODIPY-aIgG Ab (250 nM final) 

with varying concentrations of Tb-S protein. b, Titration of CR3022 IgG into Tb-S (7.5 nM final) 

with varying concentrations of BODIPY-aIgG. Data is singlicate (n=1). 
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Supplementary Figure 3. Optimization of degree of labeling of Tb-S protein. a, Titration of 

CR3022 IgG into BODIPY-aIgG Ab (250 nM final) with Tb-S (7.5 nM final) with varying degree of 

labeling. b, Titration of positive or negative serum into BODIPY-aIgG Ab (250 nM final) with Tb-S 

(7.5 nM final) with varying degree of labeling. Data is singlicate (n=1). 
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Supplementary Figure 4. TR-FRET aIgG-N protein assay. a, Titration of positive and negative 

serum into BODIPY-aIgG Ab (250 nM final) with biotinylated N (10 nM final) and Tb-Streptavidin 

(4 nM final). Data is singlicate (n=1). 
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